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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH23Y1 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NBAS No.: SDG NO. : MH23Y1 

Matrix (soil/water) : SOIL Lab Sample ID: 0008712-01 

Level (low/med) : LOW Date Received: 11/12/2007 

% Solids: 81.3 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. .Analyte Concentration C 1 Q M 

7429-90-5 Aluminum 17900 P 

7440-36-0 Antimony 7.4 u P 

7440-38-2 Arsenic 7.0 P 

7440-39-3 Barium 203 P 

7440-41-7 Beryllium 0.62 u P 

7440-43-9 Cadmium 0.69 P 

7440-70-2 Calcium 4530 P 

7440-47-3 Chromium 19.2 P 

7440-48-4 Cobalt 11.4 P 

7440-50-8 Copper 23.0 P 

7439-89-6 Iron 21000 E P 

7439-92-1 Lead 34.5 P 

7439-95-4 Magnesium 3440 P 

7439-96-5 Manganese 605 E P 

7440-02-0 Nickel 14.2 P 

7440-09-7 Potassium 3900 P 

7782-49-2 Selenium 4.3 u P 

7440-22-4 Silver 1,2 u P 

17440-23-5 Sodium 615 u P 

7440-28-0 Thallium 3.1 u P 

7440-62-2 Vanadium 42.4 P 

7440-66-6 Zinc 92.4 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments; 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE HO. 

MH23Z6 

Lab Name: 

Lab Code: 

A4 Scientific, Inc. 

A4 

Matrix (soil/water): 

Level (low/med): LOW 

% Solids: 85.8 

Case No.: 

SOIL 

36948 

Contract: 

NRAS No.: 

Lab Sample ID: 

Date Received: 

EPW06057 

SD6 NO. MH23Y1 

0008712-02 

11/12/2007 

Concentration Dnits (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 21800 P 

7440-36-0 Antimony 6.4 U P 

7440-38-2 Arsenic 6.9 P 

7440-39-3 Barium 229 P 

7440-41-7 Beryllium 0.61 P 

7440-43-9 Cadmium 0.60 P 

7440-70-2 Calcium 4650 P 

7440-47-3 Chromium 22.5 P 

7440-48-4 Cobalt 15.7 P 

7440-50-8 Copper 17.4 P 

7439-89-6 Iron 21300 ED P 

7439-92-1 Lead 37.9 P 

7439-95-4 Magnesium 4660 P 

7439-96-5 Manganese 788 E P 

7440-02-0 Nickel 20.6 P 

7440-09-7 Potassium 2140 P 

7782-49-2 Selenium 3.7 U P 

7440-22-4 Silver 1.1 U i P 

7440-23-5 Sodium 530 U ; P 

7440-28-0 Thallium 2.6 U P 

7440-62-2 Vanadium 47.2 P 

7440-66-6 Zinc 91.5 P 

Color Before: BLACK 

Color After: YELLOW 

Clarity Before: 

Clarity After: 

CLOUDY 

CLEAR 

Texture: MEDIUM 

Artifacts: 

Comments: 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH23Z7 

Lab Nana:: A4 Scientific, Inc. Contract: EPW06057 

Lab Code;: A4 Case No. : 36948 NRAS No. : SDG NO. : MH23Y1 

Matrix (soil/water) : SOIL Lab Sample ID: 0008712-03 

Level (low/med) : LOW Date Received: 11/12/2007 

% Solids: 78.7 

Concentration Units: (ug/L or mg/kg dry weight)- : MG/KG 

CAS No. Analyte Concentration C ; i Q M 

7429-90-5 Aluminum 15600 P 

7440-36-0 Antimony 6.9 u P 

7440-38-2 Arsenic 6.7 P 

7440-39-3 Barium 204 P 

7440-41-7 Beryllium 0.39 J 1 P 

7440-43-9 Cadmium 0. 64 P 

7440-70-2 Calcium 4040 P 

7440-47-3 Chromiiun 22.8 P 

7440-48-4 Cobalt 11.6 P 

7440-50-8 Copper 21.8 P 

7439-89-6 Iron: 19800 E P 

7439-92-1 Lead 37.9 P 

7439-95-4 Magnesium 3180 P 

7439-96-5 Manganese 677 E P 

7440-02-0 Nickel 16.6 P 

7440-09-7 Potassium 3460 P 

7782-49-2 Selenium 4.0 U i P 

7440-22-4 Silver 1.2 U ! P 

7440-23-5 Sodium 578 U P 

7440-28-0 Thallium 2.9 U j P 

7440-62-2 Vanadium 42.3 P 

7440-66-6 Zinc 81.5 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts:: 

Comments: 

S.'5S ^1-

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 

Lab Name: A4 Scientific, Inc. ' 

Lab Code: A4 Case No. : 36948 

Matrix (soil/water): SOIL 

Level (low/med): 

% Solids: 86.9 

LOW 

EPA SAMPLE NO. 

MH23Z8 

Contract: 

NRAS No.: 

Lab Sample ID: 

Date Received: 

EPW06057 

SDG NO.: MH23Y1 

0008712-04 

11/12/2007 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration c Q M 

7429-90-5 Aluminum 22300 P 

7440-36-0 ; Antimony 1 6 . 9  u P 

7440-38-2 Arsenic I  1 0 . 3  P 

7440-39-3 , Barium ! 288 P 

7440-41-7 , Beryllium :  0 . 6 4  P 

7440-43-9 • Cadmium 0 . 6 3  P 

7440-70-2 i  Calcium 10300 P 

7440-47-3 i Chromium 2 4 . 9  P 

7440-48-4 Cobalt i 1 9 .  6  P 

7440-50-8 Copper 2 0 . 3  P 

7439-89-6 ! Iron 23600 ED P 

7439-92-1 , Lead 2 8 , 9  P 

7439-95-4 I Magnesium 5510 P 

7439-96-5 | Manganese 1150 E P 

7440-02-0 i  Nickel 2 3 . 6  P 

7440-09-7 | Potassium 3330 P 

7782-49-2 ! ; Selenium ' 4 . 0  U P 

7440-22-4 , Silver 1 . 2  u P 

7440-23-5 ; Sodium 575 u P 

7440-28-0 Thallium 2 . 9  u P 

7440-62-2 Vanadium 5 6 , 6  P 

7440-66-6 I  ; Zinc 8 0 .  9  P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 

B'f '3 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH23Z9 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: - SDG NO. : MH23Y1 

Matrix (soil/water) : SOIL Lab Sample ID : 0008712-05 

Level (low/med) : LOW Date Received1: 11/12/2007 

% Solids-: 85. 7 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 18300 P 

7440-36-0 Antimony 6.4 U P 

7440-38-2 Arsenic 5.3 P ; 

7440-39-3 Barium 181 P 

7440-41-7 Beryllium 0.53 U P ! 

7440-43-9 Cadmium 0.44 J I P : 
7440-70-2 Calcium 8580 P 

7440-47-3 Chromium 20.4 P 

7440-48-4 Cobalt 13.0 P 

7440-50-8 Copper 20.5 P 

7439-89-6 Iron 23300 ED P 

7439-92-1 Lead 22.3 P 

7439-95-4 Magnesium 3650 P 

7439-96-5 Manganese 486 E P 

7440-02-0 Nickel 18.4 P 

7440-09-7 Potassium 2040 P 

7782-49-2 Selenium 3.7 U P 

7440-22-4 Silver 1.1 U P 

7440-23-5 Sodium 530 u P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 57.5 P 

7440-66-6 Zinc 72.0 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 

H fl'fi II 1A 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO, 

MH24A0 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NKAS No, : SDG NO,: MH23Y1 

Matrix (soil/water):: SOIL Lab Sample ID : 0008712-06 

Level (low/med) ; LOW Date Received!: 11/12/2007 

% Solids: 88.1 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. , Analyte Concentration C ! Q M 

7429-90-5 Aluminum 14900 P 

7440-36-0 Antimony 6.2 u P 

7440-38-2 Arsenic 4.9 P 

7440-39-3 Barium 234 P 

7440-41-7 Beryllium 0.52 u P 

7440-43-9 Cadmium 0.49 J P 

7440-70-2 Calcium 4020 - P 

7440-47-3 Chromium 23.4 P 

7440-48-4 Cobalt 11.3 | P 

7440-50-8 Copper 19.9 ; P 

7439-89-6 Iron 18800 | E P 

7439-92-1 Lead 

op CM CM P 

7439-95-4 Magnesium 3290 1 P 

7439-96-5 Manganese 621 ; E P 

7440-02-0 Nickel 17.0 i P ; 

7440-09-7 Potassium 3260 : P' i 

7782-49-2 Selenium 3.6 u i 2 j 

7440-22-4 Silver 1.0 i u ; p. | 

7440-23-5 Sodium 516 u : P ! 

7440-28-0 Thallium 2.6 u P 1 

7440-62-2 Vanadium 40.4 ' p ; 

7440-66-6 Zinc 67.5 p 

Color Before: BLACK Clarity Before; CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 

a ami 

Form I A-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No . : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No. : SDG NO. : MH23Y1 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R<1) Found %R(D 
M 

Aluminum 2482.0 2680.70 108 5000.0 5085.25 102 5127.05 103 P 

Antimony 992.0 961.72 97 1250.0 1207.50 97 1147.10 92 P 

Arsenic 996.0 925.26 93 250.0 247.72 99 242.60 97 P 

Barium 502.0 548.26 109 5000.0 5068.65 101 5083.70 102 P 

Beryllium 493.0 509.58 103 125.0 124.72 100 124.85 100 P 

Cadmium 494.0 468.60 95 125.0 124.36 99 121.88 98 P 

Calcium 10180.0 10540.50 104 12500.0 12588.00 101 12612.00 101 P 

Chromium 490.0 487.09 99 500.0 494.27 99 471.63 94 P 

Cobalt 496.0 489.64; 99 1250.0 1231.00 98 1206.20 96 P 

Copper 490.0 471.73 96 625.0 599.58 96 578.94 93 P 

Iron 5107.0 5313.85; 104 2500.0 2523.70 101 2528.45 101 P 

Lead 996.0 935.72 94 250.0 244.57 98 238.14 95 P 

Magnesium 6003.0 6240.65 104 12500.0 12205.50 98 12235.00 98 P 

Manganese 495.0 494.20i 100 1250.0 1229.40 98 1178.80 94 P 

Nickel 492.0 485.90 99 1250.0 1254.75 100 1235.05 99 P 

Potassium 10008.0 10558.50 106 12500.0 12532.00 100 12454.00 100 P 

Selenium 1005.0 924.21 92 250.0 243.80 98 235.92 94 P 

Silver 495.0 487.04 98 625.0 615.08 98 590.86 95 P 

Sodium 10039.0 10381.50 103 12500.0 12361.00 99 12428.00 99 P 

Thallium 1027.0 957.79 93 250.0 248.95 100 245.28 98 P 

Vanadium 501.0 485.50 97 1250.0 1200.85 96 1149.75 92 P 

Zinc 1000.0 980.64 98 1200.0 1261.30 105 1234.25 103 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



V 

USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name; A4 Scientific, Inc. 

Lab Code: A4 Case No. ; 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No. : SDG NO. : MH23Y1 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found : %R (1) Found %R(1) 
M 

Aluminum 5000.0 5064.20 101 4974.70 i 99 P 

Antimony 1250.0 1183.60 95 1140.40 91 P 

Arsenic 250.0 244.81 98 242.37 97 P 

Barium 5000.0 5034.10 101 4932.55 99 P 

Beryllium 125.0 122.60 98 120.10 96 P 

Cadmium 125.0 122.70 98 121.42 97 P 

Calcium 12500.0 12398.50 99 12143.00 97 P 

Chromium 500.0 468.38 94 472.97 95 P 

Cobalt 1250.0 1216.10 97 1198.85 96 P 

Copper 625.0 579.88 93 583.91 93 P j 

Iron 2500,0 2469.90 99 2443.00 98 P 

Lead 250,0 238.47 95 235.85 94 P 

Magnesium 12500.0 11935.50 95 11622.00 93 P 

Manganese 1250.0 1177.75 94 1182.75 95 P 

Nickel. 1250.0 1250.05 100 1230.70 98 P ; 

Potassium 12500,0 , 12237.50 98 12154.50 97 P | 

Selenium 250.0 ; 236.68 95 233.86 94 P 1 

Silver 625.0 585.36 94 591.16! 95 P 

Sodium 12500.0 12322.00 99 12042,50 96 P 

Thallium 250.0 246.73 99 241, 96: 97 P 

Vanadium 1250.0 1142.85 91 1149.0$ 92 P 

Zinc 1200.0 1251.75 104 1226.00 102 P 

(1>) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form 11 A-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

initial Calibration Verification Source:' 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contraat: EPW06057 

NRASNo.: SD6 NO. : MH23Y1 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
i M 

Analyte True Found %R(1> True Found %R(1) Found %R(1) 
i M 

Aluminum 5000.0 4960.95 99 4912.40 98 P 

Antimony 1250.0 1192.95 95 1137.65 93. P 

Arsenic 250.0 246.98 99 242.19 97 P 

Barium 5000.0 4953.25 99 4879.60 98 P 

Beryllium 125.0 119.33 95 117.82 94 ,• P 

Parfmjnm 125.0 123.64 99 121.29 97 P 

Calcium 12500.0 12157.00 97 12002.00 96 P 

Chromium 500.0 460.81 92 459.49 92 P 

Cobalt 1250.0 1230.45 98 1208.60 97 P 

Copper 625.0 577.10 92 • 573.65 92 P 

Iron 2500.0 2406.30 96 2388.00 96 P 

Lead 250.0 241.63 97 238.11 95 P 

Magnesium 12500.0 11697.50 94 ; 11525.50 92 P 

Manganese ; 1250.0 1165.95 93 1161.90 93 P 

Nickel ; 1250.0 1260.15 101 i 1236.90 99 P 

Potassium ! 12500.0 12059.50 96 11946.50 ! 96 P 

Selenium 250.0 241.00 96 234.49 ; 94 P 

Silver 625.0 576.37 92 574.32 ! 92 P 

Sodium 12500.0 12142.00 97 12016.50 1 96 P 

Thallium 250.0 249.68 100 243.76 98 P 

Vanadium 1250.0 1135.15 91 1133.10 91 P 

Zinc 1200.0 1260.80 105 1238.15 103 P 

(1) Control Limits-: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948' 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No.: SDG NO.: MH23Y1 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 4910.60 98 P 

Antimony 1250.0 1125.70 90 P 

Arsenic i 250,0 232.34 93 P 

Barium 5000.0 4899.70 98 P 

Beryllium 125.0 117.32 94 P 

Cadmium 125.0 116.81 93 P 

Calcium 12500.0 12011.00 96 P 

Chromium 500.0 454.37 91 P 

Cobalt 1250.0 1154.05 92 P 

Copper 625.0 578.84 93 P 

Iron 2500.0 2365.95 95 P 

Lead ' 250.0 225.93 90 P 

Magnesium 12500.0 11672.00 93 P 

Manganese 1250.0 1162.90 93 P 

Nickel 1250.0 1181.55 95 P 

Potassium 12500.0 11863.00 95 P 

Selenium 250.0 226.53 91 P ! 

Silver 625.0 569.61 91 P 

Sodium 12500.0 12149.00 97 P 

Thai li vim 250.0 234.77 94 P 

Vanadium 1250.0 1140.65 91 P 

Zinc 1200.0 1179.30 98 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EFW06057 

NBAS No.: SD6 NO.: MH23Y1 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R<1> True Found i %R(1) Found %R(1) 
M 

Iron 5 1 0 7 . 0  5035.50 99 2 5 0 0 . 0  2358.95 94 2 3 0 2 . 9 5  92 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract; 

NRAS No.; 

QATS-ICV 

EFW06057 

SDG NO. : MH23Y1 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
H 

Analyte True Found %R(1) True Found ;%R(i> Found %R<1) 
H 

Iron 2500.0 2315.95 93 2273.65 91 P i 

(1) Control Limits: Mercury 80-120; Other Metals 90-1101; Cyanide 85-115 

Form IIA-IN TTWfW. 4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No. : SDG NO.: MH23Y1 

Initial Calibration Verification Source: QATS-ICV 

Continuing Calibration Verification Source: HP-CCV 

Concentration Units: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R (1) True Found %R<1> Found %R{1) 
M 

Lead 9 9 6 , 0 ;  9 5 8 . 4 7  96 2 5 0 . 0  2 4 9 . 7 8  100 2 5 0 . 1 5  100 P 

B fifi 'S SIM 22 
(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 - - - - -

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No,: SDG NO.: MH23Y1 

Initial Calibration Verification Source: QATS-ICV 

Continuing Calibration Verification Source: HP-CCV 

Concentration Units: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1> Found %R(1) 
M 

Lead 250.0 247.77 99 248.20 99 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN IIM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No, : SDG NO. : MH23Y1 

Initial Calibration Verification Source: QATS-ICV 

Continuing Calibration Verification Source: HP-CCV 

Concentration Units: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True: Found %R(1> Found %R(1) 
M 

Lead 250.0 247.24 99 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

CRQL Check Standard 

Analyte 
Initial Final 

Analyte 
True | Found* %R (1) Found* %R (1) 

Aluminum | 200.00 U 0 
Antimony 60.0 | 47.76 J 80 
Arsenic 10.0 | 9.14 J 91 9.08 a 91; 
Barium j 200.00 U 0 
Beryllium 5.0 | 5.08 102 
Cadmium 5.0 | 4.95 J 99 4.83 J 97 
Calcium I 5000.00 U 0 
Chromium 10.0 | 10.50 105 
Cobalt 50.0 | 50.77 102 
Copper 25.0 | 24,52 J 98 

Iron | 100.00 U 0 
Lead 10.0 | 11.17 112 11.26 113! 
Magnesium | 5000.00 U 0 
Manganese 15.0 j 16.03 107 
Nickel 40.0 | 41.49 104 
Potassium j 5000.00 U 0 
Selenium 35.0 | 33.27 J 95 30.63 J 88 
Silver 10.0 I 10.97 110 
Sodium I 5000.00 U 0 
Thallium 25.0 | 26.62 106 
Vanadium 50.0 | 50.13 100 

Zinc 60.0 | 64.80 , 108 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) 

Form IIB-IN 112405.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NBAS Ho.: SDG No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True Found* %R (1) Found* %R (1) 

Aluminum 1 200.00U 0 

Antimony 60.0 | 76.80 128 

Barium 200.00U 0 

Beryllium 5.0 | 5.28 106 

Calcium 1 5000.00U 0 

Chromium 10.0 | 10; 28 103 

Cobalt 50.0 | 48.31 J 97 

Copper 25.0 | 24.37 J 97 

Iron 1 100.00 U 0 

Magnesium 1 5000.00U 0 

Manganese 15.0 | 15.62 104 

Nickel 40.0 | 33,18 J 83 

Potassium 1 5000.00 U 0 

Silver 10.0 | 11.71 117 

Sodium 1 5000.00U 0 

Thallium 25.0 | 16.92 J 68 
Vanadium 50.0 | 47 • 17 J 94 

Zinc 60.0 | 62.66 104 

(1) Control Limits: 70-130 with the following exceptions: 
XCP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) S13MW&S2E 

Form IIB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Ino. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard i 

Initial Final 
Analyte 

True | Found* %R CD Found* %R (1) 

Aluminum 1 200.00 U 0; 
Antimony 60.0 | 41.72 J 70 

Arsenic 10.0 | 8.85 J 88 
Barium 1 200.00 U 0 
Beryllium 5.0 | 5.03 101 
Cadmium 5.0 | 4,76 J 95 

Calcium 1 5000.00 U v 0 

Chromium 10.0 I 9.96 J 100 

Cobalt 50.0 | 49.56 J 99 
Copper 25.0 | 24.12 J 96 
Iron 1 100.00U 0 
Lead 10.0 | 10.54 105 
Magnesium 1 5000.00 U 0 
Manganese 15.0 | 15.83 106 
Nickel 40.0 | 40.42 101 
Potassium 5000.00U 0 
Selenium 35.. 0 | 31,41 J 90 
Silver , 10.0 | 11.21 112 
Sodium 5000.00 U 0 

Thallium 25.0 | 25.84 103 
Vanadium 50 .0 | 48.29 J ; 97 

Zinc 60.0 | 63.05 105 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) ' Si9i99fl27 

Form XIB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name1: A4 Scientific, Inc. Contract: EPW06057 • 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No. : MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Aluminum 1 2 0 0 . 0 0 U  0 

Antimony 6 0 . 0  |  4 2 . 7 7  J  71 

Arsenic 10.0 | 8 . 8 7  J  89 
Barium 1 2 0 0 . 0 0 U  0 
Beryllium 5 . 0  |  5 . 0 5  101 

Cadmium 5 . 0  |  4 , 8 2  J  96 

Calcium 1 5 0 0 0 . 0 0 U  0 

Chromium 3.0, 0 (| 9 . 7 1  J  97 

Cobalt 5 0 . 0  |  4 9 . 2 9  J  99 
Copper 2 5 . 0  |  2 3 . 3 8  J  94 
Iron 1 1 0 0 . 0 0 U  0 

Lead 1 0 . 0  I  1 0 . 6 8  107 

Magnesium 5 0 0 0 . 0 0 U  0 
Manganese 1 5 . 0  |  1 5 . 4 2  103 
Nickel 4 0 . 0  j  4 0 . 6 2  102 

Potassium 1 5 0 0 0 . 0 0 U  0 

Selenium 3 5 . 0  |  3 1 . 5 0  J  90 

Silver 1 0 . 0  I  1 1 . 2 3  112 

Sodium 1 5 0 0 0 . 0 0 U  0 

Thallium 2 5 . 0  |  2 6 . 1 1  104 
Vanadium 5 0 . 0  |  4 7 . 3 2  J  95 
Zinc 6 0 . 0  |  6 3 . 0 3  105 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) :0B:BSQSB2S 

Form IIB-IN IIM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No. : MH23Y1 

CRQL Check Standard Sources HP-CRDL 

Concentration Units: ug/L 

i 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Iron | 100.00 U 0 100.00U 0 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICR-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the _ 
concentration in these'columns (e.g., 0.20U for Mercury) 9fl8fl9Sfl23 

Form IIB-IN IIM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Ino. Contraot: EPW06057 

tab Code: A4 Case No. : 36948 NRAS No. : SDG No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units:. ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

: Iron 1 100.00 U 0 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead1, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) SB8Sfifi929 

Form XXB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EFW06Q57 

Lab Code: A4 Case No.: 36948 NRAS No.: SD6 No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 1 

Analyte 
True ] Found* %R (1) Found* %R (1) 

Lead 10.0 | 12.02 l 120 11.70 117, 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these Columns (e.g. , 0.20U for Mercury) 'fl'fififlfl 1333.1 

Form IXB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case Ho. : 36948 NRAS No.: SDG No.: MH23Y1 

CRQL Check Standard Source: HP-CRDL 

Concentration Onits: ug/L 

;Analyte 

CRQL Check Standard 

Initial Final ! 
;Analyte 

True | Found* %R (1) Found* %R (1) 

bead' 10.0 | 12.25 122 

(1) Control Limits: 70-130 with the following exceptions': 
XCP-AES - Antimony, Lead, and Thallium: 50-150 
XCP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) • &ailflflS32 

Form IIB-IN ILM05.4 

\ 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRASNo.: SD6 NO. : MH23Y1 

Preparation Blank Matrix (soil/water): SOIL 

Preparation Blank Concentration Units (ug/L or mg/kg): MG/KG 

Initial 
1 Calibration 

Blank(ug/L) 
Continuing Calibration 

Blank (ug/L) 
Preparation II 

Blank II 

Analyte C 1 C 1 2 C 3 c C || M. 

Aluminum 2 0 0 . 0  U 2 0 0 . 0  U ' 2 0 0 . 0  U 2 0 0 . 0  u 2 0 . 0 0 0  p 
Antimony 6 0 . 0  U 6 0 . 0  u ; 6 0 , 0  U 6 0 . 0  u 6 . 0 0 0  u p 
Arsenic 1 0 . 0  U 1 0 . 0  u 1 0 . 0  U 1 0 , 0  u 1 . 0 0 0 '  u p 
Barium 2 0 0 . o;  U 2 0 0 . 0 u 2 0 0 . 0  U 2 0 0 . 0 u 2 0 . 0 0 0 ;  u p 
Beryllium 5.0 U 5 .0  u 5.0 U 5 ,0  u 0.500 u p 
Cadmium 5,0 U 5 .0  u 5.0 U 5.0 u 0.500 u p 
Calcium 5000.0 U 5000.0;  u  5000.0 U 5000.0 u 500.000 u p 
Chromium 1 0 , 0  U 1 0 . 0  u 1 0 . 0  U 1 0 . 0  u 1.000 u p 
Cobalt 50.0 U 50.0 u 50.0 U 50.0 u 5.000 u p 
Copper 25, 0 U 25.0 u 25.0 u 25.0 u 2.500 u p 
Iron 100.0 u 100.0  u 100.0  u 1 0 0 . 0  u 10.000 u p 
Lead 10.0 u 1 0 . 0  u 10.0  u 1 0 . 0  u 1.000 u || p 

Magnesium 5000.0 u 5000.0 u 5000.0 u 5000.0 u 500.000 u p 
Manganese 15.0 u 15.0,  u  15.0 u 15.0 u 1.500 u p 
Nickel 4 0 . 0  u 40.0 u 40.0 u 40.0 u 4.000 u p  1  

Potassium 5 0 0 0 . 0 |  u 5000.0 u 5000.0;  u 5000,0 u 500.000 U i  p  !  

Selenium 35.0 u 35.0 u 35.0;  u  35.0 u 3.500 u p 
Silver 10.0 u ^ 10.0 u 10.  0 |  u  10, 0 u 1.000 u | |  p 
Sodium 5000.0 u 5000.0 u 5000.0 u 5000.0 u 500.000 uj p 1 
Thallium 25.0 u 25.0 u 25.0 u 25,0 u 2.500 p 
Vanadium 50.0 u 50.0 u 

o
 

o
 

in u 50.0 u 5.000 "II  p 
Zinc 60.0 u 1 60 .0  u 60.  o;  u  60,0 u 6 . 0 0 0  "II  p 

Form III-IN ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: 

Lab Code: 

A4 Scientific, Inc. 

A4 Case No, 36948 

Preparation Blank Matrix (soil/water): 

Contract: 

N R A S  N o . :  

WATER 

Preparation Blank Concentration Units (ug/L or mg/kg) 

EPW06057 

SD6 NO. MH23Y1 

UG/L 

Analyte 

Initial 
Calibration 
Blank(Ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte 1 c 1. C 2 C 3 C C M 

Aluminum i  2 0 0 . 0  U 2 0 0 , 0  U 2 0 0 . 0  U P 
Antimony ,  6 0 . 0  U 6 0 . 0  U 6 0 . 0  i u P 
Arsenic 1 0 . 0  U 1 0 , 0  U 1 0 . 0  U 1 p 

Barium 2 0 0 . 0  U 2 0 0 . 0  U 2 0 0 . 0  U 1 P 

Beryllium 5 . 0  U 5 . 0  U 5 . 0  U 1 P 

Cadmium 5 . 0  U 5 . 0  U 5 . 0  U 1 P 

Calcium 5 0 0 0 . 0  U 5 0 0 0 . 0  U 5 0 0 0 . 0  U 1 p 

Chromium 1 0 . 0  U 1 0 . 0  U 1 0 . 0  U 1 p 

Cobalt 5 0 . 0  U 5 0 . 0  U 5 0 . 0  U 1 p 

Copper 2 5 . 0  U 2 5 . 0  U 2 5 . 0 ;  U 1 p 

Iron 1 0 0 . 0  U 1 0 0 . 0  U 100.0 U 1 p 

Lead 1 0 , 0  U 1 0 . 0  u 1 0 . 0  u 1 p 

Magnesium 5 0 0 0 . 0  U 5 0 0 0 . 0  u 5 0 0 0 . 0  u 1 p 

Manganese 1 5 . 0  U 1 5 . 0  u 1 5 . 0  U I 1 p 

Niakel 4 0 . 0  U 4 0 . 0  u 4 0 . 0  u 1 
1 p 

Potassium 5 0 0 0 . 0  U 5 0 0 0 . 0  u 5 0 0 0 . 0  u II P 
Selenium 3 5 . 0  u 3 5 . 0  u 3 5 . 0  u 1 P 

Silver 1 0 . 0  U ; 1 0 . 0  u 1 0 . 0  u 1 p 

Sodium 5 0 0 0 . 0  U 1 5 0 0 0 . 0  u 5 0 0 0 . 0  u 1 p 

Thallium 2 5 . 0  u 2 5 . 0  u 2 5 . 0  u 1 p 

Vanadium j 5 0 . 0  u o
 

o
 

in u 5 0 . 0  u 1 P 

Zinc * 6 0 . 0  u 6 0 . 0  u 6 0 . 0  u 1 p 

Form III-IN 

1110.0:1 A3 A 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Ina. Contract: EFW0.6Q57 • 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO. : MH23Y1 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

1Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

1Analyte C 1 C 2 c 3 c C M 

Aluminum 200.0 U 1 P 
Antimony 60.0 U 1 P 

Arsenic ©
 

O
 

U 1 P 

Barium 200.0 U 1 p 

Beryllium 5.0 U 1 P 

Cadmium 5.0 U ! 1 P 

Calcium 5000.0 u 1 p 

Chromium 10.0 u 1 p 

Cobalt 50.0 u 1 p 

Copper 25.0 u 1 P 

Iron . 100.0 u 1 p 

Lead 

O
 

o
 

H
 u 1 P 

Magnesium 5000.0 u 1 p 

Manganese 15.0 u •> 1 p 

1Niakel 40.0 u 1 P 

:Potassium 5000.0 u 1 P 

Selenium 35.0 u 1 P 

Silver 10.0 u 1 P 

Sodium 5000.0 0 1 P 

Thallium 25.0 u 1 P 

Vanadium 50.0 u 1 P 

Zinc 60.0 u 1 P 

Form III-XN 

SBllSB'l 35 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name:: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH23Y1 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte 1  C  1 c  2 c  3 c  C : M 

: Iron 100.0 I u  100.0 u 100.0 u 100.0  u P 

Form III-XN 

aai HiiB® 3B 

IXM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO. : MH23Y1 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank (ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte C 1 c  2 c 3 | C C M 

Iron 100.0 u 1 1 P 

Form III-IN ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO. : MH23Y1 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Dnits (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte c 1 c 2 C | 3 c C M 

: Lead 

o
 

o
 

H
 u 10.0 u 

O
 

o
 

H
 U | 10.0 u P 

Form III-IN 

ssiaiifss 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Xnc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SD6 NO, : MH23Y1 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte |c 1 C 2 | C | 3 : C C M 

Lead I 10.0 u 10.0|U I P 

Form III-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH23Y1 

ICP-AES Instrument ID: B-ICAF6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol. A Sol AB Sol.A %R Sol AB %R Sol.A %R Sol .AB %R 

Aluminum 244100 | 241100 245000 100 252000 105 256000 105 250000 | 104 

Antimony 0 | 589 - 5 . 9  1 562 95 - 8 . 6 1  538 | 91 

Arsenic 0 | 101 - 1 . 5  1  9 7 . 2  96 - 1 . 6 ]  9 5 . 4  |  94 

Barium 2 . 0  1 495 - 2 . 7  -135 521 105 - 2 . 6  -130 521 | 105 

Beryllium i 0 1 475 1 . 4  I 491 103 1 . 5 ]  484 | 102 

Cadmium o | 940 1 . 7  1 960 104 1 - 8 J  957 | 102 

Calcium 234900 | 231100 236000 100 241000 104 244000 104 237000 | 103 

Chromium 4 3 . 0  | 511 4 2 . 8  100 518 101 4 1 . 9  97 500 | 98 

Cobalt 4 . 0  | 461 2 . 5  62 511 111 2 . 3  58 499 | 108 

Copper 2 3 . 0  | 548 2 2 . 2  97 520 95 2 1 . 6 ;  94 516 | 94 

Iron 95600 | 94800 92200 96 94600 100 95300 100 92900 | 98 

Lead 1 0 . 0  |  6 1 . 0  4 . 7  47 6 1 . 2  100 2 . 5  25 5 7 . 8  1  95 

Magnesium 247500 | 251500 241000 97 246000 98 245000^ 99 241000 | 96 

Manganese 1 9 . 0  | 502 1 5 . 1  79 500 100 1 4 . 2  75 488 1 97 

Nickel 2 1 . 0  1 984 1 6 . 0  76 1050 107 1 5 . 7  
75 

1040 1 106 

Potassium 0 | 0 -122 1; -81.0 —139;| - 7 8 . 0  1  

Selenium 0 | ,  5 3 . 0  - 7 . 5  1  5 5 . 4  105 - 5 . 5 1  5 0 . 7  |  96 

Silver 0 I 206 1 . 0  1 208 101 111 202 1 98 

Sodium 0 1 0 694 I 710 7 2 7 1  715 1 

Thallium 0 | 103 - 3 . 4  1  9 6 . 2  93 - 1 . 9 ]  9 5 . 2  |  92 

Vanadium 0 1 494 - 0 . 8 3  I 478 97 - i . o |  463 | 94 

Zinc 2 8 . 0  1 1028 2 5 . 9  92 1060 103 2 5 . 2  90 1040 1 101 

aaiaaaiai 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

IGP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract;: EPW06057 

Lab Code; A4 Case No. : 36948 NRAS No.: SDG NO.: MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True 1 Initial Found Final Found 

Analyte Sol. A Sol AB Sol. A %R Sol AB %R Sol.A %R Sol.AB %R 

Aluminum 244100 1 241100 2410001 99 2 4 4 0 0 0 ) ,  101 

Antimony 0 | 589 7" 11 541 , 92 

Arsenic 0 1 101 - 0 . 4 2 |  9 5 . 8  ,  95 

Barium 2 . 0  1  495 - 2 . 4 1  - 1 2 0  5 1 0 ,  103 

Beryllium : 0 1 4 7 5  1 . 4 ,  4 7 0  ,  99 

Cadmium 0 1 940 1 . 6 ,  959 , 102 

Calcium 234900 | 231100 230000, 98 2 3 0 0 0 0 ,  100 

Chromium 4 3 . 0  |  511 4 1 . 0 ,  9 5  495 | 97 

Cobalt 4 . 0  |  461 2 . 4 ,  6 0  502 , 109 

Copper 2 3 . 0  |  548 2 1 . 7 ,  9 4  515 , 94 

Iron 95600 | 94800 88600, 93 8 9 9 0 0 ,  95 

Lead 1 0 . 0  |  6 1 . 0  3 . 1 ,  3 1  5 9 . 1  ,  97 

Magnesium 247500 | 251500 236000, 95 2 3 5 0 0 0 ,  93 

Manganese 1 9 . 0  |  502 1 4 . 8 ,  7 8  486 , 97 

Nickel 2 1 . 0  1  984 1 5 . 4 ,  7 3  1040 , 106 

Potassium 0 , 0 — 7 2 • 3  J  - 7 6 . 2 ,  

Selenium 0 1 5 3 . 0  - 8 . 6 ,  5 2 . 4  ,  99 

Silver 0 1 206 1 . 7 ,  2011 98 

Sodium 0 1; 0 7 0 8 ,  706 , 

Thallium o , 103 -3.0, 9 3 , 9 ,  91 

Vanadium o , 494 / - 0 . 8 5 ,  463 , 94 

Zinc 2 8 . 0  ,  1028 2 4 . 9 ,  8 9  1 0 4 0 ,  101 

Form IVA-IN 

89'SSS9.S'41 

IIMOS. 4 



USEPA-CLP 

4 A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO. : MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol,. A Sol AB Sol. A %R Sol AB %R Sol. A %R Sol.AB %R 

Aluminum 244100 1 241100 1 237000 1 97 2280001, 95 

Antimony ° 1 589 1 - 7 . 0 1 498 , 85 

Arsenic 0 , 101 1 0 . 0 4 4 |  8 7 . 2 ,  86 

Barium 2 . 0  1  495 I1 - 2 . 9  | -145 474 | 96 

Beryllium 0 1 475 1 . 3 ,  435 , 92 

Cadmium 0 1 940 1 1 . 5 ,  887 , 94 

Calcium 234900 | 231100 1 226000 | 96 i 216000, 93 

Chromium 4 3 . 0  ,  511 1 4 0 . 7  95 464 , 91 

Cobalt 4 . 0  |  461 2 . 3  | 58 463 , 100 

Copper 2 3 . 0  |  548 2 1 . 5  | 93 4 9 1 ,  90 

Iron 95600 | 94800 86900 9! 83400 , 88 

Lead 1 0 . 0  |  1 5 . 3  | 53 | 
Magnesium 247500 | 251500 230000 | 93 220000 1 87 

Manganese 1 9 . 0  j  502 1 1 4 . 6  | 77 462 , 92 

Nickel 2 1 . 0  |  984 1 1 7 . 7  1 84 9 6 1 ,  98 

Potassium "1 0 - 7 3 . 9 ,  - 4 3 . 4  ,  

Selenium 0  |  5 3 . 0  - 8 . 9 ,  4 7 . 6  ,  90 

Silver 0 , 206 1 i . i .  191 , 93 

Sodium 0 | 0> 1 7 3 3 ,  708 , 

Thallium 01 103 - 2 . 1 ,  8 8 . 7  ,  86 

Vanadium 0 I 494 1 - 0 . 9 3 ,  440 , 89 

Zinc 2 8 . 0  |  1028 I 2 3 . 9  1 851 960 , 93 

;Wisaa«J2 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

•Lab Code: A4 Case No.: 36948 NRAS No. : _____ SDG NO,: MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A ( 1 2 0 6 )  &  B ( 0 2 0 3 )  

Concentration Units: ug/L 

Analyte 

True 

Sol.A Sol AB 

Initial Found 

Sol .A %R Sol AB %R 

Final Found 

Sol. A %R Sol .AB %R 

Iron 95600 1 94800 91700 | 961 935001 99 852001 891 85400 | 90 

-#®J8®81111ii,3 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO, : MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

Analyte 

True 

Sol.A Sol AB 

Initial Found 

Sol.A %R Sol AB %R 

Final Found 

SOl .A %R Sol .AB %R 

Iron 95600 | 94800 1 1 1 843001 881 84400 | 89 

Form IVA-IN 

-msammAM 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: _A4 Case No. : 36948 NBAS No.: SDG NO.: MH23Y1 

ICP-AES Instrument ID: B-IGAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

Analyte 

True 

Sol.A Sol AB 

Initial Found 

Sol.A %R Sol AB %R 

Final Found 

Sol .A %R Sol .AB %R 

Lead 10.0 |, 61.0 5.4 | 541 53.01 87 5.31 531 50.1 | 82 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: _A4 Case No. : 36948 NRAS No.: SDS NO.: MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(12Q6) & B(0203) 

Concentration Units: ug/L 

Analyte 

True 

Sol.A Sol AB 

Initial Found 

Sol.A %R Sol AB %R 

Final Found 

Sol. A %R Sol. AB %R 

Lead 10.0 | 61.0 1 1 1 7.2| 721 59.7 | 98 

Form IVA-IN 

towsmms 

ILM05.4 



USEPA-CLP 
5A-IN 

MATRIX SPIKE SAMPLE RECOVERY EPA SAMPLE NO . 

MH23Y1S 

Lab Name; A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No.: SDG NO. : MH23Y1 

Matrix (soil/water): SOIL Level (low/med): LOW 

% Solids for Sample: 81.3 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

Analyte Control 
Limit %R 

Spiked Sample 

Result (SSR) c 
Sample 

Result (SR) C 
Spike 

Added (SA) %R Q M 

Aluminum 19267.5300 17904.6700 0.00 0 P 

Antimony 75 - 125 19.4736 7.3801 U 24.60 79 P 

Arsenic 75 - 125 15.9975 6.9563 9.84 92 P 

Barium 75 - 125 655.1107 202.7983 492.00 92 P 

Beryllium 75 - 125 10.3770 0.6150 U 12.30 84 P 

Cadmium 75 - 125 10.6438 0.6908 12.30 81 P 

Calcium 4882.7800 4527.1220 0.00 0 P 

Chromium 75 - 125 62.3124 19.1851 49.20 88 P 

Cobalt 75 - 125 132.3247 11.3742 123.00 98 P 

Copper 75 - 125 80.4115 23.0449 61.50 93 P 

Iron 22020.2900 20980.3200 0.00 0 P 

Lead 45.0486 34.5332 4.92 214 P 

Magnesium 3689.9140 3443.9120 0.00 o P 

Manganese 759.1144 604.6987 , 123.00 126 P 

Nickel 75 - 125 136... 7897 14.1943 ! 123.00 100 P 

Potassium 4095.2650 3898.5240 0.00 0 P 

Selenium 75 - 125: 9.3200 4.3050 U 12.30 76 P 

Silver 75 - 125 10.0065 1.2300 U 12.30 81 P 

Sodium 615.0061 U 615.0061 ' ; U 0.00 0 P 

Thallium 75 - 125' 9.8603 3.0750 U 12.30 80 P 

Vanadium 75 - 125 150.7811 42.3549 123.00 88 P 

Zinc 75 - 125 223.9852 92.4262 123.00 107 P 

Comments; 

Form VA-IN ILM05.4 



USEPA-CLP 

6-IN 

DUPLICATES 
EPA SAMPLE NO. 

MH23Y1D 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SD6 MH23Y1 
NO.: 

Matrix (soil/water): SOIL Level (low/med): LOW 

% Solids for Sample: 81.3 % Solids for Duplicate: 79.7 

Concentration Units:(ug/L or mg/kg dry weight): MG/KG 

Analyte 
Control 

Limit 1 

Sample (S) 
C | 

Duplicate (D) 
C RPD Q M 

Aluminum II 17904.67001 II 15470.76001 15 P 
Antimony || 7.3801| u II 7.380l| U P 
Arsenic || 6.9563| || 6.2330| 11 P 
Barium 202.7983| II 176.1042| 14 P 
Beryllium || 0.6150| U II 0.6150| U P 
Cadmium 0.6150 || 0.6908| II 0.6289| 9 P 
Calcium || 4527.1220| 3:933.4120| 14 P 
Chromium 19.1851| 17.5467| 9 P 
Cobalt 6.1501 || 11..37421 II 10.3602| 9 P 
Copper || 23.04491 II 21.24 68|, 8 P 
Iron 20980.3200| II 18362.9600| 13 P 
Lead || 34.5332| II 31.6404| 9 P 
Magnesium 615.0061 3443.91201 II 2994.8560| 14 P 
Manganese || 604. 69871 II 554.6852| 9 P 
(Nickel 4.9200 14.1943| II 12.877l| 10 P 
Potassium n 3898.5240] II 3369.1710| 15 P 
(Selenium II 4.3050] u II 4.3050| U P 
Silver H 1.2300| u II 1.2300| U P 
Sodium n 615.0061] U II 615.006l| U P 
Thallium ii 3.0750] U II 3.0750| U P 
Vanadium n 42.3549| 39.0842| 8 P 
Zinc ii 92.4262] II 83.7873| 10 P 

Form VI-IN 

fia®ili:iJS 
ILM05.4 



USEPA-CLP 

7 -  IN 
LABORATORY CONTROL SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No: SDG NO.: MH23Y1 

Solid LCS Source: QATS-LCS 

Aqueous LCS Source: 

Aqueous (ug/L) Solid (mg/kg) 

Analyte True Found %R True Found C Limits %R 

, Aluminum 1 1 115.0 105.0 54.7| 175 , 0 | 91 
Antimony 1 1 66.0 63.3 27. 6| 104.0 | 96 
Arsenic 253.0 238.9 154. 0| 352.0 | 94 
Barium 1.6 8.7 U 1,01 2,2 | 0 
Beryllium 1 1 4.9 4.7 3. 0| 6.8 | 96 
Cadmium 1 1 10.9 11.5 7. 7| 14.0 | 106 
Calcium 44200.0 42860.0 30300.01 58200 r 0 | 97 
Chromium 1 1 27.1 25.8 18.51 35.7 | 95 
Cobalt 37.4 39.6 24.21 50.6 | 106 
Copper 1770.0 1686.6 20. 0| 2230.0 | 95 
Iron 1 1 6470.0 6163.2 4280.0| 8660.0 | 95 
Lead 1 1 56.9 52.4 41.4| 72.4 | 92 
Magnesium 1 1 29200.0 26677.0 20500. 0| 37900.0 | 91 
Manganese 61.0 56.5 41. 6| 80.5 | 93 
Nickel 1 1 16.3 15.9 9.0| 23.7 | 98 
Potassium 39.7 227.0 U 0, o| 85.3 | 0 
Selenium 1 1 10.0 9.5 4.1| 15. 9 | 95 
Silver 1 1 5.9 5.6 2. 7| 9.1 | 95 
Sodium 72.5 220.0 U o.ol 216.0| 0 
Thallium 1 1 9.5 8.5 2.9| 16.1 | 89 
Vanadium 1 1 17.6 16.1 11.6| 23.7 | 91 
Zinc 47.5 44.8 20, 5| 74.4 I 94 

Form VII - IN 

0 9 

ILM05.4 



USEPA-CLP 

8-IN 

ICP-AES and ICP-MS SERIAL DILUTIONS 
EPA SAMPLE NO., 

MH23Y1L 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH23Y1 

Matrix (soil/water): SOIL Level (low/med): LOW 

Concentration Units;: ug/L 

Analyte 

i Initial Sample 
Result (I) 

C 

Serial Dilution 
Result (S) 

C 

% " 
Difference 

Q M 

Aluminum | 145565.0 || 156565.0 | 8 P 
Antimony | 60.0 U 60.0 |u P 
Arsenic | 56.56 || 60.84 | 8 P 
Barium | 1648.8 || 1771.5 | 7 P 
Beryllium | 5.00 U 5.00 |U P 
Cadmium | 5.62 || 6.08 | 8 P 
Calcium | 36806 || 40877 | 11 P 
Chromium | 155.98 || 172.12 | 10 P 
Cobalt | 92.5 II 93.3 | 1 P 
Copper | 187.4 || 197.4 | 5 P 
Iron | 170570.0 || 193805.0 | 14 1 E P 
Lead | 280.76 || 286.84 | 2 P 
Magnesium | 27999 II 31290 | 12 P 

,Manganese | 4916.20 || 5597.75 | : 14 1 E P 
Nickel | 115.4 II 117.0 | 1 P 
Potassium | 31695 11 34342 | 8 P 

!Selenium | 35.0 U 35.0 |U P 
'Silver | 10.00 U 5.47 | J P 
Sodium | 5000 u 5000 |u P 
Thallium | 25.0 u 25.0 |u P 

' Vanadium | 344.3 II 374.1 |( 9 P 
,Zinc | 751.4 || 777.6 | 3 P 

i 

aa«aii®5i 

Form VIII-IN ILM05.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code; A4 Case No. : 36948 NRAS No.: SDG NO.: MH23Y1 

Instrument Type: P Instrument ID: B-ICAP6500 Date: 07/27/2007 

Preparation Method: NP1 

Concentration Units (ug/L or mg/kg): UG/L 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 200.0 84.9 
Antimony 206.83 60.0 22.2 
Arsenic 189.04 10.0 3.90 

Barium 455,40 200.0 80.7 

Beryllium 313.04 5.0 1.90 
Cadmium 228.80 5.0 1.80 
Calcium 317.93 5000.0 2050 
Chromium 267.72 10.0 3.80 
Cobalt 228.62 50.0 18.2 
Copper 324.75 25.0 9.8 
Iron 259.94 100.0 37.5 

Lead 220.35 10.0 4.30 
Magnesium 279,07 5000.0 2060 

Manganese ; 257.61 15.0 5.70 

Nickel 231.60 40,0 14.6 
Potassium 766.49 5000.0 1860 
Selenium 196.09 35.0 12.5 
Silver 328.07 10.0 4.40 

Sodium i 589.59 5000.0 i 2020 

Thallium ; 190.86 25.0 10.5 
Vanadium ! 292.40 50.0 

CD 00 

Zinc 206.20 60.0 23.2 

Comments: 

Form IX-IN ILM05.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO. : MH23Y1 

Instrument Type: P Instrument ID: B-ICAP650Q Date: 07/27/2007 

Preparation Method: HS2 

Concentration Units (ug/L or mg/kg): MG/KG 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 2 0.00 9.60 

Antimony 206.83 6.00 2.60 

Arsenic 189.04 1.00 0.49 

Barium 455.40 20.00 8.70 

Beryllium 313.04 0.50 0.23 

Cadmium 228.80 0.50 0.20 

Calcium 317.93 500.00 216.00 

Chromium 267.72 1.00 0.49 

Cobalt 228.62 5.00 2.20 

Copper 324.75 2.50 1.20 

Iron 259.94 10.00 i 4.50 

Lead 220.35 1.00 0.49 

Magnesium 279.07 500.00 224.00 

Manganese 257.61 1.50 0.69 

Nickel 231.60 4.00 1.70 

Potassium 766.49 500.00 227.00 

Selenium 196.09 3.50 1.20 

Silver 328.07 1.00 0.42 

Sodium 589.59 500.00 220.00 

Thallium 190.86 2.50 1.10 

Vanadium 292.40 5.00 2.30 

Zinc 206.20 6.00 2.60 

Comments: 

aaa-miBBg 

Form IX-IN ILM05.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRASNo.: SDG NO. : MH23Y1 

Instrument Type: P Instrument ID: B-ICAP6500 Date: 07/27/2007 

Preparation Method:: HW1 

Concentration Units (ug/L or mg/kg): UG/L 

Analyte 
Have-Length 

/Mass , CRQL MDL 

Aluminum 396.15 200.0 96.3 

Antimony 206.83 60.0 26.0 

Arsenic 189.04 I 10.0 4.90 

Barium 455.40 i 200.0 86.7 

Beryllium 313.04 5.0 2.30 

Cadmium 228.80 5.0 2.00 

Calcium 317.93 i 5000.0 2160 

Chromium 267.72 10.0 4.90 

Cobalt 228.62 50.0 21.7 

Copper 324.75 25.0 11.9 

Iron 259.94 100.0 45.2 

Lead 220.35 10.0 4.90 

Magnesium 279.07 5000.0 2240 

Manganese 257.61 15.0 6.90 

Nickel 231.60 40.0 17.3 

Potassium 766.49 5000.0 2270 

Selenium 196.09 35.0 12.4 

Silver 328.07 10.0 4.20 

Sodium 589.59 5000.0 2230 

Thallium 190.86 25.0 11.5 

Vanadium 292.40 50.0 23.4 

Zinc 206.20 60.0 25.8 

Comments: 

Form IX-IN 

fii0i8TOli3 

ILM05.4 



USEPA-CLP 
10A-IN 

ICP-AESINTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Nana; A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. ; 36948 NRAS No.: SDG NO.: MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

Analyte 

Wave
length 

(nm) A1 

Interelement Correction Factors 

Ca Fe 

for: 

Mg Rh 

Aluminum 366.IS "ff.6666666 0.0002330 0.0002300 | 6,6666666 | 6.6666666 

Antimony 206.83 0.0000480 0.0000070 ; o.oooo3io | 0.0000000 | 0.ooooooo 

Arsenic 189,04 0.0000100 0.0000040 -0.0000050 | 0,0000030 | 0.0000000 

Barium 455.401 0.0000040 0.0000030 o.ooooooo I 0.0000020 | 0.0000000 

Beryllium 313,04 0.0000000 o.ooooooo: 0.0000000 I 0.0000000 | 0.0000000 

Cadmium 228.80 0.0000000 0.ooooooo; 0.0000030 I 0.0000000 I 0.0000000 

Calcium 317.93 0.0000280 0.0000000 0.0006750 } 0.0001990 | 0.ooooooo 

Chromium 267.71 0.0000010 0.0000030 0.0000070 | 0.0000000 I 0.0000000 

Cobalt 228.61 0.0000020 0.0000010: 0.0000180 | 0.0000000 I 0.0000000 

Copper 324,75 0.0000010 -0.0000010 0.0000070 | 0.0000000 I o.ooooooo 

Iron 259.94 0.0000060 0.0000070 0.0000000 I 0.0001640 | 0.0000000 

Lead 220.35 0.0001330 0.0000000 0.0000420 I 0.0000100 I o.ooooooo 

Magnesium 279.07 -0.0000110 0.0000100, 0,0000010 I 0.0000000 | 0.0000000 

Manganese 257.61 0.0000010 0.0000030 0.0000120 | 0.0000250 |, o.ooooooo 

Nickel 231.60 0.0000030 0.0000030; -0.0000200 | 0.0000030 | 0.0000000 

Potassium 766.49 0.0000600 0.0001800 -0.0001130 | 0.0001910 I 0,0000000 

Selenium 196.09 0.0000080 -0.0000030 -0.0000200 0.0000010 ; 0.0000000 

Silver 328.06 0.0000000 0.0002700: 0.0057060 0.0000070 0,0000000 

Sodium 589.59 0.0000400 0,0001630 0.0000240 0.0000490 | 0.0000000 

Thallium 190.85 0.0000070 0.0000020 0.0000130 | 0.0000030 | o.ooooooo 

Vanadium 292.40 0.0000010 0.0000020 0.0000440 | -0.0000010 | 0.0000000 

Zinc 206.20 0.0000010 0.0000040 -0.0000190 | 0.0000300 I 0.0000000 

Comments: , 

~ laflB 

Form XA-IN 
ILM05.4 



USEPA-CLP 
10B-IN 

ICP-AESINTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SD6 NO.: MH23Y1 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

Analyte 

Wave
length 

(nm) 
Interelement Correction Factors for:: 

Aluminum 396.15 
Antimony 206.83 1 1 
Arsenic 189.04 
Barium 455.40 , 1 1 
Beryllium 313.04 i 1 1 
Cadmium 228.80 
Calcium 317.93 1 1 
Chromium 267.7,1 

Cobalt 228.61 
Copper 324.75 

Iron 259.94 1 1 
Lead 220.35 1 1 
Magnesium 279.07 

Manganese 257.61 1 1 
Nickel 231.60 
Potassium 766.49 
Selenium j 196.09 
Silver ! 328.06 

Sodium 589.59 1 1 
Thallium 190.85 1 1 
Vanadium 292.40 1 1 
Zinc 206.20 

Comments: 

Form XB-IN ILM05.4 



USEPA-CLP 

11-IN 

ICP-AES AND ICP-MS LINEAR RANGES (QUARTERLY) 

Lab Name: A4 Scientific. Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH23Y1 

ICP Instrument ID>: B-ICAP6500 Date: 10/15/2007 

Analyte 

Integ. 
Time 

(Sec.) 
Concentration 

(ug/L) M 

Aluminum 15.00 500000.0 P 
Antimony 15.00 50000.0 P 
Arsenic 15.00 50000.0 P 
Barium 15.00 50000.0 P 

* Beryllium 15.00 50000.0 P 
Cadmium 15.00 50000.0 P 
Calcium 15.00 500000.0 P 
Chromium 15.00 50000.0 P 
Cobalt 15.00 50000.0 P 
Copper 15.00 50000.0 P 
Iron 15.00 200000.0 P 
Lead 15.00 50000.0 P 
Magnesium 15.00 500000.0 P 
Manganese 15.00 50000.0 P 
Nickel 15.00 50000.0 P 
Potassium 15.00 500000.0 P 
Selenium 15.00 50000.0 P 
Silver 15.00 50000.0 P 
Sodium 15.00 500000.0 P 
Thallium 15,00 50000.0 P 
Vanadium 15.00 50000.0 P 
Zinc 15.00 50000.0 P 

Comments: 

8li»«S9SS 
ILM05.4 

Form XI-IN 



USEPA-CLP 

12-IN 

PREPARATION LOG 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code; A4 Case No. : 36948 NRAS No. : SDG NO. : MH23Y1 

Preparation Method1: HS2 

EPA Sample No. i Preparation.Date Weight (gram) Volume (mL) 

PBSQ5 11/15/2007 H*
 

O
 

O
 

100 
LCSSQ5 11/15/2007 1.00 100 
MH23Y1 11/15/2007 

O
 

o
 

H
 100 

MH23Y1D il/15/2007 1.10 100 
MH23Y1S 11/15/2007 O

 
O

 

100 
MH23Z6 11/15/2007 1.10 100 
MH23Z7 11/15/2007 1:10 100 
MH23Z8 11/15/2007 

o
 

o
 

I—i 

100 , 
MH23Z9 11/15/2007 1.10 loo ; 
MH24A0 11/15/2007 1.10 100 

Form XII-IN ILM05.4 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SD6 No. : MH23Y1 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/15/2007 End Date: 11/15/2007 

EPA 
Sample 

NO. 
D/F i Time 

Analytes EPA 
Sample 

NO. 
D/F i Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

e 
0 

c 
u 

F 
E 

p 
B, 

M 
G 

M 
N 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

SO 1.0 1334 X X X X X X X X X X X x X X X X X X X X X X 
;S 1.0 1337 ! X X X X X X X X X X X X ;x X X X X X X X X X 
ICV 1.0 1340 X X X X X X X X X X X X X X X X X X X X X X 
ICB 1.0 < 1342 X X X X X X X X X X X X X X X X X X X X X X 
CRI 1.0 1345 X X X X X X X X X X X x (X X X X X X X X X X 
ICSA !.0 1348 X X X X X X X X X X X X x X X X X X X X X X 
ICSAB 1.0 ! 1350 X X X X X X X X X X X X x X X x x X X X X X 
CCV 1.0 ! 1353 X X X X X X X X X X X X X X X X; x X X x X X 
CCB 1.0 1356 X X X X X X X X X X X X ;x X X x X X X X X X 
ZZZZZZ 1.0 1358 
zzzzzz 1-0 1401 
ZZZZZZ 1.0 1404 
zzzzzz 1.0 1407 
PBSQ5 1.0 1410 X X X X X X X X X X x X X X X X ;x X X X X X 
LCSSQ5 1.0 1412 X X X X X X X X X X X X X X X x X X X X X X; 
ZZZZZZ 1.0 1415 
ZZZZZZ 1.0 1418 
ZZZZZZ 1.0 1421 
ZZZZZZ 1.0 1424 
CCV 1.0 1426 X X X X X X X X X x X X X X X X X X X X X X 
CCB 1.0 1429 X X X X X X X X X X X X X x X Xi ;x X X X X x; 
ZZZZZZ 5.0 1432 
ZZZZZZ 1.0 1434 
ZZZZZZ 1.0 1437 
ZZZZZZ 1.0 1440 
ZZZZZZ 1.0 1443 
ZZZZZZ 1.0 1446 
CRI 1.0 1449 X X X X 
CRI 1.0 1451 X X X X X X x ;x X X X X X X X X X x 
ICSA 1.0 1454 X X X X X X X lx X X X X X X X X X X x X X X 
ICSAB 1.0 1457 X X X X X X X IX X X X X x! X X X X X X X X x 
CCV 1.0 1459 X X X X X X x X X Xi X X X X X X X X X !X X 'X' 
CCB 1.0 1502 X X X X X X X X ;x X X X X X X X X X X X X X 
ZZZZZZ 1.0 1505 
ZZZZZZ 1.0 1508 
ZZZZZZ 1.0 1510 
ZZZZZZ 1.0 1513 

II If m 15 B. 

Form XIII-IN ILM05 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDGNo.: MH23Y1 

Instrument ID;: B-ICAP6500 Analysis Method: P 

Start Date: 11/15/2007 End Date: 11/15/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

c 
D 

F 
E 

p 
B 

M 
G 

M 
N 

H 
G; 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

ZZZZZZ 1 . 0  1516 
ZZZZZZ 1 . 0  1519 
ZZZZZZ 1 , 0  1522 
ZZZZZZ 1 . 0  1525 
ZZZZZZ 1 . 0  1528 
ZZZZZZ 1 . 0  1530 
ccv 1 . 0  1533 X X ;x  X X X X X X X X X X X X X X X X X X X 
CCB 1 . 0  1536 X X IX X: X X X X X X X X X X X X X X X X X X 
ZZZZZZ 1 . 0  1539 
ZZZZZZ 1 . 0  1541 
ZZZZZZ 1 . 0  1544 
zzzzzz 1 . 0  1547 
ZZZZZZ 1 . 0  1550 
ZZZZZZ 1 . 0  1 1553 
ZZZZZZ 1 . 0  ! 1556 
CRI 1 . 0  ! 1558 X X X X X X X X X X X X X X X X X X X X X X 
ICSA 1 . 0  ,  1601 X X X X X X X X X X X X X X X X X X X X X X 
ICSAB 1 . 0  1604 X X X X X X X X X X X X X X X X X X X X X X 
,ccv 1 , 0  1606 x X X X X X X X X X X X X X X X X X X X X X 
:CCB 1 , 0  1609 X X X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ 1 . 0  1612 
MH23T1 1 - 0  1615 i X X X X X X X X X X X X X X X X X X X X X 
MH23Y1D 1 . 0  1617 X X X X X X X X X X X X X X X X X X X X X 
MH23Y1S 1,0 1620 : X X X X X X X X X X ,x  X X X X X X X X X X 
MH23T1L 5 . 0  1623 X X X X X X X X X X ix iX X X X X X X X X X 
MH23Z6 1 . 0  1626 X X X X X X X X ix  X X X X X x X X X X X 
MH23Z7 1 . 0  1629 X X X X X X X X X x !X' Ix X X X X X X X X X 
MH23Z8 1,0 1632 X X X X X X X X X X ;X X X X X x;  X X X X 
MH23Z9 1 . 0  1634 X X X X X X X x X X |x  X X X ;x X X X X X 
ZZZZZZ 1 . 0  1637 
CCV 1 1 - °  1640 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1 . 0  1643 X X X X X X X ix;  x:  X X X X X X X X X X X X X 
MH24A0 j  1 . 0  1645 X X X X X X X X X X X X X X ;X: X X x X X X 
ZZZZZZ 1 , 0  1648 
ZZZZZZ 1  1 . 0  1651 
ZZZZZZ !  1 , 0  1654 
ZZZZZZ 1 . 0  1657 1 IS m it m |s5 9 

Form XIII-IN IIM05 



USEPA-CLP 

13-lN 

ANALYSIS RUN: LOG 
Lab Name,:' A4 Scientific:, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SD6 No. : MH23Y1 

Instrument ID*: B-ICAP650Q Analysis Method: 

Start Date: 11/15/2007 End Date: 11/15/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
S 
B 

A 
S 

B 
A 

B 
E 

c 
D 

C | 
A 

,  c  • 
R; 

c |  
f o !  

: C |  
• D ,  

F 
E 

p 
B 

M 
G 

M 
N 

H 
G 

N 
'l 

|K ! 
' 1 

s  
E 

A! 
si  

f N :  
!A 

T 
IL 

V l » j  | C |  
N 

ZZZZZZ 1.0 1659 
ZZZZZZ 1.0 1702 
CRI 1.0 1705 X X X X X X x!  •x] X lx'  X X X x  ;X: ;x  X X X [X ixi  X 
ICS A 1.0 1708 X X X X X X X; X X X X X X X| | X j  X X IXi Ixi  X ;xi  X 
ICSAB 1.0 1710 X X X X X X X X X: ix:  X X X [ X ;  [X X X X iX; |X' |X'  
CCV 1.0 1713 X X X X X X X X X X X X X !X: |X|  x  x  ;x' ,x;  !X| |x! x  
CCB 1.0 1716 X X X X X X X X X X X X X ;x |  jxi  x  X X x  X X x;  

Form XIII-IN ILM05 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 ' NRAS No.: SDG No.: MH23Y1 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/29/2007 End Date: 11/29/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
S 
B 

A 
S" 

B 
A 

B 
E 

•c, 
D 

c 
A 

C 
R 

C 
O 

C 
0 

F 
E 

p 
B 

M 
6 

M 
N 

H 
G 

N 
I 

K S 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

SO 1.0 1007 - i X 
S 1.0 1010 X 
ICV 1.0 1012 X 
ICB 1.0 1015 X 
CRI 1.0 1018 X 
ICSA 1.0 1020 X 
ICSAB 1.0 1023 X 
cev 1.0 1026 X 
CCB 1.0 1028 X 
zzzzzz 1.0 1031 
zzzzzz 1.4 1034 

zzzzzz 1.3 1037 
zzzzzz 1.7 1040 
zzzzzz 1.6 1042 
zzzzzz 1.3 1045 
zzzzzz 1.5 1048 

zzzzzz 1.3 1051 
zzzzzz 1.0 1054 
zzzzzz 1.0 1057 
ccv 1.0 1059 X 
CCB 1.0 1102 X 
zzzzzz 1.4 1105 
zzzzzz 1.5 1107 
MH23Z6 1.2 1110 X 
MH23Z8 1.3 1113 X 
ZZZZZZ 1.0 1116 
zzzzzz 1.0 1119 
zzzzzz 1.0 1122 
CRI 1.0 1124 X 
:ICSA 1.0 : 1127 X 
ICSAB 1.0 j 1130 X 
CCV 1-0 1 1132 X 
CCB 1.0 1135 X 
ZZZZZZ 1.3 1138 
MH23Z9 1 • 4 1141 X 
zzzzzz 1.0 1143 
ZZZZZZ 1.0 i ; 1146 

81 u 81 m ifc i 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No, : SDG No. : MH23Y1 

Instrument ID: B-ICAP650Q Analysis Method: P 

Start Date: 11/29/2007 End Date: 11/29/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
S 
B 

A 
S 

B 
A 

B 
E 

C 
D 

C 
A 

C 
R 

C 
0 

' C 1  

u 
F 
E 

p 
B. 

M 
G 

M 
N 

H 
G 

N 
• I' 

K S 
E 

A 
;G 

N 
A 

T 
L 

V, Z 
N 

C 
N 

ZZZZZZ 1 . 0  1149 
CRI 1 . 0  1152 X 
ICSA 1 . 0  1154 X 
ICSAB 1 . 0  1157 X 
CCV 1 . 0  1200 X 
CCB 1 . 0  1202 X 

Form XIII-IN 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Ine. Contract: EFW06057 

Lab Codes: A4 Case Ho. : 36948 NRASNo.: SPG No. : MH23Y1 

Instrument IP: B-ICAP6500 Analysis Method: P 

Start Pate: 11/29/2007 End Pate: 11/29/2007 

EPA 
P/F Time 

Analytes 
Sample P/F Time A S A B B C C C C C F P M M H N K S A N I V z c  

NO. L B S A E P A R 0 U E B G N G I E G A L N N 

SO 1 . 0  1455 X 
S 1 . 0  1458 X 
ICV 1 . 0  1501 X 
ICB ;  1 . 0  1503 X 
CRI 1 . 0  1506 X 
ICSA 1 . 0  1509 X 
ICSAB 1 . 0  1511 X 
CCV 1 . 0  1514 X 
CCB 1 . 0  1517 X 
MH23Y1 1 . 0  1519 X 
MH23Y1P 1 . 0  1522 X 
MH23Y1S 1 . 0  1525 X 
MH23Y1L 5 . 0  1528 X 
MH23Z7 1 . 0  1531 X 
MH24A0 1 . 0  ; 1534 X 
ZZZZZZ 1 . 0  : 1536 
ZZZZZZ 1 . 0  1539 
ZZZZZZ 1 . 0  1542 
ZZZZZZ 1 . 0  1545 
CCV 1 . 0  1 1547 X 
CCB 1 . 0  1550 X 
ZZZZZZ 1 . 0  1553 
ZZZZZZ 1 . 0  1556 
ZZZZZZ 1 . 0  1559 
ZZZZZZ 1.0" 1602 
ZZZZZZ 1 . 0  1604 , -

ZZZZZZ 1 . 0  1607 
ZZZZZZ 1 . 0  1610 
CRI 1.0 1613 ; X 
ICSA 1 . 0  1615 X 
ICSAB 1.0 1618 ,x  
CCV 1 . 0  1621 X 
CCB 1 . 0  1623 x 
ZZZZZZ 1.0 1626 
MH23Z6 1 , 0  1629 X 
MH23Z8 1 . 0  1632 X 
MH23Z9 1,0 1635 X 

II ifl: li p; J5J-ttt: 3 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: . SDG No.: MH23Y1 

Instrument ID: B-IGAP6500 Analysis Method: p 

Start Date: 11/29/2007 End Date: 11/29/2007 

EPA 
D/F T ime I 

Analytes 
Sample D/F T ime I A S A B B C C C c c Fi !P M M ; » !  N K S A N T iV Z C 

NO. L B S A E D A , r :  0 u E B G N G I E G A L N N 

ZZZZZZ 1 . 0  1638 
zzzzzz 1 . 0  1640 
ZZZZZZ 1 . 0  1643 
zzzzzz 1 . 0  1646 
zzzzzz 1 . 0  1649 
zzzzzz 1 . 0  1652 
ccv 1 . 0  1655 X 
CCB 1 . 0  1657 ; - X 
zzzzzz 1 . 0  1700 
ZZZZZZ 1 . 0  1703 
ZZZZZZ 1 . 0  1706 
zzzzzz 1 . 0  1708 
zzzzzz 1 . 0  1711 
zzzzzz 1 . 0  1714 
zzzzzz 1 . 0  1717 
CRI 1 . 0  1719 X 
ICSA 1 . 0  1722 X 
ICSAB 1 . 0  1725 X 
ccv 1 . 0  1728 X 
CCB i  1 . 0  1730 x 

Form XIII-IN ILM05.4 
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Instrument Run Log 
Instrument ID: B-ICRP6500 

Rumlog,Logbook •(RCNt/Paget) ; • Analyst/Date: CLA ,  

Method: IIM05. 4 SOP: g>DpD\ Reviewer/Date: 
m 

Sequence; TAL20071115A Analysis Start: 11/15/2007 13:34:46 

Date File: IAL20071115A.txt Analysis End: 11/15/2007 17:16:03 

No Lab Sample Client, Sample Date Time D/F Xn2306 T_ 2243 3 _3600 T_3710 Comments 

0 SO SO 11/15/2007 13:34:46 1 100 100 100 100 

0 S S 11/15/2007 13:37:29 1 92 97 97 96 

;  i 0 ICV1 ICV 11/15/2007 13:40.'0B 1 95 98 98 91 

i; 0 ICB1 ICB 11/15/2007 13:42:41 1 98 99 100 96 

0 CRDL1 era 11/15/2007 13:45:25 1 98 99 101 99 

0 ICS-A1 ICSA 11/15/2007 13:48:05 1 80 90 91 95 

0 ICS-AB1 ICSAB 11/15/2007 13:50:51 1 80 90 91 93 

0 CCV1 CCV 11/15/2007 13:53:32 1 91 95 99 95 

0 CCB1 CCB 11/15/2007 13:56:07 1 97 98 100 97 

0 0008702-07A MH23L6A 11/15/2007 13:58:52 1 81 97 100 109 

0 000870B-08A MH23H7A 11/15/2007 14:01:41 1 81 96 99 101 

0 ICPBLKQ4 RBSQ4 11/15/2007 14:04:23 1 98 100 102 96 

0 ICPLCSQ4 LCSSQ4 11/15/2007 14:07:11 1 76 * 84 88 97 

0 ICPBLKQ5 PBSQ5 11/15/2007 14:10:00 1 96 99 102 94 

0 ICPLCSQ5 LCSSQ5 11/15/2007 14:12:47 1 73 * 83 86 92 

0 0008710-01 MH23W6 11/15/2007 14:15:36 1 82 98 101 111 

0 0008710-01D MH23W6D 11/15/2007 14:18:27 1 82 98 100 102 

0 0008710-01S MH23W6S 11/15/2007 14:21:20 1 81 98 100 107 

0 BLANK BLANK 11/15/2007 14:24:09 1 96 98 104 100 

0 CCV2 CCV 11/15/2007 14:26:53 1 92 97 100 97 

0 CCB2 CCB 11/15/2007 14:29:29 1 96 98 101 97 

0 0008710-01L MH23H6L 11/15/2007 14:32:15 5 90 97 100 102 

0 0008710-02 MH23W7 11/15/2007 14:34:57 1 79 * 97 100 103 

0 0008710-03 MH23X0 11/15/2007 14:37:49 1 80 99 102 113 

0 000871004 MH23X1 11/15/2007 14:40:42 1 81 99 102 104 

0 0008710-05 MH23X2 11/15/2007 14:43:31 1 81 99 102 109 

0 BLANK" . a? . . _ 
BLANK 11/15/2007 14:46:21 1 98 100 103 99 

0 icRI " /̂  /era 11/15/2007 14:49:05 1 96 98 101 96 

p CRDL2 era 11/15/2007 14:51:46 1 85 88 95 94 

0 ICS-A2 ICSA 11/15/2007 14:54:21 1 76 * 89 91 93 

' " ' ' ' - -
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Instrument Run Log TteWtiat^dMiixrneB 0 

CMtawa; Instrument ID: B-ICAP6500 

Raniog,Logbook (RCN#/Page#): Analyst/Date: 

Method: ILM05. 4 SOP: QlQ PD6 Reviewer/Date: tpl 

Sequence; TAIJ20071115A Analysis Start : 11/15/2007 13:34:46 

Data File: TAL20071115A.txt Analysis End: 11/15/2007 17:16:03 

No Lab Sample Client Sample Date Time D/F Xn2306 T_ 2243 Y_3600 Y_3710 Comments 

0 ICSrAB2 JCSAB 11/15/2007 14:57:08 1 78 * 89 92 95 

0 CCV3 CCV 11/15/2007 14:59:49 1 91 97 99 97 

0 CCB3 CCB 11/15/2007 15:02:24 1 92 94 102 99 

0 0005710-06 MH23X3 11/15/2007 15:05:10 1 80 96 99 103 

0 0008710-07 MH23X4 11/15/2007 15:08:02 1 79 * 100 103 105 

0 0008710-08 MH23X5 11/15/2007 15:10:52 1 82 97 99 98 

0 0008710-09 MH23W8 11/15/2007 15:13:43 1 80 101 103 109 

0 0008710-10 MH23W9 11/15/2007 15:16:35 1 76 * 95 98 104 

0 0008710-11 MH23Y6 11/15/2007 15:19:34 1 79 * 103 106. 113 

0 0006710-12 MH23Y7 , 11/15/2007 15:22:25 1 82 96 100 110 

0 0008710-13 MH23YB 11/15/2007 15:25:17 1 79 * 100 103 102 

0 0008710-14 MH23Y9 11/15/2007 15:28:08 1 81 99 102 103 

0 BLANK BLANK 11/15/2007 15:30:59 1 99 101 111 95 

0 CCV4 CCV 11/15/2007 15:33:43 1 92 97 100 100 

0 CCB4 CCB 11/15/2007 15:36:18 1 98 100 103 95 ' 

0 0008710-15 MH23Z0 11/15/2007 15:39:04 1 79 * 96 99 100 

0 0008710-16 MH23Z1 11/15/2007 15:41:56 1 79 * 97 100 107 j 

0 0008710-17 • MH23Z2 11/15/2007 15:44:45 1 80 99 103 110 j 

0 0008710-16 MH23Z3 11/15/2007 15:47:36 1 82 99 102 105 - |1 

0 0008710-19 MH23Z4 11/15/2007 15:50:27 1 82 100 102' 105 

0 BLANK BLANK 11/15/2007 15:53:17 1 99 101 105 98 ! 

0 ZCRI ZCRI 11/15/2007 15:56:01 1 101 103 99 103 ! 

0 CRDL3 CRI 11/15/2007 15:58:41 1 97 99 102 99 

j 0 ICS-A3 ICSA 11/15/2007 16:01:22 1 79 * 90 92 97 

0 ICS-AB3 ICSAB 11/15/2007 16:04:09 1 79 * 90 93 98 

0 CCV5 CCV l!l/15/2007 16:06:50 1 92 97 101 98 

i 0 CCB5 CCB 11/15/2007 16:09:26 1 96 98 111 96 

! 0 0006710-20 MH23Z5 11/15/2007 16:112:12 1 79 ' 99 102 108 

i 0 0006712-01 MH23Y1 11/15/2007 16:15:03 1 83 99 102 98 

| 0 0008712-01D MH23Y1D 11/15/2007 16:17:56 1 83 9B 101 106 

— - - - - • - - - - - - IlilMfilllrlld? 
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Instrument Run Log 
Instrument: ID: B-ICAP6500 

Runlog,Logbook (RCNi/Pagei): (S65-H Analyst/Da fee: 

Method: ILM05. 4 SOP: _2i0t>0& . Reviewer/Date: 

Sequence; TAL20071115A Analysis Start : 11/15/2007 13:34:46 

Data File: TAL20071115A.txt Analysis End: 11/15/2007 17:16:03 

1 No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 0008712-01S MH23Y1S 11/15/2007 16:20:47 1 82 99 101 108 

! 0: 000B712-01L MH23Y1L 11/15/2007 16:23:37 5 93 101 104 98 

0 0008712-02 MH2326 11/15/2007 16:26:20 1 80 99 101 104 

0 0008712-03 MH23Z7 11/15/2007 16:29:13 1 82 98 101 106 

0 0008712-04 MH23Z8 11/15/2007 16:32:04 1 80 99 101 105 

0 0008712-05 MH23Z9 11/15/2007 16:34:57 1 81 101 103 106 

0 BLANK BLANK 11/15/2007 16:37:46 1 98 100 104 99 

0 CCVS CCV 11/15/2007 16:40:32 1 92 98 102 100 

0 CCB6 CCB 11/15/2007 16:43:07 1 97 100  ̂ 103 100 

0 0008712-06 MH24A0 11/15/2007 16:45:54 1 82 100 102 107 

0 77777 77777 11/15/2007 16:48:46 1 98 101 104 96 

0 77777 77777 11/15/2007 16:51:32 1 97 99 103 100 

0 77777 77777 11/15/2007 16:54:18 1 97 99 104 101 

0 77777 77777 11/15/2007 16:57:05 1 94 96 102 98 

0 77777 77777 11/15/2007 16:59:52 1 97 99 102 99 

0 2CRI 2CRI 11/15/2007 17:02:38 1 9B 100 102 97 

0 CRDL4 CRI 11/15/2007 17:05:18 1 97 99 103 97 

0 ICS-A4 ICSA 11/15/2007 17:08:00 1 79 * 90 92 98 

0 ICS-AB4 ICSAB 11/15/2007 17:10:47 1 81 92 93 100 

0 CCV7 CCV 11/15/2007 17:13:28 1 95 100 100 99 

0 CCB7 CCB 11/15/2007 17:16:03 1 97 99 103 98 

. ____ ; , • 
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Sample Name: SO Acquired: 11/15/2007 13:34:46 Type: Cal 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y_3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00219 .00038 .00002 .00069 .00021 .00948 
Stddev .00000 .00014 .00002 .00012 .00002 .00003 
%RSD .17622 35.956 105.27 18.069 9.6271 .34782 

#1 -.00219 .00028 .00003 .00078 .00019 .00950 
#2 -.00220 .00048 .00001 .00060 .00022 .00945 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y_3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg :00028 .00059 .00000 .00165 .00007 -.00155 
Stddev .00012 .00008 .00003 .00007 .00005 .00026 
%RSD 42.123 13.773 6462.5 4.0330 68.231 16.815 

#1 .00036 .00065 -.00002 .00170 .00011 -.00137 
#2 .00019 .00053 .00002 .00160 .00004 -.00174 

?»:«assfi»Be 



Sample Name: SO Acquired: 11/15/2007 13:34:46 Type: Cal 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00016 .00049 .00310 .00163 .00006 .00088 
Stddev .00005 .00004 .00048 .00022 .00010 .00013 
%RSD 33.712 7.8210 15.516 13.507 170.34 14.211 

#1 .00012 .00046 .00276 .00178 .00012 .00097 
#2 .00020 .00051 .00344 .00147 -.00001 .00079 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .00008 -.00005 -.00005 .00200 
Stddev .00005 .00003 .00001 .00007 
%RSD 63.449 67.249 28.539 3.2517 

#1 .00011 -.00003 -.00006 .00205 
#2 .00004 -.00007 -.00004 .00195 



Sample Name: SO Acquired: 11/15/2007 13:34:46 Type: Cal 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Int. Std. IH2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S cts/s Cts/S Cts/S 
Avg 9401.6 10960. 146000. 22382. 
Stddev 3.1 3. 370. 208. 
%RSD .03328 .02362 .25348 .93050 

#1 9399.4 10959. 145740. 22529. 
#2 9403.8 10962. 146260. 22235. 



Sample Name: S Acquired: 11/15/2007 13:37:29 Type: Cai 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: t Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .20291 .36029 .03318 22.932 .69667 2.3921 
Stddev .00060 .00476 .00021 .370 .00924 .0316 
%RSD .29807 1.3200 .64336 1.6122 1.3267 1.3201 

#1 .20333 .36365 .03333 23.193 .70320 2.4144 
#2 .20248 .35693 .03303 22.670 .69013 2.3697 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .35742 2.3437 .07753 ,36065 .32855 .38296 
Stddev .00308 .0230 .00001 .00098 .00375 .00435 
%RSD .86159 .98124 .00933 .27254 1.1411 1.1357 

#1 .35960 2.3600 .07752 .36134 .33120 .38603 
#2 .35525 2.3275 .07753 .35995 .32589 .37988 

.fflaaaasaTi 



Sample Name: S Acquired: 11/15/2007 13:37:29 Type: Cal 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .25101 1,3717 1.9965 1.3499 .10418 .21961 
Stddev .00325 .0010 .0255 .0114 .00072 .00009 
%RSD 1.2952 .07521 1.2778 .84282 .68635 .03904 

#1 .25331 1,3725 2.0145 1.3580 .10469 .21967 
#2 .24871 1,3710 1.9784 1.3419 .10368 .21955 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .02797 .05850 .39102 1.8037 
Stddev .00027 .00038 .00034 .0182 
%RSD .96638 .65682 .08611! 1.0119 

#1 .02816 .05878 .39126 1.8166 
#2 .02778 .05823 .39078 1.7908 



Sample Name: S Acquired: 11/15/2007 13:37:29 Type: Cal 
Method: TAL20071115A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8642.1 10691. 140690. 21833. 
Stddev 58.5 69. 29. 199. 
%RSD .67681 .64138 .02027 .91132 

#1 8600.7 10643. 140670. 21692. 
#2 8683.4 10740. 140710. 21973. 



Sample Name: ICV Acquired: 11/15/2007 13:40:08 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 487.04 2680.7 925.26 548.26 509.57 10540. 
Stddev 1.60 52.9 .62 11.30 9.12 198. 
%RSD .32931 1.9742 .06709 2.0604 1.7897 1.8807 

#1 488.17 2718.1 924.82 556.25 516.02 10681. 
#2 485.90 2643.3 925.70 540.27 503.13 10400. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 468.60 489.64 487.08 471.73 5313.8 10559. 
Stddev .03 .19 3.36 3.65 104.8 169. 
%RSD .00697 .03848 .68995 .77447 1.9723 1.6022 

#1 468.57 489.77 489.46 474.31 5388.0 10678. 
#2 468.62 489.50 484.71 469.15 5239.7 10439. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

SfififfiH®7a 



Sample Name: ICV Acquired: 11/15/2007 13:40:08 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6240.7 494.20 10382. 485.89 935.71 961.72 
Stddev 136.0 2.41 173. ,55 .26 7.17 
%RSD 2.1791 .48815 1.6692 .11241 .02770 .74507 

#1 6336.8 495.90 10504. 486.28 935.53 956.65 
#2 6144.5 492.49 10259. 485.51 935.90 966.79 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 924.21 957.79 485,49 980.64 
Stddev 1.09 1.94 3.72 .52 
%RSD .11782 .20241 .76545 .05269 

#1 923.44 959.16 488.12 980.27 
#2 924.98 956.42 482.87 981.00 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

/MSS® ia8S 75 



Sample Name: ICV Acquired: 11/15/2007 13:40:08 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8915.8 10767. 143480. 20837. 
Stddev 23.5 30. 349. 398. 
%RSD .26347 .28270 .24311 1.9091 

#1 8932.4 10789, 143230. 20556. 
#2 8899.1 10746. 143720. 21118. 



Sample Name: ICB Acquired: 11/15/2007 13:42:41 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042(108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .85623 20.058 .69289 2.1736 .14288 9.7176 
Stddev .04472 3.743 .78669 .2551 .02376 .6555 
%RSD 5.2228 18.664 113.54 11.739 16.628 6.7454 

\ 

#1 .88785 17.411 1.2492 2.3540 .12608 10.181 
#2 .82460 22.705 .13662 1.9931 .15968 9.2541 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04502 .12895 .22657 -.08930 14.420 48.924 
Stddev .08085 .31868 .25537 .16925 .180 14.148 
%RSD 179.56 247.14 112.71 189.52 1.2475 28.918 

#1 -.01214 -.09639 .40714 -.20898 14.547 38.920 
#2 .10219 .35429 .04600 .03037 14.293 58.928 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/15/2007 13:42:41 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1,000000 
User: admin Client sample I D: ICB Dilution: 1 Operator: SRV 
Comment: 2i 

Eiem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 17.708 .55396 5.9031 .20953 .19077 11,002 
Stddev 11.675 .10626 8.3856 .38124 .68812 1.860 
%RSD 65.933 19.181 142.05 181.95 360.71 16.909 

#1 25.963 .47883 -.02645 -.06005 -.29581 12.318 
#2 9.4521 .62910 11.833 .47911 .67734 9.6868 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .97556 .49986 .57674 .43481 
Stddev .76809 .20683 .08427 .55107 
%RSD 78.733 41.379 14.612 126.74 

#1 1.5187 .64611 .63633 .04514 
#2 .43244 .35360 .51715 .82447 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/15/2007 13:42:41 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9144.0 10808. 146180. 22013. 
Stddev 120.0 131. 908. 450. 
%RSD 1.3124 1.2115 .62123 2.0442 

#1 9228.9 10901. 145540. 21694. 
#2 9059.1 10716. 146820. 22331. 



Sample Name: CRI Acquired: 11/15/2007 13:45:25 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.972 -.32483 9.1401 .23805 5.0783 -16.966 
Stddev .018 2.6658 .5536 .23263 .0933 1.664 
%RSD .16036 820.66 6.0566 97.722 1.8365 9,8088 

#1 10.985 1.5601 8.7487 .40254 5.1443 -15.790 
#2 10.960 -2.2098 9.5316 .07356 5.0124 -18.143 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 C62286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9505 50.771 10.502 24.520 5,2975 24.520 
Stddev .0450 .028 .220 .228 .3247 24.882 
%RSD .90845 .05578 2.0935 .93161 6.1300 101.48 

#1 4.9187 50.751 10.347 24.358 5.5271 42.114 
#2 4.9823 50.791 10.658 24.681 5.0679 6.9254 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/15/2007 13:45:25 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

E|em Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y.3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.6858 16.032 4.3162 41.485 11.174 47.755 
Stddev 6.9492 .024 3.5268 .017 .120 1.297 
%RSD 90.416 .14706 81.712 .03979 1.0738 2.7151 

#1 -2.7720 16.016 6.8100 41.497 11,089 46.838 
#2 -12.600 16.049 1.8223 41.473 11.259 48.672 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.265 26.621 50.129 64.795 
Stddev .924 .089 .367 .157 
%RSD 2.7772 .33289 .73239 .24171 

#1 33.918 26.558 49.869 64.685 
#2 32.612 26.683 50.388 64.906 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/15/2007 13:45:25 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9175.0 10869. 146910. 22276. 
Stddev 11.4 13. 359. 80. 
%RSD .12371 .11866 .24464 .35899 

#1 9167.0 10860. 147160, 22220. 
#2 9183.0 10878. 146660. 22333. 



Sample Name: ICSA Acquired: 11/15/2007 13:48:05 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0424 245470. -1.5225 -2.6935 1.4176 235500. 
Stddev .0064 1232. .5625 .0606 .0164 2458. 
%RSD .61704 .50172 36.946 2.2507 1.1583 1.0438 

#1 1.0378 246340. -1.1247 -2.7364 1.4059 233760. 
#2 1.0469 244590. -1.9202 -2.6506 1.4292 237240. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 1 

Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ5710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6590 2.5094 42.842 22.227 92186. -121.52 
Stddev .0339 .1451 .290 .190 557. 31.37 
%RSD 2.0416 5.7806 .67610 .85504 .60382 25.814 

#1 1.6351 2.6120 42.637 22361 92579. -99.341 
#2 1.6830 2.4069 43.047 22,092 91792. -143.70 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 

; Low Limit 



Sample Name: ICSA Acquired: 11/15/2007 13:48:05 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution; 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 240620. 15.139 694.05 16.049 4,7138 -5.9307 
Stddev 1582. .012 5.51 .280 .3693 .1688 
%RSD ,65748 .07785 .79326 1.7427 7.8353 2.8456 

#1 241740. 15.148 690.16 15.851 4.9749 -5.8114 
#2 239500. 15.131 697.94 16.247 4.4526 -6.0501 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -7.4854 -3.4423 -.82792 25.935 
Stddev .8004 .3960 .03497 .050 
%RSD 10.692 11,504 4.2240 .19327 

#1 -8.0513 -3.1623 -.80320 25.900 
#2 -6.9195 -3.7223 -.85265 25.971 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

-saasaassj 



Sample Name: ICSA Acquired: 11/15/2007 13:48:05 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7476.0 9863.8 133110. 21494. 
Stddev 20.2 19.5 237. 31. 
%RSD .27023 .19780 .17823 .14396 

#1 7490.3 9877.6 132940. 21472, 
#2 7461.7 9850.0 133270. 21516. 

i®sasiae5 



Sample Name: ICSAB Acquired: 11/15/2007 13:50:51 Type: QC 
Method: TAL20071115A Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.96 252110. 97.249 520.95 490.89 241190. 
Stddev .42 5828. 1.295 12.78 11.26 3963. 
%RSD .20055 2.3116 1.3317 2.4525 2.2940 1.6431 

#1 207.67 256230. 96.333 529.98 498.85 243990. 
#2 208.26 247990. 98.165 511.91 482.92 238390. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 ( 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 979.61 511.31 518.14 520.34 94634. -80.999 
Stddev 14.49 8.32 .11 1.19 2105. 62.268 
%RSD 1.4797 1.6274 .02054 .22963 2.2248 76.874 

#1 969.36 505.43 518.06 519.49 96123. -36.969 
#2 989.86 517.19 518.22 521.18 93145. -125.03 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fill Itll 11.11111113. 



Sample Name: ICSAB Acquired: 11/15/2007 13:50:51 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 246180. 500.45 710.06 1053.9 61.230 561.71 
Stddev 5077. 1.19 22.13 17.4 1.294 24.33 
%RSD 2.0623 .23783 3.1168 1.6470 2.1134 4.3309 

#1 249770. 499.61 725.71 1041.6 60.315 544.51 
#2 242590. 501.30 694.42 1066.2 62.145 578.91 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 55.399 96.222 477.70 1060.8 
Stddev 2,387 1.416 1.30 16.9 
%RSD 4.3088 1.4718 .27211 1.5945 

#1 53.711 95.221 476.78 1048.9 
#2 57.087 97.223 478.62 1072.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

USaiSliims^ 



Sample Name: ICSAB Acquired: 11/15/2007 13:50:51 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606(446} 224.306(450} 360.073 (94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7399.0 9774.4 133030. 21227. 
Stddev 105.8 134.1 391. 269. 
%RSD 1.4306 1.3718 .29386 1.2695 

#1 7473.9 9869.2 133310. 21037. 
#2 7324.2 9679.6 132750. 21418. 



Sample Name: CCV Acquired: 11/15/2007 13:53:32 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (YJ3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 615.08 5085.3 247.72 5068.7 124.72 12588. 
Stddev 14.93 126.3 3,67 148.3 3.55 394. 
%RSD 2.4266 2.4842 1.4806 2.9259 2.8438 3.1316 

#1 604.52 5174.6 250.31 5173.5 127.23 12867. 
#2 625.63 4995.9 245.12 4963.8 122.21 12309. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

: 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.36 1231.0 494.27 599.58 2523.7 12532. 
Stddev 2.27 24.4 10.57 13.01 82.1 313. 
%RSD 1.8222 1.9824 2.1386 2.1697 3.2523 2.4952 

#1 125.96 1248.3 486.79 590.38 2581.7 12753. 
#2 122.76 1213.7 501.74 608.78 2465.7 12311. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 13:53:32 Type: QC 
Method: TAL2Q071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12206. 1229.4 12361. 1254.8 244.56 1207.5 
Stddev 348. 25.6 350. 24.6 4.80 7,8 
%RSD 2.8549 2.0804 2.8290 1.9633 1.9636 .64397 

#1 12452. 1211.3 12608. 1272.2 247.96 1213.0 
#2 11959. 1247.5 12114. 1237.3 241.17 1202.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 243.80 248.94 1200.9 1261.3 
Stddev 4.19 6.19 26.5 24.7 
%RSD 1.7181 2.4867 2.2072 1.9614 

#1 246.76 253.32 1182.1 1278.8 
#2 240.84 244.57 1219.6 1243.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 13:53:32 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8602.1 10555. 141750. 21798. 
Stddev 118.1 140. 2769. 485. 
%RSD 1.3731 1.3253 1.9536 2.2267 

#1 8518.6 10456. 143710. 21454. 
#2 8685.6 10654. 139790. 22141. 



Sample Name: CCB Acquired: 11/15/2007 13:56:07 Type: QC 
Method; TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0561 29.154 .42384 2.6161 .15665 11.986 
Stddev .3165 3.943 .74530 .1052 .03400 1.517 
%RSD 29.968 13.524 175.84 4.0225 21.702 12.658 

#1 .83227 31.942 -.10316 2.6905 .18069 10.913 
#2 1.2798 26.366 .95085 2.5417 .13261 13.059 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .28690 .74820 .28246 .08295 15.768 26.693 
Stddev J00048 .15873 .45367 .14583 1.724 38.765 
%RSD .16839 21.215 160.61 175.81 10.936 145.22 

#1 .28656 .63596 .60325 .18606 16.987 -.71766 
#2 .28724 .86044 -.03833 -.02017 14.549 54.105 

Check ? 
LJIwU 1 SimSt 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
mgri Limii 
Low Limit 



Sample Name: CCB Acquired: 11/15/2007 13:56:07 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.602 .82786 7:6841 .75578 -1.0246 12.553 
Stddev 1.099 .04473 3.0275 .19950 .0878 3.032 
%-RSD 4.2914 5.4028 39.399 26.397 8.5683 24.157 

#1 24.825 .79624 9.8249 .61471 -1.0867 14.697 
#2 26.379 .85949 5.5434 .89685 -.96256 10.408 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.13239 .00253 .84697 .96762 
Stddev .08284 .15902 .25143 .34983 
%RSD 62.575 6284.9 29.686 36.154 

#1 -.07381 .11497 .66918 .72025 
#2 -.19096 -.10991 1.0248 1.2150 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'•»sa®l»33 



Sample Name: CCB Acquired: 11/15/2007 13:56:07 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9111.1 10761. 145930. 22065. 
Stddev .6 3. 546. 425. 
%RSD .00609 .03034 .37393 1.9260 

#1 9111.5 10758. 146310. 21764. 
#2 9110.7 10763. 145540. 22365. 



Sample Name: 0008702-07A Acquired: 11 /15/2007 13:58:52 Type: Link 
Method: TAL20071115A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23L6A Dilution: 1 Operator: SRV 
Comment: SB.AG.CU 

Elem Ag3280 AI3961 As1890 Ba4554 Be3T30 Ca3179 
Line 328.068(103} 396.152( 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 270.83 151590. 587.87 1932.9 5.3606 46425. 
Stddev .55 6369. .97 76.9 .1953 2013. 
%RSD .20147 4.2017 .16469 3.9794 3.6430 4.3355 

#1 270.44 147080. 588.56 1878.5 5.2225 45002. 
#2 271.21 156090. 587.19 1987.3 5.4987 47849. 

Check ? None None ^ None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228 ,616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 58.887 113,62 179.86 3152.1 162840. 25068. 
Stddev .039 .00 .24 14,4 3355. 964. 
%RSD .06565 .00211 .13442 .45801 2.0606 3.8457 

#1 58.915 113.63 179.69 3141.9 160460. 24386. 
#2 58.860 113.62 180.03 3162.3 165210. 25749. 

Check? None None None None None None 
: Value 

Range 

aaaassags 



Sample Name: 0008702-07A Acquired: 11/15/2007 13:58:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23L6A Dilution: 1 Operator: SRV 
Comment: SB.AG.CU 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32906. 8496.5 1925.4 136.25 11571. 1019J6 
Stddev 1549. 23.1 77.6 .20 23. 7.3 
%RSD ; 4.7081 .27198 4.0296 .14371 .19642 .71347 

#1 31811. 8480.1 1870.5 136.11 11555. 1024.8 
#2 34002. 8512.8 1980.2 136.39 11587. 1014.5 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 11.564 13.414 312.82 8425.0 
Stddev 1.131 .500 1.62 39.8 
%RSD 9.7817 3.7282 .51712 .47225 

#1 12.364 13.767 311.67 8396.8 
#2 10.764 13.060 313.96 8453.1 

Check? None None None None 
Value 
Range 

ssiifiiaae 



Sample Name: 0008702-07A Acquired: 11/15/2007 13:58:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23L6A Dilution: 1 Operator: SRV 
Comment: SB.AG.CU 

Int. Std, In2306 Y_2243 Y_3600 Y_37l0 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7668.5 10716. 145700. 23965. 
Stddev 42.3 75. 30. 692. 
%RSD .55203 .70075 .02058 2.8865 

#1 7638,6 10663. 145680. 24454. 
#2 7698.4 10769. 145720. 23476. 



Sample Name: 0008708-08A Acquired: 11/15/2007 14:01:41 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H7A Dilution: 1 Operator: SRV 
Comment: CU 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042(478} 455.403 {74} 31 13.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 117.97 144830. 701.11 1969.9 3.9346 69152. 
Stddev .19 4640. .14 70.8 .1548 2097. 
%RSD .16331 3.2040 .01928 3.5950 3.9355 3.0322 

#1 118.11 148110. 701.20 2019.9 4.0440 70635. 
#2 117.84 141550. 701.01 1919.8 3.8251 67670. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 (447} 228, .616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 105.44 102.23 161.55 5415.8 147370. 25051. 
Stddev .25 .17 .31 9.3 4529. 858. 
%RSD .23552 .17057 .19325 .17159 3.0735 3.4244 

#1 105.61 102.11 161.33 5409.2 150570. 25658. 
#2 105.26 102.35 161.77 5422.3 144160. 24445. 

Check ? None None None None None None 
Value 
Range 

\ Msaaags 



Sample Name: 0008708-08A Acquired: 11/15/2007 14:01:41 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H7A Dilution: 1 Operator: SRV 
Comment: CU 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 (121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y__3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36017. 11939. 3862.6 136.92 18468. 713.88 
Stddev 996. 4. 124.4 .23 11. 1.86 
%RSD 2.7648 .03402 3.2203 .16922 .05945 .26033 

#1 36721. 11936. 3950.5 136.75 18461. 715.20 
#2 35313. 11942. 3774.6 137.08 18476. 712.57 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 18.365 11.062 249.59 14151. 
Stddev .285 .020 .45 22. 
%RSD 1.5499 .18495 .17957 .15719 

#1 18.164 11.077 249.27 14135. 
#2 18.566 11.048 249.90 14167. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008708-08A Acquired: 11/15/2007 14:01:41 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H7A Dilution:! Operator: SRV 
Comment: CU 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 .073 ( 94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7652.4 10581. 144690. 23186. 
Stddev 20.7 45. 578. 593. 
%RSD .27018 .42676 .39980 2.5576 

#1 7637.8 10549. 144280. 22767. 
#2 7667.0 10613. 145100. 23606. 



Sample Name: ICPBLKQ4 Acquired: 11/15/200714:04:23 Type: Link 
Method: TAL20071115A Mode: CONIC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ4 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .90898 9.6528 -.10633 .04170 -.01422 -10.516 
Stddev .24283 1.1830 .64381 ,01501 .02479 2,782 
%RSD 26.715 12.255 605,50 36.007 174,34 26.458 

#1 1.0807 10.489 -.56157 .05231 -.03175 -8.5485 
#2 ,73727 8.8163 .34892 .03108 .00331 -12.483 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766,490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.08809 -.65708 .15270 -.43718 17.269 43.063 
Stddev .00339 .01144 .12611 .19043 2.551 17.215 
%RSD 3.8487 1.7417 82.588 43.557 14.773 39,976 

#1 -.08569 -.64898 .06352 -.30253 19.073 55.236 
#2 -,09049 -.66517 .24187 -.57183 15.465 30.890 

Check ? None None None None None None 
Value 
Range 
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Sample Name: ICPBLKQ4 Acquired: 11/15/200714:04:23 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ4 Dilution: 1 Operator; SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.0494 1.0173 3.4463 -.46940 5.6749 -9.9355 
Stddev 6.8059 .0599 1.5567 .17343 1.2928 .6845 
%RSD 223.19 5.8904 45.170 36.947 22.781 6.8890 

#1 1.7631 .97496 4.5471 -.59204 4.7608 -10.419 
#2 -7.8620 1.0597 2.3456 -.34677 6.5891 -9.4515 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5958 -.76613 .11184 3.7128 
Stddev .0934 .26102 .07378 .6788 
%'RSD 5.8551 34.070 65.966 18.284 

#1 -1.5297 -.58156 .16401 3.2327 
#2 -1.6618 -.95070 .05967 4.1928 

Check ? None None None None 
Value 
Range 



Sample Name: ICPBLKQ4 Acquired: 11/15/2007 14:04:23 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ4 Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9194.7 10891. 149100. 22484. 
Stddev 14.9 29. 516. 505. 
%RSD .16170 .26181 .34582 2.2464 

#1 9205.2 10912. 148730. 22127. 
#2 9184.1 10871. 149460. 22841. 



Sample Name: ICPLCSQ4 Acquired: 11/15/2007 14:07:11 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: LCSSQ4 Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.757 842.49 2151.9 9.8023 41.799 368390. 
Stddev .037 35.35 17.5 .2765 1.695 8057. 
%RSD .07002 4.1955 .81347 2.8209 4.0541 2.1870 

#1 52.731 817.49 2164.3 9.6067 40.601 362690. 
#2 52.783 867.48 2139.6 9.9978 42,997 374080. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 102.28 340.46 231,15 14630. 53890. 213.41 
Stddev .89 .98 .47 141. 2119. 23.20 
%RSD .86618 .28654 .20357 .96546 3.9317 10.871 

#1 102.90 341.15 230.82 14729. 52392. 229.81 
#2 101.65 339.77 231.49 14530. 55389. 197.00 

Check ? None None None None None None 
Value 
Range 
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Sample Name: ICPLCSQ4 Acquired: 11/15/2007 14:07:11 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ4 Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 224220. 508.65 295.34 139.97 468.88 545.29 
Stddev 9331. .34 16.32 ,81 3.47 7.10 
%RSD 4.1613 .06736 5.5246 .57749 .73963 1.3028 

#1 217620. 508.89 283.80 140.54 471.34 550.31 
#2 230820. 508.40 306.87 139.40 466.43 540.27 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 85.092 74.193 141.71 413.95 
Stddev 2.281 .693 .05 .02 
%RSD 2.6805 .93368 .03398 .00382 

#1 86.705 74.682 141.74 413.94 
#2 83.479 73.703 141.67 413.96 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSQ4 Acquired: 11/15/2007 14:07:11 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ4 Dilution: 1 Operator: SRV 
Comment: 124 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7149.6 9296.7 128150. 21440. 
Stddev 45.1 79.1 485. 594. 
%RSD .63062 .85113 .37850 2.7727 

#1 7117.7 9240.7 127800. 21860. 
#2 7181.5 9352.6 128490. 21020. 



Sample Name: ICPBLKQ5 Acquired: 11/15/2007 14:10:00 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ5 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1258 -5.8484 1.6259 .01583 .04046 50.583 
Stddev .1398 1.9674 .0231 .06981 .02076 10.526 
%RSD 12.415 33.640 1.4199 440.96 51.325 20.808 

#1 1.0270 -7.2396 1.6422 .06519 .05514 58.026 
#2 1.2246 -4.4573 1.6096 -.03353 .02577 43.141 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11345 -.50043 -.12473 1.5163 12.325 32.459 
Stddev .09449 .01413 .19450 .9696 .911 8.867 
%RSD 83.284 2.8231 155.93 63.948 7.3895 27.318 

#1 -.18026 -.49044 -.26227 .83065 12.969 38.729 
#2 -.04664 -.51042 .01280 2.2019 11.681 26.189 

Check ? None None None None None None 
Value 
Range 
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Sample Name: ICPBLKQ5 Acquired: 11/15/2007 14:10:00 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ5 Dilution:! Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 46.229 .06382 1.0858 -.77318 .83023 -10.805 
Stddev 2.065 .01903 .8016 .17926 .59232 .043 
%RSD 4.4670 29.811 73.820 23.185 71.343 .39925 

#1 47.690 .05037 51905 -.64642 .41140 -10.775 
#2 44.769 .07727 1.6526 -.89994 1.2491 -10.836 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402(115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (YJ3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.18673 -.26176 -.25041 .26249 
Stddev ,81247 .29894 .15263 .19937 
%RSD 435.10 114.21 60.954 75.953 

#1 .38777 -.05037 -.14248 .12151 
#2 -.76123 -.47314 -.35834 .40346 

Check ? None None None None 
Value 
Range 



Sample Name: ICPBLKQ5 Acquired: 11/15/2007 14:10:00 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin. Client sample ID: PBSQ5 Dilution:! Operator: SRV 
Comment: 125 

Int. Std. In2306 Y 2243 Y_3600 YJ3710 
Line 230:606 {446} 22 14.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9154.5 10863. 148980. 21712. 
Stddev 34.5 40. 281. 851. 
%RSD .37739 .37080 .18885 3.9217 

#1 9178.9 10891. 149180. 21110. 
#2 9130.0 10834. 148780. 22314. 



Sample Name: ICPLCSQ5 Acquired: 11/15/2007 14:12:47 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ5 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 55.621 1050.2 2389.4 11.046 47.432 428600. 
Stddev .230 14.6 5.7 .080 .580 1967. 
%RSD .41439 1.3933 .23709 .72353 1.2219 .45889 

#1 55.784 1060.5 2385.4 11.103 47.842 429990. 
#2 55.458 1039.8 2393.4 10.990 47.022 427210. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 2i 28.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 115.27 396.05 258.05 16866; 61632. 139.88 
Stddev .39 1.95 .42 68. 683. 19.63 
%RSD .34134 .49317 .16356 .40204 1.1074 14.033 

#1 115.00 394.67 257.75 16818. 62114. 126.00 
#2 115.55 397.43 258.35 16914. 61149. 153.76 

Check ? None None None None None None 
Value 
Range 

mmmmim 



Sample Name; ICPLCSQ5 Acquired: 11/15/2007 14:12:47 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ5 Dilution: 1 Operator: SRV 
Comment: 126 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 266770. 565.41 160.02 158.97 523.77 632.68 
Stddev 1785. 1.95 2.14 .34 5.68 .03 
%RSD .66903 .34404 1.3366 .21322 1.0848 .00553 

#1 268030. 564.03 161.54 158.73 519.75 632.70 
#2 265510. 566.78 158.51 159.21 527,79 632.65 

Check ? None None None None None None 
Value 
Range < 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 94.833 84.518 161.19 448.09 
Stddev .528 2.642 .34 3.93 
%RSD .55707 3.1260 .21187 .87627 

#1 95.206 82.650 160.95 445.31 
#2 94.459 86.387 161.43 450.86 

Check? None None None None 
Value 
Range 



Sample Name: ICPLCSQ5 Acquired: 11/15/2007 14:12:47 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ5 Dilution: 1 Operator: SRV 
Comment: 126 

) ' • • • 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6916.7 9078.2 125840. 20797. 
Stddev 17.5 47.1 145. 109. 
%RSD .25259 .51871 .11498 .52199 

#1 6904.3 9044.9 125730. 20720. 
#2 6929.0 9111.5 125940. 20874. 



Sample Name: 0008710-01 Acquired: 11/15/2007 14:15:36 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (YJ2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.1411 143720. 105.17 1554.0 4.3130 31523. 
Stddev .0330 6356. .18 61.5 .0834 1376. 
%RSD .53716 4.4227 .17232 3.9548 1.9340 4.3646 

#1 6.1645 139220. 105.04 1510.6 4.2541 30550. 
#2 6.1178 148210. 105.30 1597.5 4.3720 32496. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.557 96.535 173.99 253.96 156790. 34232. 
Stddev .229 .114 .01 .07 5118. 1371. 
%RSD 2.1726 .11849 .00608 .02707 3.2642 4.0040 

#1 10.395 96.454 173.98 253.91 153170. 33262. 
#2 10.719 96.616 173.99 254.01 160410. 35201. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008710-01 Acquired: i 1/15/2007 14:15:36 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: MH23W6 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32019. 5868.4 868.28 137.59 991.29 21.836 
Stddev 1402. 14.0 39.64 .44 4.59 .783 
%RSD 4.3775 .23842 4.5651 .32330 .46345 3.5844 

#1 31028. 5858.5 840.25 137.28 988.04 22.389 
#2 . 33010. 5878.3 896.31 137.91 994,54 21.282 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 2n2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5848 -3.7795 310.28 1748.6 
Stddev 1.5375 2.1795 .45 5.5 
%RSD 97.015 57,667 .14385 .31345 

#1 -.49763 -5.3207 309.96 1744.8 
#2 -2.6720 -2.2384 310.59 1752.5 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-01 Acquired: 11/15/2007 14:15:36 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7673.7 10768. 147510. 24394. 
Stddev 9.4 11. 4. 760. 
%RSD .12221 .10029 .00252 3.1160 

#1 7680.4 10775. 147520. 24931. 
#2 7667.1 10760. 147510. 23856. 



Sample Name: 000871 (M)1 D Acquired: 11/15/200714:18:27 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6D Dilution: 1 Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8591 152850. 106.44 1648.8 4.5726 33223. 
Stddev .0553 3459. .61 42.1 .0864 734. 
%RSD .94328 2.2631 .57031 2.5527 1.8905 2.2088 

#1 5.8981 155300. 106.01 1678.5 4.6338 33742. 
#2 5.8200 150400. 106.86 1619.0 4.5115 32704. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.1616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.854 95,989 177.22 254.94 165680. 36398. 
Stddev .048 .294 .24 1.06 4024. 798. 
%RSD .44325 .30676 .13574 .41538 2.4289 2.1918 

#1 10.820 95.781 177.39 254.19 168530. 36962. 
#2 10.888 96.198 177.05 255.69 162830. 35834. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-01D Acquired: 11/15/2007 14:18:27 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23W6D Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33842. 5911.5 928.34 137.07 988.71 22.255 
Stddev 675. 2.7 23.61 .56 7.08 .006 
%RSD 1,9931 .04499 2.5428 .40539 ,71624 .02502 

#1 34319. 5913.4 945.03 136.68 983.70 22.251 
#2 33365. 5909.7 911.64 137.46 993.71 22.259 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.92712 -4.0258 312.60 1724.9 
Stddev 1.6046 .6963 .67 6.6 
%RSD 173.07 17.297 ,21477 .38355 

#1 .20750 -4.5182 313.08 1720.2 
#2 -2.0617 -3.5334 312.13 1729.5 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-01D Acquired: 11/15/2007 14:18:27 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6D Dilution: 1 Operator: SRV 
Comment: 128 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7694.2 10719. 145720. 23340. 
Stddev 8.0 1. 475. 470. 
%RSD .10419 .01258 .32605 2.0151 

#1 7688.5 10719. 145380. 23007. 
#2 7699.9 10718. 146050. 23672. 

mmmtm 



Sample Name: 0008710-01S Acquired: 11/15/2007 14:21:20 Type: link 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6S Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 {85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 89.114 157000. 179.87 5600.3 91.935 33570. 
Stddev .333 2677. .24 88.0 1.292 546. 
%RSD .37414 1.7048 .13111 1.5716 1.4050 1.6279 

#1 89.350 155110. 179.70 5538.0 91.022 33184. 
#2 88.878 158900. 180.03 5662.5 92.848 33956. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 (104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 94.065 1108.5 533.34 702.50 171870. 36414. 
Stddev .283 2.1 .57 .10 2611. 620. 
%RSD .30133 .19005 .10725 .01403 1.5192 1.7013 

#1 94.266 1110.0 533.74 702.43 173720. 35976. 
#2 93.865 1107.0 532.93 702.57 170020. 36852. 

Check ? None None None None None None 
Value 

! Range 



Sample Name: 0008710-01S Acquired: 11/15/2007 14:21:20 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6S Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 58S I.592 {57} 231 .604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33509. 7863.2 1159.1 1153.0 1006.8 190.61 
Stddev 478. 4.2 17.9 .9 1.8 1.15 
%RSD 1.4270 .05351 1,5465 .07925 .17781 .60499 

#1 33171. 7860.2 1146.4 1153.7 1008.1 191.42 
#2 33847. 7866.2 1171.7 1152.4 1005.5 189.79 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292. 402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 81.433 90.493 1202.6 2659.1 
Stddev 1.858 .340 .3 1.2 
%RSD 2.2812 .37584 .02739 .04517 

#1 82.747 90.253 1202.4 2659.9 
#2 80.120 90.734 1202.9 2658.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-01S Acquired: 11/15/2007 14:21:20 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W6S Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7664.1 10752. 146890. 23976. 
Stddev 26.3 35. 824. 115. 
%'RSD .34331 .32688 .56116 .47922 

#1 7645.5 10727. 146310. 24057. 
#2 7682.7 10776. 147480. 23895. 



Sample Name: BLANK Acquired: 11/15/2007 14:24:09 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment; 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .89228 27.396 -.95204 .39109 .02573 -11.289 
Stddev .34673 2.110 .88407 .09204 .02628 .283 
%RSD 38.859 7.7001 92.861 23.534 102.14 2.5043 

#1 .64711 28.887 -1.5772 .45618 .00715 -11.089 
#2 1.1375 25.904: -.32691 .32601 .04431 -11.489 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 (126} 324, .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11951 -.26245 .02190 -.79770 39489 8.9985 
Stddev .05944 .09212 .62311 .27519 2.371 21.520 
%RSD 49.735 35.100 2844.8 34.498 6.0045 239.15 

#1 -.07748 -.32759 -.41871 -.99229 41.166 24.215 
#2 -.16154 -.19731 ,46251 -.60311 37.813 -6.2184 

Check ? None None None None None None 
Value 
Range 

mm. B-affli'22 



Sample Name: BLANK Acquired: 11/15/2007 14:24:09 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution:! Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (|n2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.0665 1.6720 -3.9319 -.09444 -.24080 -8.6390 
Stddev 11.547 .3102 .4543 .08445 .70573 .9874 
%RSD 558.80 18.552 11.555 89.425 293.08 11.430 

#1 -6.0988 1.4527 -4.2531 -.03472 -.73983 -7.9408 
#2 10.232 1.8914 -3.6106 -.15415 .25823 -9.3372 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.1705 -.34611 -.11835 .65415 
Stddev 1.0588 .81420 .10093 .10528 
%RSD 90.456 235.24 85.284 16.095 

#1 -.42184 .22962 -.18972 .57971 
#2 -1,9192 -.92183 -.04698 .72860 

Check ? None None None None 
Value 
Range 

SfflWSIlH 123 



Sample Name: BLANK Acquired: 11/15/2007 14:24:09 Type: Unk 
Method: TAL20071115A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9042.4 10785. 150840. 22817. 
Stddev 76.7 77. 513. 434. 
%RSD .84822 .71136 .33991 1.9031 

#1 8988.2 10731. 151210. 22510. 
#2 9096.6 10839. 150480. 23124. 



Sample Name: CCV Acquired: 11/15/2007 14:26:53 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 590.85 5127.0 242.60 5083.7 124.85 12612. 
Stddev 1.17 113.5 .30 125.0 3.17 290. 
%RSD .19750 2.2139 .12360 2.4587 2.5400 2,2998 

#1 590.03 5207.3 242,81 5172.1 127.09 12817. 
#2 591.68 5046.8 242.39 4995.3 122.61 12407. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elern Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.88 1206.2 471.63 578.94 2528.4 12454. 
Stddev .47 5.5 1.35 .33 69.6 325. 
%RSD .38336 .45506 .28704 .05703 2.7541 2.6130 

#1 122.21 1210.1 470.67 579.17 2577.7 12684. 
#2 121.55 1202.3 472.58 578.70 2479.2 12224. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 14:26:53 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12235. 1178.8 12428. 1235.1 238.14 1147.1 
Stddev 266. 1.7 303. 4.6 1.14 26.9 
%RSD 2.1721 .14114 2.4363 .37456 .47747 2.3429 

#1 12423. 1177.6 12642. 1238.3 238.94 1128.1 
#2 12047. 1180.0 12214. 1231.8 237.33 1166.1 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (YJ3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 235.92 245.28 1149.7 1234.3 
Stddev 2.01 1.98 2.5 4.9 
%RSD .85244 .80756 .21539 .39527 

#1 237.34 246.68 1148.0 1237.7 
#2 234.50 243.88 1151.5 1230.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

HISS BBSS 1'2B 



Sample Name: CCV Acquired: 11/15/2007 14:26:53 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8640.6 10618. 145580. 22063. 
Stddev 5.2 5. 347. 325. 
%RSD .06068 .04426 .23845 1.4745 

#1 8636.9 10621. 145820. 21833. 
#2 8644.3 10615. 145330. 22293. 



j • 

Sample Name: CCB Acquired: 11/15/2007 14:29:29 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.4446 31.061 -.07369 3.0390 .17151 16.864 
Stddev .1484 6.585 .78957 .1445 .02037 1.225 
%RSD 10.270 21.201 1071.5 4.7552 11.878 7.2634 

#1 1.3397 35.717 .48462 2.9368 .15711 15.998 
#2 1.5495 26.404 -.63200 3.1412 .18592 17.730 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05783 .89641 .47420 -.43277 17.381 -1.3114 
Stddev .08177 .07159 .04008 .00036 1.251 2.7993 
%RSD 141.40 7.9860 8.4523 .08378 7.1992 213.46 

#1 .11565 .84579 .44586 -.43251 16.496 .66802 
#2 .00001 .94703 .50254 -.43303 18.266 -3.2909 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

-smmizs 



Sample Name: CCB Acquired: 11/15/2007 14:29:29 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 18.485 .96022 6.9425 .89135 -.87781 11.694 
Stddev 11.491 .05693 3.4609 .20019 .77458 3.729 
%RSD 62.162 5.9292 49.852 22.460 88.240 31.892 

#1 26.611 .91997 9.3897 .74979 -.33010 14.331 
#2 10.360 1.0005 4.4952 1.0329 -1.4255 9.0570 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Ch k Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.75243 .18129 .80014 1.1843 
Stddev .46411 1.2668 .09362 .0578 
%RSD 61.682 698.79 11.701 4.8812 

#1 -1.0806 1.0771 .86634 1.1434 
#2 -.42426 -.71450 .73394 1.2251 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fiaaaa-afza 



Sample Name: CCB Acquired: 11/15/2007 14:29:29 Type: QC 
Method: TAL20071115A Mode: CONIC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9045.0 10741. 148050. 22137. 
Stddev 30.9 27. 262. 480. 
%RSD .34186 .24760 .17688 2.1668 

#1 9023.2 10722. 147870. 21798. 
#2 9066.9 10759. 148240. 22476. 



Sample Name: 0008710-01L Acquired: 11/15/2007 14:32:15 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H6L Dilution: 5 Operator: SRV 
Comment: 130 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.5667 31594. 22.024 343.89 .96596 7062.6 
Stddev .0767 1179. .139 13.11 .01102 264.1 
%RSD 2.9895 3.7316 .63189 3.8134 1.1410 3.7391 

#1 2.6209 32428. 22.123 353.16 .95816 7249.3 
#2 2.5124 30761. 21.926 334.61 .97375 6875.9 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766 .490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.2415 19.185 38.685 55.218 35774. 7591.9 
Stddev .0314 .208 .248 .351 1324. 311.9 
%RSD 1.4019 1.0831 .64059 .63604 3.6999 4.1084 

#1 2.2192 19.332 38.860 55.466 36710. 7812.4 
#2 2.2637 19.038 38.510 54.970 34838. 7371.3 

Check ? None None None None None None 
Value 
Range 

flSSSBffli31 
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Sample Name: 0008710-01L Acquired: 11/15/2007 14:32:15 Type: Urik 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H6L Dilution: 5 Operator: SRV 
Comment: 130 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7142,6 1356.3 198.98 27.676 205.56 6.2910 
Stddev 262.9 4.1 9.89 .156 .16 2.0499 
%RSD 3.6801 .30141 4.9692 .56399 .07716 32.584 

#1 7328.5 1359.2 205.97 27.787 205.45 7.7405 
#2 6956.8 1353.4 191.98 27.566 205.68 4.8416 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.89897 -.47286 68.297 356.86 
Stddev .37155 .48886 .589 1.00 
%RSD 41.331 103.38 .86205 .27944 

#1 -1.1617 -.81854 68.713 357.56 
#2 -.63624 -.12719 67.880 356.15 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-01L Acquired: 11/15/2007 14:32:15 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23H6L Dilution: 5 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8436.8 10609. 145830, 23564. 
Stddev 12.4 7. 702. 700. 
%RSD .14746 ,06516 .48127 2.9719 

#1 8428.0 10605. 145340. 23069. 
#2 8445.6 10614. 146330. 24060. 



Sample Name: 0008710-02 Acquired: 11/15/2007 14:34:57 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W7 Dilution:! Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.771 173980. 145.64 2279.3 5.2022 55047. 
Stddev .159 2523. 2.51 37.1 .1654 721. 
%RSD 1.3503 1.4501 1.7233 1.6255 3.1802 1.3106 

#1 11.883 175760. 143.87 2305.5 5.3192 55557. 
#2 11.658 172200. 147.42 2253.1 5.0852 54537. 

Check ? None None None None None None 
Value -

Range -

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 17.693 121.85 199.82 399.42 184230. 43353. 
Stddev .130 1.03 .70 .30 5502. 780. 
%RSD .73461 .84258 .35067 .07570 2.9865 1.7980 

#1 17.601 121.12 200.32 399.64 188130. 43904. 
#2 17.785 122.57 199.32 399.21 180340. 42802. 

Check ? None None None None None None 
Value 
Range 

SWSfiilTi 
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Sample Name: 0008710-02 Acquired: 11/15/2007 14:34:57 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W7 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44816. 8051.1 1258.5 168.37 1800.8 62.903 
Stddev 514. 24.0 22.5 1.32 15.1 1.077 
%RSD 1.1464 .29858 1.7902 .78112 .83879 1.7123 

#1 45180. 8068.1 1274.5 167.44 1790.1 63.665 
#2 44453. 8034.1 1242.6 169.30 1811.4 62.141 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.5210 -1.1306 350.55 2770.2 
Stddev .9262 1.8511 .13 36.9 
%RSD 60.896 163.73 .03665 1.3320 

#1: .86603 -2.4395 350.64 2744.1 
#2 2.1759 .17832 350.46 2796.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-02 Acquired: 11/15/2007 14:34:57 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W7 Dilution: 1 Operator: SRV 
Comment: 131 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 ,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7416.9 10586. 145570. 23533. 
Stddev 28.9 6. 647. 446. 
%RSD .39011 .05648 .44416 1.8949 

#1 7437.4 10590. 145120. 23218. 
#2 7396.5 10582. 146030. 23848. 



Sample Name: 0008710-03 Acquired: 11/15/2007 14:37:49 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X0 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 6.0457 179550. 121.22 2483.3 5.6617 45431, 
Stddev .0838 6207. .14 76.2 .2077 1676. 
%RSD 1.3867 3.4567 .11936 3.0686 3.6686 3.6889 

#1 6.1050 175160. 121.12 2429.4 5.5148 44246. 
#2 5.9864 183940. 121.32 2537.2 5.8085 46616. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.681 143.74 206.29 321.95 187220. 44337. 
Stddev .177 2.82 .48 .42 2727. 1316. 
%RSD 1.2928 1.9642 .23256 .13007 1.4564 2.9669 

#1 13.556 141.74 205.95 321.66 185290. 43407. 
#2 13.806 145.73 206.63 322.25 189150. 45267. 

Check ? None None None None None None 
; Value 
: Range 
i 

i 

i 



Sample Name: 0008710-03 Acquired; 11/15/2007 14:37:49 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X0 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206. 833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40415. 9120.0 1243.4 188.72 1166.6 30.517 
Stddev 1532. 3.9 37.2 4.03 21,1 .317 
%RSD 3.7902 .04260 2.9945 2.1333 1.8106 1.0397 

#1 39332. 9122.8 1217.0 185.88 1151.7 30.292 
#2 41498. 9117.3 1269.7 191,57 1181.6 30.741 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .64605 -2.6659 354.51 2318.3 
Stddev 1.3205 1.6897 .16 47.2 
%RSD f 204.40 63.380 .04513 2.0358 

#1 -.28769 -1.4711 354.40 2284.9 > 

#2 1.5798 -3.8607 354.62 2351.7 

Check ? None None None None 
Value 
Range ' 

ivlflifi138 



Sample Name: 0008710-03 Acquired: 11/15/2007 14:37:49 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23X0 Dilution: 1 Operator: SRV 
Comment: 132 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230,606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7463.2 10784. 148860. 24974. 
Stddev 102.1 107. 347. 574. 
%RSD 1.3680 .99165 .23292 2.2987 

#1 7535.4 10860. 148620. 25380. 
#2 7391.0 10709. 149110. 24568. 



Sample Name: 0008710-04 Acquired: 11/15/2007 14:40:42 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X1 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 77.758 182170. 533,31 3026.3 5.5415 43409. 
Stddev .003 3635. 1.27 62.9 ,1366 854. 
%RSD .00435 1.9954 .23810 2.0796 2.4657 1.9684 

#1 77.760 184740. 534.21 3070.8 5.6381 44013. 
#2 77.756 179600. 532.41 2981.8 5.4448 42805. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 68.107 164.70 198.49 1269.5 185540. 45121. 
Stddev .289 .92 .90 .1 4153. 884. 
%RSD .42470 .55622 .45333 .00626 2.2385 1.9600 

#1 68.311 164.05 199.13 1269.5 188480. 45747. 
#2 67.902 165.34 197.86 1269.4 182610. 44496. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008710-04 Acquired: 11/15/2007 14:40:42 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X1 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (YJ2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40645. 13374. 1060.6 181.59 8322.5 395.28 
Stddev 857. 41. 31.4 .06 1.8 1.04 
%RSD 2.1082 .30421 2.9562 .03040 .02127 .26216 

#1 41251. 13403. 1082.7 181.55 8321.3 39602 
#2 40039; 13345. 1038.4 181.63 8323.8 394.55 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 8.5807 7.1359 334.18 10825. 
Stddev 1.1179 2.7102 .77 24. 
%RSD 13.028 37.980 .23110 .22388 

#1 7.7902 5.2195 333.63 10808. 
#2 9.3711 9.0522 334.73 10842. 

Check ? None None None None 
Value 
Range 

mrnmmtm 



Sample Name: 0008710-04 Acquired: 11/1,5/2007 14:40:42 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X1 Dilution: 1 Operator: SRV 
Comment: 133 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S <- Cts/S Cts/S Cts/S 
Avg 7590.3 10885. 149010. 23867. 
Stddev 15.4 40. 702. 505. 
%RSD .20284 .37068 .47115 2.1172 

#1 7579.4 10856. 148520. 23510. 
#2 7601.2 10913. 149510. 24225. 

UliASSifil 12 



Sample Name; 0008710-05 Acquired: 11/15/2007 14:43:31 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X2 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40.504 167880. 276.77 2003.1 4.7483 36169. 
Stddev .033 3920. .65 42.2 .0678 837. 
%RSD .08221 2.3351 .23538 2.1060 1.4277 2.3128 

#1 40.481 165110. 276.31 1973.3 4.7003 35578. 
#2 40.528 170650. 277.23 2032.9 4.7962 36761. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y.3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31.876 109.92 189.90 658.55 171220. 40683. 
Stddev .117 .66 .25 .84 2591. 776. 
%RSD .36562 .59748 .13059 .12766 1.5132 1.9064 

#1 31.958 110.38 190.08 659.14 169390. 40134. 
#2 31.793 109.45 189.73 657.95 173060. 41231. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-05 Acquired: 11/15/2007 14:43:31 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X2 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36688. 7335.0 1003.2 154.49 4052.3 204.40 
Stddev 958. 8.9 17.3 .15 6.3 ,02 
%RSD 2.6116 .12103 1.7259 .09795 .15614 .01046 

#1 36011. 7341.2 990.99 154.59 4056.8 204.39 
#2 37366. 7328.7 1015.5 154.38 4047.8 204.42 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.36736 -.40432 310.88 5103.4 
Stddev .03267 .01968 .40 3.1 
%RSD 8.8941 4.8671 .12959 ,06041 

#1 -.39047 -.41824 311.16 5105.5 
#2 -.34426 -.39041 310.59 5101.2 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-05 Acquired: 11/15/2007 14:43:31 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X2 Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7652.4 10892. 148720. 24269. 
Stddev 28.2 48. 332. 390. 
%RSD .36894 .44379 .22312 1.6066 

#1 7632.4 10857. 148490. 24544. 
#2 7672.4 10926. 148960. 23993. 
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Sample Name: BLANK Acquired: 11/15/2007 14:46:21 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152( 85} 189.042 (478} 455.403 { 74} 313.042 (108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3967 68.638 -.94548 1.0162 .00857 -3.0644 
Stddev .2502 16.159 .54642 .1249 .06528 2.8632 
%RSD 17.914 23.542 57.793 12.292 761.69 93.433 

#1 1.2198 57.212 -1.3319 .92786 .05473 -5.0890 
#2 1.5736 80.064 -.55910 1.1045 -.03759 -1.0399 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 (447} 267.716 {126} 324. 754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.12983 -.62548 .00960 -.28318 85.402 13.148 
Stddev .00899 .00347 .21461 .09152 19.657 30.567 
%RSD 6.9239 .55535 2235.9 32.317 23.017 232.49 

#1 -.12347 -.62794 -.14216 -.34789 71.502 34.762 
#2 -.13619 -.62303 .16135 -.21847 99.302 -8.4664 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/15/2007 14:46:21 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mm2576 Na5895 Ni2316 Pb22Q3 Sb2068 
Line 279079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 22 >0.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -4.6999 5.1519 1.7578 -.36863 2.1864 -9.9848 
Stddev .8198 .5893 5.6803 .38271 .2859 .9407 
%RSD 17.444 11.437 323.14 103.82 13.075 9.4210 

#1 -4.1202 4.7353 5.7744 -.09802 2.3885 -10.650 
#2 -5.2796 5.5686 -2.2587 -.63924 1.9842 -9.3196 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Unils ug/L ug/L ug/L ug/L 
Avg -1.4482 -.79651 .08986 2.6110 
Stddev .3945 .25307 .12388 .5785 
%RSD 27.241 31.773 137.87 22.154 

#1 -1.7271 -.61756 .00226 3.0201 
#2 -1.1692 -.97546 .17746 2.2020 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/15/2007 14:46:21 Type: Unk 
Method: TAL20071115A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306 {450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9180.4 10901. 150280. 22685. 
Stddev 49.9 60. 340. 414, 
%RSD .54397 .55248 ,22643 1,8250 

#1 9215.7 10943. 150520, 22393. 
#2 9145,1 10858. 150040. 22978. 



/ 

Sample Name: ̂ CRI Acquired: 11/15/2007 14:49:05 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID^CRI Dilution: 1 Operator: SRV 
Comment: 3 W58/0?' 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.062 4.9424 9.0822 .22084 5.3111 -13.898 
Stddev .585 .3372 .9104 .21563 .0928 2.156 
%RSD 5.2874 6.8230 10.024 97.643 1.7473 15.509 

#1 11.475 5.1809 8.4384 .06836 5.3767 -12.374 
#2 10.648 4.7040 9.7259 .37332 5.2454 -15.423 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8265 49.913 9.8740 23.520 12.688 17.324 
Stddev .1535 ,168 .1155 1.090 .463 3.658 
%RSD 3.1795 .33686 1.1699 4.6328 3.6498 21.116 

#1 4.9350 50.032 9.9557 24.291 12.361 19.911 
#2 4.7179 49,794 9.7924 22.750 13.015 14.738 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name:/CRI Acquired: 11/15/2007 14:49:05 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID:jZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -18.716 16.020 7.1850 41.028 11.262 37.819 
Stddev 1.870 .228 3.2933 .114 .058 1.397 
%RSD 9.9939 1.4247 45.836 .27896 .51724 3.6943 

#1 -17.394 16.181 9.5138 41.109 11.303 36.831 
#2 -20.039 15.858 4.8563 40.947 11.221 38.807 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value -

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 30.635 25.824 47.544 64.040 
Stddev 1.012 .554 2.088 .141 
%RSD 3.3041 2.1456 4.3922 .22087 

#1 29.919 26.216 49.020 64.140 
#2 31.350 25.432 46.067 63.940 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: ^CRI Acquired: 11/15/2007 14:49:05 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID^CRI Dilution: 1 Operator: SRV 
Comment: 3 o/Zo/D? 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9041.1 10733. 150500. 21930. 
Stddev 7.9 1. 4524. 518. 
%RSD .08705 .01139 3.0061 2.3619 

#1 9046.7 10734. 147300. 21564. 
#2 9035.6 10732. 153700. 22296. 



Sample Name: CRI Acquired: 11/15/2007 14:51:46 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.715 4.7708 F -35.834 .10651 5.2761 -18.425 
Stddev .289 5.8037 24.511 .26828 .2192 3.204 
%RSD 2.4696 121.65 68.402 251.89 4.1544 17.388 

#1 11.510 8.8746 -18.502 -.08320 5.4311 -16.159 
#2 11.919 .66700 -53.166 .29621 5.1211 -20.690 

Check ? Chk Pass None Chk Fail None Chk Pass None 
Value 10.000 
Range -30.000% 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg F 1.9189 48.312 10.279 24.367 14.896 11.160 
Stddev 1.3571 2.005 .346 .162 1.114 11.257 
%RSD 70.722 4.1493 3.3646 .66607 7.4764 100.87 

#1 2.8785 49.730 10.524 24.252 15.684 1:9.119 
#2 .95932 46.895 10.035 24.482 14.109 3.2000 

Check ? Chk Fail Chk Pass Chk Pass Chk Pass None None 
Value 5.0000 
Range -30.000% 
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Sample Name: CRI Acquired: 11/15/2007 14:51:46 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.2057 15.622 .76015 33.180 F 23.699 76.797 
Stddev 9.9005 .147 2.1102 5.278 8,748 16.848 
%RSD 821.17 .94316 277.61 15.908 36.913 21.939 

#1 5.7950 15.726 2.2523 36.912 17.513 64.883 
#2 -8.2063 15.517 -.73202 29.447 29.884 88.710 

Check ? None Chk Pass None Chk Pass Chk Fail Chk Pass 
Value 10.000 
Range 50.000% 

Elern Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg F 88.343 16.920 47.171 62.657 
Stddev 35.370 7.665 .177 .766 
%RSD 40.037 45.302 .37560 1.2220 

#1 63.333 22.341 47,297 63.199 
#2 113.35 11.500 47.046 62.116 

Check ? Chk Fail Chk Pass Chk Pass Chk Pass 
Value 35.000 
Range 30.000% r 
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Sample Name: CRI Acquired: 11/15/2007 14:51:46 Type: QC 
Method; TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 22 >4.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7937.5 9605.9 137940. 21402. 
Stddev 42.7 47.5 1097. 428. 
%RSD .53813 .49481: .79492 2.0000 

#1 7967.7 9639.5 138720. 21100. 
#2 7907.3 9572.3 137170. 21705. 



Sample Name: ICSA Acquired: 11/15/2007 14:54:21 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1381 255520. -1.5815 -2.6472 1.5005 243950. 
Stddev .1271 3601. .7537 .0301 .0830 330. 
%RSD 11.168 1.4093 47.657 1.1369 5.5292 .13538 

#1 1.0482 258070. -1.0486 -2.6259 1.5591 244180. 
#2 1.2279 252980. -2.1145 -2.6684 1.4418 243720. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7865 2.2921 41.852 21.618 95336. -138.72 
Stddev .1496 .0759 .040 .585 1392. 15.66 
%RSD 8.3741 3.3095 .09616 2.7039 1.4605 11.288 

#1 1.8923 2.2385 41.824 22.031 96320. -127.65 
#2 1.6807 2.3458 41.881 21.205 94351. -149.80 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/15/2007 14:54:21 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} Z 31.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 245180. 14.235 726.59 15.715 2.5468 -8.6412 
Stddev 3695. .286 20,07 .096 1.5359 1.9419 
%RSD 1.5069 2.0111 2.7625 .60920 60.307 . 22.473 

#1 247800. 14.032 740.78 15.647 1.4608 -7.2681 
#2 242570. 14.437 712.39 15.783 3.6329 -10,014 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (Jn2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.5458 -1.8537 -.99726 25.157 
Stddev 1.3659 1.0379 .03990 .325 
%RSD 24.629 55.992 4.0008 1.2921 

#1 -4.5799 -2.5876 -.96905 25.387 
#2 -6.5116 -1.1198 -1.0255 24.927 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High: Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/15/2007 14:54:21 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 7384.8 9778.7 133010. 21190. 
Stddev 28.0 13.9 61. 234. 
%RSD .37979 .14169 .04587 1.1021 

#1 7365.0 9768.9 132960. 21025. 
#2 7404.6 9788.5 133050. 21355. 



Sample Name: ICSAB Acquired: 11/15/2007 14:57:08 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 202.43 249930. 95.357 520.54 483.82 236780. 
Stddev .05 7491. .415 15.19 13.99 6194. 
%RSD .02615 2.9972 .43571 2.9189 2.8913 2.6158 

#1 202.39 255230. 95.063 531.28 493.71 241160. 
#2 202.46 244640. 95.650 509.79 473.93 232400. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 956.93 498.51 499.99 515.94 92930. -77.988 
Stddev 1.57 .49 1.75 .42 2707. 14.647 
%RSD .16415 .09737 .34979 .08216 2.9134 18.781 

#1 958.04 498.85 501.23 515.64 94844. -88.345 
#2 955.82 498.16 498.76 516.24 91015. -67.631 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/15/2007 14:57:08 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610{131} 589.592{57}2-51.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 240570. 487.94 714,65 1035.5 57.814 538.22 
Stddev 6741. .59 20.50 .6 1.587 10.34 
%RSD 2.8023 .12189 2.8690 .05712 2.7457 1.9210 

#1 245330. 487.52 729.14 1035.9 56.692 530.91 
#2 235800. 488.36 700.15 1035.1 58.937 545.53 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
jHiign Lirnii 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292 .402(115} 2( >6.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 1 

Avg 50.696 95.154 463.09 1036.4 
Stddev .168 1.634 .33 .3 
%RSD .33084 1.7174 .07136 .02681 

#1 50.577 93.999 462.85 1036.6 
#2 50.815 96.310 463.32 1036.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ass .ataxia g-s-a B w wm& B J. 33. 



Sample Name: ICSAB Acquired: 11/15/2007 14:57:08 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7341.1 9724.2 133460. 21709. 
Stddev 3.5 3.2 15. 433. 
%RSD .04807 .03252 .01131 1.9942 

#1 7343.6 9722.0 133470. 21403. 
#2 7338.6 9726.4 133440. 22015. 



Sample Name: CCV Acquired: 11/15/2007 14:59:49 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
ISRef (Y 3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 585.36 5064.2 244.81 5034.1 122.60 12399. 
Stddev 1.36 136.5 3.74 163.6 3.94 416. 
%RSD .23285 2.6956 1.5297 3.2494 3.2172 3.3514 

#1 586.32 5160.7 242.16 5149.8 125.39 12692. 
#2 584.40 4967.7 247.46 4918.4 119.81 12105. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.70 1216.1 468.38 579.88 2469.9 12237. 
Stddev 2.32 20.6 .50 .91 76.6 412. 
%RSD 1.8932 1.6980 .10712 .15611 3.1009 3.3692 

#1 121.06 1201.5 468.73 580.52 2524,1 12529. 
#2 124.34 1230.7 468.02 579.24 2415.7 11946. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 14:59:49 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 P52203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11936. 1177.8 12322. 1250.0 238.47 1183.6 
Stddev 369. 1.8 406. 21.4 4.55 41.4 
%RSD 3.0957 .15051 3.2909 1.7128 1.9087 3.5017 

#1 12197. 1179.0 12609. 1234.9 235.25 1154.3 
#2 11674. 1176.5 12035. 1265.2 241.68 1212.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 236.68 246.73 1142.8 1251.8 
Stddev 3.80 4.54 .5 20.3 
%RSD 1.6076 1.8402 .04539 1.6191 

#1 233.99 243.52 1143.2 1237.4 
#2 239.37 249.94 1142.5 1266.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 14:59:49 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8488.0 10461. 144090. 22193. 
Stddev 127.9 167. 35. 512. 
%RSD 1.5071 1.5939 .02460 2.3084 

#1 8578.4 10579. 144060. 21831. 
#2 8397.5 10343. 144110. 22556. 



Sample Name: CCB Acquired: 11/15/2007 15:02:24 Type: QC 
Method: TAL2007111i5A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042(478) 455.403 {74} 313.042(108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.0344 23.302 .09915 3.3278 .22047 14.661 
Stddev .2012 4.532 1.5452 .2182 .00520 2.849 
%RSD 9.8885 19.449 1558.4 6.5569 2.3598 19.432 

#1 2.1766 20.098 1.1918 3.4821 .22415 16.675 
#2 1.8921 26.507 -.99346 3.1735 .21679 12.647 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754(104} 259.940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .19156 .95389 .44097 -.39388 20.830 15.277 
Stddev .00847 .08868 .15458 .25075 1.305 9.741 
%RSD 4.4236 9.2968 35.054 63.662 6.2634 63.767 

#1 .19756 1.0166 .33167 -.57119 21.753 22.165 
#2 .18557 .89118 .55028 -.21657 19.908 8.3884 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign LIITIII 
Low Limit 



Sample Name: CCB Acquired: 11/15/2007 15:02:24 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29.898 .93643 18.010 1.1447 .09628 12.684 
Stddev 5.521 .01683 .551 .2568 .02986 3.228 
%RSD 18.466 1.7976 3.0573 22.434 31.014 25.451 

#1 33.802 .92452 18.399 1.3263 .07517 14.966 
#2 25.994 .94833 17.621 .96309 .11740 10.401 

Cheek ? U[>|U 1 Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
riign Limn 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .18276 .25612 .79912 1.3449 
Stddev .39397 .51295 .03794 .2556 
%RSD 215.56 200.28 4.7474 19.004 

#1 -.09582 -.10659 .82594 1.5257 
#2 .46135 .61883 .77229 1.1642 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmmms 



Sample Name: CCB Acquired: 11/15/2007 15:02;24 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8798.6 10481. 147870. 22472. 
Stddev 271.6 308. 300. 263. 
%RSD 3.0873 2.9400 .20301 1.1688 

#1 8606.6 10263. 148080. 22286. 
#2 8990.7 10699. 147660. 22658. 



Sample Name: 0008710-06 Acquired: 11/15/2007 15:05:10 Type: Unk 
Method: TAL20071115A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH23X3 Dilution: ! Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 i.403 { 74} 31 13.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.1946 173300. 113.46 2195.2 5.2987 38789. 
Stddev .0440 2272. .14 31.9 .1299 373. 
%RSD .84702 1.3108 .12483 1.4509 2.4508 .96241 

#1 5.2257 174910. 113.56 2217.7 5.3905 39053. 
#2 5.1635 171700. 113.36 2172.6 5.2069 38525. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.207 121.51 188.80 286.51 183360. 41532. 
Stddev .033 2.04 .61 .03 5034. 555. 
%RSD .26913 1,6758 .32224 .00937 2.7457 1.3365 

#1 12.184 120.07 188.37 286.53 186920. 41925. 
#2 12.231 122.95 189.23 286.50 179800. 41140. 

Check ? None None None None None None 
Value 
Range 

^ ffislfi'Slifi? 



Sample Name: 0008710-06 Acquired: 11/15/2007 15:05:10 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X3 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 ;Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 i 604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34576. 8093.6 1266.3 159.59 878.28 20.789 
Stddev 219. 1.0 16.3 2.42 14.06 2.01-6 
%RSD .63211 .01257 1.2864 1.5194 1,6009 9.6960 

#1 34731. 8092.8 1277.8 157,87 868.34 22.215 
#2 34422. 8094.3 1254.8 161.30 888.22 19.364 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L Ug/L ug/L 
Avg -.63667 -4.4270 342.12 1593.0 
Stddev 3.4480 .4419 .69 21.8 / 
%RSD 541.56 9.9823 .20147 1.3698 

#1 1.8014 -4.1145 341.63 1577.6 
#2 -3.0748 -4.7395 342.60 1608.4 

Check? None None None None 
Value 
Range 



Sample Name: 0008710-06 Acquired: 11/15/200715:05:10 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X3 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7452.9 10526. 144770. 23468. 
Stddev 38.6 39. 1183. 281. 
%RSD .51785 .37508 .81697 1.1963 

#1 7480.2 10554. 143940. 23269. 
#2 7425.6 10498. 145610. 23666. 



Sample Name: 0008710-07 Acquired: 11/15/2007 15:08:02 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23X4 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.2759 229230. 113.61 2632.9 7.3314 45243. 
Stddev .3993 6792. 1.06 79.3 .2873 1235. 
%RSD 9.3387 2.9632 ,92936 3.0135 3.9195 2.7288 

#1 4.5582 234030. 112.87 2689.0 7.5346 46116. 
#2 3.9935 224420. 114.36 2576.8 7.1282 44370. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 11.610 150.47 237.54 309.52 227490. 60176, 
Stddev ,041 2.03 1.34 1.00 9876. 1711. 
%'RSD .35321 1.3520 .56402 .32226 4.3410 2.8440 

#1 11.581 149.03 236.60 310.22 234470. 61386. 
#2 11.639 151.90 238.49 308.81 220510. 58966. 

Check ? None None None None None None 
Value 
Range 

;S 17fi 



Sample Name: 0008710-07 Acquired: 11/15/2007 15:08:02 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sampte ID: MH23X4 Dilution: 1 Operator: SRV 

„ Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 (131} 589.592 { 57} 2C n .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 49414. 9177.9 1285.7 217.85 820.31 10.723 
Stddev 1380. 23.9 42.1 1.70 10.08 1.871 
%RSD 2.7927 .26015 3.2754 .78114 1.2287 17.452 

#1 50390. 9194.8 1315.5 216.65 813.18 12.047 
#2 48438. 9161.0 1255.9 219.06 827.43 9.3999 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.1873 -3.7365 398.51 1549.2 
Stddev 2.5027 1.0972 .37 14.3 
%RSD 210.79 29.365 .09406 .92259 

#1 -2.9570 -2.9607 398.25 1539.1 
#2 .58239 -4.5124 398.78 1559.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-07 Acquired; 11/15/2007 15:08:02 Type: Unk 
Method: TAL20071115A Mode: CQNC Corr. Factor: 1.000000 
User: admin. Client sample ID: MH23X4 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7447.3 10978. 150450. 24055. 
Stddev 33.9 36. 346. 623. 
%RSD .45511 .32589 .22995 2.5900 

#1 7471.2 11003. 150210. 23614. 
#2 7423.3 10952. 150700. 24496. 



Sample Name: 0008710-08 Acquired: 11/15/2007 15:10:52 Type: Unk 
Method: TAL2007T115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X5 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.788 148470. 120.97 1808.4 3.8142 61715. 
Stddev .043 5646. 1.02 73.3 .1483 2254. 
%RSD .36559 3.8029 .83932 4.0526 3.8870 3.6518 

#1 11.818 152460. 121,68 1860.2 3.9191 63308. 
#2 11.757 144470. 120.25 1:756.5 3.7094 60121. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 15.235 78.097 161.66 332.08 155680. 27502. 
Stddev .025 .174 .10 1.16 3565. 1019. 
%RSD .16239 .22328 .06140 .34896 2.2896 3.7062 

#1 15.253 77.974 161,73 332.90 158200. 28222. 
#2 15.218 78.221 161.59 331.26 153160. 26781. 

Check ? None None None None None None 
Value 
Range 

•wssaasi^a 



Sample Name: 0008710-08 Acquired: 11/15/2007 15:10:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23X5 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231 .604(445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710), (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32630. 5681,8 3106.2 117.48 1518.6 46.151 
Stddev 1229. 10.6 111.7 .22 .4 .870 
%RSD 3.7660 .18733 3.5964 .18307 .02314 1.8842 

#1 33498. 5674.3 3185.2 117.63 1518.3 46.766 
#2 31761.. 5689.4 3027.2 117.33 1.518.8 45.536 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292,402 (115} 206.200 {464} 
IS Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6747 -1.7036 287.72 2316.9 
Stddev .2299 .6893 .66 1.9 
%RSD 13.730 40.459 .22846 .08047 

#1 1.8373 -1.2162 288.18 2315.6 
#2 1.5121 -2.1910 287.25 2318.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-08 Acquired: 11/15/2007 15:10:52 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X5 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S C\s/S Cts/S 
Avg 7705.9 10612. 145440. 22565. 
Stddev 26.8 44. 745; 765. 
%RSD .34824 .41684 .51237 3.3920 

#1 7686.9 10581. 144910. 22024. 
#2 7724.9 10644. 145960. 23106. 



Sample Name: 0008710-09 Acquired: 11/15/2007 15:13:43 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W8 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.6685 209900. 106.34 2575.0 6.5317 47790. 
Stddev .1249 1120. .92 17.0 .0086 210. 
%RSD 2.6752 .53345 .86651 .65936 .13164 .43953 

#1 4.5802 210690. 105.69 2587.0 6.5378 47939. 
#2 4.7568 209110. 106.99 2563.0 6.5256 47641. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.441 146.14 230.54 291.42 208880. 49015. 
Stddev ,002 .15 .36 .77 883. 274. 
%RSD .02128 .10196 .15405 .26581 .42278 .55909 

#1 11.443 146.24 230.79 291.97 209500. 49209. 
#2 11.440 146.03 230.29 290.87 208250. 48821. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-09 Acquired: 11/15/2007 15:13:43 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W8 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (Ih2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47077. 9044.3 1235.2 206.91 872.25 24.142 
Stddev 227. 7,6 21.8 .34 .23 .099 
%'RSD .48285 .08409 1.7616 .16387 .02629 .41175 

#1 47238. 9049.7 1250.6 207.15 872.09 24.072 
#2 46917. 9038.9 1219.8 206.67 872.41 24.212 

Check ? None None None None NPne None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.1709 -3.2579 395.21 1646.5 
Stddev 1.1302 1.7883 1.14 .6 
%RSD 52.060 54.890 .28779 .03933 

#1 -2.9701 -4.5224 394.41 1646.0 
#2 -1.3718 -1.9934 396.02 1647.0 

Check ? None None None None 
Value 
Range 

mammniT? 



Sample Name: 0008710-09 Acquired: 11/15/2007 15:13:43 Type: Unk 
Method: TAL20071115A Mode: CONC Corn. Factor: 1,000000 
User: admin Client sample ID: MH23W8 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7510.3 11077. 150380, 24596. 
Stddev 32.5 53. 602. 209. 
%RSD .43280 .47848 .40048 .85070 

#1 7487.3 11039. 149950, 24448. 
#2 7533.3 11114. 150800. 24744. 



Sample Name: 0008710-10 Acquired: 11/15/2007 15:16:35 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W9 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {1106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3213 176760. 87.338 2419.4 5.8020 316770. 
Stddev .1387 371. .271 8.9 .0603 2068. 
%RSD 10.496 .20975 .31054 .36949 1.0390 .65297 

#1 1.4194 177020. 87.146 2425.8 5.7593 318230. 
#2 1.2232 176500. 87.529 2413.1 5.8446 315310. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_360Q) (Y3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.3131 101.54 175.18 171.64 162330. 37669. 
Stddev .0770 .56 .35 .18 2984. 169. 
%RSD 1.2205 .55271 .20074 .10753 1.8383 .44902 

#1 6.3676 101.14 175.42 171.77 160220. 37788. 
#2 6.2587 101.93 174.93 171.51 164440. 37549. 

Check 7 None None None None None None 
Value 
Range 

mmmiJE 



Sample Name: 0008710-10 Acquired: 11/15/2007 15:16:35 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W9 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 70060. 5838.9 2569.8 164.18 305.03 -2.9133 
Stddev 163. 14.7 5.8 1.45 3.29 .4077 
%RSD .23206 .25144 .22570 .88164 1.0794 13.994 

#1 69945. 5849.3 2573.9 163.16 302.70 -2.6250 
#2 70175. 5828.5 2565.7 165.20 307.36 -3.2016 

Check? None None None None None None 
Value 
Range \ 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.5940 -4.9762 321.55 832.84 
Stddev 2.0431 .0371 .41 5.32 ' 

%RSD 78.763 .74454 .12807 .63849 

#1 -1.1493 -4.9500 321.84 829.08 
#2 -4.0388 -5.0024 321.26 836.60 

Check ? None None None None 
Value 
Range 

8H SiMfg 
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Sample Name: 0008710-10 Acquired: 11/15/2007 1,5:16:35 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W9 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606(446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Ayg 7128.7 10354. 142480. 23435. 
Stddev 29.2 65. 410. 60. 
%RSD .41022 .63016 .28758 .25758 

#1 7149.3 10400. 142190. 23393. 
#2 7108.0 10308. 142770. 23478. 

• 181 
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Sample Name: 0008710-11 Acquired: 11/15/2007 15:19:34 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.9103 259830. 105.99 2499.2 7.3924 63796. 
Stddev .0494 3989. .04 34.2 .1290 995. 
%RSD 2.5865 1,5352 .03504 1.3666 1.7445 1.5599 

#1 1.8754 257010, 105.96 2475.0 7.3013 63092. 
#2 1.9453 262650. 106.01 2523.3 7.4836 64500. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref . (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.7544 171.73 317.70 235.73 278630. 41813. 
Stddev .0201 .53 .48 .49 2167. 643. 
%RSD .22955 .31031 .15141 .20806 .77779 1.5372 

#1 8.7686 171.36 317.36 235.38 280160. 41359. 
#2 8.7402 172.11 318.04 236.07 277100. 42268, 

Check ? None None None None None None 
Value 
Range 

mmmmmtsz 



Sample Name: 0008710-11 Acquired: 11/15/2007 15; 19:34 Type: Unk 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 63321. 8381.3 1939.0 281.54 585.81 1.7769 
Stddev 1054. 17.8 37.2 .16 1.15 .4799 
%RSD 1,6642 .21185 1.9169 .05712 .19563 27.005 

#1 62576. 8393.8 1912.7 281.66 585.00 2.1162 
#2 64066. 8368.7 1965.3 281.43 586.62 1.4376 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -6.1205 -7.4230 559.19 1390.2 
Stddev .4708 .1217 .84 4.4 
%RSD 7.6919 1.6391 .15041 .31307 

#1 -6.4534 -7.5091 558.59 1387.1 
#2 -5.7876 -7.3370 559.78 1393.3 

Check ? None None None None 
Value 
Range 

183 



Sample Name; 0008710-11 Acquired: 11/15/2007 15:19:34 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7411.8 11324. 154110. 25269. 
Stddev 2.6 18. 336. 273. 
%RSD .03466 .15650 .21801 1.0789 

#1 7409.9 11311. 153870. 25462. 
#2 7413.6 11336. 154350. 25076. 



Sample Name: 0008710-12 Acquired: 11/15/2007 15:22:25 Type: Unk 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y7 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.4135 132450. 73.365 1633.1 3.9598 35071. 
Stddev .2788 6899, 1.575 78.7 .1566 1823. 
%RSD 8.1674 5.2083 2.1463 4.8203 3.9557 5.1991 

#1 3.6106 127570. 72.251 1577.5 3.8491 33781. 
#2 3.2164 137330. 74.478 1688.8 4.0706 36360. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.9224 86.409 148.79 223.96 143350. 33948. 
Stddev .0772 1.563 .77 1.34 3618. 1548. 
%RSD 1,1149 1.8093 .51871 .59675 2.5237 4.5589 

#1 6.8678 85.304 148.24 224.90 140800. 32854. 
#2 6.9770 87.515 149.33 223,01 145910. 35043. 

Check ? None None None None None None 
Value 
Range 

H 185 



Sample Name: 0008710-12 Acquired: 11/15/2007 15:22:25 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y7 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y-3710) (YJ3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 28928. 5670.8 1428.9 123.90 359.32 -.05627 
Stddev 1585. 18.3 74.0 2.66 7.29 .66411 
%RSD 5.4807 .32328 5.1792 2.1493 2.0299 1180.1 

#1 27806. 5683.7 1376.5 122.02 354.16 -.52587 
#2 30049. 5657.8 1481.2 125.78 364.48 .41332 

Check ? None None None None None None 
Value 
Range 

V 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2776 -4.6544 269,01 716.24 
Stddev .0925 .9530 1.05 16.32 
%RSD 7.2379 20.476 .39198 2.2781 

#1 1.2122 -5.3283 269.75 704.71 
#2 1.3430 -3.9805 268.26 727.78 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-12 Acquired: 11/15/200715:22:25 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y7 Dilution; 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7644.8 10628. 147020. 24234. 
Stddev 115.5 119. 804. 916. 
%RSD 1.5108 1.1212 .54669 3.7781 

#1 7726.5 10713. 146450. 24881. 
#2 7563.1 10544. 147590. 23586. 



Sample Name: 0008710-13 Acquired: 11/15/2007 15:25:17 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y8 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313,042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .74890 213430. 75.045 2495.8 2.5151 55615, 
Stddev .12796 6039. 1.114 74.1 .0979 1442. 
%RSD 17.086 2.8294 1.4848 2.9688 3.8939 2.5935 

#1 .83938 217700. 75.833 2548.2 2.5843 56635. 
#2 .65842 209160. 74.258 2443.4 2.4458 54596. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324. .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6866 145.07 236.68 240.83 253530. 47810. 
Stddev .2056 .02 .90 2.25 5390. 1337. 
%-RSD 3.0754 .01264 .37914 .93627 2.1259 2.7967 

#1 6.8320 145.08 237.32 242.43 257340. 48755. 
#2 6.5412 145.06 236.05 239.24 249720. 46864. 

Check? None None None None None None 
Value 
Range 

mmmmmB 



Sample Name; 0008710-13 Acquired: 11/15/2007 15:25:17 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: MH23Y8 Dilution; 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40828. 7136.6 1986.8 181.73 291.11 -4.3448 
Stddev 1025. 45.5 49.5 .30 .60 .6057 
%RSD 2.5103 .63735 2.4908 .16669 .20492 13.941 

#1 41552. 7168.8 2021.8 181.95 291.54 -3.9165 
#2 40103. 7104.5 1951.8 181.52 290.69 -4.7731 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.03160 -13.765 539.85 946.96 
Stddev .38922 .111 2.20 4.87 
%RSD 1231.5 .80774 .40806 .51433 

#1 .24362 -13.686 541.41 950.40 
#2 -.30683 -13.844 538.30 943.51 

Check? None None None None 
Value 
Range 

:89flS99:i.'li9 



Sample Name: 0008710-13 Acquired: 11/15/2007 15:25:17 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y8 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606(446} 224.306 {450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7498.0 10958. 150470. 23345. 
Stddev 52.0 67. 858. 566. 
%'RSD .69361 .61209 .57003 2.4264 

#1 7461.2 10910. 149870. 22944. 
#2 7534.7 11005. 151080. 23745. 



Sample Name: 0008710-14 Acquired: 11/15/2007 15:28:08 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y9 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8722 194460. 72.848 2223.2 4.7062 42601. 
Stddev .1744 5073. .803 63.4 .0938 1165. 
%RSD 9.3139 2.6089 1.1026 2.8520 1.9925 2.7347 

#1 1.9955 198050. 72.280 2268.1 4.7725 43425. 
#2 1.7489 190870. 73.416 2178.4 4.6399 41777. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1888 117.76 217.97 213.23 211340. 38160. 
Stddev .0744 1.03 .29 .04 4339. 1034. 
%RSD 1.0355 .87560 .13479 .02041 2.0531 2.7083 

#1 7.2414 117.04 218.18 213.26 214410. 38891. 
#2 7.1361 118.49 217.77 213.20 208270. 37429. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008710-14 Acquired: 11/15/2007 15:28:08 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y9 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42573. 6601.0 1587.5 165.94 374.76 -1.0863 
Stddev 1201. 47.9 57.7 .75 .02 .1211 
%RSD 2.8208 .72510 3.6372 .45050 .00620 11.146 

#1 43422. 6567.2 1628.3 165.41 374.77 -1.0007 
#2 41724. 6634.9 1546.6 166.47 374.74 -1.1719 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.1737 -7.3447 415.00 924.29 
Stddev 3.3418 .5753 1.59 4.25 
%RSD 153.74 7.8328 .38359 .45943 

#1 .18932 -7.7515 413.88 921.28 
#2 -4.5367 -6.9379 416.13 927.29 

Cheek ? None None None None / 

Value 
Range 



Sample Name: 0008710-14 Acquired; 11/15/2007 15:28:08 Type: Link 
Method: TAL2Q071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample I'D: MH23Y9 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7641.4 10904. 148870. 23589. 
Stddev 3.2 8. 228. 680. 
%RSD .04217 .07351 .15318 2.8811 

#1 7639.1 10898. 149030. 23108. 
#2 7643.6 10910. 148710. 24069. 



Sample Name: BLANK Acquired: 11/15/2007 15:30:59 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref 
Units 
Avg 
Stddev 
%RSD 

(Y_3600) 
ug/L 

1.2405 
,0940 

7.5798 

(Y_3710) 
ug/L 

41.677 
2.413 

5.7906 

(Y_2243) 
ug/L 

-1.0950 
.2974 

27.155 

(Y_3710) 
ug/L 

.68838 

.01510 
2.1933 

(Y_3710) 
ug/L 

.00352 

.03360 
954.52 

(Y_3710) 
ug/L 

-3.6639 
3.3312 
90.922 

#1 
#2 

1.3070 
1.1740 

43.384 
39.971 

-.88474 
-1.3053 

.67771 

.69906 
-.02024 
.02728 

-1,3083 
-6.0194 

Check? 
Value 
Range 

None None None None None None 

Elem 
Line 
IS Ref 
Units 
Avg 
Stddev 
%RSD 

Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 

(Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
ug/L ug/L ug/L ug/L ug/L ug/L 

-.18197 -.54476 .01528 -.78521 64.574 8.1015 
.00827 .06956 .30458 .13401 1.887 31.134 
4.5452 12.769 1993.8 17.066 2.9227 384.30 

#1 
#2 

-.17613 
-.18782 

-.59395 
-.49558 

.23064 
-.20009 

-.87997 
-.69046 

65.908 
63.239 

-13.914 
30.117 

Check ? None None None None None None 
Value 
Range 

SSfiflSSl'S# 



Sample Name: BLANK Acquired: 11/15/2007 15:30:59 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9914 2.5500 4.3162 -.29001 .23255 -10.059 
Stddev 8.2471 .6399 10.986 .08076 .09764 .101 
%RSD 206.62 25.095 254.53 27.847 41.988 1.0020 

#1 -1.8402 2.0975 12.084 -.34711 .16351 -10.130 
#2 9.8230 3.0025 -3.4521 -.23290 .30159 -9.9876 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196:090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5056 -1.0754 -.10046 .53008 
Stddev 2.0373 .5225 .27974 .06883 
%RSD 135.31 48.584 278.46 12.985 

#1 -2.9462 -1.4449 -.29826 .57875 
#2 -.06507 -.70597 .09735 .48141 

Check? None None None None 
Value 
Range 

B 



Sample Name: BLANK Acquired: 11/15/2007 15:30:59 Type: Unk 
Method: TAL20071115A Mode: CONC Conr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9242.3 11038. 157510. 22166. 
Stddev 43.7 43. 6717. 1236. 
%RSD .47245 .39181 4.2644 5.5742 

#1 9273.2 11068. 162260. 21293. 
#2 9211.5 11007. 152760. 23040. 



Sample Name: CCV Acquired: 11/15/2007 15:33:43 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 (106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 591.16 4974.7 242.37 4932,6 120.10 12143. 
Stddev 1.33 145.8 1.50 157.5 3.62 383. 
%RSD .22509 2.9300 .62046 3.1931 3.0117 3.1554 

#1 590.22 5077.8 243.43 5043.9 122.66 12414. 
#2 592.10 4871.6 241.30 4821.2 117.54 11872. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} : 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.42 1198.9 472.96 583.91 2443.0 12154. 
Stddev .78 8.4 1.98 1.97 79.0 385. 
%RSD .63934 .70299 .41816 .33714 3.2324 3.1696 

#1 121.97 1204.8 471.57 582.52 2498.8 12427. 
#2 120.87 1192.9 474.36 585.30 2387.2 11882. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired; 11/15/2007 15:33:43 Type: QC 
Method: TAL200711T5A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11622. 1182.7 12043. 1:230.7 235.85 1140.4 
Stddev 318. 2.2 408. 8.8 1.14 27.7 
%RSD 2.7334 .18271 3.3838 .71332 .48350 2.4320 

#1 11847. 1181.2 12331. 1236.9 236.66 1120.8 
#2 11397. 1184.3 11754. 1224.5 235.04 1160.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass C 2hk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} H90.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 233.85 241.96 1149.1 1226.0 
Stddev .90 1.24 2.1 7.8 
%RSD .38404 .51323 .18084 .63483 1 

#1 234.49 242.83 1147.6 1231.5 
#2 233.22 241.08 1150,5 1220.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

ai;a fi 111:38 



Sample Name: CCV Acquired: 11/15/2007 15:33:43 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8661.1 10646. 145860. 22766. 
Stddev 13v9 8. 269. 469. 
%RSD .16058 .07398 .18443 2.0586 

#1 8651.2 10640, 146050. 22435. 
#2 8670.9 10651, 145670, 23098. 



Sample Name: CCB Acquired: 11/15/2007 15:36:18 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8218 31.951 -.13362 3.7998 .23085 18,845 
Stddev .1107 6.943 .10250 .1513 .02497 3.414 
%RSD 6.0767 21.729 76.708 3.9813 10.818 18.115 

#1 1.9000 36.860 -.06114 3.9067 .21319 21.259 
#2 1.7435 27.042 -.20610 3.6928 .24851 16.431 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem! Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06933 .50667 .17532 -.23236 22.181 29.849 
Stddev .00255 .05282 .19270 .09889 .031 21.684 
%RSD 3.6767 10.424 109.91 42.559 .13879 72.648 

#1 .06753 .54401 .31158 -.16243 22.203 45.182 
#2 .07113 .46932 .03906 -.30228 22.159 14.516 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/15/2007 15:36:18 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206,833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (in2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31.458 1.2129 9.4737 .49606 -.27417 11.679 
Stddev 7.744 .1931 4.8259 .08626 .20641 4.147 
%RSD 24.617 15.917 50.941 17.389 75.286 35.509 

#1 25.982 1.0764 12.886 .43507 -.12822 14.612 
#2 36.933 1.3494 6.0612 .55706 -.42013 8.7468 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1952 -.16035 .85632 .71425 
Stddev 1.5780 .95163 .12762 .11849 
%RSD 132.03 593.46 14.903 16.589 

#1 
#2 

Check ? 
High Limit 
Low Limit 

2.3110 
.07937 

Chk Pass 

.51255 
-.83325 

Chk Pass 

.76608 

.94656 

Chk Pass 

.63047 

.79803 

Chk Pass 



Sample Name: CCB Acquired: 11/15/2007 15:36:18 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 9168.9 10913. 149960. 22116. 
Stddev 10.8 8. 1006. 970. 
%RSD .11805 .07360 .67053 4.3846 

#1 9176.5 10919. 150680. 21431. 
#2 9161.2 10908. 149250. 22802. 

ffl:Sfi0SS2S2 



Sample Name: 0008710-15 Acquired: 11/15/2007 15:39:04 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z0 Dilution: 1 Operator: SRV 
Comment: 

E|em Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ret (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L _ ug/L ug/L ug/L ug/L 
Avg 4.2315 188750. 90.096 3327.2 1.7119 57634. 
Stddev .0998 6399. .800 113.6 .0947 1897. 
%RSD 2.3573 3.3902 .88819 3.4128 5.5327 3.2922 

#1 4.1610 193270. 90.662 3407.5 1.7789 58976. 
#2 4.3020 184230. 89.530 3246.9 1.6449 56293. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.4051 132.73 324.03 285.91 235870. 40300. 
Stddev .2018 .68 2.56 .67 9119. 1298. 
%RSD 2.1454 .51239 ,78946 .23592 3.8663 3.2196 

#1 9.5478 133.21 322.22 285.43 242310. 41218. 
#2 9.2625 132.25 325.84 286.38 229420. 39383. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-15 Acquired: 11/15/2007 15:39:04 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z0 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42837. 6643.9 2451.6 219.82 690.03 8.4916 
Stddev 1316. 24.1 106.0 1.45 .37 .5651 
%RSD 3.0725 .36324 4.3221 .65937 .05341 6.6547 

#1 43768. 6626.8 2526.5 220.85 690.29 8.0920 
#2 41906. 6660.9 2376.7 218.80 689.77 8,8912 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.4910 -12.004 532.01 1255.6 
Stddev .5377 .597 2.35 3.6 
%RSD 21.584 4.9757 .44139 .28941 

#1 -2.8712 -12.427 530.35 1258.1 
#2 -2.1108 -11.582 533.67 1253.0 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-15 Acquired: 11/15/2007 15:39:04 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z0 Dilution: 1 Operator: SRV 
Comment; 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7439.0 10550. 144520. 23168. 
Stddev 78.9 111. 402. 769. 
%RSD 1.0610 1.0563 .27831 3.3205 

#1 7383.2 10471. 144230. 22624. 
#2 7494.8 10629. 144800, 23712. 



Sample Name: 0008710-16 Acquired: 11/15/2007 15:41:56 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 183.59 148900L 1208.9 1674.9 4J6967 135610. 
Stddev .25 2381. 1.7 22.8 .0007 2167. 
%RSD .13732 1.5989 .14276 1.3632 .01548 1.5977 

#1 183.41 147210. 1207,6 1658.8 4.6972 134080. 
#2 183.77 150580. 1210.1 1691.1 4.6962 137150. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 KJ7664 
Line 228.802 {447} 228 .616 {447} 267, 716 {126} 324.754 {104} 259 .940 {130} 766.490 ( 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 184.38 110.63 210.80 2569.0 203520. 28114. 
Stddev .04 .27 .84 4.5 1098. 366. 
%RSD .02355 .24437 .39642 .17672 .53945 1.3008 

#1 184.41 110.82 210.21 2572.2 204290. 27855. 
#2 184.35 110.44 211.39 2565.8 202740. 28372. 

Check ? None None None None None None 
Value 
Range 

B1 :'S i S3 2 fiia 



Sample Name: 0008710-16 Acquired: 11/15/2007 15:41:56 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (!n2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 64514. 14717. 1015.8 154.42 32003. 927.24 
Stddev 1203. 64. 14.0 .05 17. 2.92 
%RSD 1.8645 .43594 1.3772 .03550 .05338 .31519 

#1 63664. 14672. 1005.9 154.38 31991. 925.17 
#2 65365. 14762. 1025.7 154,46 32015. 929.30 

Check ? None None None None None None 
Value ( 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 24.748 48.395 312.90 43264. 
Stddev 1.482 .446 1.24 5. 
%RSD 5.9870 .92197 .39595 .01237 

#1 23.700 48.080 313.78 43268. 
#2 v • 25.796 48.711 312.02 43260. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-16 Acquired: 11/15/2007 15:41:56 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7434.9 10598. 145650. 24098. 
Stddev 21.3 22. 310. 149. 
%RSD .28642 .20763 .21261 .61729 

#1 7419.8 10583. 145430. 24203. 
#2 7449.9 10614. 145870. 23993. 



Sample Name: 0008710-17 Acquired: 11/15/2007 15:44:45 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 i.403 {74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0521 190520. 75.948 2247.8 3.8849 47211. 
Stddev .1733 388. .072 13.3 .0065 41. 
%RSD 16.469 .20373 .09445 .59275 .16646 .08760 

#1 1,1746 190790. 75.999 2257.2 3.8895 47240. 
#2 .92958 190240. 75.897 2238.4 3.8804 47182. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cf2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2587 140.51 217.11 244.48 209270. 36870. 
Stddev .0431 .35 .80 1.26 2491. 137. 
%RSD ,68810 .25167 .36720 .51395 1.1901 .37253 

m 6.2891 140.76 216.55 243.59 211030. 36968. 
#2 6.2282 140.26 217.68 245.37 207510. 36773. 

Check ? None None None None None None 
Value 
Range 

iS!!®S2:13 



Sample Name: 0008710-17 Acquired: 11/15/2007 15:44:45 Type: Unk 
Method: TAL20071115A Mode: CONG Corn. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36525. 7621.7 1665.4 171.36 291.21 -3.0462 
Stddev 104. 57.2 11.9 .04 1.19 1.6619 
%RSD .28588 .75113 .71215 .02048 .40738 54.557 

#1 36599. 7581.2 1673.8 171.39 292.04 -1.8711 
#2 36451. 7662.2 1657.0 171.34 290.37 -4.2214 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1,7400 -8.3394 468.25 866.64 
Stddev 1.7318 .1813 2.64 .40 
%RSD 99.532 2.1738 .56434 .04673 

#1 -.51538 -8.4676 466.38 866.93 
#2 -2.9646 -8.2112 470.12 866.35 

Check ? None None None None 
Value 
Range 

trlaiifflfiSia 



Sample Name; 0008710-17 Acquired: 11/15/200715:44:45 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7527.5 10920. 150030. 24820. 
Stddev 24.3 32. 76. 67. 
%RSD .32264 .28971 .05046 .26989 

#1 7510.3 10898. 150080. 24772. 
#2 7544.6 10942. 149980. 24867. 



Sample Name: 0008710-18 Acquired: 11/15/2007 15:47:36 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z3 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.6015 159140. 60.910 1731.5 3.8019 38325. 
Stddev .0699 896. 2.055 14.7 ,0530 166. 
%RSD 2.6878 .56325 3.3741 .85149 1.3932 .43268 

#1 2.5521 159770. 62.363 1741.9 3.7645 38442. 
#2 2,6510 158500. 59.457 1721.1 3.8394 38207. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2146 106.50 200.03 182.90 196860. 29379. 
Stddev .1065 .06 .55 .00 933. 191. 
%RSD 2.0430 .05972 .27536 .00053 .47402 .64925 

#1. 5.2899 106.45 199.64 182.90 196200. 29514. 
#2 5.1393 106.54 200.42 182.91 197520. 29244. 

Check ? None None None None None None 
Value 
Range 

W&S&&M2T2 



Sample Name: 0008710-18 Acquired: 11/15/2007 15:47:36 Type: Unk 
Method: TAL20071115A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z3 Dilution:! Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29166. 5774,2 1475.5 139.81 284.42 -3,9981 
Stddev 122. 7.1 1.6 .70 .79 .7463 
%RSD .41950 ,12244 .11043 .49857 .27934 18.666 

#1 29253. 5779.2 1474.3 139.31 284.98 -4.5258 
#2 29080. 5769.2 1476.6 140.30 283.86 -3.4704 

Check ? None None None None None None 
Value 
Range 

Elem Se!960 TI1908 V_2924 Zn2Q62 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.7336 -9.4425 409.3! 700.60 
Stddev .1748 1.8173 .84 .76 
%RSD 6.3959 19.246 .20549 .10867 

#1 -2.8572 -8.1575 409.91 701.14 
#2 -2.6099 -10.728 408.72 700.06 

Check? None None None None 
Value 
Range 



Sample Name: 0008710-18 Acquired: 11/15/2007 15:47:36 Type: Unk 
Method: TAL20071115A Mode: CONG Corr, Factor: 1.000000 
User: admin Client sample ID: MH23Z3 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. !n2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7739.8 10841. 148510. 23682. 
Stddev 26.7 32. 315. 81. 
%RSD .34538 .29377 .21200 .34412 

#1 7720.9 10818. 148280. 23624. 
#2 7758.7 10863. 148730. 23739. 



Sample Name: 0008710-19 Acquired: 11/15/2007 15:50:27 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189. 042 {478} 455.403 { 74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.2529 171230. 71.760 2180.8 3.7695 52021. 
Stddev .2057 2856. .012 39.0 .0914 857. 
%RSD 9.1298 1.6679 .01654 1.7880 2.4241 1,6467 

#1 2.3983 173250. 71.751 2208.3 3.8341 52627. 
#2 2.1074 169210. 71.768 2153.2 3.7049 51416. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267. 716 {126} 324.754 {104} 259 .940(130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.7792 11 9L58 222.02 221.61 222440. 28199. 
Stddev .0977 .26 1,26 1.67 5425. 455. 
%RSD 1.4418 .21393 .56855 .75518 2.4390 1.6123 

#1i 6.7101 119.76 222.91 222.80 226270. 28520. 
#2 6.8483 119.40 221.12 220.43 218600. 27877. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008710-19 Acquired: 11/15/2007 15:50:27 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32919. 6892.8 2097.7 160.15 380.91 -2.7344 
Stddev 551. 31.9 47.7 .45 .46 .9151 
%RSD 1,6738 .46245 2.2751 .27903 ,12132 33.466 

#1 33309. 6915.3 2131.4 160.47 381.24 -3.3815 
#2 32530. 6870.3 2063.9 159.83 380.58 -2.0873 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.7842 -7,8794 452.06 890.31 
Stddev .9610 .8943 3.43 1,47 
%RSD 34.517 11.349 ,75798 .16551 

#1 -2.1046 -8.5117 454.48 891.36 
#2 -3.4637 -7.2470 449.64 889.27 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-19 Acquired: 11/15/2007 15:50:27 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7690.7 10977. 150170. 24060. 
Stddev 33.8 27. 1320. 453. 
%RSD .44001 .24656 .87902 1.8817 

#1 7666.8 10958. 149230. 23740. 
#2 7714.6 10996. 151100. 24380. 



Sample Name: BLANK Acquired: 11/15/2007 15:53:17 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0240 47.897 -1.2852 .71850 -.01227 -6.5065 
Stddev .0375 10.260 .1642 .16288 .04004 1.3956 
%RSD 3,6630 21.421 12.775 22.669 326.28 21.450 

#1 .99751 55.152 -1.4013 .83367 -.04058 -5.5196 
#2 1.0506 40.642 -1.1691 .60333 .01604 -7.4933 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_37|0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.17841 -.56571 .30204 -.83825 67.117 39.312 
Stddev .07533 .00865 .27928 .00391 3.224 5.715 
%RSD 42.225 1.5297 92.464 .46701 4.8030 14.538 

#1 -.12514 -.55959 .10456 -.83548 69.397 43.353 
#2 -.23167 -.57183 .49953 -.84102 64.838 35.271 

Check ? None None None None None None 
Value 
Range 



I 

I 

( Sample Name: BLANK Acquired: 11/15/2007 15:53:17 Type: Unk 
j Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
j User: admin Client sample ID: Dilution: 1 Operator: SRV 
; Comment: 
! • ' 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.3694 2.7301 -3.0457 -.39045 .08297 -11.020 
Stddev 4.8495 .4526 3.021:9 .23031 .46418 .234 
%RSD 204.67 16.578 99.217 58.985 559.47 2.1256 

#1 -1.0597 2.4101 -.90892 -.55330 -.24526 -10.855 
#2 5.7985 3.0501 -5.1825 -.22760 .41120 -11.186 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (Ih2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.58520 -.47340 -.12730 .53014 
Stddev .82051 .43395 .09363 .01482 
%RSD 140.21 91,666 73.554 2.7961 

#1 -.00502 -.78025 -.06109 .51966 
#2 -1.1654 -.16655 -.19350 .54062 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/15/2007 15:53:17 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: Dilution: 1 Operator: SRV 
Comment: ^ 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606{446} 224.306 {450} 360.073{94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9319.5 11099. 152880. 22709. 
Stddev 3.3 21. 62. 839. 
%RSD .03499 .19256 .04079 3.6944 

#1 9321.8 11114. 152930. 22116. 
#2 9317.2 11083. 152840. 23303. 



Sample Name: ZCRI Acquired: 11/15/2007 15:56:01 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3' 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.426 .21867 8,8092 .18652 5.0230 -16.714 
Stddev .255 1.5526 .0641 .05334 .0639 .741 
%RSD 2.2290 710.02 .72779 28.596 1.2727 4.4351 

#1 11.606 1.3166 8.7639 .14880 4.9778 -17.238 
#2 11.246 -.87921 8.8546 .22423 5.0682 -16.190 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.6934 48.413 10.229 24.551 19.091 36.502 
Stddev .2868 1.303 .260 .444 2.871 4.190 
%RSD 6.1113 2.6908 2.5385 1.8071 15.036 11,478 

#1 4.4906 47.491 10.412 24.865 17.061 33.539 
#2 4.8963 49.334 10.045 24.237 21.121 39.464 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Npne None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/15/2007 15:56:01 Type: QC 
Method: TAL20071115A Mode: CONIC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L Ug/L ug/L ug/L Ug/L 
Avg -7.8698 16.298 -2.6107 39.699 11.062 36.925 
Siddev 5.3403 .581 3.1777 1.247 .075 3.629 
%RSD 67.858 3.5634 121.72 3.1420 .68044 9.8285 

#1 -4.0936 16.709 -4.8577 38.817 11.008 34.359 
#2 -11.646 15,887 -.36375 40.581 11.115 39.492 

Check? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 29.934 25.111 49.191 611.781 
Stddev 2.114 ,278 1.872 2.058 
%RSD 7.0604 1.1070 3.8059 3.3318 

#1 28.440 24.914 50.515 60.325 
#2 31.429 25.307 47.867 63.236 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



( 

Sample Name: ZCRI Acquired: 11/15/2007 15:56:01 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 YJ2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9306.9 11073. 147040. 22890. 
Stddev 233.1 264. 3404. 323. 
%RSD 2.5046 2.3820 2.3147 1.4104 

#1: 9471.7 11259. 144640. 23118. 
#2 9142.1 10886. 149450. 22662. 



Sample Name: CRI Acquired: 11/15/2007 15:58:41 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin. Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.207 5.0324 8.8463 .21506 5.0311 -16.847 
Stddev .045 5.5808 .2315 .11482 .1723 .142 
%RSD .40536 110.90 2.6172 53.392 3.4247 .84313 

#1 11.175 8.9786 9.0100 .29625 5.1530 -16.947 
#2 11.239 1,0862 8.6826 .13386 4.9093 -16.746 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7603 49.556 9.9616 24.116 18.010 -8.6052 
Stddev .0154 .052 .0040 .068 1.167 24.710 
%RSD .32271 .10595 .04009 .28246 6.4806 287.15 

#1 4.7494 49.593 9.9588 24.164 18.835 -26.078 
#2 4.7711 49.519 9.9644 24.068 17.185 8.8674 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mmmmzzd 



Sample Name: CRI Acquired: 11/15/2007 15:58:41 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220, .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (Jn2306) (In2306) (Y_224:3) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -4.8812 15.828 -1.5816 40.421 10.538 41.719 
Stddev 2.1833 .008 4.1551 .257 .572 .440 
%RSD 44.728 .05120 262.71 .63571 5.4279 1.0547 

#1 -3.3374 15.822 -4.5197 40.239 10.133 41.408 
#2 -6.4251 15.834 1.3565 40.603 10.942 42.030 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ^ ug/L 
Avg 31.411 25.839 48.294 63.049 
Stddev .343 .645 .198 .006 
%RSD 1.0912 2.4952 .41002 .00996 

#1 31.653 26.295 48.434 63.045 
#2 31.169 25.383 48.154 63.054 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/15/2007 15:58:41 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9118.6 10829. 149600. 22807. 
Stddev 9.0 4. 399. 653. 
%RSD .09893 .03511 .26642 2.8653 

#1 9125.0 10826. 149310. 22345. 
#2 9112.2 10832. 149880. 23269. 



Sample Name: ICSA Acquired: 11/15/2007 16:01:22 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (YJ2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6543 241090. -.41666 -2.4274 1.4076 230440. 
Stddev .0721 6825. .84949 .0356 .0280 5073. 
%RSD 4.3557 2.8310 203.88 1.4680 1,9921 2.2013 

#1 1.7053 245910. .18402 -2.4526 1.4275 234020. 
#2 1.6034 236260. -1.0173 -2.4022 1.3878 226850. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.5546 2.4159 41.027 21.655 88562. -72.297 
Stddev .0088 .2583 .267 .520 2552. 16.405 
%RSD .56607 10.690 .65191 2.4011 2.8822 22.691 

#1 1.5608 2.5986 40.838 21.287 90367. -83.897 
#2 1.5483 2.2333 41.216 22.023 86757. -60.697 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/15/2007 16:01:22 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units •g/L ug/L ug/L ug/L ug/L ug/L 
Avg 235770. 14.765 708.19 15.438 3.1274 -7.1496 
Stddev 7307. .206 25.75 .759 .2349 1.1599 
%RSD 3.0992 1.3930 3.6361 4.9187 7.5115 16.223 

#1 240940. 14.620 726.40 15.975 2.9613 -6.3294 
#2 230610. 14.911 689.99 14.901 3.2935 -7.9698 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -8.6053 -2.9589 -.85300 24.855 
Stddev 1.2961 .6791 .25776 1.461 
%RSD 15.062 22.950 30.218 5.8785 

#1 -9.5218 -2.4788 -.67073 25.888 
#2 -7.6888 -3.4391 -1.0353 23.822 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit ' 



Sample Name: ICSA Acquired: 11/15/2007 16:01:22 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: IGSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7596.6 10055. 133960. 22134. 
Stddev 276.5 346. 503. 422. 
%RSD 3.6396 3.4439 .37585 1.9057 

#1 7401.1 9810.2 134310. 21836. 
#2 7792.1 10300. 133600. 22432. 



j 
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Sample Name: ICSAB Acquired: 11/15/2007 16:04:09 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317 .933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 200.56 244220. 95.750 510.07 469.91 230190. 
Stddev .95 3181. 3.011 6.97 5.60 3093. 
%RSD .47555 1.3026 3.1450 1.3671 1.1916 1.3437 

#1 199.89 246470. 93.621 515.00 473.87 232380. 
#2 201.24 241970. 97.880 505.14 465.95 228000. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 958.94 501.57 494.83 514.91 89893. -76.236 
Stddev 14.33 7.35 1.22 1.00 1146. 8.137 
%RSD 1.4942 1.4653 .24647 .19426 1.2748 10.674 

#1 948.80 496.37 493.97 514.20 90703. -70.483 
#2 969.07 506.76 495.69 515.62 89082. -81.990 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

18«i«Sft823J9 



Sample Name: ICSAB Acquired: 11/15/2007 16:04:09 Type: QC 

Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 

Comment: 23 ; 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 234740. 485.85 706.10 1040,0 59.054 541.18 
Stddev 3066. 1.22 7.58 16.5 1.606 21,07 
%RSD 1.3063 .25152 1.0734 1,5828 2.7189 3.8938 

#1 236910. 484.99 711.46 1028.4 57.919 526.28 
#2 232570. 486.72 700.74 1051.6 60.189 556.09 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Lihe 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 52.371 93.876 462.61 1041.5 
Stddev .333 1.509 2.58 14,9 
%RSD .63573 1.6072 .55876 1.4281 

#1 52.136 92.809 460.79 1031.0 
#2 52.607 94.943 464.44 1052.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Sflflfl-Sfl 231 



Sample Name: ICSAB Acquired: 11/15/2007 16:04:09 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. ln2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7354.4 9745.6 134530. 22167. 
Stddev 81.9 117.4 533. 154. 
%RSD 1.1131 1.2048 .39601 .69429 

#1 7412.3 9828.7 134910. 22058. 
#2 7296.5 9662.6 134160. 22276. 



Sample Name: CCV Acquired: 11/15/2007 16:06:50 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 576,36 4960.9 246.97 4953.2 119.33 12157. 
Stddev 1.27 198.7 10.42 198.4 5.00 485. 
%RSD .21951 4.0042 4.2180 4.0054 4.1938 3.9861 

#1 575.47 5101.4 239.61 5093.5 122.87 12500. 
#2 577.26 4820.5 254.34 4813.0 115.79 11814. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 123.64 1230.4 460.81 577.10 2406.3 12060. 
Stddev 5.45 56.7 .03 2.27 95.8 488. 
%RSD 4.4065 4.6066 .00595 .39257 3.9797 4.0492 

#1 119.79 1190.4 460.83 575.49 2474.0 12405. 
#2 127.49 1270.5 460.79 578.70 2338.6 11714. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 16:06:50 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 22Q.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11697. 1165.9 12142. 1260.2 241.63 1193.0 
Stddev 473. 1.4 492. 56.8 11.39 70.6 
%RSD 4.0457 .11668 4.0541 4.5045 4.7135 5.9205 

#1 12032. 1165.0 12490. 1220.0 233.57 1143.0 
#2 11363. 1166.9 11794. 1300.3 249.68 1242.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 240.99 249.68 1135.2 1260.8 
Stddev 9.33 11.57 1.8 59.0 
%RSD 3.8703 4.6345 .15498 4.6765 

#1 234.40 241.50 1133.9 1219.1 
#2 247.59 257.86 1136.4 1302.5 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired; 11/15/2007 16:06:50 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8437.5 10393. 146610. 22614. 
Stddev 316.4 364. 318. 696. 
%RSD 3.7504 3.4978 .21667 3.0784 

#t 8661.3 10650. 146830. 22122. 
#2 8213.8 10136. 146390. 23106. 



Sample Name: CCB Acquired: 11/15/2007 16:09:26 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6394 7.7859 -.46202 1.7041 .08152 -1.6228 
Stddev .1029 11.072 .05234 .0898 .01367 3.8144 
%RSD 6.2751 142.21 11.328 5.2683 16.775 235.05 

#1 1.7121 15.615 -.49903 1.7676 .07185 1.0744 
#2 1.5666 -.04347 -.42502 1.6406 .09119 -4.3200 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.15841 -.15272 .02672 -.70815 10.904 7.3482 
Stddev .05955 .04451 .11815 .13582 .852 32.135 
%RSD 37.593 29.145 442.11 19.180 7.8132 437.31 

#1 -.20052 -.18419 .11027 -.80419 11.506 30.071 
#2 -.11630 -.12125 -.05682 -.61211 10.301 -15.374 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

*a»a«s:23B 



1 Sample Name: CCB Acquired: 11/15/2007 16:09:26 Type: QC 
! Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.429 .40300 6.7245 -.34372 -.61306 11.167 
Stddev 2.542 .09677 6.3647 .03210 .02727 3.728 
%RSD 22.241 24.011 94.650 9.3386 4.4488 33.385 

#1 9.6317 .33458 11.225 -.32102 -.63234 13.803 
#2 13.226 .47143 2.2240 -.36641 -.59377 8.5307 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS R6f (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L . 

Avg -.58245 -.01049 .34054 -.04604 
Stddev .30748 .32174 .06699 .11692 
%RSD 52.791 3068.0 19.672 253.96 

#1 -.36503 .21701 .38791 .03664 
#2 -.79987 -.23799 .29317 -.12872 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Mi Z'3'7 



Sample Name: CCB Acquired: 11/15/2007 16:09:26 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9075.9 10774. 154930. 22288. 
Stddev 18.0 23. 8658. 796. 
%-RSD .19874 .21295 5.5883 3.5705 

#1 9063,2 10758. 161050. 21725. 
#2 9088.7 10791. 148810. 22850. 



Sample Name: 0008710-20 Acquired: 11/15/2007 16:12:12 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .91011 201680. 66.941 2345.4 7.2011 57762. 
Stddev .16246 1740. .294 25.6 .0285 320. 
%RSD 17.850 .86291 .43946 1.0903 .39645 .55438 

#1 .79524 202910. 67.149 2363.5 7.2212 57989. 
#2 1.0250 200450. 66,733 2327.3 7.1809 57536. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6913 136.87 230.64 196.66 244650. 25192. 
Stddev .0007 ,70 .32 .26 2715. 223. 
%RSD .01251 .51152 .13820 .13106 1.1095 .88713 

#1 5.6918 136.38 230.41 196.84 246570. 25350. 
#2 5.6908 137.37 230.86 196.48 242730. 25034. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-20 Acquired: 11/15/2007 16:12:12 Type: Uhk 
Method: TAL20071115A Mode; CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40111. 7431.4 1891.8 185.96 244.39 .11317 
Stddev 243. 42.9 19.9 .72 3.98 2.0201 
%RSD .60493 .57750 1.0505 .38839 1.6278 1785.1 

#1 40282. 7401.0 1905.8 185.45 241.58 1.5416 
#2 39939. 7461.7 1877.7 186.47 247.20 -1.3153 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.59331 -8.0789 556.54 789.90 
Stddev 2.0167 .9676 1.29 6.92 
%RSD 339.90 11.977 ,23180 .87643 

#1 -2.0193 -8.7631 555.62 785.01 
#2 .83269 -7.3947 557.45 794.80 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-20 Acquired: 11/15/2007 16:12:12 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7457.7 10833. 149090. 24476. 
Stddev 7.5 15. 293. 276. 
%RSD .10073 .13716 .19632 1.1282 

#1 7452.4 10822. 148880. 24281. 
#2 7463.0 10843. 149290. 24671. 



Sample Name: 0008712-01 Acquired: 11/15/2007 16:15:03 Type: Unk 
Method: TAL20071115A Mode: CONC Corr Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution:! Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455 .403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2313 145570. 56.555 1648.8 1.6976 36805. 
Stddev .0606 9075. 1.195 105.2 .0481 2212. 
%RSD 4.9210 6.2343 2.1130 6.3789 2.8340 6.0091 

m 1.1885 151980. 55.710 1723.1 1.7317 38369. 
#2 1.2742 139150. 57.400 1574.4 1.6636 35242. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6158 92.473 155.97 187.35 170570. 31695. 
Stddev .1335 .548 .67 .40 5844. 1858. 
%RSD 2.3776 .59238 .43021 .21449 3.4260 5.8637 

#1 5.7102 92.085 155.50 187.07 174700. 33009. 
#2 5.5214 92.860 156.45 187.64 166440. 30381. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-01 Acquired: 11/15/2007 16:15:03 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.1 553 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27999. 4916.2 1446.7 115.40 272.74 -4.4249 
Stddev 1673. 9.6 96.7 .28 2.33 .8936 
%RSD 5.9759 .19581 6.6832 .24342 .85580 20.196 

#1 29182. 4909.4 1515.1 115.20 271.09 -5.0568 
#2 26816. 4923.0 1378.4 115.60 274.39 -3.7930 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.6880 -8.9401 344.34 751.43 
Stddev 1.8173 .6401 1.41 3.15 
%RSD 49.276 7.1601 .40962 .41885 

#1 -2.4030 -9.3927 343.35 749.20 
#2 -4.9731 -8.4875 345.34 753.65 

Check? None None None None 
Value 
Range 



Sample Name: 0008712-01 Acquired: 11/15/2007 16:15:03 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 ,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7772,3 10834. 148540. 22936. 
Stddev 1.3 14. 384. 1109. 
%RSD .01613 .12906 .25819 4.8357 

#1 7771,5 10824. 148810. 22152. 
#2 7773.2 10844. 148270. 23720. 



Sample Name: 0008712-01D Acquired: 11/15/2007 16:17:56 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455 i.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2090 138360. 55.741 1574.9 1.6141 35177. 
Stddev .1395 1833. .415 13.8 .0143 441. 
%RSD 11.538 1.3248 .74479 .87862 .88609 1,2529 

#1 1.1104 137060. 56.035 1565.1 1.6040 34865. 
#2 1.3077 139650. 55.448 1584.7 1.6242 35488. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6242 92.651 156.92 190.01 164220. 30131. 
Stddev .1482 .076 1.05 .17 951. 262. 
%RSD 2.6357 .08190 .66678 .08948 .57910 .87042 

#1 5.5194 92.705 156.18 190.13 163550. 29945. 
#2 5.7290 92.597 157.66 189.89 164890. 30316. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-01D Acquired: 11/15/2007 16:17:56 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26783. 4960.5 1398.6 115.16 274.88 -4.5474 
Stddev 437. 28.7 1.3 .12 .34 1.3948 
%RSD 1.6319 .57836 .09053 .10251 .12518 30.672 

#1 26474. 4940.3 1399.5 115.24 274.63 -3.5612 
#2 27092. 4980.8 1397.7 115.08 275.12 -5.5337 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.8314 -8.4151 349.53 749.31 
Stddev .7784 .5099 .75 ,07 
%RSD 27.491 6.0588 .21441 .00926 

#1 -2.2810 -8.7756 349.00 749.36 
#2 -3.3818 -8.0545 350.06 749.26 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-01D Acquired: 11/15/2007 16:17:56 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7768.7 10811. 147400. 23715. 
Stddev 19.8 33. 178. 79. 
%RSD .25464 .30527 .12060 .33297 

#1 7754.8 10788. 147530. 23771. 
#2 7782.7 10834. 147280. 23659. 



Sample Name: 0008712-01S Acquired: 11/15/2007 16:20:47 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Y1S Dilution: ! Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.353 156640. 130.06 5326.1 84.365 39697. 
Stddev .330 2915. 1.58 82.2 1.570 826. 
%RSD .40522 1.8612 1.2156 1.5439 1.8612 2.0817 

#1 81.120 154580. 128.94 5267.9 •83.255 39113. 
#2 81.586 158710. 131.18 5384.2 85.475 40281. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.534 1075.8 506.60 653.75 179030. 33294. 
Stddev .193 5.6 .12 .46 586. 414. 
%RSD .22349 .52429 .02300 .06997 .32711 1.2436 

#1 86.397 1071.8 506.52 653.42 178610. 33002. 
#2 86.671 1079.8 506.68 654.07 179440. 33587. 

Check? None None None None None None 
Value 
Range 

iS'S 



Sample Name: 0008712-01S Acquired: 11/15/2007 16:20:47 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29999. 6171.6 1756.6 1112.1 354.20 158.32 
Stddev 591. 10.5 24.9 6.7 2.24 3.51 
%RSD 1.9712 .16936 1.4185 .59992 .63317 2.2188 

#1 29581. 6164.2 1739.0 1107.4 352,61 155.84 
#2 30417: 6179.0 1774.2 1116.8 355.78 160.80 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L /' 

Avg 75.772 80.164 1225,9 1821.0 
Stddev .644 .369 1.6 14.7 
%RSD .84989 .46027 .13282 .80772 

#1 76.227 79.903 1227.0 1810.6 
#2 75.316 80.425 1224.7 1831.4 

Check? None None None None 
Value / 

Range 

mmsm2£B 



Sample Name: 0008712-01S Acquired: 111/15/2007 16:20:47 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360. .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7654.8 10840. 148060. 24112. 
Stddev 21.4 8. 362. 299. 
%RSD .27963 .07807 .24446 1.2395 

#1 7670.0 10846. 147810. 24323. 
#2 7639.7 10834. 148320. 23901. 



Sample Name: 0008712-01L Acquired: 11/15/2007 16:23:37 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Clientsample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment-

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. 042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0937 31313. 12.168 354.30 .38003 8175.4 
Stddev .0819 900. .400 11.99 .00331 , 267.2 
%RSD 7.4884 2.8758 3.2890 3.3839 .87111 3.2683 

#1 1.1516 31950. 12.451 362.78 .38237 8364.4 
#2 1.0357 30676. 11.885 345,83 .37769 7986.5 

Check ? None None None None None None 
Value 
Range 

E|em Cd2288 C02286 Gr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228:616 {447} 267.716 {1:26} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 1.2162 18.667 34.424 39.488 38761. 6868.3 
Stddev .0203 .318 .504 .523 1102. 215.1 
%RSD 1.6700 1.7017 1.4637 1.3243 2.8420 3.1311 

#1 1.2305 18.443 34.780 39.118 39540. 7020.4 
#2 1.2018 18.892 34.067 39.858 37982. 6716.3 

Check? None None None None None None 
Value 
Range 

119921811251 

< 



Sample Name: 0008712-01L Acquired: 11/15/2007 16:23:37 Type: Urik 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator; SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6258.0 1119.5 313.94 23.403 55.150 -8.2904 
Stddev 177.3 2.0 5.37 .057 1.504 .4959 
%RSD 2.8336 .17475 1.7092 .24152 2.7276 5.9817 

#1 6383.4 1120.9 317.73 23.443 54.086 -7.9398 
#2 6132.6 1118.2 310.14 23.363 56.213 -8.6411 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V_2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L, ug/L 
Avg -1.4305 -1.7219 74.810 155.51 
Stddev .1611 .0059 .076 .36 
%RSD 11,265 .34444 .10172 .23440 

#1 -1.3165 -1.7261 74.757 155.25 
#2 -1.5444 -1.7177 74.864 155.77 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-01L Acquired: 11/15/2007 16:23:37 Type: Link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230,606(446} 224.306 {450} 360.073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8692.8 10994. 151110. 22455. 
Stddev 35.0 38. 99. 502. 
%RSD .40232 .34675 .06520 2.2354 

#1 8717.5 11021. 151040. 22100. 
#2 8668.0 10967. 151180. 22810. 



Sample Name: 0008712-02 Acquired: 11/15/2007 16:26:20 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97156 205660. 64.814 2157.3 5.7323 43893. 
Stddev .08375 5049. 1.643 57.9 .1099 986. 
%RSD 8.6204 2.4552 2.5352 2.6817 1.9171 2.2473 

#1 .91233 209230. 63.652 2198.2 5.8100 44591. 
#2 1.0308 202090. 65.976 2116.4 5.6546 43196. 

Check? None None Nbne None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
line 228.802 {447} 228.616 {447} 267.716 {126} 324, .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5,6690 147.80 212.50 164.51 202730. 20236. 
Stddev .0477 .71 .55 .14 2599. 487. 
%RSD .84183 .48073 .26079 .08638 1.2819 2.4053 

#1 5.6352 147.30 212.11 164.61 204560. 20581. 
#2 5.7027 148.30 212.89 164.41 200890. 19892. 

Check ? None None None None None None 
Value 
Range 

-\ Hid Sis i®S25a 



Sample Name: 0008712-02 Acquired: 11/15/2007 16:26:20 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.; 553 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43950. 7439.5 1292.4 194.46 349.08 .37545 
Stddev 880. 32.5 34.5 .10 2.20 .51459 
%RSD 2.0022 .43719 2.6677 .05183 .62897 137.06 

#1 44572. 7462.5 1316.7 194.39 347.53 .73932 
#2 43328. 7416.5 1268.0 194.53 350.64 .01158 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zh2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.8559 -8.2055 445.13 863.35 
Stddev 1.1265 1.8163 .10 3.86 
%RSD 23.198 22.135 .02345 .44762 

#1 -4.0594 -6.9212 445.20 860.62 
#2 -5.65214 -9.4898 445.06 866.09 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-02 Acquired: 11/15/2007 16:26:20 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7549.7 10359. 147590. 23818. 
Stddev 4.6 5. 910. 478. 
%RSD .06106 .04183 .61687 2.0070 

#1 7546.5 10856. 146950. 23480. 
#2 7553.0 10862. 148230. 24156. 



Sample Name: 0008712-03 Acquired: 11 /15/2007 16:29:13 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH23Z7 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.5879 134890. 58.262 1770.1 3.3511 34967. 
Stddev .1205 1797. .970 16.5 .0887 488. 
%RSD 4.6564 1.3319 1,6641 .93445 2.6455 1.3960 

#1 2.6731 133620. 57.576 1758.5 3.2884 34621. 
#2 2.5027 136160. 58.947 1781.8 3.4138 35312. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267,716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5604 100.06 197.01 188.99 170990. 29988. 
Stddev .0061 .65 .02 .07 1742. 309. 
%RSD .11051 .64575 , .00936 .03847 1.0191 1.0301 

#1 5.5560 99.599 197.02 189.05 169760. 29770. 
#2 5.5647 100.51 196.99 188.94 172220. 30206. 

Check? None None None None None None 
Value 
Range y 



Sample Name: 0008712-03 Acquired: 11/15/2007 16:29:13 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243)i 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27493. 5863.0 1393.6 143.96 325.62 -2.0959 
Stddev 401. 37.7 5.2 .94 .20 .6175 
%RSD 1.4585 .64246 .37635 .65475 .06050 29.463 

#1 27209. 5836.4 1397.3 143.29 325.76 -2.5325 
#2 27776. 5889.6 1389.9 144.62 325.48 -1.6592 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.7467 -6.3711 366.49 705.21 
Stddev .1369 .3354 1.87 4.54 
%RSD 7.8352 5.2640 .50960 .64390 

#1 -1.6499 -6.1340 365.17 702.00 •\ 

#2 -1.8435 -6.6083 367.81 708.42 

Check ? None None None None 
Value 
Range 

25S 



Sample Name; 0008712-03 Acquired: 11/15/2007 16:29:13 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7696.2 10712. 146390. 23692. 
Stddev 17.8 29. 113. 255. 
%RSD .23181 .26656 .07716 1.0771 

#1 7708.8 10732. 146470. 23873. 
#2 7683.6 10692. 146310. 23512. 



Sample Name: 0008712-04 Acquired: 11/15/2007 16:32:04 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 451 j.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .96080 194150. 89.735 2499.5 5.5966 89733. 
Stddev .19133 7222. .298 88.8 .0956 2924. 
%RSD 19.914 3.7197 .33222 3.5530 1.7076 3.2582 

#1 .82551 199250. 89.946 2562.3 5.6642 91800. 
#2 1.0961 189040. 89.525 2436.7 5.5291 87665. 

Check? None Nbne None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4419 170.56 216.59 176.58 204020. 28979. 
Stddev .0520 .02 .67 .65 4939. 974. 
%RSD .95480 .01062 .31070 .36623 2.4208 3.3609 

#1 5.4786 170.55 217.07 176.12 207510. 29668. 
#2 5.4051 170.57 216.12 177.04 200530. 28290. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-04 Acquired: 11/15/2007 16:32:04 Type: link. 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47907. 9965.5 1479.1 205.00 247.35 -2.9460 
Stddev 1605. 15.9 52.4 .61 1.54 .9971 
%RSD 3.3495 .15979 3.5438 .29532 .62204 33.844 

#1 49041. 9976.8 1516.1 205.42 246.26 -2.2410 
#2 46772. 9954.2 1442:0 204.57 248.44 -3.6511 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.3077 -5.9903 492.04 702.90 
Stddev 4.3592 .3379 .87 1.12 -

%RSD 131.79 5.6411 .17590 .15909 

#1 -.22534 -5.7514 492.66 703.70 
#2 -6.3902 -6.2292 491.43 702.11 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-04 Acquired: 11/15/2007 16:32:04 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7534.2 10914. 147790. 24033. 
Stddev 21.1 24. 603. 641. 
%RSD .27991 .22259 .40819 2.6654 

#1 7519.3 10896. 147370. 23581. 
#2 7549.1 10931. 148220. 24486. 



Sample Name: 0008712-05 Acquired: 11/15/200716:34:57 Type: Unk 
Method: TAL20071115A Mode: CONO Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .63163 172600. 50.177 1702.2 2.1217 80877. 
Stddev .08335 528. .605 3.3 .0845 47. 
%RSD 13.196 .30573 1.2056 .19544 3.9836 .05845 

#1 .57269 172220. 50.604 1699.8 2.1814 80844. 
#2 .69057 172970. 49.749 1704.5 2.0619 80911. 

Check ? None None None None None None 
Value 
Range 

Elem Cd228S Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.1815 122.92 191.90 193.32 229700. 19272. 
Stddev .0991 1.24 .65 .20 107. 12. 
%RSD 2.3693 1.0065 .33738 .10309 .04678 ,06347 

#1 4.1115 122.05 191.45 193.46 229620. 19281. 
#2 4.2516 123.80 192.36 193.18 229770. 19263. 

Check ? None None None None None None 
Value 
Range 

wmmmms 



Sample Name: 0008712-05 Acquired: 11/15/2007 16:34:57 Type: link 
Method: TAL20071115A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment; 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 2c 11.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avgi 34368. 45813 2095.0 173.55 206.39 -9.6878 
Stddev 62. .6 14.1 1.63 .82 1.1921 
%RSD .17931 .01413 .67509 .94073 .39723 12.305 

#1 34324. 4580.8 2085.0 172.40 205,81 -10.531 
#2 34411. 4581.7 2105.0 174.71 206.97 -8.8448 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_36Q0) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.5698 -15.085 541.73 678.71 
Stddev 2.7868 1.696 .12 7.52 
%RSD 60.983 11.246 .02224 1.1081 

#1 -2.5992 -16.284 541.81 673.39 
#2 -6.5404 -13.885 541.64 684.03 

Check ? None None None None 
Value 
Range 

S'fflHfflfl m2 Ei 



Sample Name: 0008712-05 Acquired: 11/15/2007 16:34:57 Type: Link 
Method: TAL20071115A Mode: CONC Corr Factor: 1,000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7584.8 10977. 150120. 24018. 
Stddev 44.4 54. 287. 137. 
%RSD .58574 .49219 .19094 .57092 

#1 7616.2 11015. 149910. 23921. 
#2 7553.4 10939. 150320. 24115. 



Sample Name: BLANK Acquired: 11/15/2007 16:37:46 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 3' 13.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .77209 30.949 -.76790 .30568 .00314 -8.5002 
Stddev .06686 .824 .11731 .24009 .00319 2.8269 
%RSD 8.6595 2.6623 15.276 78.542 101.54 33.257 

#1 .72481 31.532 -.85084 .13591 .00540 -10.499 
#2 .81936 30.367 -.68495 .47545 .00089 -6.5013 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.19590 -.70251 -.26359 -.62834 46.464 43.364 
Stddev .00938 .05510 .01521 .02137 6.351 17.888 
%RSD 4.7882 7.8439 5.7711 3.4014 13.668 41.251 

#1 -.18927 -.74147 -.27434 -.61322 41.973 56.013 
#2: -.20253 -.66354 -.25283 -.64345 50.954 30.716 

Check? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/15/2007 16:37:46 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.1236 1.8480 3.7564 -.52759 .72602 -10.467 
Stddev 2.2342 .2938 7.2004 .19450 .18349 .059 
%RSD 105.21 15.900 191.68 36.865 25.274 .56654 

#1 3.7035 1.6402 -1.3350 -.39006 .85577 -10.509 
#2 .54382 2.0557 8.8479 -.66512 .59627 -10.425 

Check ? None None None None None None 
Value 
Range 

Elem Set960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292 .402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.4839 -.05034 -.05513 -.05219 
Stddev .5578 .62539 .05558 .03340 
%'RSD. 37.590 1242.4 100.81 64.007 

#1 -1.0895 -.49255 -.01583 -.07580 
#2 -1.8784 .39188 -.09443 -.02857 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/15/2007 16:37:46 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9233.9 11017. 151890. 22538. 
Stddev 20.0 26. 133. 284. 
%RSD .21642 .23556 .08747 1.2580 

#1 9219.8 10999. 151800. 22338. 
#2 9248.0 11035. 151980. 22739. 



Sample Name: CCV Acquired: 11/15/2007 16:40:32 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 574.31 4912.4 242.19 4879.6 117.81 12002. 
Stddev .56 148.4 2.13 144.2 3.01 357. 
%RSD .09746 3.0213 .87839 2.9553 2.5578 2.9748 

#1 573.92 5017.3 240.68 4981.6 119.95 12254. 
#2 574.71 4807.5 243.69 4777.6 115.68 11750. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value , 

Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.29 1208.6 459.48 573.64 2388.0 11947. 
Stddev .80 5.7 .20 .98 62.4 402. 
%RSD .65591 .47173 .04457 .17143 2.6112 3.3669 

#1 120.73 1204.6 459.63 572.95 2432.1 12231. 
#2 121.85 1212.6 459.34 574.34 2343.9 11662. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

iSllfi2£9 



Sample Name: CCV Acquired: 11/15/2007 16:40:32 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220-353 {453} 206,833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11526. 1161.9 12017. 1236.9 238.10 1137.7 
Stddev 320. 1.4 378. 7.0 1.39 44.0 
%RSD 2.7769 .12211 3.1489 .56864 .58454 3.8635 

#1 11752. 1160.9 12284. 1231.9 237.12 1106.6 
#2 11299. 1162.9 11749. 1241.9 239.09 1168.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 234.49 243.75 1133.1 1238.1 
Stddev 4.95 1.23 1.5 8.6 
%RSD 2.1096 .50346 .12969 .69506 

#1 230.99 242.89 1132.1 1232.1 
#2 237.99 244.62 1134.1 1244.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 16:40:32 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. Ih2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8648.7 10665. 148190. 22850. 
Stddev 58.1 54. 145. 490. 
%RSD .67181 .50384 .09751 2.1434 

#1 8689.8 10703. 148290. 22504. 
#2 8607.6 10627. 148090. 23197. 



r 

Sample Name: CCB Acquired: 11/15/2007 16:43:07 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 31 17.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6632 16.253 .09152 1.9556 .07805 -.85531 
Stddev .2347 4.840 .09182 .1504 .06479 2.4810 
%RSD 14.111 29.780 100.32 7.6921 83.020 290.07 

#1 1.8292 12.831 .15645 1.8492 .12386 -2.6097 
#2 1.4973 19.676 .02660 2.0619 .03223 .89905 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 KJ7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03214 .17028 .11534 -.91199 12.313 20.950 
Stddev .02814 .15053 .11634 .14115 .446 29.067 
%RSD 87.548 88.401 100.87 15.477 3.6257 138.75 

#1 .01224 .06384 .03308 -.81218 11.997 .39616 
#2 .05203 .27672 .19761 -1.0118 12.628 41.503 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



I 

: Sample Name: COB Acquired: 11/15/2007 16:43:07 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 > 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.701 .63202 10.667 .31732 -.01707 10.831 
Stddev 10.570 .10871 6.011 .02078 .33123 3.446 
%RSD 77.152 17.200 56.353 6.5494 1941.0 31.819 

#1 6.2263 .55515 6.4164 .33202 -.25128 13.268 
#2 21.175 .70889 14.917 .30263 .21715 8.3940 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 111908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.55630 J03861 .56291 .54561 
Stddev .19268 .77614 .22312 .16432 
%RSD 34.636 2010.4 39.638 30.117 

#1 -.69255 .58742 .40513 .42942 
#2 -.42006 -.51020 .72068 .66180 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mm mmzws 



Sample Name: CCB Acquired: 11/15/2007 16:43:07 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 , 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9192.9 10955. 150140. 22426. 
Stddev 48.7 49. 39. 268. 
%RSD .52989 .44357 .02588 1.1961 

#1 9158.4 10920. 150110. 22615. 
#2 9227.3 10989. 150160. 22236. 



Sample Name: 0008712-06 Acquired: 11/15/2007 16:45:54 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97324 144390. 47.628 2263.0 1.8643 39002. 
Stddev .40122 1865. .943 27.2 .0156 409. 
%RSD 41.225 1.2918 1.9798 1.2021 .83414 1.0491 

#1 1.2569 143070. 46961 2243.8 1.8753 38713. 
#2 .68954 145710. 48.295 2282.3 1.8533 39291. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228,616 {447} 267.716 (126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7130 109.70 227.16 193.10 182270. 31597. 
Stddev .0344 .04 .27 .09 2333. 278. 
%RSD .72927 .03626 .11682 .04647 1.2798 .87826 

#1 4.7373 109,68 227.35 193.04 183920. 31401. 
#2 4.6887 109.73 226.97 193.17 180620. 31793. 

Check? None None None None None None 
Value 
Range 

mmwmTJs 



Sample Name: 0008712-06 Acquired: 11/15/2007 16:45:54 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31911. 6014,9 1604.2 164.66 211.21 -.59054 
Stddev 372. .9 20.8 .54 .53 2.1582 
%RSD 1.1645 .01567 1.2985 .32885 .24914 365.47 

#1 31648. 6014.2 1589.5 165.05 210.84 .93557 
#2 32174. 6015.5 1618.9 164.28 211.58 -2.1:166 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.16377 -8.8358 391.12 654.14 • 

Stddev 1.4997 .0709 .50 .23 
%RSD 915.71 .80257 .12719 .03573 

#1 -1.2242 -8.8860 391.47 653.98 
#2 .89665 -8.7857 390.77 654.31 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-06 Acquired: 11/15/2007 16:45:54 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7747.1 10950. 149270. 24118. 
Stddev 41.8 57. 747. 34. 
%RSD .53939 .51731 .50051 .14037 

#1 7717.6 10910. 148740. 24094. 
#2 7776.7 10990. 149800. 24142. 



\ 

Sample Name: 77777 Acquired: 11/15/2007 16:48:46 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZZZZZ Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2808 419.37 -.64620 . 5.2788 .00315 114.10 
Stddev .1920 24.62 .88493 .0085 .01661 3.96 
%RSD 14.992 5.8708 136.94 .16147 526.62 3.4699 

#1 1.4166 436.77 -.02046 5.2849 -.00859 116.90 
#2 1.1450 401.96 -1.2719 5.2728 .01490 111.30 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.10714 -.31522 .58829 -.50457 605.73 91.777 
Stddev .00738 .00449 .41317 .12028 24.62 15.601 
%RSD 6.8856 1.4239 70.233 23.838 4.0638 16.999 

#1 -.11236 -.31204 .29613 -.58961 623.14 102.81 
#2 -.10193 -.31839 .88044 -.41952 588.33 80.745 

Check ? None None None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:48:46 Type: Unk 
Method: TAL20071115A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 72.426 18.741 5.9270 -.47606 .51217 -9.9239 
Stddev 2.903 .471 6.0085 .06783 .35060 .2702 
%RSD 4.0083 2.5142 101.38 14.249 68.454 2.7224 

#1 70.374 18.407 10.176 -.42809 .26426 -10.115 
#2 74.479 19.074 1.6783 -.52403 .76008 -9.7328 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -£3834 -.16474 1.0039 1.7501 
Stddev .05248 .25462 .0321 .0100 
%RSD 6.2602 154.56 3.2002 .57106 

#1 -.87545 .01531 1.0267 1.7430 
#2 -.80123 -.34478 .98123 1.7572 

Check ? None None None None 
Value 
Range 

•®ffl.8«aiS27S 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:48:46 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9229.3 11020. 151540. 22379. 
Stddev 3.9 3. 189. 468. 
%RSD ,04255 .02581 .12487 2.0920 

#1 9226.5 11022. 151680. 22048. 
#2 9232.1 11018. 151410. 22710. 



Sample Name: 77777 Acquired: 11/15/2007 16:51:32 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
Usenadmjn Client sample ID: ZZZZZ Dilution:! Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 4 55.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1771 13.683 8.5124 -.08184 .17005 1779.5 
Stddev .1137 9.824 .8293 .04536 .00611 36.4 
%RSD 9.6584 71.797 9.7418 55.426 3.5940 2.0461 

#1 1.2575 20.630 9,0988 -.04977 .16572 1805.2 
#2 1.0967 6.7366 7.9260 -.11392 .17437 1753.7 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 31 >4.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25918 .67785 .74395 60.092 269.13 30.844 
Stddev .00071 .03673 .03681 2.112 8.44 28.857 
%RSD ,27240 5.4180 4.9479 3.5144 3.1358 93.558 

#1 .25869 .70382 .76997 61.585 275.10 51.249 
#2 .25968 .65188 .71792 58.599 263.16 10.439 

Check ? None None None None None None 
Value . -N 
Range 



Sample Name: 77777 Acquired: 11/15/2007 16:51:32 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ZZZZZ Dilution: 1 
Comment: 

Operator: SRV 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1029.9 2.3237 2.4981 -.17131 1.7296 -8.1180 
Stddev 11.3 ,0479 4,0746 .23602 .4904 .5052 
%RSD 1.0983 2.0626 163.11 137.77 28.350 6.2230 

#1 1037.9 2.3576 -.38311 -.00442 2.0763 -7.7608 
#2 1021.9 2.2898 5.3792 -.33821 1.3829 -8.4752 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI19Q8 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (102306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.3490 .17855 .54777 1.3675 
Stddev .0421 .15881 .02688 ,0013 
%RSD 1.7919 88.944 4.9066 .09778 

#1 -2.3788 .06625 .52877 1.3685 
#2 -2.3192 ,29084 .56678 1.3666 

Check? None None None None 
Value 
Range 



Sample Name: 77777 Acquired: 11/15/2007 16:51:32 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 YJ3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9139.6 10877. 152200. 22813. 
Stddev 5.4 13. 3485. 318. 
%'RSD .05898 .11717 2.2896 1.3959 

#1 9135.8 10868. 149740. 22588. 
#2 9143.4 10886. 154670. 23038. 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:54:18 Type: UnK 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_37i0) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1123 -11.765 -.96732 -.23242 .01375 11.201 
Stddev .1442 3,507 .68520 .21269 .00255 1.268 
%RSD 12.962 29,805 70.836 91.511 18.533 11.324 

#i 1.0104 -14.244 -1.4518 -.38282 .01195 10.304 
#2 1.2143 -9.2852 -.48280 -.08203 .01556 12.097 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.17172 -.75669 -.24528 -.56137 .13639 115.78 
Stddev .06356 .00503 .13377 .16790 .88213 1.84 
%RSD 37.014 .66497 54.539 29.909 646.78 1.5850 

#1 -.12678 -.76025 -.15069 -.44265 -.48737 114,48 
#2 -.21667 -.75314 -.33987 -.68010 .76014 117.08 

Check ? None None None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:54:18 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Ejem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.7268 .22236 30.113 -.78480 -.52597 -10.517 
Stddev 6.0840 .04672 4,081 .13839 .42429 .382 
%RSD 106.24 21.011 13.552 17.634 80.669 3.6347 

#1 -10.029 .18932 27.227 -.88266 -.82599 -10.247 
#2 -1.4248 .25539 32.998 -.68694 -.22595 -10.787 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.0765 -.73829 -.13792 3.5969 
Stddev 1.4200 1.1494 .03075 .0482 
%RSD 131.91 155.69 22.292 1.3408 

#1 -2.0806 .07449 -.11618 3.5628 
#2 -.07243 -1.5511 -.15966 3.6310 

Check ? None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:54:18 Type: link 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sarnpte ID: 77777 Dilution: 1 Operator; SRV 
Comment: 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg; 9146.6 10889. 150470. 22905. 
Stddev 8.5 4. 2519. 94. 
%RSD .09341 .03524 1.6742 .41178 

#1 9152.6 10891. 152260. 22838. 
#2 r 9140.5 10886. 148690. 22971. 



Sample Name: 77777 Acquired: 11/15/2007 16:57:05 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0195 -8.5247 -1.3930 -.31087 .04435 -13.625 
Stddev .1033 .9173 .6477 .22114 .02259 1.180 
%RSD 10.132 10.760 46.495 71.134 50.940 8.6599 

#1 .94650 -7.8761 -.93505 -.46724 .06033 -12.791 
#2 1.0926 -9.1733 -1.8510 -.15451 .02838 -14.459 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.16099 -.79647 -.41590 -.86610 .52262 41.775 
Stddev .00623 .03259 .09726 .19135 .62031 5.409 
%RSD 3.8718 4.0915 23.385 22.094 118.69 12.947 

#1 -.15659 -.81951 -.34713 -1.0014 .08399 37.950 
#2 -.16540 -.77343 -.48467 -.73079 .96124 45.599 

Check ? None None None None None None 
Value 
Range 



Sample Name: Z7777 Acquired: 11/15/2007 16:57:05 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.843 .01102 10.497 -.56503 -.98834 -10.358 
Stddev 6.429 .01366 1.449 .13598 1.5438 .705 
%RSD 50.057 123.96 13.807 24.066 156.20 6.8106 

#1 -8.2969 .02068 11.521 -.66118 .10331 -10.857 
#2 -17.388 .00136 9.4717 -.46888 -2.0800 -9.8593 

Check? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.3482 -.03706 -.25695 .41434 
Stddev 2.6844 .31703 .30948 .03251 
%RSD 199.11 855.45 120.45 7.8455 

#1 .54999 .18711 -.47578 .43732 
#2 -3.2464 -.26123 -.03811 .39135 

Check? None None None None 
Value 
Range 



Sample Name: 77777 Acquired: 11/15/2007 16:57:05 Type: Unk 
Method: TAL20071115A Mode: CONC Dorr. Factor: 1.000000 
User: admin Client sample ID: ZZZZZ Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8951.2 10649. 149260. 22474. 
Stddev 195.8 225. 97. 672. 
%RSD 2.1879 2.1155 .06515 2.9911 

#1 8812.7 10490. 149190. 21999. 
#2 9089.6 10809. 149330. 22950. 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:59:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1799 -11.899 -.44921 -.23841 -.04594 -21.674 
Stddev .0441 4.217 .14719 .02614 .04606 .297 
%RSD 3.7405 35.442 32.767 10.965 100.27 1.3695 

#1 1.2112 -14.880 -.55329 -.25690 -.07851 -21.464 
#2 1.1487 -8.9166 -.34513 -.21993 -01337 -21.884 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 C.U3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616(447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.18439 -.74084 -.15166 -.95086 -1,2013 15.924 
Stddev .04680 .10274 .23133 .10698 .0860 15.604 
%RSD 25.383 13.868 152.53 11.250 7.1586 97.989 

#1 -.21749 -.81349 -.31524 -.87522 -1.1404 4.8905 
#2 -.15129 -.66819 .01191 -1.0265 -1.2621 26.958 

Check ? None None None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/15/2007 16:59:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Hem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.376 -.13436 -7.6219 -.86376 -.76378 -9.6887 
Stddev 2.151 .00842 4.8185 ,05329 .01551 .6148 
%RSD 17.379 6.2662 63.220 6.1700 2.0303 6.3455 

#1 -13.897 -.14032 -4.2147 -,82607 -.75282 -10.123 
#2 -10.855 -.12841 -11.029 -.90144 -.77475 -9.2540 

Check ? None None None None None None 
Value • * 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.49739 -.48808 -.32715 -.45743 
Stddev .88072 .85371 .15997 .05270 
%RSD 177.07 174.91 48.898 11.520 

#1 .12538 .11558 -.44027 -.49469 
#2 -1.1202 -1.0917 -.21403 -.42016 

Check ? None None None None 
Value 
Range 

Btg'ss-B mS jtB 1 



Sample Name: 77777 Acquired: 11/15/2007 16:59:52 Type: Unk 
Method: TAL20071115A Mode: CONC Corr. Factor: 1,000000 
User: admiri Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9050.2 10746. 148990. 22779. 
Stddev 97.7 108. 366. 613. 
%RSD 1.0795 1.0004 .24563 2.6895 

#1 9119.3 10822. 149250. 22346. 
#2 8981.1 10670. 148730. 23212. 



Sample Name: ZCRI Acquired: 11/15/2007 17:02:38 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.053 .36036 9.5977 .17025 5.0582 -17.471 
Stddev ,166 1.2709 1.1281 .07269 .2182 .900 
%RSD 1.4984 352.68 11.754 42.695 4.3139 5.1535 

#1 11.170 -.53833 10.395 .11885 5.2124 -16.834 
#2 10.936 1.2591 8.8000 .22165 4.9039 -18.108 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. .940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7202 48.839 9.6897 23.678 13.522 9.7489 
Stddev .0295 .360 .2948 .241 .185 12.756 
%RSD .62446 .73735 3.0421 1.0183 1.3694 130,84 

#1 4.6994 48.585 9.4813 23.507 13,653 18.769 
#2 4,7410 49.094 9.8981 23.848 13.391 .72917 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/15/2007 17:02:38 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.1754 15.538 -7.4134 39.792 10.194 36.542 
Stddev 1.8790 .036 .5818 .219 .172 1.266 
%RSD 36.307 .22934 7.8480 .55033 1.6874 3.4655 

#1 -3.8468 15.563 -7.8248 39.637 10.072 35.646 
#2 -6.5041 15.512 -7.0020 39.947 10.315 37.437 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zh2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (YJ3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 30.465 25.566 46.951 61.621 
Stddev .187 .724 .492 .474 
%RSD .61513 2.8312 1.0476 .76983 

#1 30.333 25.055 46.603 61.286 
#2 30.598 26,078 47.299 61.957 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/15/2007 17:02:38 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9167.5 10873. 149210. 22476. 
Stddev 57.3 76. 196. 111. 
%RSD .62521 .70155 .13119 3.4585 

#1 9208.0 10927. 149080. 21927. 
#2 9127.0 10819. 149350. 23026. 



Sample Name: CRI Acquired: 11/15/2007 17:05:18 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1,000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.233 -2.8785 8.8745 .11509 5.0523 -18.905 
Stddev .210 7.7952 .3924 .13945 .2276 ,802 
%RSD 1.8703 270.80 4.4216 121.17 4.5053 4.2422 

#1 11.085 -8.3905 8.5970 .21369 . 5.2132 -18.338 
#2 11.382 2.6335 9.1519 .01648 4.8913 -19.472 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8249 49.294 9.7060 23.379 14.550 18.852 
Stddev .1051 .558 .1318 .252 .271 15.464 
%RSD 2.1779 1.1314 1.3579 1.0792 1.8629 82.028 

#1 4.7506 48.900 9.6128 23.201 14.359 29.787 
#2 4.8992 49.689 9.7992 23.557 14.742 7.9174 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/15/2007 17:05:18 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.9843 15.416 4.6873 40.619 10.678 42.766 
Stddev 10.743 .009 3.6976 .314 .394 1.651 
%RSD 107.60 .05802 78.886 .77213 3.6866 3.8607 

#1 -2.3875 15.410 7.3019 40.397 10.956 41.599 
#2 -17.581 15.422 2.0727 40.841 10.400 43.934 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.504 26.114 47.316 63.034 
Stddev 1.143 1.037 .240 .671 
%RSD 3.6293 3.9719 ,50779 1.0647 

#1 30.696 25.381 47.485 62.559 
#2 32.313 26.848 47.146 63.508 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

E®!11S2:37 



Sample Name; CRI Acquired: 11/15/2007 17:05:18 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371. 030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9043.5 10785. 149510. 22403. 
Stddev 101.9 129. 304. 705. 
%RSD 1.1271 1.1935 .20324 

I 
3.1468 

#1 9115.6 10876. 149730. 21904. 
#2 8971.4 10694. 149300. 22901. 



Sample Name: ICSA Acquired: 11/15/2007 17:08:00 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Ejem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0630 237330. .04350 -2.8785 1.3332 226230. 
Stddev .1586 1934. 1.2540 .1006 .0337 515. 
%RSD 14.918 .81485 2882.9 3.4956 2.5271 .22755 

#1 1.1752 235970. -.84324 -2.9497 1.3094 225870. 
#2 .95091 238700. .93024 -2.8074 1.3570 226590. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit / 

Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.5445 2.3385 40.672 21.515 86885. -73.892 
Stddev .0881 .0448 .608 .087 656. 42.714 
%'RSD 5.7031 1.9159 1.4956 .40582 .75522 57.806 

#1 1.6068 2.3702 40.242 21.577 86421. -104.10 
#2 1.4822 2.3068 41.102 21.453 87349. -43.689 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

:»sa®a.2aa 



Sample Name: ICSA Acquired: 11/15/2007 17:08:00 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 230110. 14.621 732.51 17.706 5.3246 -7.0134 
Stddev 1417. .085 2.72 .064 .2603 .3300 
%RSD .61585 .58379 .37168 .35987 4.8884 4.7052 

#1 229110. 14.681 730.58 17.660 5.5087 -6.7800 
#2 231110. 14.561 734.43 17.751 5.1406 -7.2467 

; Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Etem Se1960 Tl 11908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -8.8752 -2.0528 -.92606 23.892 
Stddev .6865 .2226 .63521 .331 
%RSD 7.7352 10.846 68.593 1.3834 

#1 -8.3897 -2.2102 -.47690 24.126 
#2 -9.3606 -1.8954 -1.3752 23.658 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

8Sil8fi3iS 



Sample Name: ICSA Acquired: 11/15/2007 17:08:00 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7433.0 9830.4 134390. 22121. 
Stddev 26.7 7.7 57. 95. 
%RSD .35909 .07874 .04214 .42831 

#1 7414.1 9824.9 134430. 22188. 
#2 7451.8 9835.9 134350. 22054. 



Sample Name: ICSAB Acquired: 11/15/2007 17:10:47 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: FAILED FOR LEAD 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 190.82 227740. 87.238 473.76 434.61 216050. 
Stddev .43 1155. .596 1.17 2.87 456. 
%RSD .22656 .50719 .68336 .24753 .66109 .21114 

#1 191.13 228560. 86.817 474.59 436.64 216370. 
#2 190.52 226920. 87.660 472.93 432.58 215730. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 886.84 462.72 464.21 491.46 83420. -43.407 
Stddev 10.25 5.58 .43 .47 454. 14.500 
%RSD 1.1554 1.2059 .09198 .09639 .54452 33.405 

#1 879.59 458.77 463.91 491.13 83741. -33.154 
#2 894.08 466.67 464.51 491.80 83099. -53.660 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmms 



Sample Name: ICSAB Acquired: 11/15/2007 17:10:47 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: FAILED FOR LEAD 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 220460. 461.78 708.39 960.62 F 46.517 497.97 
Stddev 1579. .22 7.67 10.44 2.187 14.67 
%RSD .71604 .04861 1.0830 1.0868 4.7008 2.9470 

#1 221570. 461.94 713.81 953.23 44.971 487.59 
#2 219340. 461.62 702.96 968.00 48.063 508.34 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Fail Chk Pass 
High Limit 73.200 
Low Limit 48.800 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 47.631 88.661 439.60 960.42 
Stddev .427 2.147 .55 10.97 
%RSD .89686 2.4212 .12416 1.1422 

#1 47.933 87.143 439.21 952.66 
#2 47.329 90.179 439.99 968.18 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/15/2007 17:10:47 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: FAILED FOR LEAD 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S as/s Cts/S 
Avg 7559.4 9970.0 134880. 22513. 
Stddev 69.6 93.6 69. 86. 
%RSD .92122 .93846 .05141 .38333 

#1 7608.6 10036. 134920. 22452. 
#2 7510.2 9903,8 134830. 22574. 



Sample Name: CCV Acquired: 11/15/2007 17:13:28 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3'179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 569.61 4910.6 232.34 4899.7 117.32 12011. 
Stddev .70 191.3 5.62 161.7 3.62 440. 
%RSD .12230 3.8955 2.4182 3.2993 3.0897 3.6610 

#1 569.12 5045.9 228.36 5014.0 119.88 12322. 
#2 570.10 4775.3 236.31 4785.4 114.76 11700. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 116.80 1154.0 454.37 578.84 2366.0 11863. 
Stddev 3.19 33.1 1.22 .82 77.9 434. 
%RSD 2.7283 2.8705 .26843 .14178 3.2940 3.6614 

#1 114.55 1130.6 453.51 579.42 2421.1 12170. 
#2 119.06 1177.5 455.23 578.26 2310.8 11556. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

10011:1315 



Sample Name: CCV Acquired: 11/15/2007 17:13:28 Type: QC 
Method: TAL20071115A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 

c • 

Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (102306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11672. 1162.9 12149. 1181.5 225.93 1125.7 
Stddev 387. .5 427. 33.9 7.48 49.4 
%RSD 3.3170 .03891 3.5128 2.8673 3.3128 4.3897 

#1 11946. 1163.2 12451. 1157.6 220.64 1090.8 
#2 11398. 1162.6 11847. 1205.5 231.22 1160.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 226.53 234.77 1140.7 1179.3 
Stddev 6.90 6.17 .2 33.7 
%RSD 3.0455 2.6262 .01650 2.8559 

#1 221.65 230.41 1140.8 1155.5 
#2 231,41 239,13 1140.5 1203.1 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/15/2007 17:13:28 Type: QC 
Method: TAL20071115A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8834.1 10838. 145950. 22680. 
Stddev 197.2 219. 64. 687. 
%RSD 2.2325 2.0195 .04403 3.0293 

#1 8973.5 10992. 145910. 22194. 
#2 8694.6 10683. 146000. 23166. 



Sample Name: CCB Acquired: 11/15/2007 17:16:03 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8524 20.484 -.56793 2.3455 .12646 4.9169 
Stddev .0434 1.846 .06780 .3713 .03147 1.0942 
%RSD 2.3412 9.0116 11.939 15.829 24.882 22.254 

#1 1.8830 21.790 -.61587 2.6080 .14871 5.6906 
#2 1.8217 19.179 -.51998 2.0830 .10421 4.1432 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228,616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11411 .36512 .25427 -.48718 15.892 8.3279 
Stddev .00296 .08046 .15379 .21295 1.379 10.229 
%RSD 2.5969 22.037 60.483 43.710 8.6748 122.82 

#1 .11621 .30822 .14553 -.63776 16.867 1.0952 
#2 .11202 .42201 .36302 -.33661 14.9i7 15.561 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

iiiiiiliM 



Sample Name: CCB, Acquired: 11/15/2007 17:16:03 Type: QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.597 .60754 -5.6130 .28067 -.46565 11.309 
Stddev .469 .08937 4.4106 .21599 .73224 4.079 
%RSD 1.9874 14.709 78.578 76.956 157.25 36.071 

#1 23.266 .54435 -2.4942 .12794 .05212 14.194 
#2 23.929 .67073 -8.7317 .43340 -.98342 ... 8.4248 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.16216 -.36700 .72736 .58681 
Stddev .16930 .12992 .00962 .02118 
%RSD 104.40 35.399 1.3226 3.6093 

#1 -.28187 -.45887 .73417 .60179 
#2 -.04245 -.27514 .72056 .57183 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fflfiflSMI 3ll ii 



Sample Name: CCB Acquired: 11/15/200717:16:03 Type; QC 
Method: TAL20071115A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9208.7 10962. 149300. 22547. 
Stddev 176.8 185. 642. 530. 
%'RSD 1.9200 1.6903 .43020 2.3498 

#1 9083.7 10831. 149750. 22173. 
#2 9333.7 11093. 148840. 22922. 



msmm 
1544 S««fosl fteet SBite 5® 
TlteWOSdHrrffS, IXTT3BS 
{S&D292-52T? 
«s«w,Btea:r4ifcj3)tB 

Instrument Run Log 
Instirnment ID: B-IGAP6500 

Rnnlog,Logbook (RCNi/Pagei) : Analyst/Date: ^ VI 
Method: ILM05 •4 S0P; Reviever/Date: ? u 
Sequence: TAL20071129A1 Analysis Start : 11/29/07 10:07:25 

Data File: TAL20071129Al.txt Analysis End: 11/29/07 12:02:53 

No Iiab Sample Client Sample Date Time D/F In2306 Y_2243 Y_3600 Y_3710 Comments 

0 SO SO 11/29/07 10:07:25 1 100 100 100 100 

OS S 11/29/07 10:10:10 1 92 96 94 94 

0 ICV1 lev 11/29/07 10:12:49 1 95 97 95 101 

0 ICB1 ICB 11/29/07 10:15:22 1 98 98 96 99 

0 CRDL1 CRI 11/29/07 10:18:06 1 98 9.7 96 105 

0 ICS-Ail ICSA 11/29/07 10:20:46 1 so 89 87 99 

! [ 0 ICS-AB1 ICSAB 11/29/07 10:23:31 1 80 89' 88 95 

; i o ccvi CCV 11/29/07 10:26:13 1 94 97 96 107 

0 CCB1 CCB 11/29/07 10:28:49 1 97 98 98 102 

0 0Q08705-03A MH24A3A 11/29/07 10:31:35 1 82 100 99 103 

0 0008710-07 MH23X4 11/29/07 10:34:23 1.4 84 101 100 101 

0 0008710-09 MH23W8 11/29/07 10:37:14 1.3 64 102 100 115 

0 0008710-11 MH23Y6 11/29/07 10:40:06 1.7 65 102 100 118 

0 0008710-13 MH23Y8 11/29/07 10:42:58 1.6 85 100 98 116 

0 0008710-14 MH23Y9 11/29/07 10:45:47 1.3 84 100' 98 1'16 

0 0008710-15 MH23Z0 11/29/07 10:48:35 1.5 85 100 98 115 

0 0008710-16 MH23Z1 11/29/07 10:51:26 1.3 83 99 97 115 

0 BLANK BLANK 11/29/07 10:54:16 1 100 101 101 103 

0 BLANK Blank 11/29/07 10:57:01 1 99 100 99 107 

0 CCV2 CCV 11/29/07 10:59:45 1 94 99 98 106 

0 CCB2 CCB 11/29/07 11:02:21 1 99 100 100 107 

0 0008710-19 MH23Z4 11/29/07 11:05:06 1.4 85 101 100 -1i19 

0 0008710-20 MH23Z5 11/29/07 11:07:59 1.5 86 103 101 148 

0 0008712-02 MH23Z6 1.1/29/07 11:10:50 1.2 84 102 100 115 

0 0008712-04 MH23Z8 11/29/07 11:13:43 1.3 84 102 100 116 

0 BLANK BLANK 11/29/07 11:16:35 1 100 102 102 110 

0 BLANK BLANK 11/29/07 11:19:19 1 99' 101 99 109 

0 ZCRI ZCRI 11/29/07 11:22-03 1. 99 101 100 107 

0 CRDL2 CRI 11/29/07 11:24:42 1 99' 101 100 -110 

0 ICS-A2 ICSA 11/29/07 11:27:24 1 81 91 90 , 105 

Thursday, November 29, 2007 ~Page 



1544 Sawdust ftosl, Soto 505 
TttewasdlarciB, 1X7T3HJ 
{261)292-3277 

Instrument Run Log 
Instrument ID: B-ICRP6500 

Runlog, Logbook (RCNj/Pagefi) : £,(*5 -10 CF{ 

Method: I1M05.4 SOP: ft^pP6 

Sequence: TAL20071129A1 

Data File: TAL20071129Al.txt 

Analyst/Date: 

Reviewer/Date: ^ 

Analysis Start:11/29/07 10:07:25 

Analysis End: 11/29/07 12:02:53 

No Lab Sample Client Sample Date Time D/F In2306 Y_ _2243 Y_3600 Y_3710 Comments 

0 ICS-AB2 ICSAB 11/29/07 11:30:11 1 81 91 89 105 

0 CCV3 CCV 11/29/07 11:32:53 1 94 too 99 106 

0 CCB3 CCB 11/29/07 11:35:28 1 99 101 101 109 

0 0008710-17 MH23Z2 11/29/07 11:38:14 1,3 84 102 100 120 

0 0008712-05 MH23Z9 11/29/07 11:41:07 1.4 86 103 101 117 

0 77777 72777 11/29/07 11:43:58 1 84 101 341 * 310 * 

0 BLANK BLANK 11/29/07 11:46:44 1: 100 102 102 1139 * 

0 ZCRI ZCRI 11/29/07 11:49:28 ' 1! 100 101 100 111 

0 CRDL3 CRI 11/29/07 11:52:09 1 99 101 98 108 

0 ICS-A3 ICSA 11/29/07 11:54:50 1 81 92 90 107 

0 ICS-AB3 ICSAB 11/29/07 11:57:36 1 81 91 90 106 

0 CCV4 CCV 11/29/07 12:00:18 1; 95 100 98 111 

0 CCB4 CCB 11/29/07 12:02:53 1 100 102 101 110 

Thursday, November 29, 2007 Page 2 of 2 



Sample Name: SO Acquired: 11/29/2007 10:07:25 Type: Cal 
Method: TAL20071129A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108}317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -00230 .00039 -.00003 .00052 .00035 .00569 
Stddev .00006 .00039 .00006 .00036 .00021 .00002 
%RSD 2.7912 101.38 182.78 69.087 58.142 .35626 

#1 -.00225 .00066 .00001 .00027 .00050 .00570 
#2 -.00234 .00011 -.00007 .00078 .00021 ,00567 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00008 -.00003 -.00002 .00179 .00085 -.00140 
Stddev .00003 .00003 .00001 .00004 .00009 .00024 
%RSD 39.301 130.33 40.156 2.4761 10.513 17.341 

#1 -.00006 -.00005 -.00003 .00176 .00091 -.00157 
#2 -.00010 .00000 -.00001 .00183 .00079 -.00123 

JlII®iili®3jL3 



Sample Name: SO Acquired: 11/29/2007 10:07:25 Type: Cal 
Method: TAL20071129A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610{131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00017 .00083 -.00242 -.00026 .00045 .00003 
Stddev .00005 .00047 .00061 .00015 .00007 .00007 
%RSD 29.693 56.560 25.382 57.374 16.181 208.15 

#1 .00021 .00050 -.00199 -.00015 .00040 -.00002 
#2 .00013 .00116 -,00285 -.00036 .00051 .00008 

Elem Se1960 Tl 1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg -.00001 -.00002 -.00008 .00169 
Stddev .00002 .00003 .00002 .00007 
%RSD 135.58 179.03 26.267 3.8405 

#1 .00000 .00001 -.00007 .00165 
#2 -.00002 -.00004 -,00010 .00174 



Sample Name: SO Acquired: 11/29/2007 10:07:25 Type: Cal 
Method: TAL20071129A Mode: IR Com. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 (450} 360.073 ( 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8675.3 9863.1 129340. 19566. 
Stddev 56.3 60.7 1216. 809. 
%RSD .64856 .61501 .94011 4.1362 

#1 8715.1 9906.0 130200. 18994. 
#2 8635.5 9820.3 128480. 20138. 

( 



Sample Name: S Acquired: 11/29/2007 10:10:10 Type: Cal 
Method: TAL20071129A Mode: IR Gorr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 8a4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. 042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .24573 .41667 .03862 24.512 .82952 2.6549 
Stddev .00024 .03855 .00002 1.744 .07571 .2498 
%RSD .09766 9.2524 .04747 7.1148 9.1267 9.4085 

#1 .24590 .44393 .03861 25.745 .88305 2.8315 
#2 .24556 .38941 .03863 23.279 .77599 2.4783 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .40781 2.5541 .09693 .37796 .39363 .44103 
Stddev .00004 .0040 .00000 .00028 .03586 .03964 
%RSD .01098 .15875 .00408 .07315 9.1113 8.9873 

#1 .40784 2.5512 .09693 .37815 .41899 .46905 
#2 .40777 2.5569 .09693 .37776 .36827 .41300 



Sample Name: S Acquired: 11/29/2007 10:10:10 Type: Cal 
Method: TAL20071129A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample II >: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .27132 1.5465 2.0006 1.4673 .11655 .25840 
Stddev .02630 .0029 .1805 .0015 .00039 .00039 
%RSD 9.6947 .18623 9.0231 ,10502 .33687 .15144 

#1 .28992 1.5486 2.1283 1.4662 .11628 .25812 
#2 .25272 1.5445 1.8730 1.4684 .11683 .25868 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S > 

Avg .03234 .06434 .43213 1.9881 
Stddev .00015 .00009 .00073 .0044 
%RSD ,47292 .14224 .16793 ,22134 

#1 .03223 .06441 .43265 1.9850 
#2 .03245 .06428 .43162 1.9912 

®§«»S:31;7 



Sample Name: S Acquired: 11/29/2007 10:10:10 Type: Cal 
Method: TAL20071129A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7983.7 9524.0 122650. 18899. 
Stddev 25.4 24.9 53. 1525. 
%RSD .31819 .26121 .04287 8.0669 

#1 8001.6 9541.6 122610. 17821. 
#2 7965.7 9506.4 122680. 19978. 

aaaflmsis 



Sample Name: ICV Acquired: 11/29/2007 10:12:49 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313. .042 {108} 317,933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 505.45 2496.5 939.73 512.43 480.26 9776.8 
Stddev .09 57.0 .07 11.51 10.64 213.9 
%RSD .01783 2.2837 .00733 2.2459 2.2151 2.1883 

#1 505.39 2536.8 939.68 520.57 487.78 9928,1 
#2 505.51 2456.2 939.78 504.29 472.74 9625.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259, 940 {130} 766,490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 481.01 503.48 514.18 481,04 5035.5 9954.8 
Stddev .08 .68 .70 1.91 110.5 200.2 
%RSD .01701 ,13438 .13551 39703 2.1944 2.0109 

#1 480.95 503.96 514.67 482.39 5113.6 10096. 
#2 481.06 503.00 513.68 479.69 4957.4 9813.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

ffl® T9 



Sample Name: ICV Acquired: 11/29/2007 10:12:49 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5832.1 512.22 9658.4 499.48 953.91 1004.1 
Stddev 133.6 .09 215.2 1.01 .22 3.4 
%RSD 2.2909 .01734 2.2278 .20260 .02298 .34274 

#1 5926.6 512.15 9810.5 500.19 953.76 1001.6 
#2 5737.7 512.28 9506.2 498.76 954.07 1006.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 947.78 970.50 502.69 1006.1 
Stddev 1.60 .85 1.11 2.1 
%RSD .16831 .08808 .22132 .20494 

#1 946.65 969.90 501.90 1007.6 
#2 948.91 971.11 503.47 1004.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 11/29/2007 10:12:49 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8252.6 9550.0 123460. 19403. 
Stddev 12.5 17.7 102. 386. 
%RSD .15167 .18486 ,08295 1.9880 

m 8261.5 9562.4 123530. 19130, 
#2 8243.8 9537.5 123390. 19675. 



Sample Name: ICB Acquired: 11/29/2007 10:15:22 Type; QC 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03418 .35473 .27112 .42982 .02774 3.0422 
Stddev .03673 2.2962 .78419 .01529 .00405 1.2532 
%RSD 107.47 647.31 289.24 3.5567 14.606 41.194 

#1 -.06015 -1.2689 .82563 .44063 .02487 3.9283 
#2 -.00821 1.9784 -.28338 .41901 .03060 2.1560 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

• 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .13804 .19171 .14155 -.70078 -7.5479 -9.2136 
Stddev .02860 .11817 ,08178 .18802 1.0230 28.573 
%RSD 20.716 61.637 57.777 26.829 13.554 310.11 

#1 .15826 .10816 .19938 -.56784 -8.2713 -29.417 
#2 .11782 .27527 ,08372 -.83373 -6.8245 10.990 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/29/2007 10:15:22 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -8.3333 -1.1461 6.4966 .22830 -1.3473 6.1413 
Stddev 7.1948 .0282 5.2168 .01495 .3594 .6362 
%RSD 86.338 2.4569 80.300 6.5502 26.678 10.360 

#1 -13,421 -1.1262 2.8078 .23887 -1.6014 6.5912 
#2 -3.2458 -1.1660 10.185 .21773 -1.0931 5.6914 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit -

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1781 -.88905 .03443 -1.8492 
Stddev .1322 .54236 .09571 .0437 
%RSD 6.0705 61.004 278.01 2.3618 

#1 2.0846 -.50555 .10210 -1.8801 
#2 2.2716 -1.2726 -.03325 -1.8183 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/29/2007 10:15:22 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. !n2306 Y_2243 Y_3600 Y 3710 
Line 230,606 {446} 224.306(450} 360.073 {94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8573.4 9653.2 124830. 19332. 
Stddev 9.1 10.8 316. 789. 
%RSD .10613 .11214 .25327 4.0799 

#1 8579.9 9660.8 124600. 18775. 
#2 8567.0 9645.5 125050. 19890, 



Sample Name: CRI Acquired: 11/29/2007 10:18:06 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CR| Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ret (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_371Q) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.028 -.99494 9.6944 .32124 4.8286 3.4831 
Stddev .020 1.3495 .0940 .10826 .0116 .0696 
%RSD .20284 135.64 .96909 33.699 24037 1.9966 

#1 10.014 -.04070 9.7609 .24470 4.8204 3.5323 
#2 10.043 -1.9492 9.6280 .39779 4.8368 3.4340 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9862 50.991 10.973 24.452 -7.5493 -35.795 
Stddev .0455 .017 .473 .023 1.1109 8.289 
%RSD .91301 .03335 4.3072 .09219 14,716 23.156 

#1 5.0183 50.979 10.639 24.436 -8.3348 -29.934 
#2 4.9540 51.003 11.308 24.468 -6.7637 -41.656 

Check? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 10:18:06 Type: QC 
Method: TAL20071129A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb22Q3 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -14.381 15.199 9.2838 40.950 10.326 59.546 
Stddev 14.176 .007 6.6216 .095 .160 .604 
%RSD 98.577 .04803 71.325 .23270 1.5450 1.0144 

#1 -24.405 15.194 4.6016 40.883 10.438 59.973 
#2 -4.3569 15.204 13.966 41.018 10.213 59.119 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.213 26.517 50,974 57.460 
Stddev 1.332 .616 .344 .281 
%RSD 3.8943 2.3219 .67393 .48972 

#1 33.271 26.082 51.217 57.659 
#2 35.156 26.953 50.731 57.261 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 10:18:06 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

} • -

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073(94} 371.030( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8551.9 9645.9 124540. 19985. 
Stddev 6.4 7.4 147. 1. 
%RSD .07504 .07694 .11796 .00282 

#1 8547.3 9651.1 124650. 19985: 
#2 8556.4 9640.6 124440. 19984. 



Sample Name: ICSA Acquired: 11/29/2007 10:20:46 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 3' 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.29623 236380. .73153 -2.6212 1.3929 220890. 
Stddev .08328 9569. .94908 .0813 .0173 5046. 
%RSD 28.112 4.0480 129.74 3.1033 1.2450 2.2841 

#1 -.35511, 243140. .06043 -2.6787 1.4051 224460. 
#2 -.23734 229610. 1.4026 -2.5636 1.3806 217330. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

• 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 (447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8191 3.1579 45.480 22.069 91720. -102.27 
Stddev .0566 .0056 .443 .025 3710. 24.43 
%RSD 3.1100 .17793 .97311 .11539 4.0453 23.883 

#1 1.8591 3.1539 45.167 22.051 94344. -84.999 
#2 1.7791 3.1619 45.793 22.087 89097. -119.54 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'9999Sfi328 



Sample Name: ICSA Acquired: 11/29/2007 10:20:46 Type: QC 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_37l0) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 229860. 15.506 715.28 17,992 7.4631 -.03100 
Stddev 9789. .362 26.01 .116 2.6284 .27736 
%RSD 4.2588 2.3347 3.6364 .64458 35.219 894.74 

#1 236780. 15.250 733.68 18.074 5.6045 -.22712 
#2 222940. 15.762 696.89 17.910 9.3217 .16512 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.4029 -1.7693 -.71604 23.757 
Stddev 2.5576 .2002 .04124 .543 
%RSD 75.160 11.315 5.7596 2.2844 

#1 -1.5944: -1.9109 -.68687 23.373 
#2 -5.2114 -1.6278 -.74520 24.140 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
! High Limit 
I Low Limit 

I 

-aiaaas32s 



Sample Name: ICSA Acquired: 11/29/2007 10:20:46 Type: QC 
Method; TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230,606 {446} 224,306 {450} 360,073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Os/S Cts/S 
Avg 7008.3 8792.1 113040. 19272. 
Stddev 1.5 28.1 369. 673. 
%RSD ,02090 .31909 .32663 3.4941 

#1 7009.3 8772.3 113300. 18796. 
#2 7007.3 8811,9 112780. 19748. 



Sample Name: ICSAB Acquired: 11/29/2007 10:23:31 Type: QC 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.44 242890. 94.750 502.82 477.92 225320. 
Stddev .61 18208. .256 36.70 35.84 12190. 
%RSD .29390 7.4964 .27013 7.2988 7.4985 5.4102 

#1 208.00 255760. 94.931 528.77 503.26 233940. 
#2 208.87 230010. 94.569 476.87 452.58 216700. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 950.11 497.71 531.49 504.33 93548. -94.149 
Stddev 1.23 .30 .62 .45 7059. 28.258 
%RSD .12983 .06108 .11618 .08977 7.5454 30.014 

#1 950,98 497.49 531.05 504.01 98539. -74.168 
#2 949.23 497.92 531.92 504.65 88557. -114.13 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

• SIB 11181111 331 



Sample Name: ICSAB Acquired: 11/29/2007 10:23:31 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 2C n .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 233920. 499.41 725.91 1020.2 50.972 583.24 
Stddev 17640. .39 52.55 .1 2.282 2.78 
%RSD 7.5410 .07849 7.2397 .01037 4.4777 .47656 

#1 246390. 499.14 763.07 1020.1 49.358 581.28 
#2 221440. 499.69 688.75 1020.3 52.586 585.21 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V_2924 Zh2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg F 41.961 93.184 475.90 1019.5 
Stddev .882 .736 1.73 .4 
%RSD 2.1023 .78964 .36385 .03747 

#1 42.585 92.664 474.68 1019.8 
#2 41.337 93.705 477.13 1019.2 

Check? Chk Fail Chk Pass Chk Pass Chk Pass 
High Limit 63.600 
Low Limit 42.400 

:ffl®«8®S332 



Sample Name: ICSAB Acquired: 11/29/2007 10:23:31 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6984.4 8806.3 114260. 18863. 
Stddev 3.5 5.4 205. 1161. 
%RSD .05003 .06089 .17945 6.1545 

#1 6981.9 8802.5 114400. 18042. 
#2 6986.9 8810.1 114110. 19684. 



Sample Name: CCV Acquired: 11/29/2007 10:26:13 Type: QC 
Method: TAL20071T29A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 634.84 4717.9 251.43 4789.8 117.00 11656. 
Stddev .33 64.8 .46 72.7 2.39 196. 
%RSD .05151 1.3738 .18344 1.5174 2.0427 1.6838 

#1 634.61 4672.1 251.10 4738.4 115.31 11517. 
#2 635.07 4763.7 251.75 4841.2 118.69 11795. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 127.39 1255.1 510.32 607.24 2358.9 11790. 
Stddev .17 .0 .99 .82 36.0 215. 
%RSD .13184 .00390 .19313 .13481 1.5266 1.8216 

#1 127.27 1255.1 509.62 606.66 2333.5 11638. 
#2 127.51 1255.0 511.02 607.82 2384.4 11942. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 10:26:13 Type; QC 
Method: TAL20071129A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (;ln2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11404. 1260.1 11525. 1269:3 249.00 1259.0 
Stddev 186. 1.0 173. .7 .01 1.6 
%RSD 1.6321 .07835 1.4973 .05767 .00437 .12991 

#1 11272. 1259.4 11403. 1268.8 248.99 1257.8 
#2 11535. 1260.8 11647. 1269.8 249.01 1260.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units . ug/L ug/L ug/L ug/L 
Avg 249.42 253.22 1233.0 1271.1 
Stddev .93 .37 1.1 2.3 
%RSD .37193 .14706 .09031 .18270 

#1 248.77 253.49 1232.2 1269.4 
#2 250.08 252.96 1233.8 1272.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 10:26:13 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8142.7 9600.0 124690. 20208. 
Stddev 10.2 5.2 210. 270. 
%RSD .12502 .05437 .16809 1.3358 

#1 8149.9 9603.7 124840. 20399. 
#2 8135.5 9596.3 124540. 20017. 



Sample Name: CCB Acquired: 11/29/2007 10:28:49 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .02957 7.4061 -.02857 .99302 .09069 7.2113 
Stddev .01430 4.9902 .46100 .11933 .02380 .8175 
%RSD 48.345 67.379 1613.5 12.017 26.244 11.336 

#1 .03968 10.935 -.35455 1.0774 .10752 7.7893 
#2 .01946 3.8775 .29740 .90864 .07386 6.6332 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16201 .40344 .27157 -.47008 -4.1815 -40.032 
Stddev .11939 .10252 .16428 .02084 .4353 9.590 
%RSD 73.698 25.413 60.492 4.4324 10.409 23.955 

#1 .24643 .33094 .38773 -.48481 -4.4893 -46.813 
#2 .07758 .47593 .15541 -.45534 -3.8737 -33.251 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 10:28:49 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3214 -.94827 7.0214 .34822 -2.1036 6.0941 
Stddev 15.204 .01568 .7952 .01115 .2765 1.1878 
%RSD 1150.6 1.6535 11.326 3.2033 13.143 19.491 

#1 12.072 -.93718 6.4591 .35611 -2.2991 6.9340 
#2 -9.4296 -.95936 7.5837 ,34033 -1.9081 5.2542 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (IH2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .58595 -.52057 .24579 -1.6539 
Stddev .34837 .45796 .19603 .1476 
%RSD 59.454 87.974 79.753 8.9215 

#1 .83228 -.19674 .38440 -1.7583 
#2 .33961 -.84440 .10718 -1.5496 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

! 
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Sample Name: CCB Acquired: 11/29/2007 10:28:49 Type: QC 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8498.6 9724.5 126960. 19704. 
Stddev 11.5 7.1 129. 403. 
%RSD .13568 .07292 .10171 2.0442 

#1 8490.4 9719.5 127050. 19419. 
#2 8506.7 9729.5 126870. 19989. 



Sample Name: 0008705-03A Acquired: 11/29/2007 10:31:35 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A3A Dilution: 1 Operator: SRV 
Comment: BE 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.358 183560. 373.51 2120.4 16.647 33180. 
Stddev .509 16118. .40 196.4 1.429 2750. 
%RSD .97153 8,7806 .10794 9.2631 8.5836 8.2881 

#1 52.718 194960. 373.79 2259.3 17.658 35124. 
#2 51.998 172160. 373.22 1981.5 15.637 31235. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766,490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41.965 122.23 220.64 845.44 193880. 44789. 
Stddev .195 .10 .55 2.69 9930. 3956. 
%RSD .46552 .08167 .24786 .31834 5.1219 8.8333 

#1 42.103 122.16 220.26 843.53 200900. 47587. 
#2 41.827 122.30 221.03 847,34 186860. 41992. 

Check ? None None None None None None 
Value 
Range 

S flffl 813133 fl.fi 



Sample Name: 0008705-03A Acquired: 11/29/2007 10:31:35 Type: Unk 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A3A Dilution: 1 Operator: SRV 
Comment: BE 

Elem Mg2790 Mn2576 Na5895 N)2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220,353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36276. 7419,0 944.96 167.18 6120.6 230.71 
Stddev 2838. 45.6 87.27 .62 2.2 1.43 
%RSD 7.8238 .61478 9.2353 .36944 .03522 .61899 

#1 38283. 7386.8 1006.7 167.61 6119.1 231.72 
#2 34269. 7451.3 883.26 166.74 6122.1 229.70 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.9680 7.9272 360.51 7098.3 
Stddev 2.8717 .5598 1.42 10.4 
%RSD 72.371 7.0622 .39449 .14680 

#1 5.9986 8.3231 359.51 7105.7 
#2 1.9374 7.5314 361.52 7090.9 

Check? None None None None 
Value 
Range 



Sample Name: 0008705-03A Acquired: 11/29/2007 10:31:35 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A3A Dilution: 1 Operator: SRV 
Comment: BE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7149.2 9965.0 129220. 20732. 
Stddev 31.8 39.0 520. 1635. 
%RSD .44487 .39150 .40239 7.8849 

#1 7126.7 9937.4 128850. 19576. 
#2 7171.7 9992.6 129590. 21888. 



Sample Name: 0008710-07 Acquired: 11/29/2007 10:34:23 Type: link 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_37l0) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.3777 165940. 80.452 1921.3 5.3667 32974. 
Stddev .2256 17601. .626 210.6 .5549 3371. 
%RSD 9.4884 10.607 .77835 10.961 10.340 10.222 

#1 2.5372 178380. 80.010 2070.2 5.7591 35357. 
#2 2.2182 153490. 80.895 1772.4 4.9743 30590. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.6775 110.50 181.88 224.15 166520. 44360. 
Stddev .0315 2.20 .28 .50 11018. 4630. 
%RSD .36272 1.9935 .15318 .22097 6.6166 10.437 

#1 8.6997 108.94 182.08 224.50 174310. 47634. 
#2 8.6552 112.06 181.69 223.80 158730. 41086. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008710-07 Acquired: 11/29/2007 10:34:23 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36448. 7036.6 982.75 157.21 602.02 16.480 
Stddev 3596. 14.1 102.69 2.29 15.10 .351 
%RSD 9.8652 .19989 10.450 1.4576 2.5075 2.1288 

#1 38991. 7026.7 1055.4 155.59 591.35 16.728 
#2 33906. 7046.6 910.13 158.83 612,70 16.232 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.5738 -3.4595 301.88 1115.5 
Stddev 1.9853 1.7424 .81 20.3 
%RSD 126.15 50.366 .26831 1.8197 

#1 .17000 -2.2275 301.31 1101.1 
#2 2.9777 -4.6916 302.45 1129.8 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008710-07 Acquired: 11/29/2007 10:34:23 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23X4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7241.8 9935.9 130700. 20488. 
Stddev 98.5 114.5 347. 1813. 
%RSD 1.3595 1.1525 .26515 8.8484 

#1 7311.5 10017. 130450. 19206. 
#2 7172.2 9854.9 130940. 21770. 
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Sample Name: 0008710-09 Acquired: 11/29/2007 10:37:14 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23W8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y2243) (YJ3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.6465 154150. 83.055 1901.8 4.8944 35025. 
Stddev .1203 347. .196 1.9 .0337 75. 
%RSD 4.5436 .22485 ,23612 .10246 .68906 ,21486 

#1 2.7315 153900. 83.193 1900,4 4.8706 34972. 
#2 2.5615 154390. 82.916 1903.2 4.9183 35078. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9379 114.27 191.56 223.08 160320. 36807. 
Stddev .0925 .07 .45 .17 1220. 146. 
%RSD .93120 .06289 .23664 .07759 .76095 .39793 

#1 10.003 114.22 191.88 222.96 161180. 36704. 
#2 9.8725 114.32 191.24 223.20 159460. 36911. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-09 Acquired; 11/29/2007 10:37:14 Type: Unk 
Method; TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34642. 7316.8 950.78 159.75 677.84 27.117 
Stddev 215. 18.5 4.12 .58 .31 2.177 
%RSD .62094 .25288 .43297 .36010 .04502 8.0273 

#1 34489. 7303.7 953.69 159.35 678.05 28.656 
#2 34794. 7329.9 947.87 160.16 677.62 25.578 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9901 -1.9515 315.93 1293.8 
Stddev .5763 .5531 .05 4.3 
%RSD 28.959 28.340 .01592 .33274 

#1 2.3976 -1.5604 315.97 1290.7 
#2 1.5826 -2.3426 315.90 1296.8 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-09 Acquired: 11/29/2007 10:37:14 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23W8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360 .073 ( 94} 371.030( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7317.6 10153. 130850. 22023. 
Stddev 13.1 36. 803. 130. 
%RSD .17893 .35369 .61349 .59150 

#1 7308.4 10127. 130280. 21931. 
#2 7326.9 10178. 131420. 22115. 
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/ Sample Name: 0008710-11 Acquired: 11/29/2007 10:40:06 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .54057 146990. 63.291 1416.0 4.1661 36149. 
Stddev .05564 1409. .809 12.4 .0276 357. 
%RSD 10.294 .95820 1.2780 .87724 .66204 ,98714 

#1 .50122 146000. 63.863 1407.2 4.1466 35896. 
#2 .57991 147990. 62.719 1424.8 4.1856 36401. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5085 100.63 210.13 138.09 165740. 24257. 
Stddev .0520 .15 .02 .19 3004. 272. 
%RSD ,94405 .15314 .00988 .13857 1.8121 1.1224 

#1 5.4718 100.74 210.11 137.96 163620. 24065. 
#2 5.5453 100.52 210.14 138.23 167860. 24450. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-11 Acquired: 11/29/2007 10:40:06 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36015. 5433.9 1115.1 161.56 344.89 7.4627 
Stddev 406. 9.0 10.6 .35 3.08 .6452 
%RSD 1.1278 .16483 .95439 .21886 .89388 8,6452 

#1 35728. 5440.2 1107.6 161.31 347.07 7,0065 
#2 36302. 5427.5 1122.6 161.81 342.71 7.9189 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7740 -4.7653 352.05 810.64 
Stddev 0836 .1973 .53 .39 
%RSD 4,7105 4.1402 .14961 .04772 

#1 1.8331 -4,9048 351.68 810.91 
#2 1.7149 -4.6258 352.42 810.36 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008710-11 Acquired: 11/29/2007 10:40:06 Type: link 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7389.7 10145. 129800. 22231. 
Stddev 11.6 21. 292. 173. 
%RSD .15656 .20505 .22503 .77833 

#1 7381.5 10130. 129590. 22353. 
#2 7397.9 10160. 130000. 22108. 



Sample Name: 0008710-13 Acquired: 11/29/2007 10:42:58 Type: link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y8 Dilution: 1.6 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 3' 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.15883 120110. 47.313 1416.9 1.3793 31314. 
Stddev .42129 1480. .115 15.5 .0257 504. 
%RSD 265.24 1.2326 .24290 1.0971 1.8608 1.6095 

#1 -.45673 119060. 47.232 1405.9 1.3975 30958. 
#2 .13906 121150. 47.395 1427.9 1.3612 31670. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4548 91.956 162.06 150,68 151760. 27536. 
Stddev .0166 .137 .90 .09 76. 395. 
%RSD .37233 .14898 .55586 .06175 .04975 1.4337 

#1 4.4665 92.053 162.69 150.61 151810. 27257. 
#2 4.4430 91.859 161.42 150.74 151710. 27816. 

Check ? None None None None None None 
Value 
Range 

• / 



Sample Name: 0008710-13 Acquired: 11/29/2007 10:42:58 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH23Y8 Dilution: 1.6 Operator: SRV 
Comment: FE 

Elem Mg2790 Mh2576 Na5895 Ni2316 P52203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23228. 4795.4 1154.3 112.15 185.25 5.4280 
Stddev 421. .4 11.2 .37 .55 .7117 
%RSD 1.8132 .00835 .97046 .33419 .29897 13.111 

#1 22931. 4795.1 1146.3 112.42 185.64 5.9312 
#2 23526. 4795.7 1162.2 111.89 184.86 4.9248 

Check ? None None None None None Nope 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1J 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .05875 -7.4629 358.03 590.79 
Stddev .47996 .1378 .32 1.77 
%RSD 816.90 1.8462 .08880 .29975 

#1 .39813 -7.5603 357.80 592.04 
#2 -.28063 -7.3655 358.25 589.53 

Chedk ? None None None None 
Value 
Range 

ualllfi35s3 



Sample Name: 0008710-13 Acquired: 11/29/2007 10:42:58 Type: Unk 
Method: TAL20071129A Mode: CONC Corn. Factor: 1.000000 
User: admin Client sample ID: MH23Y8 Dilution: 1.6 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7411.2 9943.8 128360. 21880. 
Stddev 21.5 26.1 704. 114. 
%RSD .29003 .26283 .54825 ! ;51986 

#1 7396.0 9925.3 127870. 21960. 
#2 7426.4 9962.3 128860. 21799. 

\ 



Sample Name: 000871!0-14 Acquired: 11/29/2007 10:45:47 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .60719 134300. 56.209 1542.0 3.2736 29365. 
Stddev .20836 2415. 1.681 25.4 .0267 554. 
%RSD 34,315 1.7983 2.9908 1.6443 .81690 1.8878 

#1 .45986 132590. 57.398 1524.0 3.2547 28973. 
#2 .75452 136000. 55.021 1559.9 3.2925 29757. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9044 90.800 177.15 158.54 152260. 26785. 
Stddev .1453 .208 .31 .39 4598. 489. 
%RSD 2.4611 .22936 .17325 .24291 3.0196 1.8251 

#1 5.8017 90.948 176.93 158.81 149010. 26440. 
#2 6.0072 90.653 177.37 158.26 155510. 27131. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008710-14 Acquired: 11/29/2007 10:45:47 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29155. 5214.6 1134.4 126,51 287.91 7.3599 
Stddev 543. 13.2 22.8 .33 .08 1.0308 
%RSD 1.8616 .25251 2.0075 .26267 .02864 14.006 

#1 28771. 5223.9 1118.3 126.27 287.97 8.0887 
#2 29539. 5205.3 1150.5 126.74 287.85 6.6310 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6558 -4.4668 324.11 734.04 
Stddev .0471 1.3795 .66 .35 
%RSD 2.8433 30.883 .20300 .04748 

#1 1.6225 -3.4914 324.57 733.79 
#2 1.6891 -5.4422 323.64 734.29 

Check ? Nbne None None None 
Value 
Range 

mmsmmmB 



Sample Name: 0008710-14 Acquired: 11/29/2007 10:45:47 Type: Unk 
Method: TAL20071129A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std, In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7367.3 9957.2 128080. 21969. 
Stddev 18.8 33.3 749. 137. 
%RSD .25520 .33474 ,58480 .62544 

#1 7354.0 9933.6 127550. 22066. 
#2 7380.6 9980.8 128610. 21872. 

\j 
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Sample Name: 0008710-15 Acquired: 11/29/2007 10:48:35 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z0 Dilution: 1.5 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.1881 121190. 63.078 2129.7 1.1607 37553. 
Stddev .1635 1354. .523 22.9 .0032 440. 
%RSD 7.4722 1.1173 ,82982 1.0760 .27375 1.1724 

#1 2.3037 120240. 62.708 2113.5 1.1585 37241. 
#2 2.0725 122150. 63.448 2145.9 1.1630 37864, 

Cheek ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 F62599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.7471 95.008 244.90 197.01 157520. 26215. 
Stddfev .0160 .038 .65 .09 3081. 282. 
%RSD .23766 .04025 .26513 .04489 1.9563 1.0743 

#1 6.7357 95.035 245.36 196.95 155340. 26016. 
#2 6.7584 94.981 244.44 197.07 159700. 26415. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-15 Acquired: 11/29/2007 10:48:35 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH23Z0 Dilution: 1.5 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 28075. 4932.1 1580.3 153.69 489.94 11.129 
Stddev 354. 20.5 13.4 .13 .64 .778 
%RSD 1.2595 .41475 .84805 .08738 .13037 6.9931 

#1 27825. 4946.6 1570.8 153.60 490.39 10.578 
#2 28325. ^ 4917.6 1589.8 153.79 489.49 11.679 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292. 402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .67082 -6.7501 387.78 894.13 
Stddev .39338 1.0662 .29 1.71 
%RSD 58.642 15.796 .07477 .19150 

#1 .39266 -5.9961 387.98 892.92 
#2 .94899 -7.5040 387.57 895.34 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008710-15 Acquired: 11/29/2007 10:48:35 Type: link 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z0 Dilution: 1.5 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7383.1 9878.9 128300. 21722. 
Stddev 17.8 24.9 524. 98. 
%RSD .24113 .25205 .40813 .45308 

#1 7370.5 9861.3 127930. 21791. 
#2 7395.7 9896.5 128670. 21652. 



Sample Name: 0008710-16 Acquired: 1:1/29/2007 10:51:26 Type: Unk 
Method: TAL2Q071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 148.47 112930. 942.98 1276.5 3.6397 103840. 
Stddev .20 2170. 5.88 21.2 .1214 2266. 
%RSD .13758 1.9215 .62349 1.6574 3.3354 2.1822 

#1 148.61 111390. 947.14 1261.6 3.5538 102240. 
#2 148.33 114460. 938.82 1291.5 3.7255 105440. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 146.08 89.088 177.42 2031.0 158380. 21442. 
Stddev .18 .278 1.11 .7 5179. 379. 
%RSD .12073 .31167 .62751 .03559 3.2698 1.7676 

#1 146.21 89.284 178.20 2030.5 154720. 21174. 
#2 145.96 88.892 176.63 2031.5 162040. 21710. 

Check ? None None None None None None 
Value 
Range -



Sample Name: 0008710-16 Acquired: 11 /29/2007 10:51:26 Type: Unk 
Method: TAL20071129A Mode: CONC Coir. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48971. 12442. 765.50 123.43 25683. 726.14 
Stddev 1141. 46. 7.74 .15 21. 3.28 
%RSD 2.3295 .36815 1.0110 .12086 .08065 .45130 

#1 48165. 12474. 760.03 123.33 25698. 728.46 
#2 49778. 12409. 770.97 123.54 25668. 723.83 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.977 36.756 256.11 35714. 
Stddev .259 .118 .04 19. 
%RSD 10801 .32039 .01445 .05332 

#1 24.161 36.673 256.08 35728. 
#2 23.794 36.840 256.14 35701. 

Check? None None None None 
Value 
Range 



Sample Name: 0008710-16 Acquired: 11/29/2007 10:51:26 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z1 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7198.4 9779.3 126920. 21638. 
Stddev 5.5 17.8 792. 322. 
%RSD .07626 .18250 .62434 1.4865 

#1 7194.6 9766.7 126360. 21865. 
#2 7202.3 9792.0 127480. 21411. 



Sample Name: BLANK Acquired: 11/29/2007 10:54:16 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .33244 2.4933 .16772 .49926 .04930 16.322 
Stddev .08217 4.8425 .22832 .00364 .03089 1.669 
%RSD 24.716 194.22 136.13 ,72904 62.658 10.223 

#1 .39054 -.93084 .00628 .50183 .07115 15.143 
#2 .27434 5,9175 .32917 .49669 .02746 17.502 

Check ? None None None None NOne None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg .06060 .08664 -.04241 -.30548 11.284 10.729 
Stddev .01775 .24758 .03463 .06680 1.393 36.619 
%RSD 29.295 285.76 81.652 21.867 12.341 341.30 

#1 .04805 -.08842 -,06690 -.35272 10.300 36.622 
#2 .07315 .26170 -.01792 -25825 12.269 -15.164 

Check? None None None None None None 
Value 

1 Range 
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Sample Name: BLANK Acquired: 11/29/2007 10:54:16 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.6568 4.1451 13.226 .59841 12.524 -.03866 
Stddev 1.5927 2.5053 3.063 .06095 .538 .62148 
%RSD 16.494 60.439 23.162 10.186 4.2983 1607J 

#1 -8.5305 2.3736 15.392 .64151 12.905 .40079 
#2 -10.783 5.9166 11.060 .55531 12.144 -.47811 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .99864 -.59282 .16188 19,441 
Stddev .19659 .01553 .26691 .185 
%RSD 19.686 2.6202 164.87 .95338 

#1 1.1377 -.58184 .35061 19.572 
#2 .85963 -.60381 -.02685 19.310 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 10:54:16 Type: Unk 
Method: TAL20071129A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8696.5 10016. 130740. 19993. 
Stddev 2.4 1. 368. 540. 
%RSD .02713 .00874 .28166 2.6992 

#1 8694.8 10016. 131000. 19611. 
#2 8698.1 10017. 130480. 20375. 



Sample Name; Blank Acquired: 11/29/2007 10:57:01 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .26591 -1.2332 -.38793 .05772 -.01993 2.1981 
Stddev .36942 3.2617 .38839 .06352 .00678 1.4848 
%RSD 138.93 264.49 100.12 110.03 34.030 67.551 

#1 .52713 -3.5395 -.11330 .01281 -.02473 3.2480 
#2 .00469 1.0732 -.66256 .10264 -.01514 1.1482 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01817 -.00127 -.05038 -.94131 2.3125 -.04060 
Stddev .05485 ,06481 .18354 .42015 3.1887 4.9098 
%RSD 301.83 5102.1 364.32 44.634 137,89 12094. 

#1 .02061 -.04710 -.18016 -1.2384 4.5672 -3,5124 
#2 -.05696 .04456 .07940 -.64422 .05778 3.4312 

Check ? None None None None None None 
Value 
Range 



Sample Name: Blank Acquired: 11/29/2007 10:57:01 Type: Blank 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257j 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.1724 -.60607 .53386 -.12532 1.8452 -.20528 
Stddev 7.1747 .08375 7.0216 .09016 .1894 .32845 
%RSD 138.71 13.818 1315.2 71.945 10.266 160.00 

#1 -.09912 -.66529 -4.4312 -.06157 1.7112 -.43753 
#2 -10.246 -.54685 5.4989 -.18908 1.9791 .02697 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2994 -.87546 .08487 2.1894 
Stddev .7909 .46381 .00311 .4849 
%RSD 60.867 52.980 3.6660 22.149 

#1 1.8586 -1.2034 .08707 1.8465 
#2 .74014 -.54749 .08267 2.5323 

Check ? None None None None 
Value 
Range 



Sample Name: Blank Acquired: 11/29/2007 10:57:01 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8612.1 9949.0 129390. 20414. 
Stddev 11.3 .4 497. 133. 
%RSD .13161 .00355 .38385 .64930 

#1 8604.1 9949.2 129040. 20321. 
#2 8620.2 9948.7 129740. 20508. 



Sample Name: CCV Acquired: 11/29/2007 10:59:45 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 3 17.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 613.94 4742.6 247.73 4835.6 116.60 11771. 
Stddev 1.30 108.3 1.65 99.0 2.26 232. 
%'RSD .21215 2.2839 .66602 2.0475 1,9370 1.9729 

#1 614.86 4819.2 246.56 4905,6 118.19 11935. 
#2 613.02 4666.0 248.89 4765.6 115.00 11607. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Eiem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.26 1240.4 493.95 600.53 2303.0 11687. 
Stddev .04 2.2 .54 2.41 49.3 232. 
%RSD .03384 .17392 .10983 .40210 2.1391 1.9813 

#1 124.29 1241.9 494.34 602.23 2337.8 11851. 
#2 124.23 1238.8 493.57 598.82 2268.1 11523. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 10:59:45 Type: QC 
Method; TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11402. 1237.0 11689. 1261.2 245.60 1221,8 
Stddev 229. 1.7 234. .6 .99 2.6 
%RSD 2.0084 .13897 2.0044 .04797 .40435 .20952 

#1 11564. 1238.2 11855. 1261.6 246.30 1220.0 
#2 11240. 1235.8 11524. 1260.8 244.90 1223.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 242.20 250.13 1203.9 1276.1 
Stddev .92 .55 2.6 2.4 
%RSD .38073 .21855 .21987 .18639 

#1 242.85 249.75 1205.8 1277.8 
#2 241.55 250.52 1202.0 1274.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value -

Range 



Sample Name: CCV Acquired; 11/29/2007 10:59:45 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8192.0 9765.3 127170. 20441. 
Stddev 2.1 4.8 246. 330. 
%'RSD .02538 .04938 .19353 1.6127 

#1 8190.6 9768.7 127350. 20208. 
#2 8193.5 9761.9 127000. 20674. 



Sample Name; CCB Acquired: 11/29/2007 11:02:21 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .54676 7.6855 .05831 1.0397 .08362 11.637 
Stddev .32677 6.7063 .43273 .0070 .00161 .374 
%RSD 59.766 87.260 742.18 .67329 1.9213 3.2180 

#1 .31569 12.428 .36429 1.0347 .08248 11.902 
#2 .77782 2.9434 -.24768 1.0446 .08475 11.372 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .18414 .88645 .20678 -.69096 -3.7173 -25.472 
Stddev .02648 .00405 .07553 .02588 .5744 6.828 
%RSD 14.378 .45656 36.524 3.7448 15.452 26.807 

#1 .20287 .88359 .15338 -.67266 -3.3112 -20.644 
#2 .16542 .88931 .26019 -.70926 -4.1234 -30.301 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 11:02:21 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 NS2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.37757 -.80613 5.0397 .94376 -1.4931 4.0461 
Stddev .81099 .12904 5.5169 .24422 .1938 .7766 
%RSD 214.79 16.008 109.47 25.877 12.979 19.1:93 

#1 .19588 -.89738 8.9407 1.1164 -1.6301 4.5952 
#2 -.95103 -.71488 1.1386 .77107 -1.3560 3.4970 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .64978 .05993 .40163 -.77252 
Stddev .39854 .94462 .02123 .09294 
%RSD 61.335 1576.2 5.2847 12.031 

#1 .36797 .72788 .41664 -.70681 
#2 .93158 -.60802 .38662 -.83824 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 11:02:21 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8601.7 9890.1 130100. 20446. 
Stddev 11.0 18.9 453. 243. 
%RSD .12807 .19078 .34854 1.1907 

#1 8609.5 9903.4 130420. 20274. 
#2 8593.9 9876.7 129780. 20618. 



Sample Name: 0008710-19 Acquired: 11/29/2007 11:05:06 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0049 113220. 51.285 1456.5 2.5306 34444. 
Stddev .2755 3619. .151 40.6 .0820 1165. 
%RSD 27.416 3.1962 .29356 2.7905 3.2416 3.3834 

#1 1.1:997 110660. 51.179 1427.8 2.4726 33620. 
#2 .81009 115780. 51.392 1485.3 2.5886 35268. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0404 87.324 170.51 156,57 151820. 18935. 
Stddev .0083 .097 1.09 .06 4315. 544. 
%RSD .16545 .11142 .63858 .04101 2,8419 2.8741 

#1 5.0345 87.393 169.74 156.52 148770. 18550. 
#2 5.0463 87.255 171.28 156.61 154870. 19320. 

Check ? None None None None None None 
Value 
Range 

S8:B8S03"7iB 



Sample Name: 0008710-19 Acquired: 11/29/2007 11:05:06 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.; 353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21604. 5184.2 1401.2 115.82 276.82 7.2145 
Stddev 739. 36.3 32.2 .33 1.04 .7604 
%RSD 3.4216 .70018 2.2987 .28847 .37686 10.540 

#1 21081. 5158.5 1378.5 115.58 277.56 6.6768 
#2 22127. 5209.8 1424.0 116.06 276.09 7.7521 

Check ? None None None None None None 
Value 
Range 

) 
/ 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .70301 -5.7269 334.17 653,33 
Stddev .23490 .3524 1.25 .68 
%RSD 33.414 6.1528 .37304 .10373 

#1 .53690 -5.9761 333.29 652.85 
#2 .86911 -5.4777 335.05 653.80 

Check? None None None None 
Value 
Range 

mmmmsn 



Sample Name: 0008710-19 Acquired: 11/29/2007 11:05:06 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z4 Dilution: 1.4 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7414.8 9995.9 129490. 22151. 
Stddev 23.0 33.2 179. 515. 
%RSD .30966 .33223 .13850 2.3238 

#1 7398.5 9972.4 129620. 22515. 
#2 7431,0 10019. 129360. 21787. 



Sample Name: 0008710-20 Acquired: 11/29/2007 11:07:59 Type: Link 
Method: TAL20071129A Mode: COMIC' Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1.5 Operator: SRV 
Comment: FE 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.16841 129780. 45.389 1502.9 4.6631 37811. 
Stddev .04524 1460. .453 12.2 ,0379 449. 
%RSD 26.862 1.1246 .99864 .81315 .81199 1.1875 

#1 -.20039 128750. 45.069 1494.3 4.6899 37493. 
#2 -.13642 130810. 45.710 1511.5 4,6363 38128. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259 940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.0058 92.983 171.00 130.09 164200. 16384. 
Stddev .0047 .321 .43 .43 2544. 227. 
%RSD 11680 .34484 .24888 .32967 1.5490 1.3827 

#1 4.0091 92.756 170.70 129.78 162410. 16224. 
#2 4.0024 93.210 171.30 130.39 166000. 16544. 

Check? None None None None None None 
Value 
Range 

® is m ffl 13 fi .^*73 



Sample Name: 0008710-20 Acquired: 11/29/2007 11:07:59 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1.5 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (YJ3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26297. 5406.3 1233.7 125.16 167.27 5.0378 
Stddev 313. 15.7 8.5 .04 .15 .0897 
%RSD 1.1916 .28961 .68619 .02965 .09001 1.7804 

#1 26076. 5395.2 1227.7 125.18 167.38 5.1012 
#2 26519. 5417.3 T239.6 125.13 167.17 4.9744 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 15 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.5031 -3.9464 393.55 547.08 
Stddev .3183 1.5988 .20 1.65 
%RSD 12.718 40.512 .04987 .30126 

#1 2.7282 -2.8159 393.41 545.92 
#2 2.2780 -5.0769 393.69 548.25 

Check ? None None None None 
Value 
Range -

SSllSi.aSi 



Sample Name: 0008710-20 Acquired: 11/29/2007 11:07:59 Type: link 
Method: TAL20071129A Mode: CONC Corr, Factor: 1,000000 
User: admin Client sample ID: MH23Z5 Dilution: 1.5 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7460.8 10174. 131160. 22206. 
Stddev 7.0 25. 151. 216. 
%'RSD .09389 .24828 .11545 .97231 

#1 7455.8 10156. 131060. 22359. 
#2 7465.7 10192. 131270. 22054. 



Sample Name: 0008712-02 Acquired: 11 /29/2007 11:10:50 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1.2 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.24299 163010. 53.530 1702.9 4.6021 34495. 
Stddev .08578 400. 1.199 1.6 .0518 139. 
%RSD 35.302 .24558 2.2395 .09502 1.1246 .40204 

#1 -.18233 162730. 54.378 1701.7 4.5655 34397. 
#2 -.30365 163300. 52.683 1704.0 4.6387 34593. 

Check ? None Nope None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9311 125.57 192.35 132.84 167340. 16289. 
Stddev .0791 .72 1.29 1.01 1083. 94. 
%RSD 1.6039 .57267 .66933 .76217 .64691 .57605 

#1 4.8751 126.08 191.44 133.56 166570. 16222. 
#2 4.9870 125.07 193.26 132.12 168110. 16355. 

Check ? None None None None None None 
Value 
Range < 

•.mmmmmsm 



Sample Name: 0008712-02 Acquired: 11/29/2007 11:10:50 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1.2 Operator: SRV 
Comment: FE 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231:604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34339. 6408.1 1036.2 162.84 295.74 7.7897 
Stddev 263. 48.3 1.3 .22 .16 ;2329 
%RSD .76682 .75309 .12424 .13321 .05397 2.9902 

#1 34153. 6374.0 1037.1 162.69 295.85 7.6250 
#2 34525. 6442.3 1035.3 162.99 295.63 7.9544 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292 .402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.04048 -6.2815 380.70 743.98 
Stddev .21800 1.1075 .84 .38 
%RSD 538.59 17.632 .22124 .05159 

#1 .11367 -7.0646 380.11 744.25 
#2 -.19462 -5.4984 381.30 743.71 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-02 Acquired: 11/29/2007 11:10:50 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1-.2 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7356.3 10163. 130760. 22019. 
Stddev 30.5 40. 305. 143. 
%RSD .41516 .38952 .23319 .65105 

#1 7334.7 10135. 130550. 21918. 
#2 7377.8 10191. 130980. 22121. 



Sample Name: 0008712-04 Acquired: 11 /29/2007 11:13:43 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22925 147470. 72.145 1904.6 4.3033 68453. 
Stddev .24767 2579. .413 29.0 ,1372 1428. 
%RSD 108.03 1.7490 .57301 1.5211 3.1883 2.0867 

#1 .40438 145650. 71.853 1884.2 4.2063 67443, 
#2 .05413 149300. 72.438 1925.1 4.4004 69463. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5512 138.87 184.41 139.91 157990. 22165. 
Stddev .0540 .59 .92 .49 3794. 338. 
%RSD 1.1856 .42612 .49676 .34814 2.4012 1.5253 

#1 4.5131 139.29 183.76 140.25 155300. 21926. 
#2 4.5894 138.45 185.05 139.56 160670. 22404. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008712-04 Acquired: 11/29/2007 11:13:43 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y__3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36539. 8369.2 1153.7 165.62 199.60 5.5619 
Stddev 853. 48.8 13.3 .78 1.59 .6193 
%RSD 2.3351 .58345 1.1517 .47129 .79706 11.135 

#1 35936. 8403.7 1144.3 165.06 200.72 5.9998 
#2 37142. 8334.7 1163.1 166.17 198.47 5.1240 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2087 -4.5730 406.27 575.45 
Stddev 1.5401 .4963 .36 2.43 
%RSD 69.727 10.853 .08743 .42299 

#1 3.2977 -4.9240 406.52 577.17 
#2 1.1197 -4.2221 406.02 573.73 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008712-04 Acquired: 11/29/2007 11:13:43 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7312.3 10083. 130050. 21890. 
Stddev 20.3 21. 470. 292. 
%RSD .27773 .20426 .36149 1.3347 

#1 7297.9 10068. 129720. 22096. 
#2 7326.6 10097. 130380. 21683. 



Sample Name: BLANK Acquired: 11/29/2007 11:16:35 Type: Unk 
Method; TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 31 7.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06953 66.733 .48291 1.2372 .00393 36.361 
Stddev .23238 24.906 1.3745 .3301 .01504 15,996 
%RSD 334.22 37.322 284.62 26.678 382.46 43.992 

m -.09479 49.122 1.4548 1.0038 -.00670 25.050 
#2 .23.384 84.344 -.48899 1.4706 .01457 47.671 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.04308 .16765 .33649 -.64659 76.135 -15.537 
Stddev .05055 .09481 .00153 .13691 36.087 46.881 
%RSD 117.33 56.553 .45329 21.174 47.399 301.73 

#1 -.07882 ,23469 .33757 -.74340 50.618 -48.687 
#2 -.00734 .10061 ,33541 -.54978 101.65 17.613 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK 
Method: TAL20071129A 

Acquired: 11/29/2007 11:16:35 Type: Unk 
Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {1:21} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.8089 7.9164 14.300 .58988 -1.6412 -.64141 
Stddev 1.3798 1.1328 1.885 .16487 .3508 .30615 
%RSD 15.664 14.310 13.178 27.950 21.375 47.731 

#1 7.8332 7.1153 12.968 .47330 -1.3931 -.42493 
#2 9.7845 8.7174 15.633 .70647 -1.8892 -.85790 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2356 -.81210 .57486 .46159 
Stddev .1975 1.2356 .22577 .07697 
%RSD 15.983 152.15 39.274 16.675 

#1 1.3752 .06162 .73451 .51601 
#2 1.0960 -1.6858 .41522 .40716 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 11:16:35 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8733.6 10129. 133010. 20816. 
Stddev 1.4 28. 376. 76. 
%RSD .01594 .27955 .28276 .36304 

#1 8732.6 10149. 133270. 20869. 
#2 8734.5 10109. 132740. 20762. 



Sample Name: Blank Acquired: 11/29/2007 11:19:19 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .13160 17.158 .12496 .33853 -.03392 6.6699 
Stddev .35401 .745 .56272 .34647 .00899 1.4593 
%RSD 269.01 4.3426 450.33 102.35 26.487 21.878 

#1 -.11873 16.632 .52286 .09353 -.02757 7.7018 
#2 .38192 17.685 -.27295 .58352 -.04028 5.6380 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324,754 {104} 259.940 {130} 766 .490 { 44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01450 -.02476 -.00184 -.96169 21.219 -22.233 
Stddev .06749 .03776 .14672 .02445 .397 9.520 
%RSD 465.48 152:51 7979.4 2.5429 1,8707 42.821 

#1 .03322 -.05146 -.10559 -.97899 21.500 -28.965 
#2 -.06222 .00194 .10191 -.94440 20.939 -15.501 

Cheek ? None None None None None None 
Value 
Range 



Sample Name: Blank Acquired: 11/29/2007 11:19:19 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.9079 .35449 1.3563 .05335 -1.1812 -.30929 
Stddev .7651 .09856 3.1931 .10810 .0339 .06817 
%RSD 19.578 27.803 235.42 202.62 2.8734 22.041 

#1 -4.4489 .28480 3.6142 -.02309 -1.2052 -.26109 
#2 -3.3669 .42419 -.90153 .12979 -1.1572 -.35750 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) .. 

Units ug/L ug/L ug/L ug/L 
Avg 1.1045 -.32148 .19307 -1.1836 
Stddev .7614 .02779 .03871 .0588 
%RSD 68.939 8.6438 20,048 4.9717 

y#1 .56606 -.30183 .22044 -1.1420 
#2 1.6429 -.34113 .16570 -1.2252 

Check ? None None None None 
Value 
Range 
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Sample Name: Blank Acquired: 11/29/2007 11:19:19 Type: Blank 
Method; TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8674.6 10028. 130110. 20626. 
Stddev 15.2 16. 948. 85. 
%RSD .17505 .15993 .72892 .40986 

#1 8663.9 10017. 129430. 20686. 
#2 8685.4 10039. 130780. 20566. 



Sample Name: ZCRI Acquired: 11/29/2007 11:22:03 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 A&1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.410 1.7344 9.6570 .59286 4.6968 3.7421 
Stddev .117 6.0852 .3497 .10287 .0349 .0007 
%RSD 1.1200 350.86 3.6207 17.351 .74222 .01872 

#1 10.493 6.0373 9.9042 .66560 4.7214 3.7426 
#2 10.328 -2.5685 9.4098 .52012 4.6721 3.7416 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8083 49.560 10.381 23.317 2.9834 -16.811 
Stddev .0912 !242 .105 .438 .6522 9.183 
%RSD 1.8963 .48779 1.0080 1.8804 21.859 54.626 

#1 4.7438 49.731 10.455 23.627 2.5223 -23.304 
#2 4.8728 49.389 10.307 23.007 3.4446 -10.317 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/29/2007 11:22:03 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.8615 14.976 7.3172 40.883 10.646 53.573 
Stddev 7.1560 .011 1.2621 .066 .124 .798 
%RSD 72.565 .07329 17.248 .16220 1.1635 1.4889 

#1 -4.8015 14.968 8.2096 40.930 10.734 53.009 
#2 -14.922 14.984 6.4248 40.836 10.559 54.137 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.800 25.532 48.042 58.602 
Stddev .484 .271 .230 .150 
%RSD 1.5209 1.0599 .47785 .25576 

#1 32.142 25.724 47.880 58.496 
#2 31.459 25.341 48.205 58.708 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

msmsmm. 



Sample Name: ZCRI Acquired: 11/29/2007 11:22:03 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comments 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8650.1 10007. 130340. 20367. 
Stddev 19.2 424. 124. 
%RSD .22250 .00012 .32547 .60965 

#1 8663.7 10007. 130640. 20279. 
#2 8636.5 10007. 130040. 20455. 



Sample Name: CRI Acquired: 11/29/2007 11:24:42 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10,273 -3.2620 9.2957 .34003 4.5994 -.05013 
Stddev .020 6.2325 .1619 .09878 .0022 .05892 
%RSD .19118 191.07 1.7416 29.050 .04695 117.53 

#1 10.287 -7,6690 9.1812 .40988 4.5979 -.09180 
#2 10.259 1.1451 9.4102 .27018 4.6010 -.00847 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7988 49.863 10.495 22.661 -4.2708 -12.024 
Stddev .0360 .096 .241 .230 .9714 11.662 
%RSD .74977 .19314 2.2949 1.0167 22.745 96.989 

#1 4.7734 49.931 10.665 22.498 -4,9577 -20.271 
#2 4.8243 49.795 10.324 22.824 -3.5839 -3.7779 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 11:24:42 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

E|em Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604(445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (Jn2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.2002 14.621 6.5013 40.794 10.327 56.053 
Stddev 4.1587 .218 1.5191 .091 .211 .069 
%RSD 79.972 1.4876 23.365 .22188 2.0479 .12255 

#1 -8.1409 14.467 5.4272 40.730 10.476 56.004 
#2 -2.2596 14.775 7.5755 40.858 10.177 56.101 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 30.519 25.244 47.545 58.358 
Stddev .724 .747 .285 .269 
%RSD 2.3717 2.9600 ,59981 .46108 

#1 30.007 25.772 47.343 58.548 
#2 31.031 24.716 47.747 58.168 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

fiMlm3si8 



Sample Name: CRI Acquired: 11/29/2007 11:24:42 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int.Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8649.8 9980.7 130020. 20803. 
Stddev 6.3 10.8 536. 126. 
%RSD .07287 .10860 .41257 .60700 

/ 

#1 8654.3 9988.3 130400. 20892. 
#2 8645,4 9973.0 129640. 20714. 



Sample Name: ICSA Acquired: 11/29/2007 11:27:24 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3" 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.35420 227100. .19549 -2.2270 1.2442 214430. 
Stddev .29662 362. 2.1731 .0568 .0444 912. 
%RSD 83.742 .15954 1111.6 2.5482 3.5692 .42511 

#1 -.56394 226840. -1.3411 -2.2671 1.2128 213790. 
#2 -.14446 227350. 1.7321 -2.1868 1.2756 215080. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7459 3.1148 43.369 20.941 85155. -102.53 
Stddev .1028 .0959 .363 .315 200. 9.79 
%RSD 5.8879 3.0804 .83622 1.5040 .23508 9.5521 

#1 1.8186 3.1827 43.112 20.718 85014. -109.45 
#2 1.6732 3.0470 43.625 21.164 85297. -95.604 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 11:27:24 Type: QC 
Method: TAL20071129A Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 217640. 15.031 685.18 18.257 6.4854 .61137 
Stddev 488. .024 9.93 .144 .2417 1.2839 
%RSD .22428 .15862 1.4491 .79085 3.7267 210.01 

#1 217290. 15.048 678.16 18.155 6.3145 1.5192 
#2 217980. 15.015 692.20 18.359 6.6563 -.29650 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.8942 -.65438 -.89006 24.216 
Stddev .0266 1.3321 .10733 .084 
%RSD .54395 203.57 12.059 .34592 

#1 -4.8754 .28758 -.81416 24.156 
#2 -4.9131 -1.5963 -.96595 24.275 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 11:30:11 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (YJ2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 202.10 228420. 92.941 474.94 442.90 215950. 
Stddev .37 1122. 2.407 1.92 1.97 4096. 
%RSD .18278 .49139 2.5902 .40385 .44374 1.8965 

#1 202.36 229210. 91.239 476.29 444.29 218850. 
#2 201.84 227620, 94.643 473.58 441.51 213060. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y.2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 925.61 491.30 516.37 499.50 85379. -76.810 
Stddev .42 1.96 .53 3.12 566. 5.339 
%RSD .04560 .39807 .10249 .62450 .66270 6.9514 

#1 925.91 492.68 516.74 501.70 85779. -73.034 
#2 925.31 489.92 515.99 497.29 84979. -80.585 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name; ICSAB Acquired: 11/29/2007 11:30:11 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 218070. 490.97 696.98 1013.8 52.071 569.06 
Stddev 1304. .93 7.11 3.4 .593 .21 
%RSD .59811 .18956 1.0199 .33803 1.1382 .03624 

#1 218990. 491.63 691.95 1016.3 52.490 569.20 
#2 217140. 490.31 702,01 1011.4 51.652 568.91 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 VJ2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.734 92.086 464.82 1027.5 
Stddev .603 ,078 1.03 4.8 
%RSD 1.1659 .08521 .22192 .46546 

#1 52.161 92.141 465.55 1030.8 
#2 51.308 92.030 464.09 1024.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

«a®SS:SM4 



Sample Name: ICSAB Acquired: 11/29/2007 11:30:11 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7040.2 8993.1 116140. 20055. 
Stddev 8.7 3.6 277. 92. 
%RSD .12409 .04030 .23812 .46000 

#1 7034.0 8995.6 115940. 19990. 
#2 7046.4 8990.5 116330. 20120. 

mmmms 



Sample Name: CCV Acquired: 11/29/2007 11:32:53 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elern Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152185} 189.042 {478} 455,403 { 74} 313.042 {108} 317.9331106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 606.49 4759.7 245.02 4750.9 115.60 11647. 
Stddev 3.03 201.0 .71 190.2 4.85 489. 
%RSD .49911 4.2229 .29159 4.0030 4.1922 4.1962 

#1 604.35 4901.8 244.52 4885.3 119.03 11992. 
#2 608.63 4617.6 245.53 4616.4 112.17 11301. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

< 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490144} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.80 1228.6 494.92 582.46 2316.0 11607. 
Stddev .16 .6 1.60 2.84 96.6 417. 
%RSD .12816 ,04944 .32361 .48794 4.1724 3.5959 

#1 122.91 1228.2 493.79 580.45 2384.3 11902. 
#2 122.69 1229.1 496.05 584.47 2247.6 11312. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

aiflisiias 



Sample Name: CCV Acquired: 11/29/2007 11:32:53 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Eiem - Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y.3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg F 11174. 1218.5 11350. 1254.5 242.49 1208.4 
Stddev 472. 6.0 463. .0 .09 .2 
%RSD 4.2267 .49360 4.0753 .00162 .03812 .02043 

#1 11508. 1214.2 11677. 1254.5 242.56 1208.6 
#2 10840. 1222.7 11023. 1254.5 242.43 1208.3 

Check ? Chk Fail Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 12500. 
Range -10.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 239.34 248.61 1179.2 1278.2 
Stddev .38 .86 5.7 1.2 
%RSD .15976 .34402 .48734 .09100 

#1 239.61 249.21 1175.1 1279.0 
#2 239.07 248.00 1183.3 1277.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

•mmmmmy 



Sample Name: CCV Acquired: 11/29/2007 11:32:53 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8223,1 9857.1 127630. 20588. 
Stddev 16.1 13.9 1191. 662. 
%RSD .19601 .14118 .93295 3.2140 

#1 8234.5 9866.9 128470. 20120. 
#2 8211.7 9847.3 126790. 21056. 



Sample Name: CCB Acquired: 11/29/2007 11:35:28 Type: QC 
Method: TAL20071129A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .50191 12.630 .33052 1.4124 .04391 14.321 
Stddev .04698 6.180 .26775 .0786 .02378 1.429 
%RSD 9.3603 48.929 81.008 5.5664 54.167 9.9755 

#1 .53513 17.000 .51985 1.4680 .06072 15.332 
#2 .46869 8.2601 .14120 1.3568 .02709 13.311 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .24098 .91434 -.06445 -.91688 -2.0565 -5.1652 
Stddev .01276 .06743 .05955 .16136 .3109 12.818 
%RSD 5.2930 7.3752 92.397 17.599 15.120 248.15 

#1 .23196 .86666 -.02234 -1.0310 -1.8366 -14.229 
#2 .25000 .96203 -.10656 -.80278 -2.2763 3.8983 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 11:35:28 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (.102-306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -2.6263 -.80552 2.7426 1.0854 -2.0909 3.6033 
Stddev 11.533 .09956 1.7400 .0222 .3073 .3047 
%RSD 439.12 12.360 63.443 2.0489 14.695 8.4566 

#1 5.5285 -.87592 1.5122 1.0697 -1.8737 3.8188 
#2 -10.781 -.73512 3.9730 1.1011 -2.3082 3.3879 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .89631 -.60617 .49423 -1.0213 
Stddev .15871 .84206 04412 .0846 
%RSO 17.707 138.92 8.9272 8.2842 

#1 .78409 -.01074 .46303 -.96145 
#2 1.0085 -1.2016 .52543 -1.0811 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Sillillii 



Sample Name: CCB Acquired: 11/29/2007 11:35:28 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Ljne 230.606 {446} 224 .306(450} 360.073(94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8665.5 9990.2 131350. 20767. 
Stddev 9.3 .7 492. 40. 
%RSD .10760 .00686 .37463 ,19341 

#1 8658.9 9990.7 131700. 20795. 
#2 8672.1 9989.7 131000. 20738. 



Sample Name: 0008710-17 Acquired: 11/29/2007 11:38:14 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3T30 Ca3179 
Line 328.068 {103} 396.152 ( 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05617 137720. 58.743 1639.3 2.8412 34161. 
Stddev .00350 5438. .105 57.2 .1570 1471. 
%RSD 6.2352 3.9485 .17862 3.4869 5.5242 4.3057 

#1 -.05370 133870. 58.817 1598.9 2.7302 33121. 
#2 -.05865 141560. 58.669 1679.8 2.9522 35201. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267 .716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9623 108.18 175.59 184.93 155630. 26896. 
Stddev .0537 .10 .04 .86 7065. 1022. 
%RSD 1.0827 .09003 .02327 .46594 4.5399 3.8012 

#1 4.9243 108.25 175.62 185.54 150630. 26173. 
#2 5.0003 108.11 175.56 184.32 160630. 27619. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-17 Acquired: 11/29/200711:38:14 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26239. 6071.2 1227.1 131.17 224.73 7.0344 
Stddev 1202. 27.6 42.5 .04 1.50 .7533 
%RSD 4.5800 .45380 3.4635 .03101 .66841 10.709 

#1 25389. 6090.7 1197.0 131.20 225.80 7.5671 
#2 27089. 6051.8 1257.1 131.14 223.67 6.5017 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) ^ 
Units ug/L ug/L ug/L ug/L 
Avg .78716 -5.4997 36816 673.37 
Stddev .37071 .2304 .69 1,83 
%RSD 47.095 4.1892 .18721 .27163 

#1 1.0493 -5.3368 368.65 674.66 
#2 .52503 -5.6626 367.67 672.08 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-17 Acquired: 11/29/2007 11:38:14 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z2 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7366.8 10133. 131080. 22445. 
Stddev 39.6 52. 675. 465. 
%RSD .53801 .51532 .51516 2.0727 

#1 7338.8 10096. 130600. 22774. 
#2 7394.9 10170. 131550. 22116. 

( 



Sample Name: 0008712-05 Acquired: 11/29/2007 11:41:07 Type: link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1,4 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y-3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.31328 115400. 36.023 1153.0 1.5150 54943. 
Stddev .08032 1986. .502 17.0 .0914 1072. 
%RSD 25.638 1.7209 1.3947 1.4778 6.0328 1,9510 

#1 -.25649 113990. 35.668 1141.0 1.4503 54185. 
#2 -.37008 116800. 36.379 1165.1 1.5796 55701. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766 .490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.1225 87.826 143.19 136.73 156560. 12958. 
Stddev .0495 .349 .43 .58 4608. 241. 
%RSD 1.5866 .39709 .30170 .42124 2.9433 1.8561 

#1 3.0875 87.580 142.89 137.14 153310. 12788. 
#2 3.1575 88.073 143.50 136.32 159820. 13128. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008712-4)5 Acquired: 11/29/2007 11:41:07 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23288. 3406.5 1447.0 123.11 146.68 1.3886 
Stddev 498. 8.0 22.9 .44 .19 1.2366 
%RSD 2.1397 .23453 1.5793 .35958 .12631 89.052 

#1 22935. 3400.9 1430.8 122.80 146.82 2.2630 
#2 23640. 3412.2 1463.1 123.43 146.55 .51422 

Check ? None None None None None None 
Value 
Range 

Elem Se196Q TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .65954 -11.395 396.02 489.53 
Stddev .42890 2.532 .79 1.28 
%RSD 65.030 22.219 .19987 .26216 

#1 .35626 -13.185 395.46 490.44 .! 

#2 .96281 -9.6045 396.58 488.62 

Check ? None None NOne None 
Value 
Range 



Sample Name: 0008712-05 Acquired: 11/29/2007 11:41:07 Type: Unk 
; Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
' User: admin Client sample ID: MH23Z9 Dilution: 1.4 Operator: SRV 

Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7483.3 10206. 132420. 22107. 
Stddev 24.6 26. 388. 287. 
%RSD .32916 .25180 .29331 1.2977 

#1 7465.9 10188. 132150. 22310. 
#2 7500.8 10225. 132700. 21904. 

111111181111 2:17 



Sample Name: 77777 Acquired: 11/29/2007 11:43:58 Type: link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9742 21.649 35.566 .12440 -.09527 8.5588 
Stddev 5.3307 11.159 1.188 .05227 .00778 5.1426 
%RSD 134.13 51.546 3.3390 42.018 8.1634 60.085 

#1 7.7436 29.540 34,726 .16137 -.10077 12.195 
#2 .20485 13.758 36.405 .08744 -.08977 4.9225 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.4846 91.232 86.814 84.610 25.680 29.982 
Stddev .0096 .046 71.084 74.135 12.753 3.915 
%RSD .64475 .05032 81.881 87.620 49.659 13.058 

#1 1.4778 91.199 36.550 32.189 34.698 27.213 
#2 1.4914 91.264 137.08 137.03 16.663 32.750 

Check ? None None None None None None 
Value 
Range 

M IS 



Sample Name: 77777 Acquired: 11/29/2007 11:43:58 Type: Unk 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -8.8119 A ***** 16.650 118.19 162.95 6.3877 
Stddev .8044 2.003 .45 1.10 1.1220 
%RSD 9.1287 12.033 .37714 .67538 17.565 

#1 -9.3807 A 15.233 117.88 162.17 5.5943 
#2 -8.2431 3223.1 18.066 118.51 163.73 7.1810 

Check? None None None None None None 
Value 
Range 

Elem Set960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.3326 -9.9897 244.72 485.59 
Stddev .7631 .3166 199.97 5.35 
%RSD 32.715 3.1696 81.716 1.1024 

#1 1.7930 -10.214 103.32 481.80 
#2 2.8722 -9.7658 386.12 489.37 

Check ? None None None None 
Value 
Range 

• ii'fflSifliig 



Sample Name: 77777 Acquired: 11/29/2007 11:43:58 Type: Link 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7393.3 10065. 286880. 63342. 
Stddev 76.3 136. 222890. 6195. 
%RSD 1.0319 1.3518 77,693 9,7807 

#1 7339.3 9968.8 444490. 58961. 
#2 7447.2 10161. 129280. 67723. 

aawffl»a»2H 



Sample Name: Blank Acquired: 11/29/2007 11:46:44 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .13043 46.595 .21608 .66210 -.02753 48.693 
Stddev .36739 29.678 .50511 .24444 .01723 11.198 
%RSD 281.68 63.692 233.77 36.919 62.583 22.996 

#1 -.12936 67.581 -.14109 .83494 -.03972 56.610 
#2 .39022 25.610 .57324 .48925 -.01535 40.775 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03582 .02682 -.06165 -.50286 61.431 46.550 
Stddev .02733 .03039 .19807 .03090 26.135 18.204 
%RSD 76.310 113.29 321.31 6.1447 42.544 39.108 

#1 .05515 .04831 .07841 -.52471 79.912 33.677 
#2 .01649 .00534 -.20170 -.48101 42.951 59.422 

Check ? None None None None None None 
Value 
Range 
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Sample Name: Blank Acquired: 11/29/2007 11:46:44 Type: Blank 
Method: TAL20071129A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: ! Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -10.223 .23379 60.587 .71582 -.73936 .32373 
Stddev 1.476 .26780 .720 .64489 .32216 .35454 
%RSD 14.434 114.55 1.1883 90.092 43.574 109.52 

#1 -9.1793 .04443 61.096 1.1718 -.51155 .57443 
#2 -11.266 .42316 60.078 .25981 -.96716 .07303 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.25666 -.23294 -.04627 2.1934 
Stddev ,05366 .22638 .11124 2.2279 
%RSD 20.906 97.186 240.41 101.57 

#1 -.21872 -.07286 .03239 3.7688 
#2 -.29460 -.39301 -.12493 .61806 

Check? None None None None 
Value 
Range 
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Sample Name; Blank Acquired: 11/29/2007 11:46:44 Type: Blank 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8703.4 10090. 132480. 23806. 
Stddev 17.7 2. 721. 3597. 
%RSD .20377 .02314 .54448 15.109 

#1 8690.8 10092. 132990. 26349. 
#2 8715.9 10088. 131970. 21262. 



Sample Name: ZCRI Acquired: 11/29/2007 11:49:28 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_37l0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9629 2.9747 8.8458 .51045 4.6128 5.3492 
Stddev .4782 1.5542 .4587 .03453 .0757 .8563 
%RSD 4.7999 52.249 5.1856 6.7637 1.6403 16.008 

#1 10,301 1.8757 8.5215 .53486 4.5593 4.7437 
#2 9.6248 4.0737 9.1702 .48603 4.6663 5.9546 

Check ? Chk Pass None Chk Pass None Chk Pass Nbne 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8241 49.277 10.283 23.228 -5.2504 8,4134 
Stddev .0050 .054 .192 .246 .4750 16.012 
%RSD .10452 .11011; 1.8670 1.0610 9.0462 190.32 

#1 4.8276 49.239 10.147 23.403 -5.5862 -2.9090 
#2 4.8205 49.316 10.418 23.054 -4.9145 19.736 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: ZCRI Acquired: 11/29/2007 11:49:28 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -10.848 14.468 21.310 40.713 9.3105 55.031 
Stddev 17.400 .011 3.989 .144 .0379 .445 
%RSD 160.39 .07833 18.717 .35320 .40682 .80948 

#1 -23.152 14.460 18.490 40.611 9.3373 54.716 
#2 1.4552 14.476 24.131 40.814 9.2838 55.346 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

-

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.658 25.751 47.944 61.937 
Stddev 1.003 .206 .082 .827 
%RSD 3.0717 .80126 .17120 1.3344 

#1 33.367 25.896 48.002 61.353 
#2 31.949 25.605 47.886 62.522 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



\ 

Sample Name: ZCRI Acquired: 11/29/2007 11:49:28 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8686.7 9993.7 130040. 20936. 
Stddev 4.8 6.5 138. 135. 
%RSD .05523 .06542 .10602 .64512 

#1 8690.1 9998.3 129940. 21032. 
#2 8683.4 9989.0 130140. 20841. 



Sample Name: CRI Acquired: 11/29/2007 11:52:09 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 1.0.181 -1.9048 9.3520 .60121 4.5659 21.395 
Stddev .559 11.255 .5562 .03212 .0913 18.153 
%RSD 5.4947 590.88 5.9473 5.3424 2.0003 84.846 

#1 10.577 6.0538 9.7453 .57849 4.6305 34.231 
#2 9.7854 -9.8635 8.9587 .62392 4.5014 8.5591 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267,716 {126} 324,754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8333 49.748 10.547 23.309 -3.3091 -8.1682 
Stddev .0055 .152 .680 .229 2.6648 8.1964 
%RSD .11378 .30534 6.4477 .98323 80.528 100.35 

#1 4.8294 49.856 11.028 23.471 -1.4248 -2.3724 
#2. 4.8372 49.641 10.066 ' 23.147 -5.1934 -13.964 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 11/29/2007 11:52:09 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.2547 14.680 23.489 40.919 9.6142 56.015 
Stddev 6.1266 .173 11.385 .103 .6552 .646 
%RSD 66.200 1.1802 48.468 .25129 6.8145 1.1537 

#1 -4.9225 14.803 31.540 40.846 10.078 55.558 
#2 -13.587 14.558 15.439 40.991 9,1510 56.472 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1! 90.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.093 25.127 48.551 70.803 
Stddev ,507 .114 .482 .532 
%RSD 1.5802 .45375 .99356 .75114 

#1 32.451 25.208 48.892 70.427 
#2 31.734 25.047 48.209 71.179 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 11:52:09 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224. 306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8636.7 9981.1 128800. 20883. 
Stddev 33.9 316 1758. 482. 
%RSD .39238 .31613 1.3650 2.3088 

#1 8612.7 9958.8 127550. 20542. 
#2 8660.7 10003. 130040. 21223. 



Sample Name: ICSA Acquired: 11/29/2007 11:54:50 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04301 225260. .68534 -2.0922 1.2479 211040. 
Stddev .05360 300. .21309 .1286 .0129 761. 
%RSD 124.62 .13297 31.093 6.1467 1.0350 .36050 

#1 .08092 225050. .83602 -2.1831 1.2387 210500. 
#2 .00511 225480. .53466 -2.0012 1.2570 211580. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8054 3.2690 43.214 21.398 84297. 67.437 
Stddev .0997 .1004 .633 .301 7. 23.655 
%RSD 5.5239 3.0702 1.4651 1.4080 .00852 35.078 

#1 1.7349 3.3400 43.662 21.611 84302. 50.710 
#2 1.8759 3.1980 42.767 21.185 84292. 84.164 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/29/2007 11:54:50 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 212290. 18.815 756.24 18.599 7.8388 -.17076 
Stddev 195. .409 36.27 .265 .5058 2.1055 
%RSD .09170 2.1756 4.7955 1.4268 6.4529 1233.1 

#1 212430. 19.104 730.60 18.786 7.4811 -1.6596 
#2 212150. 18.526 781.89 18.411 8.1965 1.3181 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.5965 -1.5570 -.73179 82.103 
Stddev 1.7565 .8095 .01257 9.545 
%RSD 110.02 51.987 1.7174 11.626 

#1 -2.8385 -.98465 -.72291 75.353 
#2 -.35443 -2.1294 -.74068 88,852 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 11:54:50 Type: QC 
Method: TAL20071129A Mode:CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7089.2 9102.4 117710. 20318. 
Stddev 9.9 25.4 429. 17. 
%RSD .13981 .27892 .36473 ,08379 

#1 7082.2 9084.5 117400. 20330, 
#2 7096.2 9120.4 118010. 20305. 



Sample Name: ICSAB Acquired: 11/29/2007 11:57:36 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 200.72 225590. 90.870 467.50 437.74 211060. 
Stddev .21 1445. 1.293 3.65 2.75 249. 
%RSD .10705 .64033 1.4235 .78029 .62736 .11800 

#1 200,87 224560. 89.955 464.92 435.80 211240. 
#2 200.57 226610. 91.785 470.08 439.68 210890. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228 .616(447} 267.716 {126} 324 .754 {104} 259.940 {130} 766,490 {44} 
IS Ref (Y_2243) (In2306) (YJ3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 919.77 487.96 516.43 489.84 84405. -81.098 
Stddev .25 .46 .90 .24 490. 1.328 
%RSD .02721 .09354 .17460 .04911 .58023 1.6374 

#1 919.59 487.63 515.79 489.67 84058. -82.037 
#2 919.95 488.28 517.07 490.01 84751. -80.159 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 11:57:36 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 213040. 486.39 671.86 1008.9 51.831 561.56 
Stddev 1304. .56 5.16 .4 .748 .03 
%RSD .61221 .11578 .76870 .04192 1.4427 .00556 

#1 212120. 485.99 668.21 1008.6 51.302 561.58 
#2 213960. 486.79 675.51 1009.2 52.360 561.54 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit ) 

Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.438 90.255 458.79 1025.0 
Stddev 1.579 .374 .95 .4 
%RSD 3.1946 .41401 .20784 .04192 

#1 48.321 90.520 459.46 1024.7 
#2 50.555 89.991 458.11 1025.3 

Check? 
U|>|U I imif 

Chk Pass Chk Pass Chk Pass Chk Pass 
Mign Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/29/2007 11:57:36 Type: QC 
Method: TAL20071129A Mode: CONC Com Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7066.6 9027.0 116670. 20213. 
Stddev 4.6 8.2 140. 3. 
%RSD .06473 .09131 .12012 .01295 

#1 7069.9 9032.8 116770. 20211. 
#2 7063.4 9021.2 116570. 20215. 



Sample Name: CCV Acquired: 11/29/2007 12:00:18 Type: QC 
Method: TAL20071129A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 607.09 4647.8 245.26 4665.3 114.19 11314. 
Stddev .45 18.7 .19 33.0 .88 69. 
%RSD .07352 .40147 .07856 .70779 .77204 .60787 

#1 607.40 4634.6 245.40 4642.0 113.57 11266. 
#2 606.77 4661.0 245.12 4688.7 114.81 11363. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (YJ3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 122.80 1225.4 497.65 571.18 2273.6 11501. 
Stddev .35 .8 .44 .05 23.8 65. 
%RSD .28786 .06677 .08798 .00843 1.0468 .56200 

#1 122.55 1224.8 497.96 571.15 2256.8 11456. 
#2 123.05 1226.0 497.34 571.22 2290.5 11547. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 12:00:18 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg F 10771, 1204.7 F11004. 1252.2 241.07 1213.4 
Stddev 74. .7 89. 1.8 1.26 3.1 
%RSD .68371 .06124 .80899 .14428 .52178 .25647 

#1 10718. 1204.2 10941. 1250.9 240.19 1211.2 
#2 10823. 1205.2 11067. 1253.5 241.96 1215.6 

Check ? Chk Fail Chk Pass Chk Fail Chk Pass Chk Pass Chk Pass 
Value 12500. 12500. 
Range -10.000% -10.000% 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292 .402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 236.73 247.82 1161.9 1274.7 
Stddev 1.51 .95 1.1 2.2 
%RSD .63837 .38453 .09152 .17569 

#1 237.80 247.15 1161.1 1273.1 
#2 235.66 248.50 1162.6 1276.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 12:00:18 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8229.3 9853.4 128470. 21100. 
Stddev 23.8 31.9 385. 29. 
%RSD .28937 .32357 .29954 .13672 

#1 8246.2 9876.0 128190. 21080. 
#2 8212.5 9830.9 128740. 21121. 



Sample Name: CCB Acquired: 11 /29/2007 12:02:53 Type: QC 
Method: TAL20071129A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 3" 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .43369 6.8183 -.08411 1.2149 .07911 12.645 
Stddev .07851 1.4071 .1:2643 .2421i .00638 .209 
%RSD 18.103 20.638 150,32 19.931 8.0609 1.6535 

#1 .37818 5.8233 .00529 1.3861 .07460 12.497 
#2 .48921 7.8133 -.17350 1.0437 .08362 12.793 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09245 .41028 .53649 -.82446 -2.4925 -39.893 
Stddev .00546 .00489 .04127 .24544 .3131 22.755 
%RSD 5.9040 1.1926 7.6920 29.770 12.564 57.040 

#1 .09631 .41374 .50731 -.65091 -2.7139 -23.803 
#2 .08859 .40682 .56567 -.99801 -2.2711 -55.983 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



! Sample Name: CCB Acquired: 11/29/2007 12:02:53 Type: QC 
: Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID; CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.0336 -.80322 7.0027 .50206 -1.8117 2.8441 
Stddev 11.559 .02025 2.3461 .13440 .6722 .0829 
%RSO 191.58 2.5206 33.503 26.771 37.100 2.9166 

#1 -2.1399 -.81754 8.6617 .40702 -2.2870 2.9028 
#2 14.207 -.78891 5.3438 .59710 -1.3364 2.7854 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8398 -.43621 .51691 -1.0537 
Stddev .6909 .27318 .05030 .1211 
%RSD 37.553 62.624 9.7304 11.495 

#1 2.3284 -.24305 .55248 -1.1393 
#2 1.3513 -.62938 .48134 -.96805 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

. liiliSiii : 
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Sample Name: CCB Acquired: 11/29/2007 12:02:53 Type: QC 
Method: TAL20071129A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8668.2 10053. 131690. 20842. 
Stddev 14.9 32. 383. 51. 
%RSD .17231 .32277 .29093 .24382 

#1 8678.8 10076. 131960. 20806. 
#2 8657.7 10030. 131420. 20877. 



Scientific 
1544 SawJutt RowJ, Sui1e 5C5 
T«e Woodlands, IX773BO 
£80282-58?/ 
W*W,84«4Bri(iS«XOn» 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Ranlog,Logbook (RCNj/Pagej) : Analyst/Date: QfrO r^.o\<°'*^ 

Method: ILM05.4 SOP: Reviewer/Date: VI |^o\o/") 

Sequence: TAL2O071129B1 Analysis Start:11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 SO SO 11/29/07 14:55:48 1 100 100 100 100 

0 S S 11/29/07 14:58:33 1 92 97 96 96 

0 ICVi ICV 11/29/07 15:01:12 1 96 99 97 100 

0 ICB1 ICB 11/29/07 15:03:45 1 100 99 100 101 

0 CRDL1 CRI 11/29/07 15:06:30 1 100 99 99 100 

0 ICS-A1 ICSA 11/29/07 15:09:11 1 82 91 89 97 

0 ICS-AB1 ICSAB 11/29/07 15:11:57 1 81 90 90 98 

0 CCV1 CCV 11/29/07 15:14:36 1 94 98 97 100 

0 CCB1 CCB 11/29/07 15:17:14 1 99 100 99 101 OiaIC pk 

0 0008712-01 MH23Y1 11/29/07 15:19:59 1 84 99 98 107 

0 0008712-01ID MH23Y1D 11/29/07 15:22:50 1 85 101 99 109 

0 0008712-01S MH23Y1S 11/29/07 15:25:42 1 84 101 100 110 

0 0008712-01L MH23Y1L 11/29/07 15:28:31 5 96 102 101 105 

0 0008712-03 MH23Z7 11/29/07 15:31:14 1 85 100 98 109 

0 0008712-06 MH24A0 11/29/07 15:34:07 1 86 103 101 109 < 
0 77777 77777 11/29/07 15:36:58 1 102 103 103 103 

0 77777 77777 11/29/07 15:39:43 1 77 * 85 86 96 

0 0008723-04 MH24F9 11/29/07 15:42:32 1 85 99 99 105 

0 BLANK BLANK 11/29/07 15:45:10 1 98 99 99 102 

0 CCV2 CCV 11/29/07 15:47:53 1 97 101 101 104 

0 CCB2 CCB 11/29/07 15:50:29 1 101 101 102 100 

0 0008723-05 MH24G0 11/29/07 15:53:30 1 84 99 98 108 

0 0008723-06 MH24G1 11/29/07 15:56:21 1 84 99 99 108 

0 0008723-07 MH24G2 11/29/07 15:59:12 1 85 100 100 112 

0 0008723-08 MH24G3 11/29/07 16:02:04 1 86 101 102 108 

0 0008723-09 MH24G4 11/29/07 16:04:53 1 86- 102 101 109 ; 

0 BLANK BLANK 11/29/07 16:07:44 1 98 100 101 105 

0 ZCRI ZCRI 11/29/07 16:10:29 1 102 103 103 102 j 

0 CRDL2 CRI 11/29/07 16:13:10 1 102 102 102 102 

0 ICS-A2 ICSA 11/29/07 16:15:51 1 83 92 92 101 

Thursday, November 29, 2007 



©Scientific 
SSKS" Instrument Run Log 
SX5L. instrument ID: B-ICAB6S00 

Runlog,Logbook (RCm/Pagef) : fofobT Analyst/Da te: 

MM ub°W Method: ILM05 4 SOP: o£> Reviewer/Date: MM ub°W 
Sequence; TAL20071129B1 Analysis Start ; 11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_371Q Comments 

0 ICS-AB2 ICSAB 11/29/07 16:18:38 1 82 92 91 99 

0 CCV3 CCV 11/29/07 16:21:18 1 96 100 100 104 

0 CCB3 CCB 11/29/07 16:23:55 1 99 100 101 102 

0 0008710-20 MH23Z5 11/29/07 16:26:41 1 82 103 102 110 OA\VI pb 

0 0008712-02 MH23Z6 11/29/07 16:29:31 1 85 104 102 111 ^ 

0 0008712-04 MH23Z8 11/29/07 16:32:22 1 84 103 102 111 

0 0008712-05 MH23Z9 11/29/07 16:35:13 1 85 105 104 112 
/ 

0 0008723-14 MH24G9 11/29/07 16:38:05 1 85 101 100 109 

0 0008723-15 MH24H0 11/29/07 16:40:56 1 86 103 102 in  >fe  

0 0008723-16 MH24H1 11/29/07 16:43:47 1 85 102 101 109 

0 0008723-17 MH24H2 11/29/07 16:46:37 1 86 102 101 111 

0 0008723-18 MH24H3 11/29/07 16:49:28 1 86 103 102 no >pe, 

0 BLANK BLANK • 11/29/07 16:52:18 1 99 100 101 99 

0 CCV4 CCV 11/29/07 16:55:02 1 98 102 101 102 

0 CCB4 CCB 11/29/07 16:57:38 1 101 102 102 97 

0 0008723-19 MH24H4 11/29/07 17:00:24 1 84 101 101 111 >$<L 

0 0008723-20 MH24H5 11/29/07 17:03:16 1 86 102 101 105 

0 0008723-01 MH24F6 11/29/07 17:06:09 1 86 too 100 110 

0 0008723-01D MH24F6D 11/29/07 17:08:57 1 85 too 100 110 

0 0008723-01S MH24F6S 11/29/07 17:11:46 1 86 100 101 99 

0 BLANK BLANK 11/29/07 1:7:14:28 1 96 97 99 101 

0 ZCRI ZCRI 11/29/07 17:17:12 1 104 105 105 108 

0 QRDL3 CRI 11/29/07 17:19:54 1 102 103 101 100 

0 ICS-A3 ICSA 11/29/07 17:22:33 1 83 92 91 108 

0 ICS-AB3 ICSAB 11/29/07 17:25:19 1 77 * 97 91 95 2|5e^ltci 

0 CCV5 CCV 11/29/07 17:28:00 1 97 100 99 98 

0 CCB5 CCB 11/29/07 17:30:35 1 100 101 101 97 

0 0008723-01L MH24F6L 11/29/07 17:33:21 5 95 101 103 9? 

0 0008723-02 MH24F7 11/29/07 17:36:03 1 85 101 100 106 

0 0008723-03 MH24F8 11/29/07 17:38:55 1 86 103 102 111 

Thursday, November 29, 2007 mmmwm 



Scientific 
15« Sawdust Road, Suite 505 
The Woed tarda 1*77380 
(261)292-5277 
uMW.afcciMUie.coni 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RGN#/Page#) ; 6tlrlQ!T-01 Analyst/Date: VV\"Vo\o^ , 
Method: ILM05.4 SOP: Reliever/Date: , 
Sequence: TAL20071129B1 Analysis Start: 11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y_2243 Y_3600 Y_3710 Comments 

0 ICPBLKQ8 PBSQ8 11/29/07 17:41:47 1 1:03 103 104 103 

0 ICPLCSQB LCSSQ8 11/29/07 17:44:34 79 * 87 88 96 

0 0008723-10 MH24G5 11/29/07 17147:22 1 86 102 101 111 

0 0008723-11 MH24G6 11/29/07 17:50:14 1 85 103 101 1'13 

0 BLANK BLANK 11/29/07 17:53:04 1 97 97 98 98 

0 CCV6 CCV 11/29/07 17:55:48 1 100 104 103 105 

0 CCB6 COB 11/29/07 17:58:23 1 102 102 102 106 

0 0008723-12 MH24G7 11/29/07 18:01:09 1 85 101 100 106 

0 0008723-13 MH24G8 11/29/07 18:04:01 1 83 97 97 107 

0 0008723-15 MH24H0 11/29/07 18:07:02 1.3 88 103 103 IO7 Tj\uino~fV pe 

0 0008723-18 MH24H3 11/29/07 18:09:54 1.3 89 103 102 109 

0 0008723-19 MH24H4 11/29/07 18:12:46 1.25 87 103 102 109 S /• 
0 BLANK BLANK 11/29/07 18;15;36 1 97 98 98 97 

0 ZCRI ZCRI 11/29/07 18:18:21 1 105 106 106 103 

0 CRDL4 CRI 11/29/07 18:21:02 103 104 104 104 

0 ICSrA4 ICSA 11/29/07 18:23:43 1 83 93 92 94 

0 ICS-AB4 ICSAB 11/29/07 18:26:30 1 84 93 93 98 

0 CCV7 CCV 11/29/07 18:29;12 98 101 100 101 

0 CCB7 CCB 11/29/07 18:31:48 1 101 101 101 98 

Thursday, November 29, 2007 



Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00218 .00020 .00000 .00179 .00036 .00515 
Stddev .00001 .00006 .00002 .00003 .00003 .00004 
%RSD .51515 29.662 1347.8 1.6026 7.8553 .75055 

#1 -.00217 .00016 .00002 .00181 .00038 .00518 
#2 -.00219 .00024 -.00002 .00177 .00034 .00512 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Unite Cts/S Cts/S •Cts/S Cts/S Cts/S Cts/S 
Avg .00009 .00015 .00001 .00146 .00011 -.00160 
Stddev .00002 .00007 .00000 .00005 .00008 .00031 
%RSD 18.177 48.337 37.523 3.3189 76.115 19.357 

#1 .00011 .00020 .00001 .00143 .00005 -.00182 
#2 .00008 .00010 .00001 .00149 .00017 -.00138 

wmwm£m 



Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00003 .00017 -.00199 -.00022 .00007 .00011 
Stddev .00007 .00001 .00016 .00018 .00009 .00005 
%RSD 257.72 7.7913 8.0808 81.109 128.34 49.234 

#1 -.00002 .00016 -.00210 -.00010 .00001 .00007 
#2 .00008 .00018 -.00187 -.00035 .00014 .00015 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S cts/s Cts/S Cts/S 
Avg .00001 -.00009 -.00004 .00016 
Stddev .00008 .00005 .00003 .00001 
%RSD 1256.1 56.350 63.962 3.0673 

#1 .00006 -.00013 -.00006 .00017 
#2 -.00005 -.00005 -.00002 .00016 

13S9ilSSiiitl5 



Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8738.1 10096. 132670. 20916. 
Stddev 10.6 18. 707. 60. 
%RSD .12076 .17593 .53266 .28717 

#1 8745.6 10109. 133170. 20873. 
#2 8730.6 10084. 132170. 20958. 



Sample Name: S Acquired: 11/29/2007 14:58:33 Type: Call 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S cts/s Cts/S Cts/S 
Avg .22990 .38018 .03727 22.265 .76176 2.3813 
Stddev .00030 .01428 .00012 .569 .02851 .0943 
%RSD .13176 3.7550 .32732 2.5566 3.7424 3.9590 

#1 .22969 .39027 .03736 22.668 .78192 2.4480 
#2 .23011 .37008 .03718 21.863 .74160 2.3146 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S cts/s 
Avg .38872 2.4259 .09270 .33917 .36106 .40279 
Stddev .00016 .0001 .00030 .00044 .01407 .01625 
%RSD .04056 .00542 .32241; .12955 3.8955 4.0354 

#1 .38861 2.4260 .09249 .33886 .37101 .41428 
#2 .38883 2.4258 .09291 .33948 .35112 .39129 



I 

Sample Name: S Acquired: 11/29/2007 14:58:33 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .23306 1.4161 1.7267 1.4223 .11138 .24144 
Stddev .00948 .0035 .0649 .0005 .00050 .00017 
%RSD 4.0688 .24950 3.7567 .03216 .44637 .06926 

#1 .23976 1.4136 1.7726 1.4227 .11173 .24132 
#2 .22635 1.4186 1.6809 1.4220 .11103 .24156 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units cts/s Cts/S Cts/S Cts/S 
Avg .03014 .06208 .38646 1.9662 
Stddev ,00014 .00002 .00069 .0019 
%RSD .46826 .03258 .17804 .09566 

#1 .03005 .06206 .38598 1.9675 
#2 .03024 .06209 .38695 1.9648 

fflliSiilli 



Sample Name; S Acquired: 11/29/2007 14:58:33 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID; S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8047.3 9822.3 127560. 20470. 
Stddev 3.1 11.3 530. 682. 
%RSD .03827 .11524 .41533 3.3316 

#1 , 8049.5 9830.3 127930. 19987. 
#2 8045.1 9814.3 127180. 20952. 



Sample Name: ICV Acquired; 11/29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elern Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 509.28 2569.7 942.07 524.00 491.38 10200. 
Stddev .37 3.5 1.69 1.85 1.44 31. 
%RSD .07199 .13686 .17944 .35362 .29393 .30832 

#1 509.54 2567.2 940.88 522.69 490.36 10178. 
#2 509.02 2572.2 943.27 525.31 492.40 10222. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716{126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 480.98 514.31 514.84 497.90 5123.9 10141. 
Stddev 1.11 .68 .91 .78 15.2 50. 
%RSD .23042 .13236 .17698 .15705 .29597 .48896 

#1 480.19 514.79 514.19 497.35 5113.2 10106. 
#2 481.76 513.83 515.48 498.45 5134.6 10176. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmsmmi 



Sample Name: ICV Acquired: 11/29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator; SRV 
Comment: 1 

i 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6121.3 524.21 10108. 511.82 958.47 1015.1 
Stddev 6.6 .37 56. .07 .93 3.5 
%RSD .10778 .07134 .55297 .01350 .09692 .34472 

#1 6126.0 523.95 10068. 511.77 957.81 1012.6 
#2 6116.7 524.48 10147. 511.87 959.13 1017.6 

Check 7 Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 953.33 979.49 515.29 1031.8 
Stddev .38 2.03 .44 1.5 
%RSD .03983 .20738 .08460 .14661 

#1 953.06 978.05 515.60 1032.9 
#2 953.60 980.92 514.98 1030.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmmmmmz 



Sample Name: ICV Acquired: 11/29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8365.3 9945.7 129490. 21003. 
Stddev 4.5 21.1 253. 50. 
%RSD .05361 .21220 .19530 .23901 

#1 8368.5 9960.6 129670. 20968. 
#2 8362.2 9930.7 129310. 21039. 



Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONG Corr, Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.19938 17.615 .42750 .25013 ,04962 17.134 
Stddev .12946 4.574 .29963 .04612 ,01139 1.920 
%RSD 64.934 25.967 70.089 18.439 22.958 11.208 

#1 -.29092 20.850 .63937 .21751 .04156 15.776 
#2 -.10783 14.381 .21563 .28274 .05767 18.492 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03293 .13256 -.30134 .58385 17.685 38.742 
Stddev .01942 .02301 .58358 .10388 1.303 40.082 
%RSD 58.969 17.361 193.67 17.791 7.3668 103.46 

#1 -.04666 .11628 .11132 .65730 18 606 10.399 
#2 -.01920 .14883 -.71399 .51040 16.764 67.084 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit -



Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.0791121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.49960 .93465 19.219 .45888 .52185 2.0221 
Stddev 6.3602 .05144 3.426 .02350 .88890 .6502 
%RSD 1273.1 5.5036 17.827 5.1212 170.34 32.154 

#1 -4.9969 .89828 16.796 .47549 1.1504 2.4818 
#2 3.9977 .97102 21.642 .44226 -.10670 1.5623 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1897 .73310 -.05520 2.0775 
Stddev 1.8553 .48344 .28750 .0502 
%RSD 155.96 65.944 520.83 2.4180 

#1 2.5016 1.0749 .14809 2.1131 
#2 -.12227 .39126 -.25849 2.0420 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution:! Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 (94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8704.0 10052. 132170. 21118. 
Stddev 12.7 1. 570. 5. 
%RSD .14632 .00774 .43123 .02547 

#1 8713.0 10052. 132570. 21114. 
#2 8695.0 10051. 131760. 21122. 

l 



Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.327 47.844 9.4966 .45065 5.1220 38.055 
Stddev .238 11.189 .1738 .08469 .0430 1.264 
%RSD 2.3005 23.386 1.8305 18.793 .83945 3.3226 

#1 10.159 55.755 9.3737 .51054 5.1525 38.949 
#2 10.495 39.932 9.6196 .39077 5.0916 37.161 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Go2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9882 52.213 10.807 26.622 48.430 -4.3062 
Stddev .0289 .021 .117 .055 .222 33.216 
%RSD .58020 .04030 1.0779 .20577 .45850 771.35 

#1 5.0087 52.198 10.890 26.584 48.273 -27.793 
#2 4.9678 52.228 10.725 26.661 48.587 19.181 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

Ai3~y 



Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32.326 18.558 18.285 42.116 12.020 60.742 
Stddev 1.921 .020 1.170 .050 .519 .602 
%RSD 5.9435 .10510 6.3993 .11859 4.3157 .99068 

#1 30.967 18.572 19.112 42.081 11.653 60.316 
#2 33.684 18.545 17.457 42.152 12.387 61.167 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value ) 

Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.381 27.140 52.960 61.194 
Stddev 1.857 .026 .102 .098 
%RSD 5.5628 .09525 .19307 .15989 

#1 34.694 27.121 52.888 61.125 
#2 32.068 27.158 53.032 61.264 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8698.4 10051. 131670. 20958. 
Stddev 7.4 11. 136. 132. 
%RSD .08554 .10691 .10306 .62977 

#1 8703.6 10043. 131770. 20864. 
#2 8693.1 10058. 131570. 21051. 



Sample Name: ICSA Acquired: 11/29/2007 15:09:11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313,042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.78080 237470. -.84217 -2.2444 1.4279 227760. 
Stddev .19368 1813. .79294 .0021 .0434 586. 
%RSD 24.806 .76325 94.155 .09316 3.0380 .25730 

#1 -.64384 238750. -1.4029 -2.2429 1.4586 228180. 
#2 -.91775 236190. -.28147 -2.2459 1.3973 227350, 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7917 3,1139 42.994 22.821 90836. -118.93 
Stddev .0270 .1229 .464 .045 685. 18.52 
%RSD 1.5089 3.9461 1.0793 .19793 .75378 15.576 

#1 1.8108 3,0270 42,666 22.853 91320. -132.03 
#2 1.7726 3.2007 43.323 22.789 90352. -105.83 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 15:09:11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_37T0) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 239500. 15.807 728.51 17.987 5.4190 -.21480 
Stddev 1872. .035 2.60 .354 1.2612 .29441 
%RSD .78168 .21992 .35736 1.9689 23.274 137.06 

#1 240820. 15.831 730.35 17.736 6.3108 -.42299 
#2 238170. 15.782 726.67 18.237 4.5272 -.00662 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 VJ2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.7058 -1.0148 -.99664 24.217 
Stddev 2.4264 1.7590 .23354 .085 
%RSD 51,563 173.34 23.433 .35055 

#1 -2.9900 .22903 -.83150 24.277 
#2 -6.4215 -2.2586 -1.1618 24.157 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 15:09:11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution:! Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7137.1 9149.8 118690. 20404. 
Stddev 7.2 6.7 81. 105. 
%RSD .10067 .07329 .06825 .51629 

#1 7142.2 9154.6 118750. 20330. 
#2 7132.0 9145.1 118630. 20479. 



Sample Name: ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample I'D: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 210.05 243040. 94.057 505.46 477.09 233220. 
Stddev .29 960. .082 1.86 1.36 668. 
%RSD .13791 .39510 .08684 .36829 .28528 .28651 

#1 209.84 243720. 93.999 506.77 478.05 233690. 
#2 210.25 242360. 94.115 504.14 476.13 232740. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

' 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 950.39 505.15 529.47 530.28 92492. -98.651 
Stddev .27 .20 1.24 .55 389, 22.566 
%RSD .02853 .03861 .23446 .10432 .42034 22.875 

#1 950.58 505.28 528.59 529.89 92767. -114.61 
#2 950.19 505.01 530.35 530.67 92217. -82.694 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

lassiajsi 



Sample Name: ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Ejem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 243470. 515.93 760.81 1032.3 52.987 597.08 
Stddev 1393. .85 2.70 .1 1.642 .97 
%RSD .57193 .16417 .35539 .00650 3.0991 .16197 

#1 244450. 515.33 762.72 1032.2 51.826 597.77 
#2 242480. 516.53 758.90 1032.3 54.148 596.40 

Check ? 
UIML 1 irvk *4. 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
riign Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.312 93.756 495.10 1027.6 
Stddev 1.708 .550 .54 .9 
%RSD 3.3950 .58657 .10833 .08646 

#1 51.520 93.367 494.73 1027.0 
#2 49.104 94.144 495.48 1028.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7122.5 9135.8 119110. 20554. 
Stddev 2.4 4.6 206. 124. 
%RSD ,03337 .05000 .17304 .60144 

#1 7124.2 9139.1 119250. 20467. 
#2 7120.8 9132.6 118960. 20642. 



Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem 
Line 
IS Ref 
Units 
Avg 
Stddev 
%RSD 

#1 
#2 
J 

Check ? 
Value 
Range 

Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 

(Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
ug/L ug/L ug/L ug/L ug/L ug/L 

622.51 4929.8 250.92 4978.9 122.30 12462. 
.82 25.7 1.08 25.2 .41 24. 

.13159 .52039 .43045 .50642 .33333 .19481 

621.93 4911.7 250.15 4961.1 122.01 12444. 
623.09 4948.0 251.68 4996.7 122.59 12479. 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 ,940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 126.35 1247.9 500.25 615.07 2455.1 12174. 
Stddev .01 2.6 .26 .45 13.6 42. 
%RSD .01021 .20790 .05267 .07381 .55359 .34606 

#1 126.36 1249.7 500.07 614.75 2445.5 12144. 
#2 126.34 1246.0 500.44 615.39 2464.7 12204. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (YJ3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12376. 1266.3 12346. 1259.0 249.78 1250.6 
Stddev 4. .4 35. 2.9 .95 .6 
%RSD .03247 .02876 .28174 .23105 .37987 .04563 

#1 12373. 1266.6 12322. 1261.0 250.45 1250.2 
#2 12379. 1266.1 12371. 1256.9 249.11 1251.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass, Chk Pass Chk Pass 
Value 
Range 

Elem Sel960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_360Q) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 250.44 252.65 1246.8 1259.5 
Stddev 1.60 1.06 .8 2.1 
%RSD .63711 .41794 .06486 .16288 

#1 251.57 253.40 1246.3 1261.0 -

#2 249.32 251.90 1247.4 1258.1 

Check ? Chk Pass Chk Pass Chk Pass . Chk Pass 
Value 
Range 

KSfiiaiafiy 



Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8248.9 9911.4 129580. 20878. 
Stddev 9.7 2.4 42. 5. 
%RSD .11778 .02392 .03257 .02271 

#1 8242.1 9909.7 129550. 20875. 
#2 8255.8 9913.0 129610. 20882. 



Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .21694 32.901 -.91826 1.3334 .04701 45.888 
Stddev .36916 12.509 .29739 .4831 .00255 14.177 
%RSD 170.17 38.020 32.386 36.231 5.4219 30.896 

#1 -.04409 24.056 -.70797 .99180 .04882 35.863 
#2 .47798 41.746 -1.1285 1.6750 .04521 55.913 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .20826 .58475 .28910 .38728 28.576 29.148 
Stddev .02119 .03771 .21387 .19567 5.824 16.472 
%RSD 10.177 6.4491 73.979 50.523 20.379 56.512 

#1 .19328 .55808 .44033 .24892 24.459 17.500 
#2 .22325 .61142 .13787 .52564 32.694 40.795 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fl'S-SISS SUES 



Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.; 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 45.167 1.1856 21.360 1.0959 -.00299 2.5686 
Stddev 4.805 .0418 1.494 .0273 .78467 .3432 
%RSD 10.639 3.5235 6.9963 2.4949 26247. 13.361 

#1 41.769 1.1561 22.417 1.1152 -.55784 2.3260 
#2 48.565 1.2152 20.303 1.0765 .55186 2.8113 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass ' Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .90399 .38554 .27886 2.6553 
Stddev .67059 .45907 .08223 .0770 
%RSD 74.181 119.07 29,487 2.8983 

#1 
#2 

Check? 
High Limit 
Low Limit 

.42981 
1.3782 

Chk Pass 

.71015 

.06093 

Chk Pass 

.33700 

.22072 

Chk Pass 

2.6008 
2.7097 

Chk Pass 

VttUilTS 



Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 ( 94} 371.030 {91} 
Units as/s Cts/S cts/s Cts/S 
Avg 8677.1 10057. 132160. 21091. 
Stddev 14.3 8. 151. 120. 
%RSD .16526 .07711 .11433 .56729 

#1 8687.2 10062. 132270. 21176. 
#2 8666,9 10051. 132060. 21006. 



Sample Name: 0008712-01 Acquired: 11/29/2007 15:19:59 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3T79 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317. 933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01418 136690. 56.492 1580.0 1.6033 35299. 
Stddev .21962 3399. .082 32.8 .0985 923. 
%RSD 1548.5 2.4864 .14570 2.0758 6.1443 2.61.59 

#1 .14111 134290. 56.433 1556.8 1.5336 34646. 
#2 -.16948 139090. 56.550 1603.2 1.6730 35952. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7447 96.339 164.27 200.53 164360. 29983. 
Stddev .1076 .149 1.33 .09 6125. 667. 
%RSD 1.8724 .15433 .80692 ,04537 3.7269 2.2240 

#1 5.6687 96.234 163.33 200.60 160030. 29512. 
#2 5.8208 96,444 165.21 200.47 168690. 30455. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-01 Acquired: 11/29/2007 15:19:59 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27606. 5193.0 1506.5 118.50 280.76 7.7866 
Stddev 798. 34.2 25.8 .00 .34 .2341 
%RSD 2.8905 .65939 1.7103 .00156 .11979 3.0062 

#1, 27042. 5168.8 1488.2 118.50 280.52 7.9522 
#2 28170. 5217.2 1524.7 118.50 280.99 7.6211 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3971 -7.4592 374.72 750.33 
Stddev .2646 1.1996 1.13 2.83 
%RSD 18.943 16.082 .30171 .37665 

#1 1.2099 -8.3075 373.92 748.33 
#2 1.5842 -6.6110 375.52 752.33 

Check? None None None None 
Value 
Range 

aaaaafiira: 



Sample Name: 0008712-01 Acquired: 11/29/2007 15:19:59 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7406.0 10094. 131430. 22196. 
Stddev 43.3 82. 409. 254. 
%RSD .58402 .81039 .31118 1.1442 

#1 7375.4 10036. 131140. 22375. 
#2 7436.6 10152. 131720. 22016. 



Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 122 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11847 137470. 55.027 1575.2 1.6728 35593. 
Stddev .26744 3714. .757 37.7 .1018 994. 
%RSD 225.75 2.7020 1.3759 2.3910 6.0863 2.7921 

#1 .07064 134840. 54.492 1548.6 1.6008 34890. 
#2 -.30758 140090. 55.563 1601.9 1.7448 36296. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8589 96.752 166.33 198.69 165330. 30095. 
Stddev .0326 .239 .18 .23 5579. 703. 
%RSD .55624 .24732 .10542 .11670 3.3742 2.3371 

#1 5.8820 96.583 166.46 198.85 161390. 29597. 
#2 5.8359 96.921 166.21 198.52 169280. 30592. 

Check ? None None None None None None 
Value 
Range 

IS fflflSflia 



Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 122 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27875. 5272.3 1502.8 119.43 282.96 5.1679 
Stddev 846. 21.3 45.1 .64 .18 .0648 
%RSD 3.0336 .40460 3.0035 .53596 .06529 1.2529 

#1 27277. 5287.4 1470.9 118.98 282.83 5.1221 
#2 28472. 5257.2 1534.8 119.89 283.09 5.2137 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8894 -8.2075 374.76 761.62 
Stddev .0207 .0340 .11 2,36 
%RSD 1.0931 .41371 .02987 .30939 

#1 1.8748 -8.1835 374.84 759.96 
#2 1.9040 -8.2315 374.68 763.29 

Check ? None None None None 
Value 
Range 

•isaaaffliiTfi 



Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 122 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 .073(94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7488.6 10262. 132660. 22493. 
Stddev 19.3 24. 972. 264. 
%RSD .25819 .23018 .73269 1.1737 

#1 7474.9 10245. 131970. 22679. 
#2 7502.2 10278. 133350. 22306. 



Sample Name: 0008712-01S Acquired: 11/29/2007 15:25:42 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 

r"S CO o
 

T?" CO CO o
 

00 CM CO 

396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 84.951 159220. 128.81 5404.6 87.545 40518. 
Stddev .254 4179. .39 120.5 1.992 1107. 
%RSD .29848 2.6248 .29990 2.2297 2.2754 2.7310 

#1 85.131 156260. 129.08 5319.4 86.136 39735. 
#2 84.772 162170. 128.54 5489.9 88.953 41300. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.794 1110.6 547.10 674.32 183150. 34100. 
Stddev .003 .0 .86 .27 4622. 865. 
%RSD .00303 .00020 .15699 .04067 2.5237 2.5368 

#1 86.792 1110.6 546.50 674.51 179880. 33488. 
#2 86.796 1110.6 547.71 674.12 186410. 34711. 

Check ? None None None None None None 
Value 
Range 

SSSSMITS 



Sample Name: 0008712-01S Acquired: 11/29/2007 15:25:42 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31082. 6529.8 1853.3 1131.0 366.24 174.64 
Stddev 914. 12.6 41.9 .9 .49 1.18 
%RSD 2,9421 .19317 2.2604 .08334 .13344 .67819 

#1 30435. 6520.9 1823.7 1131.7 366.59 175.48 
#2 31728. 6538.7 1883.0 1130.4 365.90 173.80 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 81.578 79.799 1310,7 1838.0 
Stddev 2.039 .783 1.9 2.7 
%RSD 2.5000 .98124 .14785 .14581 

#1 83.020 80.353 1309.3 1839.9 
#2 80,136 79.245 1312.0 1836.1 

Check ? None None None None 
Value 
Range 

ffliiatajTa 



Sample Name: 0008712-01S Acquired: 11/29/2007 15:25:42 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7387.6 10278. 133220. 22809. 
Stddev 22.5 26. 442. 291. 
%RSD .30520 .24812 .33169 1.2775 

#1 7371.6 10260. 132910. 23015. 
#2 7403.5 10296. 133540. 22603. 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108}•3" 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07486 30429. 11.880 346.32 .43724 7980.9 
Stddev .02400 10. .022 .71 .02283 1.1 
%RSD 32.060 .03407 .18148 .20513 5.2218 .01329 

#1 -.05789 30436. 11.895 345.82 .42109 7980.2 
#2 -.09183 30421. 11.865 346.82 .45338 7981.7 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3428 19.711 36.964 42.469 38239. 6714.5 
Stddev .0095 .098 .087 .032 2. 31.9 
%RSD .71006 .49725 .23428 .07474 .00494 .47466 

#1 1.3361 19.780 37.025 42.491 38240. 6692.0 
#2 1.3495 19.642 36.903 42.446 38238. 6737.1 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg 6314.6 1205.0 337.51 24.206 57.369 .45232 
Stddev 25.5 1.2 .36 .044 1.306 .59097 
%RSD .40310 .09553 .10783 .18089 2.2768 130.65 

#1 6332.6 1205.8 337.26 24.237 58.292 .87020 
#2 6296.6 1204.2 337.77 24.175 56.445 .03444 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .89791 -1.4522 81.668 155.22 
Stddev 1.2379 1.0597 .581 .30 
%RSD 137.86 72.973 .71089 .19105 

#1 1.7732 -.70285 81.258 155.43 
#2 .02260 -2.2015 82.079 155.01 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: ! Operator: SRV 
Comment: 124 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360. 073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8383.9 10294. 134340. 21859. 
Stddev 20.8 25. 36. 37. 
%RSD .24800 ~ .24082 .02668 .16752 

#1 8398.6 10312. 134310. 21833. 
#2 8369.2 10277. 134360. 21885. 

«SS1«J1B3 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 

! User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3232 134290. 57.375 1774.6 3.4352 34844. 
Stddev .1604 3551. .776 39.4 .1079 1029. 
%RSD 12.123 2.6446 1.3518 2.2180 3.1416 2.9533 

#1 1.4367 131770. 57.923 1746.8 3.3589 34116. 
#2 1.2098 136800. 56.826 1802.4 3.5115 35572. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6763 102.38 208.65 195.00 171160. 30100. 
Stddev .0964 .38 .01 .22 5753. 802. 
%RSD 1.6990 .37454 .00494 .11404 3.3615 2.6642 

#1 5.6081 102.65 208.64 195.16 167090. 29533. 
#2 5.7445 102.11 208.66 194.85 175220. 30667. 

Check ? None None None None None None 
Value 
Range 

siiflfiiiaj 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27731. 6140.1 1465.3 146.16 328.13 6.8249 
Stddev 872. 22.7 37.1 .45 1.54 .2037 
%RSD 3.1459 .37012 2.5340 .30466 .46909 2,9844 

#1 27114. 6156.2 1439.1 146.47 327.05 6.9689 
#2 28348. 6124.1 1491.6 145.84 329.22 6.6808 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .11475 -4.0315 388.50 704.45 
Stddev 1.9530 .8396 1.23 1.74 
%RSD 1702.0 20.825 .31630 .24765 

#1 1.4957 -3.4378 387.63 703.22 
#2 -1.2662 -4.6251 389.37 705.68 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606(446} 224.306 {450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7434.9 10147. 131120. 22566. 
Stddev 29.0 53. 974. 354. 
%RSD .38952 .52703 ,74269 1.5682 

#1 7414,4 10109. 130430. 22816. 
#2 7455.4 10185. 131810. 22315. 



Sample Name: 0008712-06 Acquired: 11/29/2007 15:34:07 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.76466 147520. 48.119 2314.1 1.9211 40921. 
Stddev .08547 509. .698 7.6 .0249 192. 
%RSD 11.178 .34502 1.4510 .32945 1.2934 46833 

#1 -.70422 147160. 47.626 2308.7 1.9387 40785. 
#2 -.82510 147880. 48.613 2319.5 1.9035 41056. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754{104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9339 116.37 244.80 205.77 184770. 32285. 
Stddev .0482 .06 .49 .64 2521. 149. 
%RSD .97767 .05339 .20130 .31083 1.3643 .46288 

#1 4.8998 116.42 245.14 206.22 182990. 32179. 
#2 4.9680 116.33 244.45 205.32 186560. 32390. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008712-06 Acquired: 11/29/2007 15:34:07 Type; Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34680. 6537.8 1768.8 172.43 220.99 3.4709 
Stddev 194. 1.2 .2 .16 .13 .9310 
%RSD .55839 .01815 .01144 .09361 .05912 26.824 

#1 34543. 6537.0 1768.9 172.55 221.08 4.1292 
#2 34817. 6538.6 1768.6 172.32 220.89 2.8126 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.37147 -7.3498 430.69 679.65 
Stddev .01202 .8406 1.10 1,39 
%RSD 3.2368 11.437 .25597 .20497 

#1 -.36297 -7.9442 431,47 678.67 
#2 -.37997 -6.7555 429.91 680.64 

Check ? None None None None 
Value 
Range 

ttBilflilSB 



Sample Name: 0008712-06 Acquired; 11/29/2007 15:34:07 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7482.7 10455. 135430. 22733. 
Stddev 5.8 24. 735. 67. 
%RSD .07745 .22575 .54271 .29446 

#1 7478.6 10438. 134910. 22686. 
#2 7486.8 10472. 135950. 22781. 

-fii&SSfli ItfS 



Sample Name; 77777 Acquired: 11/29/2007 15:36:58 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01578 200.90 -.43235 2.7902 -.03762 63.313 
Stddev .04209 7.42 .24911 .1626 .01725 1.189 
%RSD 266.73 3.6940 57.619 5.8272 45,850 1.8783 

#1 .04554 /206.15 -.25620 2.9052 -.04981 64.154 
#2 -.01398 195.66 -.60850 2.6752 -.02542 62.473 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06815 .00618 :05813 .08775 262.28 84.200 
Stddev .04068 .08634 .04102 .03182 6.07 42.431 
%RSD 59.692 1397.3 70.572 36.266 2.3128 50.394 

#1 -.09692 .06723 .08714 .06525 266.57 54.196 
#2 -.03939 -.05487 .02912 .11025 257.99 114.20 

Check ? None None None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/29/2007 15:36:58 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 {57} 2C 11.604 {445} 220.353(453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44.203 11.858 12.209 .56665 -.05859 -.79837 
Stddev .690 1.110 5.669 ,29171 .16010 .39579 
%RSD 1.5612 9.3585 46.435 51.479 273.26 49.575 

#1 43.715 11.073 8.2006 .77292 -.17180 -.51850 
#2 44.691 12.642 16.218 .36038 .05462 -1.0782 

Check ? None None None None None None 
Value 
Range 

Elern Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .70264 -.06223 .58433 2.7321 
Stddev 2.3250 .44498 ,04474 .3153 
%RSD 33090 715.05 7.6568 11.540 

#1 -.94140 -.37688 .61596 2.9550 
#2 2.3467 .25242 .55269 2.5091 

Check ? None None None None 
Value 
Range 

SflStfiSISi 



Sample Name: 77777 Acquired: 11/29/2007 15:36:58 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8897.2 10357. 137300. 21511. 
Stddev 29.9 52. 11. 118. 
%RSD .33633 .50490 .00767 .54870 

#1 8918.3 10394. 137300. 21428, 
#2 8876.0 10320. 137310. 21595. 



Sample Name: ZZZZZ Acquired: 11/29/2007 15:39:43 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y 3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.700 1108.9 2359.2 11.017 47.131 411700. 
Stddev 1.073 37.7 3.1 .091 1.499 17537. 
%RSD 1.3131 3.3967 .13010 .82344 3.1813 4.2595 

#1; 80.941 1082.2 2361.4 10.952 46.071 399300. 
#2 82.458 1135.5 2357.0 11.081 48.192 424100. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 112.52 383.56 261.19 17608. 59057. 177.83 
Stddev .26 .27 .66 91. 2016. 7.85 
%RSD .23101 .07045 .25160 .51490 3.4139 4.4120 

#1 112.70 383.37 261.65 17544. 57631. 172.28 
#2 112.33 383.75 260.72 17672. 60482. 183.38 

Check ? None None None None None None 
Value 
Range 

aaaaaaaaa 



Sample Name: 77777 Acquired: 11/29/2007 15:39:43 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZZZZZ Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 261690. 573.05 90.031 156.74 537.62 636.19 
Stddev 10507. .50 .830 .31 .13 2.98 
%RSD 4.0152 .08795 .92176 .19823 .02357 .46792 

#1 254260. 572.70 89.444 156.96 537.53 638,30 
#2 269120. 573.41 90.618 156.52 537.71 634.09 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 96.421 81.402 169.79 453.88 
Stddev .765 .563 1.06 1,57 
%RSD .79290 .69152 .62406 .34634 

#1 96.962 81.004 169.04 452.77 
#2 95.880 81.800 170.54 454.99 

Check ? None None None None 
Value 
Range 

aasassaaa 



Sample Name: ZZZZZ Acquired: 11/29/2007 15:39:43 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 128 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224. 306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6774.6 8649.6 115040. 19725. 
Stddev 37.6 66.7 575. 469. 
%RSD .55561 .77156 .50019 2.3792 

#1 6748.0 8602.4 114640. 20056. 
#2 6801.2 8696.8 115450. 19393. 



Sample Name: 0008723-04 Acquired: 11/29/2007 15:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 22.719 108780. 88.992 2011.5 3.8220 68850. 
Stddev .633 1855. .172 38.3 .0526 1210. 
%RSD 2.7849 1.7050 .19286 1.9035 1.3769 1.7572 

#1 23.167 110090. 89.113 2038.5 3.8592 69705. 
#2 22.272 107470. 88.870 1984,4 3.7848 67994. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 73.138 46.391 145.40 702.65 113700. 27294. 
Stddev .057 .137 .26 .70 1890. 435. 
%RSD .07756 .29579 .17842 .09933 1.6624 1.5934 

#1 73.098 46.293 145.21 702.15 115030. 27602. 
#2 73.178 46.488 145.58 703.14 112360. 26987. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-04 Acquired: 11/29/2007 15:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42281. 876.37 4896.8 104.67 5858.1 168.39 
Stddev 624. 2.41 84.4 .04 .3 .28 
%RSD 1.4756 .27474 1.7244 .04192 .00573 .16356 

#1 42722. 874.67 4956.5 104.64 5858.3 168.58 
#2 41840. 878.07 4837.1 104.71 5857.8 168.19 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196:090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (V_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 10.914 -1.2135 205.70 6314.7 
Stddev .980 1.4870 .87 6.7 
%RSD 8.9817 122.54 .42065 .10559 

#1 10.221 -.16202 205.08 6309.9 
#2 11.607 -2.2649 206.31 6319.4 

Check ? None None None None 
Value 
Range 

MHIiltS? 



Sample Name: 0008723-04 Acquired: 11/29/2007 15:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7493.0 10062. 132420. 22140. 
Stddev 35.0 54. 37. 410. 
%RSD .46717 .53772 .02776 1.8526 

#1 7468.3 10023. 132440. 21850. 
#2 7517.8 10100. 132390. 22431. 



Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: UnK 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.16975 34.020 -.70571 -.09406 -.03112 22.151 
Stddev .12098 18.631 .49963 .25305 .05159 13.995 
%RSD 71.268 54.765 70.799 269.01 165.75 63.179 

#t -.25530 47.194 -.35241 .08487 .00536 32.048 
#2 -.08421 20.846 -1.0590 -.27300 -.06760 12.255 

Check 7 None None None None None None 
Value -

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .07080 -.37081 -.27185 -.52045 38.082 1.0929 
Stddev .05706 .02946 .14816 .09611 20.834 9.1741 
%RSD 80.598 7.9440 54.501 118.466 54.707 839,45 

#1 .11114 -.39164 -.16709 -.58841 52.814 7.5800 
#2 .03045 -.34998 -.37662 -.45249 23.350 -5.3942 

Check ? None None None None None None 
Value 

Range 

9898fl8ft99 



Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor; 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14.454 -.16391 7.1283 -.33705 .60652 -.04658 
Stddev 18.472 .00519 1.0024 .29216 .70526 1.4161 
%RSD 127.80 3.1684 14.062 86.680 116.28 3039.9 

#1 27.516 -.16024 6.4195 -.54364 .10783 -1.0479 
#2 1.3921 -.16758 7.8371 -.13047 1.1052 .95474 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6706 -1.5435 -.26037 .25234 
Stddev .2130 .2215 .32004 .06377 
%RSD 12.750 14.352 122.92 25.272 

#1 1.8212 -1.3868 -.03407 .29743 
#2 1.5199 -1.7001 -.48667 .20724 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: Link 
Method: TAL20071129B Mode: CONC Com Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8535.1 10034. 132680. 21058. 
Stddev 2.0 13. 391. 207. 
%RSD .02325 .13439 .29463 .98239 

#1 8533.7 10025. 132400. 21204. 
#2 8536.5 10044. 132960. 20912. 



Sample Name: CCV Acquired: 11/29/2007 15:47:53 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 619.66 4913.2 247.97 4926.8 120.34 12311. 
Stddev .18 67.0 .09 58.1 1.35 132. 
%RSD .02882 1.3643 .03509 1.1789 1.1.253 1.0739 

#1 619.79 4865.8 248.03 4885.8 119.38 12217. 
#2 619.54 4960.6 247.91 4967.9 121.30 12404. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.36 1238.2 497.41 606.02 2410.3 12189, 
Stddev .08 .4 .87 2.12 23.9 146. 
%RSD .06085 .03582 .17581 .35061 .99100 1.1961 

#1 125.41 1238.5 496.80 604.52 2393.4 12086. 
#2 125.30 1237.9 498.03 607.53 2427.2 12293. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

JHiillpllBjallS 



Sample Name: CCV Acquired: 11/29/2007 15:47:53 Type: QC 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12170. 1255.4 12208. 1251.6 250.15 1232.6 
Stddev 141. 1.1 135. .4 .47 1.3 
%RSD 1.1565 .08991 1.1056 .03556 .18713 .10797 

#1 12070. 1256.2 12112. 1251.9 249.82 1231.7 
#2 12269. 1254.6 12303. 1251.3 250.48 1233.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units Og/L ug/L ug/L ug/L 
Avg 246.50 250.33 1233.3 1257.0 
Stddev .10 .93 .5 .8 
%RSD .03856 .37300 .03912 .06419 

#1 246.43 249.67 1233.6 1257.5 
#2 246.57 250.99 1232.9 1256.4 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

IBB® IBS® ia-IO 



Sample Name: CCV Acquired: 11/29/2007 15:47:53 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8456.2 10196. 133850. 21529. 
Stddev 16.6 16. 194. 214. 
%RSD .19633 .15684 .14489 .99523 

#1 8468.0 10207. 133990. 21681. 
#2 8444.5 10185. 133710. 21378. 



Sample Name: CCB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 (106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .92155 26.456 .12574 3.4218 .08247 42.560 
Stddev .77834 3.002 .06940 .9460 .00866 5.930 
%RSD 84.460 11.346 55.197 27.646 10.505 13.934 

#1 .37118 24.333 .17481 4.0907 .07635 46.753 
#2 1.4719 28.578 .07666 2.7529 .08860 38.367 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .10099 1.0187 .35929 .94840 26.389 53.431 
Stddev .00911 .1525 .14970 .50046 2.718 28.302 
%RSD 9.0240 14.968 41.666 52.769 10.299 52.969 

#1 .10744 1.1265 .25344 .59452 28.311 73.444 
#2 .09455 .91085 .46515 1.3023 24.467 33.419 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



\ 

Sample Name: CCB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38.831 2.0083 29.915 1.4546 1.0305 2.8629 
Stddev 1.245 .7857 1.387 .0493 .0712 1.2789 
%RSD 3.2072 39.121 4.6370 3.3869 6,9114 44.671 

#1 39.711 1.4528 28.934 1.4895 .98015 3.7672 
#2 37.950 2.5639 30.896 1.4198 1.0809 1.9586 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2856 .55959 1.1836 3.3350 
Stddev .0456 .23894 .7264 .0840 
%RSD 3.5455 42.698 61.374 2.5191 

#1 1.2533 .39064 .66993 3.3944 
#2 1.3178 .72854 1.6972 3.2756 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8807.3 10249. 135080. 21172. 
Stddev .9 3. 224. 409. 
%RSD .01028 .03106 .16565 1.9307 

#1 8806.7 10251. 135240. 20883. 
#2 8807.9 10247. 134920. 21461. 

/ 



Sample Name: 0008723-05 Acquired: 11/29/2007 15:53:30 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.8685 147330. 119.56 2086.7 2.0533 48696. 
Stddev .1356 2411. .97 28.5 .1152 892. 
%RSD 1.5289 1.6367 . .80791 1.3657 5.6108 1.8313 

#1 8.9644 145620. 118.88 2066.5 1.9718 48066. 
#2 8.7726 149030. 120.25 2106.8 2.1348 49327. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766,490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31.791 111.09 227.63 402.30 167260. 40145. 
Stddev .158 .40 1.24 3.12 4920. 732. 
%RSD .49686 .35974 .54547 .77447 2.9416 1.8227 

#1 31.679 110.81 228.51 404.50 163780. 39628. 
#2 31.903 111.37 226.76 400.10 170740. 40663. 

Check ? None None None None None None 
Value 
Range 

msmmmmm 



Sample Name: 0008723-05 Acquired: 11/29/2007 15:53:30 Type: Urik 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35260. 8262.4 1636.7 172.96 1754.5 65.057 
Stddev 696. 52.4 27.7 .22 4.3 .534 
%RSD 1.9727 .63464 1.6947 .12643 .24408 .82020 

#1 34768. 8299.5 1617.1 172.80 1751.5 64.680 
#2 35752, 8225.3 1656.3 173.11 1757.6 65.435 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.5425 -2.7247 393.41 8003.8 
Stddev .0255 1.5874 2.05 31.0 
%RSD .56032 58.259 .52228 .38673 

#1 4.5605 -3.8471 394.86 7981.9 
#2 4.5245 -1,6022 391.96 8025.6 

Check ? None None None None 
Value 
Range 

wmmmsm 



Sample Name: 0008723-05 Acquired: 11/29/2007 15:53:30 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7337.5 10002. 131120. 22403. 
Stddev 34.1 45. 1740. 232. 
%RSD .46454 .44807 1.3267 1.0336 

#1 7313.4 9970.2 129890. 22566. 
#2 7361.6 10034. 132350. 22239. 

.sfifiSftSasiin 



Sample Name: 0008723-06 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.5261 151780. 64.714 2335,7 1.3899 63352. 
Stddev .1305 2134. .046 24.7 .0755 999. 
%RSD 3.7014 1.4060 .07059 1,0558 5.4326 1.5767 

#1 3.6184 150270. 64.682 2318.3 1.4433 62645. 
#2 3.4338 153290. 64.746 2353.2 1.3365 64058. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.7758 104.99 247.59 269.36 160620. 36425. 
Stddev .0355 .01 1.55 .12 2854. 434. 
%RSD .36345 .00705 .62749 .04508 1.7768 1.1923 

#1 9.8009 104.99 246.49 269,45 158600. 36118. 
#2 9.7507 105.00 248.69 269.28 162640. 36732. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-06 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: MH24G1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.; 353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41162. 4860.0 3555.2 207.30 740.80 16.876 
Stddev 649. 5.4 47.8 .06 1.54 .598 
%RSD 1.5777 .11209 1.3456 .02721 .20822 3.5462 

#1 40703. 4863.8 3521.3 207.34 741.89 16.453 
#2 41622. 4856.1 3589.0 207.26 739.71 17.300 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .15501 -9.0290 411.83 1291.6 
Stddev 2.6667 .0584 1.35 .9 
%RSD 1720.3 .64632 .32823 .07281 

#1 2.0406 -8.9878 410.87 1292.2 
#2 -1,7306 -9.0703 412.79 1290.9 

Check ? None None None None 
Value 
Range \ 



Sample Name: 0008723-06 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24G1 Dilution: ! Operator; SRV 
Comment: 131 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7410.1 10087. 132010. 22528. 
Stddev 31.8 52. 524. 114. 
%RSD .42889 .52023 .39688 .50419 

#1 7387.7 10050. 131630. 22608. 
#2 7432.6 10124. 132380. / 22447. 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G2 Dilution: 1 Operator: SRV 
Comment: 132 

Elern Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.2153 150710. 50.490 1895.7 1.8362 72605. 
Stddev .1324 6088. .122 73.0 .0275 2973. 
%RSD 4.1188 4.0397 .24197 3.8488 1.4971 4.0941 

#1 3.1216 146410. 50.576 1844.1 1.8168 70503. 
#2 3.3089 155020. 50.404 1947.3 1.8556 74706. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 .490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg 7.9161 105.12 205,95 243.27 163940. 34892. 
Stddev .0244 .00 .69 .15 6615. 1367. 
%RSD .30843 .00147 .33565 .06224 4.0350 3.9181 

#1 7.8989 105.12 205.46 243.38 159270. 33925. 
#2 7.9334 105.12 206.44 243.16 168620. 35859. 

Check ? None None None None None None 
Value 
Range 

mrnmrnsm 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type; Unk 
Method: TAL2007T129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID; MH24G2 Dilution: 1 Operator; SRV 
Comment; 132 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 S52068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40599. 4763.8 2062.8 179.98 581.40 11.615 
Stddev 1750. .3 68.7 .57 .18 .506 
%RSD 4.3102 .00646 3.3306 .31462 .03010 4.3602 

#1 39362. 4764.0 2014.3 179.58 581.27 11,974 
#2 41837. 4763.6 2111.4 180.38 581,52 11,257 

Check ? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2621 -8.9130 429.70 1037.7 
Stddev 3.6098 .4265 .13 3.5 
%RSD 286.02 4.7849 .03134 .34163 

#1 3.8146 -9.2146 429.79 1035.2 
#2 -1.2905 -8.6115 \ 429.60 1040.2 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G2 Dilution: 1 Operator: SRV 
Comment: 132 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7435.0 10161. 133700. 22876. 
Stddev 11.2 20. 304. 602. 
%RSD .15045 .20157 ,22711 2.6324 

#1 7427.1 10146. 133490. 23302. 
#2 7442.9 10175. 133920. 22450. 



Sample Name: 0008723-08 Apquired: 11 /29/2007 16:02:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.2528 136330. 99.992 1841.4 3.2920 50036. 
Stddev .0874 1469. .474 12.0 .0438 597. 
%RSD 1.0589 1.0778 .47412 .65278 1.3315 1.1940 

#1 8.3146 135290. 100.33 1832.9 3.2610 49614. 
#2 8.1910 137370. 99.657 1849.9 3.3230 50459. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 16.221 93.181 164,57 358.38 155390. 38465. 
Stddev .037 .025 1.04 .70 186. 303. 
%RSD .22846 .02698 .63479 .19661 .11988 .78892 

#1 16.195 93.199 163.83 357.88 155520. 38251. 
#2 16.248 93.163 165.31 358.87 155250. 38680. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-08 Acquired: 11/29/2007 16:02:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34734. 6271.4 1314.7 127.08 1512.7 32.833 
Stddev 609. 33.5 14.2 .49 2.1 .867 
%RSD 1.7543 .53350 1.0793 .38483 .13634 2.6413 

#1 34304. 6247.7 1304.7 126.73 1511.3 33.446 
#2 35165. 6295.1 1324.7 127,42 1514.2 32.220 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.2477 -3.8050 322.67 2409.7 
Stddev .4166 .1801 1.07 5.9 
%RSD 9.8075 4.7328 .33243 ,24420 

#1 3.9531 -3.9324 321.91 2405.6 
#2 4.5423 -3.6777 323.42 2413.9 

Check? None Nbne None None 
-

Value 
Range 



Sample Name: 0008723-08 Acquired: 11/29/2007 16:02:04 Type: Unk 
Method: TAL2Q071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7514.2 10235. 135080. 22576. 
Stddev 21.8 30. 225. 71. 
%RSD .29057 ,29381 .16663 .31639 

#1 7498.8 10214. 135240. 22525. 
#2 7529.6 10257. 134920. 22626. 



Sample Name: 0008723-09 Acquired: 11/29/2007 16:04:53 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution; 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .95305 147320. 55.010 2310.7 -.16072 42994. 
Stddev .34358 1914. .159 25.4 .01025 666. 
%RSD 36.051 1.2991 .28847 1.0974 6.3757 1.5480 

#1 1.1960 145970. 54.897 2292.8 -.15347 42523. 
#2 .71010 148680. 55.122 2328.7 -.16796 43465. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 5.9515 121.71 291.43 193.37 195060. 32584. 
Stddev .1262 .17 .08 .04 4810. 421. 
%RSD 2.1199 .13960 .02854 .02053 2.4661 1.2920 

#1 5.8623 121.59 291.37 193.39 191660. 32287. 
#2 6.0407 121.83 291.49 193.34 198460. 32882. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-09 Acquired: 11/29/2007 16:04:53 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445} 220.: 553 {453} 206.833 {463} 
IS Ref (Y.3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35077. 4901.2 2770.0 211.47 319.88 7.3548 
Stddev 710. 2.6 39.4 .29 1.74 .0364 
%RSD 2.0253 .05205 1.4242 .13765 .54324 .49487 

#1 34575. 4899.4 2742.1 211.27 321.11 7.3291 
#2 35580. 4903.0 2797.9 211.68 318.65 7.3805 

Check ? None None None None None Norte 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Ayg .92133 -10.162 582.85 873.65 
Stddev 1.7688 .052 .38 4.77 
%RSD 191.98 .51568 .06594 .54551 

#1 2.1721 -10.125 583.12 877.02 
#2 -.32941 -10.199 582.58 870.28 

Check ? None None None None 
Value 
Range 

final® B521 
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Sample Name: 0008723-09 Acquired: 11/29/2007 16:04:53 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360. .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7525.2 10331. 134320. 22711. 
Stddev 12.5 3. 86. 114. 
%RSD .16639 .02625 .06385 .50115 

#1 7516.3 10329. 134260. 22791. 
#2 7534.0 10333. 134380. 22630. 
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Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: BLANK Dilution: 1 Operator: SRV 

| Comment: 5 
i 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .12285 56.781 -1.3283 -.09547 -.03536 15.994 
Stddev .26580 35.959 .2590 .60183 .01811 8.281 
%RSD 216.36 63.329 19.496 630.38 51.224 51.772 

#1 .31080 82.209 -1.5114 .33009 -.04817 21.849 
#2 -.06510 31.354 -1.1452 -.52103 -.02255 10.139 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11909 -.38449 -.15598 -.65912 75.557 -12.926 
Stddev .03574 .01192 .17024 .16449 41,914 5.090 
%RSD 30,013 3.1003 109.14 24.956 55.473 39.373 

#1 .14436 -.37606 -.27636 -.54281 105.19 -16.525 
#2 .09381 -.39292 -.03560 -.77543 45.920 -9.3275 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.095 .08061 10.947 -.52626 -.09995 .43147 
Stddev 22.143 .13084 5.124 ,20760 .45398 .18382 
%RSD 88.236 162.32 46.810 39.448 454.22 42.603 

#1 40.752 .17313 14.571 -.67305 -.42096 .56145 
#2 9.4378 -.01191 7.3238 -.37947 ,22107 .30149 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg, 2.1043 -1.4768 -.38736 .17612 
Stddev .5509 1.1304 .14136 .00324 
%RSD 26.181 76.543 36.493 1.8423 

#1 1.7147 -.67749 -.48731 .17383 
#2 2.4938 -2,2761 -.28740 .17842 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8584.4 10123. 134700. 21490. 
Stddev 3.4 23. 195. 461. 
%RSD .03961 .22801 .14501 2.1452 

#1 8582.0 10107. 134560. 21816. 
#2 8586.8 10139. 134840. 21164. 



Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.210 48.886 9.1606 .49769 5.1405 34.532 
Stddev .228 .338 .2290 .05118 .0290 .778 
%RSD 2.2327 .69068 2.5000 10.284 .56495 2.2529 

#1 10.049 49.125 8.9987 .53388 5.1611 33.982 
#2 10.372 48.648 9,3226 .46150 5.1.200 35.082 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 32 >4.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8251 51.682 10.607 25.591 53.426 -2.0491 
Stddev .0086 .000 .270 .179 .029 28.998 
%RSD .17865 .00037 2.5421 .70049 .05390 1415.2 

#1 4.8312 51.682 10.416 25.464 53.406 -22.553 
#2 4.8190 51.682 10.798 25.718 53.447 18.455 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

. 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 (131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.903 18.393 16.831 42.216 12.519 57.072 
Stddev 8.116 .108 2.176 .135 .125 .817 
%RSD 33.953 .58617 12.928 .31920 .99536 1.4316 

#1 29.641 18.316 15.292 42.121 12.607 56.494 
#2 18.164 18.469 18.369 42.311 12.431 57.650 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.073 26.560 51.738 61.636 
Stddev .186 .026 .542 .283 
%RSD .56387 .09917 1.0481 .45920 

#1 33.205 26.579 51.355 61.836 
#2 32.941; 26.542 52.122 61.436 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8915.0 10389. 137370. 21443. 
Stddev 22.2 34. 616. 114. 
%RSD .24871 .32465 .44847 .53199 

#1 8930.7 10413. 137810. 21363. 
#2 8899.3 10366. 136940. 21524. 



Sample Name: CRI Acquired: 11/29/2007 16:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.315 38.634 9.4644 .35494 5.0819 36.364 
Stddev .324 2.860 .1005 .00945 .0007 ,886 
%RSD 3.1397 7.4020 1.0618 2.6630 .01300 2.4359 

#1 10.544 40.656 9.3934 .36162 5.0824 36.991 
#2 10.086 36.612 9.5355 .34826 5.0815 35.738 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
!S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9323 51.733 10.274 26.075 48.065 19.578 
Stddev .0365 .119 .192 .106 1.227 1.556 
%RSD .74046 .23082 1.8693 .40549 2.5519 7.9478 

#1 4.9065 51.649 10.138 26.150 48.933 20.679 
#2 4.9581 51.818 10.410 26.000 47.198 18.478 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/29/200716:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592(57} 231.604 {445} 220 353(453} 206 833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24.225 18.232 11.273 42.055 11.696 59.364 
Stddev 5.686 .099 9.081 .103 .284 .569 
%RSD 23.469 .54263 80.559 .24609 2.4306 .95814 

#1 20.205 18.162 17.694 42.128 11.494 58.962 
#2 28.246 18.302 4.8514 41.982 11.897 59.766 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.242 25.581 51.984 61.039 
Stddev .408 .346 .130 .032 
%RSD 1.2659 1.3529 .25087 .05314 

#1 32.531 25.337 52.077 61.016 
#2 31.954 25.826 51.892 61.062 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRl Acquired: 11/29/2007 16:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRl Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8871.9 10309. 135280. 21385. 
Stddev 25.9 19. 71. 137. 
%RSD .29201 .18359 .05266 .64102 

#1 8890.2 10323. 135340. 21288. 
#2 8853.5 10296. 135230. 21482. 



Sample Name: ICSA Acquired: 11/29/2007 16:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 { 85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.48596 233670. -1.0488 -2.3074 1.3361 224880. 
Stddev .14567 941. .3852 .0738 .0058 904. 
%RSD 29.976 .40287 36.727 3.2002 .43250 .40197 

#1 -.38295 233010. -.77645 -2.2552 1.3321 224240. 
#2 -.58896 234340. -1.3212 -2.3596 1.3402 225520. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (Irt2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7044 3,0442 42.574 21.988 87008. -94.244 
Stddev .0180 .0329 .562 .488 325. 1.378 
%RSD 1.0580 1.0813 1.3199 2.2200 .37306 1.4625 

#1 1.6916 3.0210 42.971 22.333 86779. -95.219 
#2 1.7171 3.0675 42.176 21.643 87238. -93.269 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fi;S&:8-S!532 



Sample Name: ICSA Acquired: 11/29/2007 16:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 PP2203 Sb2068 
Line 279.079 {121} 257. .610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_360Q) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 231700. 15.759 723.66 17.595 5.2758 -.46722 
Stddev 951. .168 2.32 .061 2.6637 1.4294 
%RSD .41042 1.0654 .32107 .34780 50.489 305.93 

#1 231020. 15.878 722.02 17.551 7.1594 .54349 
#2 232370. 15.640 725.30 17.638 3.3923 -1.4779 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.0632 -.48116 -.77298 23.991 
Stddev .0108 1.2540 .09590 .218 
%RSD .35131 260.61 12.406 .90982 

#1 -3.0556 .40553 -.70517 24.146 
#2 -3.0708 -1.3679 -.84080 23.837 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
/ 

nign LI mil 
Low Limit 

SSS1SS533 



Sample Name: ICSA Acquired: 11/29/2007 16:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7258.0 9322.3 121740. 20989. 
Stddev 5.1 1.8 376. 46. 
%RSD .07078 .01938 .30856 .21748 

#1 7261,6 9321.0 122010. 21022. 
#2 7254.4 9323.6 121480. 20957. 



Sample Name: ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3' 17.933 {106} 
IS Ref (Y_3600) (Y_37l0) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.61 242210. 93.773 505.00 470.36 231970. 
Stddev 1.19 611. 1.926 .71 .95 161. 
%'RSD .57536 .25237 2.0533 .13991 .20192 .06923 

#1 208.46 242640. 95.134 505.50 471.03 232080. 
#2 206.77 241770. 92.411 504.50 469.69 231860. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228. .616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 943.68 502.37 522.01 529.22 90089. -72.201 
Stddev 1.12 .48 .36 .42 234. 25.375 
%RSD .11820 .09577 .06992 .07989 .25984 35.144 

#1 944.46 502.03 522.27 528.92 90255. -90.144 
#2 942.89 502.71 521.75 529.52 89924. -54.259 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Eiern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 240940. 511.34 768.87 1028.1 50.065 588.95 
Stddev 1028. .28 3.50 .5 .581 .96 
%RSD .42667 .05566 .45476 .04692 1.1597 .16338 

#1 
#2 

Check ? 
High Limit 
Low Limit 

241660. 
240210. 

Chk Pass 

511.54 
511.14 

Chk Pass 

766.40 
771.34 

Chk Pass 

1027.7 
1028.4 

Chk Pass 

50.476 
49.655 

Chk Pass 

588.27 
589.63 

Chk Pass 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.729 92.411 491.10 1024.5 
Stddev 1.677 .510 .77 3.1 
%RSD 3.3719 .55224 .15629 .30186 

#1 50.915 92.050 491.64 1022.3 
#2 48.544 92.772 490.56 1026.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

OflSiiBfia 3ia 



Sample Name: ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment; 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7206.6 9266.8 121320. 20804. 
Stddev 10.4 .3 90. 90. 
%RSD .14453 .00370 .07443 .43114 

#1 7213.9 9267.1 121260. 20740. 
#2 7199.2 9266.6 121390. 20867. 



Sample Name: CCV Acquired: 11/29/2007 16:21 ;18 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 (85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 618.80 4907.8 248.16 4912.9 120.02 12151. 
Stddev 1.57 20.4 .14 19.5 .46 60. 
%RSD .25352 .41603 .05471 .39603 .38580 .49066 

#1 617.69 4893.3 248.07 4899.1 119.69 12109. 
#2 619.91 4922.2 248.26 4926.6 120.35 12193. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 (104} 259.940 {130} 766.490 {44} 
IS Ref- (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Unfts ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.10 1234.0 496.71 603.20 2394.1 12095. 
Stddev .33 1.6 1.66 2.27 2.7 58. 
%RSD .26590 .12922 .33355 .37680 .11151 .47693 

#1 124.87 1235.2 495.53 601.60 2392.2 12054. 
#2 125.34 1232.9 497.88 604.81 2396.0 12135. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

ffl 5 38 



Sample Name: CCV Acquired: 11/29/2007 16:21:18 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg279Q Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11928. 1245.2 12081. 1247.5 247.77 1239.6 
Stddev 57. 3.9 74. 3.1 2.46 6.0 
%RSD .47602 .31536 .60889 .25125 .99149 .48366 

#1 11888. 1242.4 12029. 1249.7 249.50 1235.3 
#2 11969. 1248.0 12133. 1245.3 246.03 1243.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value ) 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L Ug/L ug/L 
Avg 248.67 250.25 1222.0 1244.3 
Stddev 1.03 .07 3.3 4.1 
%RSD .41474 .02985 .27249 .33350 

#1 249.40 250.30 1:219.7 1247.2 
#2 247.94 250.19 1224.4 1241,3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmmmsm 



Sample Name: CCV Acquired: 11/29/2007 16:21:18 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator; SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8384.4 10087. 132500. 21634. 
Stddev 9.6 19. 524. 108. 
%RSD .11488 .18926 .39562 .49953 

#1 8377.5 10100. 132870. 21711. 
#2 8391.2 10073. 132130. 21558. 

/ 



Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01507 6.6292 -1.3089 -.14688 .02040 12.620 
Stddev .10638 2.3088 .5192 .45152 .06386 5.618 
%RSD 706.16 34.827 39.664 307.42 313.09 44.517 

#1 .09029 8.2617 -1.6760 .17240 .06555 16.593 
#2 -.06016 4.9966 -.94177 -.46615 -.02476 8.6474 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03129 -.34041 -.51605 -.44326 3.1060 -7.6519 
Stddev .01146 .08545 .04453 .10563 1.9369 20.080 
%RSD 36.614 25.102 8.6292 23.830 62.360 262.42 

#1 -.02319 -.27998 -.48456 -.51795 4.4756 6.5468 
#2 -.03939 -.40083 -.54754 -.36857 1.7364 -21.850 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mwmmm-Mi 



Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
j Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
i User: admin Client sample ID: CCB Dilution: 1 Operator SRV 

Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (|n2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.736 -.16590 7.9730 -.32226 -.41616 2.8801 
Stddev 13.932 .05883 1.8960 .11862 .23110 1.0443 
%RSD 109.39 35.461 23.780 36.807 55.531 36.261 

#1 22.588 -.12430 6.6323 -.40613 -.25275 3.6185 
#2 2.8847 -.20750 9.3137 -.23839 -.57958 2.1416 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.4337 -.92104 -.07473 -.17399 
Stddev .8843 1.1830 .00966 .16533 
%RSD 61.679 128.44 12.926 95.022 

#1 2.0590 -.08457 -.06790 -.05709 
#2 .80841 -1.7575 -.08156 -.29090 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'412 



Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
Method: TAL20071129B Mode: CONG Corn Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8708.3 10160. 134490. 21476. 
Stddev 10.7 7. 60. 323. 
%RSD .12236 .06584 .04497 1.5047 

#1 8700.8 10155. 134450. 21248. 
#2 8715.9 10164. 134540. 21705. 



Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.17400 202120. 65.967 2358.2 7.4225 58549. 
Stddev .15836 1863. .000 27.0 .0475 261. 
%RSD 91.014 .92193 .00011 1.1449 .64030 .44530 

#1 -.06202 203430. 65.967 2377.3 7.4561 58734. 
#2 -.28598 200800. 65.967 2339.1 7.3889 58365. 

Check ? x None None None None None None 
Value 
Range 

) 

Elem Cd2288 Co2286 Cr2677 Cu3247 
_/ 

Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (YJ3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8752 141.78 242.54 201.38 244910. 25535. 
Stddev .0241 .28 1.23 .81 1925. 232. 
%RSD .40993 .19566 .50678 .40126 .78607 .90972 

#1 5.8922 141.98 241.67 201.95 246270. 25699. 
#2 5.8581 141.59 243.40 200.81 243540. 25371. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41113. 7808,0 1976.5 190.85 248.90 6.2165 
Stddev 183. 20.4 26,9 .23 .59 1.4347 
%RSD .44489 .26078 1.3620 .12144 23827 23.079 

#1 41242. 7822.4 1995.5 191.01 249.32 7.2310 
#2 40983. 7793,6 1957.5 190.69 248.48 5.2020 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .90704 -6.3094 587.23 808.72 
Stddev 2.2038 .5664 1.76 2.59 
%RSD 242.97 8,9771 .29931 .31999 

#1 2.4654 -5.9089 585.99 810.55 
#2 -.65128 -6.7099 588.47 806.89 

Check ? None None None None 
Value 
Range 



Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7224.2 10453. 136580. 23254. 
Stddev 65.0 81. 366. 305. 
%RSD .90024 .77518 .26779 1.3102 

#1 7178.2 10395. 136320. 23039. 
#2 7270.2 10510. 136840. 23470. 

i 
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Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.41733 201940. 64.025 2119.1 5.7998 43449. 
Stddev .23200 2703. 1.421 30.0 .0823 602. 
%RSD 55.593 1.3383 2.2189 1,4157 1.4189 1.3850 

#1 -.25327 200020. 63.020 2097.9 5.7416 43023. 
#2 -.58138 203850. 65.029 2140.3 5.8579 43874. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7688 152.66 227.65 170.29 203350. 20177. 
Stddev .0064 .06 .67 .22 3647. 265. 
%RSD .11108 .03769 .29525 .13087 1.7935 1.3111 

#1 5.7733 152.70 227.18 170.45 200770. 19990. 
#2 5.7642 152.62 228.13 170.13 205920. 20364. 

Check ? None None None None None None 
Value 
Range 



I 

Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44650. 7830.6 1323.3 196.55 357.44 7.6642 
Stddev 600. 3.7 31.4 .24 4.59 1.4316 
%RSD 1.3439 .04685 2.3724 .12166 1.2834 18.679 

#1 44226. 7833.2 1301.1 196.38 354.20 8.6765 
#2 45075. 7828.0 1345.5 196.72 360.68 6.6519 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. ,856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.37108 -3.6104 478.61 866.44 
Stddev 1.8985 .5788 .90 2.77 
%RSD 511.63 16.032 .18804 .31931 

#1 -1.7135 -3.2011 477.97 864.49 
#2 .97138 -4.0197 479.25 868.40 

Check ? None None None None -

Value 
Range 

mmsmmmsMB 



Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7429.3 10495. 135930. 23107. 
Stddev 16.5 20. 384. 47. 
%RSD .22171 .19153 .28225 .20445 

#1 7417.6 10480. 135650. 23074. 
#2 7440.9 10509. 136200. 23141. 



Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

I 
l 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} H89.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00306 191420. 87.862 2474.6 5.6208 89555. 
Stddev .05880 4189. .447 51.7 .1334 1958. 
%RSD 1922.6 2.1883 .50860 2.0878 2.3741 2.1866 

#1 .04464 188460. 88.178 2438.0 5.5264 88170. 
#2 -.03852 194380. 87.546 2511.1 5.7152 90940. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6741 175.99 227.52 183.03 202430. 28852. 
Stddev .0178 .55 ,39 .13 3684. 629. 
%RSD .31432 ,31294 .17174 .07105 1.8198 2.1809 

#1 5.6615 175.60 227.79 182.94 199830. 28407. 
#2 5.6867 176.38 227.24 183.12 205040. 29297. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: Unk 
Method: TAL20071129B Mode: CONC Gorr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y-3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48850. 10401. 1544.0 209.22 250.95 7.0091 
Stddev 1086. 25. 20.6 .10 1,64 .7454 
%RSD 2.2232 .24254 1.3314 .04737 ,65285 10.636 

#1 48082. 10419. 1529.5 209.15 252.11 7.5362 
#2 49618. 10383. 1558.6 209.29 249,80 6.4820 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (tn2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.4117 -4.5099 523.30 711.39 
Stddev 1,0906 .5834 .35 .30 
%RSD 45.219 12.936 .06779 .04155 

#1 3.1829 -4.0974 523.05 711.60 
#2 1.6406 -4.9224 523.55 711.18 

Check ? None None None None 
Value 
Range ... 



Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S as/s Cts/S 
Avg 7320.6 10423. 135620. 23066. 
Stddev 18.2 22. 362. 85. 
%RSD .24874 .21227 .26700 .37036 

#1 7307.7 10407. 135360. 23126. 
#2 7333.5 10438. 135870. 23005. 



Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 138 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.55516 167660. 49.495 1668.1 2.2931 79891. 
Stddev .02247 3298. .730 32.2 .0099 1733. 
%RSD 4.0482 1,9671 1.4755 1.9315 .43078 2.1689 

#1 -.53926 165330. 50.011 1645.3 2.2861 78666. 
#2 -.57105 169990. 48.978 1690.9 2.3001 81116. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3078 126.54 198.75 199.75 221950. 18904. 
Stddev .0383 .75 .26 .33 6783. 399. 
%RSD .88978 .58950 .12898 .16551 3.0563 2.1092 

#1 4.2807 127.06 198.57 199.99 217150. 18622. 
#2 4.3349 126.01 198.93 199.52 226750. 19186. 

Check ? None None None None None None 
Value 
Range 

mmwrnmsssa, 



Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator; SRV 
Comment: 138 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34738. 4780.2 2161.3 176.40 210.49 .42307 
Stddev 742. 20.2 40.4 ,52 .23 .56918 
%RSD 2.1350 .42215 1.8671 .29340 .11003 134.54 

#1 34214. 4765.9 2132.7 176.03 210.65 .02060 
#2 35263. 4794.5 2189.8 176.76 210.33 .82554 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.7997 -14.438 572.79 685.57 
Stddev .8282 .295 1.05 1.09 
%RSD 46.017 2.0442 .18305 .15829 

#1 -1.2141 -14.230 572.05 684.80 
#2 -2.3853 -14.647 573.53 686.33 

Check ? None None None None 
Value 
Range 

B;SS®®i55.d 



Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 138 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7409.0 10599. 138110. 23249. 
Stddev 15.5 23. 485. 184. 
%RSD .20854 .22144 .35087 .79111 

#1 7398.1 10582. 138450. 23379. 
#2 7420.0 10615. 137770. 23118. 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 139 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0388 199800. 61.974 3445,1 1.7132 56052. 
Stddev .3543 2618. 1.283 46.5 .0411 833. 
%'RSD 34.107 1.3102 2.0697 1.3491 2.3985 1.4856 

#1 1.2893 197950. 62.881 3412.2 1.6842 55463. 
#2 .78827 201650. 61.067 3477.9 1.7423 56641. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.1398 136.00 382.61 226.95 189130. 39303. 
Stddev .0688 .41 .48 .41 2523. 628. 
%RSD 1.1203 .29871 .12631 .18270 1.3339 1.5970 

#1 6.0912 135.71 382.27 226.66 187350. 38859. 
#2 6.1885 136.29 382.96 227.25 190920. 39747. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type; Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 139 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 46322. 3879.7 1674.0 336.20 382.49 9.5066 
Stddev 664. 2.1 26.6 .28 .08 1.0290 
%RSD 1.4338 .05409 1.5895 .08234 .02059 10.825 

#1 45852. 3881.2 1655.2 336.01 382.43 8.7790 
#2 46792. 3878.2 1692.9 336.40 382.54 10.234 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.38657 -14.392 445.55 902.70 
Stddev .12587 .654 .50 .45 
%RSD 32.561 4.5409 .11318 .04970 

#1 -.29757 -13.929 445.19 903.02 
#2 -.47557 -14.854 445.90 902.39 

Cheek ? None None None None 
Value _ 
Range 

iaiaa«ss7 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type: Unk 
Method: TAL20071129B Mode: CONC Corn. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution:! Operator: SRV 
Comment: 139 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 ,073(94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7411.3 10273. 133950. 22729. 
Stddev 20.5 25. 619. 21. 
%RSD .27700 .24451 .46188 .09427 

#1 7396.8 10255. 133510. 22714. 
#2 7425.8 10290. 134380. 22744. 
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Sample Name: 0008723-15 Acquired: 11/29/2007 16:40:56 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator; SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08515 156920. 54.955 1895.6 1.0716 43463. 
Stddev .54032 3222. .231 35.2 .0650 1020. 
%RSD 634.51 2.0530 .42078 1.8551 6.0673 2.3476 

#1 .46722 154650. 54.792 1870.7 1.0256 42741. 
#2 -.29691 159200. 55.119 1920.4 1.1176 44184. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2494 120.55 227.79 197.39 213360. 31779. 
Stddev .0390 .26 .96 .18 7067. 643. 
%RSD .62420 .21895 .42179 .09231 3.3120 2.0242 

#1 6.2218 120.73 228.47 197.52 208360. 31324. 
#2 6.2769 120.36 227.11 197.26 218360. 32234. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-15 Acquired: 11/29/2007 16:40:56 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36750. 5893.6 1808.6 140.22 291.88 6.6347 
Stddev 997. 5.8 41.4 .18 2.99 .4098 
%RSD 2.7120 .09854 2.2899 .12831 1.0248 6.1772 

#1 36045. 5889.5 1779.4 140.09 293.99 6.9245 
#2 37455. 5897.7 1837.9 140.35 289.76 6.3449 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .99000 -7.5025 625.45 795.56 
Stddev 2.3747 1.5120 1.54 1.82 
%RSD 239.87 20.153 .24686 .22932 

#1 2.6692 -6.4334 626.54 794.27 
#2 -.68917 -8.5716 624.36 796.85 

Check ? None None None None 
Value • 

Range 



Sample Name: 0008723-15 Acquired: 11/29/2007 16:40:56 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7516.7 10437. 136390. 22930. 
Stddev 19.0 33. 773. 239. 
%RSD .25284 .32071 .56683 1.0407 

#1 7503.3 10414. 135840. 23099. 
#2 7530.1 10461. 136930. 22762. 

s 
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Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042(478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2261 197820. 68.842 3979.3 .91236 57865. 
Stddev .2990 2301. 1.893 32.8 .05599 851. 
%RSO 24.390 1.1633 2.7490 .82452 6.1368 1.4706 

#1 1.4376 196190. 67.504 3956.1 .95195 57263. 
#2 1.0147 199440. 70.180 4002.5 .87277 58466. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7974 165.46 408.71 249.49 189320. 44153. 
Stddev .0100 .32 ,91 .34 4837. 575. 
%RSD .12771 .19230 .22180 .13430 2.5546 1.3021 

#1 7,8044 165.69 408.07 249.26 185900. 43746. 
#2 7.7903 165.24 409.35 249.73 192740. 44559. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121 >257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (ln2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47715. 7140.9 3807.6 385.06 447.73 8.5452 
Stddev 824. 3.0 34.3 .17 2.99 .3234 
%RSD 1.7265 .04190 .90018 .04417 .66797 3.7847 

#1 47133. 7138.8 3783.4 385.18 449.85 8.7739 
#2 48298. 7143.0 3831.8 384.94 44562 8.3165 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .13197 -14.907 501.40 970.75 
Stddev 2.6916 1.036 1.33 2.70 
%RSD 2039.5 6.9498 .26545 .27767 

#1 2.0352 -15.640 502.35 968.85 
#2 -1.7713 -14.175 500.46 972.66 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7414.0 10344. 134730. 22588. 
Stddev 19.8 14. 682. 232. 
%RSD .26673 .13204 .50655 1.0261 

#1 7400.0 10334. 134250. 22751. 
#2 7428.0 10354. 135210. 22424. 



I 

I 

Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: Unk 
; Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. .042 {478} 455.403 {74} 313,042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.5407 130620. 53.201 1692.6 -.14312 41462. 
Stddev .0479 4244. .156 52.1 .00744 1320. 
%RSD 3.1066 3.2493 .29348 3.0775 5.2013 3.1842 

#1 1.5068 127620. 53.311 1655.8 -.14839 40529. 
#2 1.5745 133620, 53.091 1729.5 -.13786 42396. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6,5423 104.17 185.45 211.64 191330. 33134. 
Stddev .0640 .24 .67 1.28 6385. 1032. 
%RSD .97765 .22935 .36087 .60563 3.3373 3.1155 

#1 6.4971 104.34 185.92 212.55 186820. 32404. 
#2 6.5875 104.00 184.98 210.74 195850. 33864. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34762. 4872.1 1811.8 124.00 424.67 9.3077 
Stddev 1104. 5.2 61.1 .73 .31 1.4542 
%RSD 3.1770 .10609 3.3724 .59134 .07188 15.624 

#1 33981. 4868.5 1768.6 123.48 424.89 10.336 
#2 35543. 4875.8 1855.1 124.52 424.46 8.2794 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .43401 -8.6170 530.57 907.22 / 

Stddev 1.0034 .3466 .11 .20 
%RSD 231.20 4.0220 .02165 .02167 

#1 -.27551 -8.3720 530.49 907.36 
#2 1.1435 -8.8621 530.65 907.08 

Check ? None None None None 
Value < 

Range 



Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7545.6 10319. 134890. 22903. 
Stddev 19.8 27. 355. 320. 
%RSD .26245 .26640 .26310 1.3988 

#1 7531.6 10300. 134640, 23130. 
#2 7559.6 10339. 135140. 22677. 
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Sample Name: 0008723-18 Acquired: 11/29/2007 16:49:28 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution:! Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 {74} 313 .042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0139 156930. 59.456 1805.8 1.5510 47020. 
Stddev .1862 1957. .149 17.3 .0196 723. 
%RSD 18.365 1.2471 .25088 .95569 1.2651 1,5372 

#1 1.1456 155540. 59.561 1793.5 1.5649 46509. 
#2 .88227 158310. 59.350 1818.0 1.5371 47532. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.4623 113.26 212.28 184.21 210090. 32219. 
Stddev .0226 .22 .55 .26 3055. 429. 
%RSD .34910 .19454 .25811 .14255 1.4541 1.3310 

#1 6.4464 113.41 211.89 184.40 207930. 31915. 
#2 6.4783 113.10 212.67 184,03 212250. 32522. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-18 Acquired: 11/29/2007 16:49:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257, .610(131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833(463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39621. 5070.4 1528.4 145.81 353.65 7.9699 
Stddev 694. 36.0 12.1 .05 1.37 .0726 
%RSD 1.7526 .70995 .79302 .03657 .38680 .91071 

#1 39130. 5044.9 1519.9 145.85 352.68 7.9186 
#2 40112. 5095.8 1537.0 145.77 354.62 8,0212 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0589 -7.6883 593.30 839.39 
Stddev .9198 .8697 .82 .26 
%RSD 86.859 11.312 .13902 .03140 

#1 1.7093 -8.3033 592.71 839.58 
#2 .40855 -7.0733 593.88 839.21 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-18 Acquired: 11 /29/2007 16:49:28 Type: link 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. |n2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7523.8 10388. 135940. 22887. 
Stddev 25.3 29. 430. 138. 
%RSD .33655 .28326 .31651 .60133 

#1 7505.9 10367. 135640. 22984. 
#2 7541.7 10409. 136240. 22789. 
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Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11682 62.043 -.27911 -.00355 -.00662 14.932 
Stddev .12783 27.249 .16375 .42846 .02259 9.538 
%RSD 109.42 43.920 58.668 12079. 341.05 63.879 

#1 .20721 81.311 -.39490 .29942 .00935 21.677 
#2 .02643 42.775 -.16332 -.30651 -.02259 8.1873 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04081 -.42628 -.15945 -.58417 80.651 33.574 
Stddev .08625 .07703 .36146 .04326 49.477 10.076 
%RSD 211.32 18.070 226.69 7.4046 61.348 30.010 

#1 -.02017 -.37181 -.41504 -.61476 115.64 26.450 
#2 .10180 -.48074 .09614 -.55359 45.665 40.699 

Check ? None None None None None None 
Value 
Range 

fill 113138571 



Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.4040 -.00716 13.530 -.50263 -.60739 .09445 
Stddev 2.9367 .15117 2.121 .05449 .16691 .50456 
%RSD 31.228 2111.0 15.679 10.841 27.480 534.20 

#1 11,481 .09973 12.030 -.46410 -.48936 .45123 
#2 7.3275 -.11405 15.030 -.54116 -.72541 -.26233 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 1< J0.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3572 -2:0173 -.32490 .22728 
Stddev .2892 .1176 .07025 .00864 
%RSD 21.311 5.8271 21.622 3.8029 

#T 1.1527 -1.9342 -.37458 .23339 
#2 1.5617 -2.1004 -.27523 .22116 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8658.6 10135. 133850. 20896. 
Stddev 14.3 10. 362. 418. 
%RSD .16525 .09607 .27061 1,9984 

#1 8648.5 10128. 134110. 20601. 
#2 8668.7 10142. 133590. 21191. 



Sample Name: CCV Acquired: 11/29/2007 16:55:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 622.11 5038.9 248.73 5043.1 122.39 12577. 
Stddev 2.68 85.3 .76 74.5 1.75 159. 
%RSD .43092 1.6923 .30506 1.4764 1.4261 1.2677 

#1 624.01 4978.6 248.19 4990.5 121.15 12464. 
#2 620.21 5099.2 249.27 5095.8 123.62 12690. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elern Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616(447} 267.716(126} 324.754 (104} 259 .940 {130} 766.490 (44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.46 1238.7 497.23 618.46 2435.7 12397. 
Stddev .12 1.6 .51 2.81 38.4 171. 
%RSD .09292 .12533 .10206 .45507 1.5749 1.3772 

#1 125.37 1239.8 497.58 620.45 2408.6 12277. 
#2 125.54 1237.6 496.87 616.47 2462.8 12518. 

Check ? 
/ 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



I 
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Sample Name: CCV Acquired: 11/29/2007 16:55:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12543. 1267.0 12647. 1246.8 248.20 1235.9 
Stddev 153. 2.7 168. 2.5 1.09 5.9 
%RSD 1.2198 .21246 1.3285 .19874 .43867 .47884 

#1 12435. 1268.9 12528. 1248.5 248.97 1231.7 
#2 12651. 1265.1 12766. 1245.0 247.43 1240.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

iElem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 249.02 251.17 1254.7 1243.2 
Stddev .34 1.12 4.7 3.4 
%RSD .13659 .44667 .37580 .27414 

#1 249.27 251.96 1258.0 1245.6 
#2 248.78 250.37 1251.3 1240.8 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 16:55:02 Type: QC 
, Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
| User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
i Comment: 11 
! . • 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8549.9 10268. 134430. 21237. 
Stddev 12.1 30. 161. 154. 
%RSD .14203 .29512 .11973 .72723 

#1 8558.5 10289. 134320. 21346. 
#2 8541.3 10246. 134540. 21128. 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11436 4.4957 -.45874 -.15804 .02231 6.1347 
Stddev .18027 .3538 .32770 .20161 .02012 .9563 
%RSD 157.64 7.8696 71.434 127.57 90.186 15.588 

#1 .01311 4.2455 -.69045 -.01548 .03654 5.4585 
#2 -.24183 4.7458 -.22702 -.30060 .00808 6.8109 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00577 .06780 .05381 -.12177 4.1528 21.741 
Stddev .00841 .03094 .17180 .24686 1.1720 18.224 
%RSD 145.80 45.631 319.27 202,73 28.221 83.822 

#1 .01171 .08968 -.06767 -.29633 4.9815 8.8550 
#2 -.00018 .04593 .17529 .05279 3.3241 34.627 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

aaaaaasw 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24.980 .06802 5.4463 -.03893 -.69611 2.0687 
Stddev 5.604 .13017 3.3613 .06204 .58424 .2315 
%RSD 22.433 191.38 61.717 159.34 83.928 11.193 

#1 21.017 -.02403 7.8231 .00493 -.28300 2.2324 
#2 28.942 .16006 3.0695 -.08280 -1.1092 1.9049 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0408 .00199 -.11095 .02905 
Stddev 1.1873 .49884 .01744 .01782 
%RSD 114.08 25036. 15.719 61.330 

#1 1.8803 -.35074 -.09862 .04165 
#2 .20124 .35473 -.12329 .01645 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit •' 

\ S fifififflfiriTB 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg; 8820.3 10272. 136250. 20949. 
Stddev 11.6 4. 285. 906. 
%'RSD .13187 .04357 .20889 4.3251 

#1 8828.5 10275. 136450. 20308. 
#2 8812.1 10269. 136050. 21589. 



Sample Name: 0008723-119 Acquired: 11/29/2007 17:00:24 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.10062 162830. 60.672 2041.3 2.5278 67756. 
Stddev .07142 2949. .080 32.5 .1088 1471. 
%RSD 70.978 1.8111 .13224 1.5912 4.3059 2.1708 

#1 -.05012 160740. 60.615 2018.3 2.4508 66716. 
#2 -.15112 164910. 60.728 2064.3 2.6048 68796. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9937 112.71 213.54 185.64 201130. 37390. 
Stddev .0630 .25 .75 .50 4109. 703. 
%RSD 1.0508 .21942 .35249 .26852 2.0429 1.8802 

#1 6.0382 112.89 213.01 185.99 198220. 36893. 
#2 5.9491 112.54 214.07 185.28 204030. 37887. 

Check? None None None None None None 
Value ' 

Range 
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Sample Name: 0008723-19 Acquired: 11/29/2007 17:00:24 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 58S I.592 {57} 22 11.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 49482. 5155.6 2111.4 159.25 261.87 6.2189 
Stddev 1129. 15.6 29.5 .79 1.57 .7510 
%RSD 2.2824 .30201 1.3948 .49470 .60062 12.076 

#1 48683. 5166.6 2090.6 159.81 260.75 6.7500 
#2 50281. 5144.6 2132.2 158.69 262.98 5.6879 

Check? None None None None None None 
Value * 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292. 402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3053 -6.9090 546.62 772.77 j 
Stddev .5556 .3744 .75 .71 
%RSD 42.563 5.4194 .13690 .09250 

#1 .91245 -7.1738 547.15 773.28 
#2 1.6982 -6.6443 546.09 772.26 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-19 Acquired: 11/29/2007 17:00:24 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7343.3 10273. 134150. 23018. 
Stddev 53.6 67. 315. 1,50, 
%RSD .72991 .65323 .23506 .65003 

#1 7305.4 10225. 133930. 23123. 
#2 7381.2 10320. 134380. 22912. 



Sample Name: 0008723-20 Acquired: 11/29/2007 17:03:16 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution:! Operator: SRV 
Comment: 145 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_37l 0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.20600 139650. 53.301 1572.6 1.3168 37859. 
Stddev ,03923 3633. .127 39.6 .0360 960. 
%RSD 19.043 2.6016 .23807 2.5209 2.7325 2.5348 

#1 -.23374 142220. 53.391 1600.7 1.3423 38537. 
#2 -.17826 137080. 53.212 1544.6 1.2914 37180. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5735 110.52 221.13 189.57 199540. 35921. 
Stddev ,0203 .07 1.30 .16 3600. 880. 
%RSD .36396 .05996 .58905 .08694 1.8042 2.4510 

#1 5.5878 110.56 220.21 189.46 202090. 36544. 
#2 5.5591 110.47 222.05 189.69 196990. 35299. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-20 Acquired: 11/29/2007 17:03:16 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220,353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35044. 5038.3 1375.7 136.52 290.20 6.4841 
Stddev 762. 16.2 46.5 .11 .89 .4757 
%RSD 2.1745 .32176 3.3772 .08274 .30566 7.3365 

#1 35583. 5026.8 1408.5 136.44 289.58 6.8204 
#2 34505. 5049.8 1342.8 136.60 290.83 6.1477 

Check? None None NOne None None None 
Value 
Range 

Elem Se1960 TI1908 VJ2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1598 -6.8216 514.99 815.38 
Stddev 1,1973 1.0211 2.36 3.01 
%RSD 103.23 14.969 .45919 .36871 

#1 .31317 -6.0996 513.32 813.26 
#2 2.0064 -7.5437 516,66 817.51 

Check? None None None None 
Value 
Range 
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Sample Name: 0008723-20 Acquired: 11/29/2007 17:03:16 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 145 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 .073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7587.8 10358. 135100. 22372. 
Stddev 39.9 69. 112. 647. 
%RSD .52553 .66208 .08287 2.8918 

#1 7559.6 10309. 135020. 21915. 
#2 7616.0 10406. 135180. 22830. 



Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13,042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 109.61 135400. 636.32 1916.9 2.8020 74842. 
Stddev .59 2706. 11.19 36.5 .0236 1377. 
%RSD .53451 1.9982 1.7588 1.9054 .84100 1.8391 

#1 110.03 133490. 644.23 1891.0 2.8187 73869. 
#2 109.20 137310. 628.40 1942.7 2.7854 75816. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 92.765 97.431 185.06 1119.4 159390. 33851. 
Stddev 1.479 1.349 1.07 5.6 3707. 648. 
%RSD 1.5944 1.3849 .57965 .49590 2.3260 1,9135 

#1 93.811 98.385 185.82 1123.3 156760. 33393. 
#2 91.719 96.477 184.30 1115.5 162010. 34309. 

Check? None None None None None None 
Value 
Range 
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Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42513. 8764,5 1665.4 134.93 9687.7 378.91 
Stddev 903. 6.4 23.1 1.65 126.9 8.05 
%RSD 2.1249 .07327 1.3892 1.2253 1.3097 2.1248 

#1 41874. 8769,0 1649.0 136.10 9777.4 384.60 
#2 43152. 8759,9 1681.7 133.76 9598.0 373.22 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.182 5.8593 307.05 26333. 
Stddev .152 .7935 1.10 286. 
%RSD 1.0705 13.542 .35794 1.0859 

#1 14.290 6.4203 307.82 26535. 
#2 14.075 5.2982 306.27 26131. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: Unk 
Method: TAL20071129B Mode: CONG Corn Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7577.2 10190. 133700. 22868. 
Stddev 37.4 54. 49. 230. 
%RSD .49406 .53036 .03672 1.0076 

#1 7550.7 10152. 133730. 23031. 
#2 7603.7 10228. 133660. 22705. 



I 

i Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 i 

' User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
! Comment: 147 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 110.83 137280. 664.29 1937.4 2,8777 75899. 
Stddev .07 3297. 3.64 41.0 .0103 1951. 
%RSD .06167 2.4019 .54854 2.1169 .35716 2.5703 

#1 110.78 134950. 666.87 1908.4 2.8850 74519. 
#2 110.88 139610. 661.72 1966.4 2.8705 77278. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 F62599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_37l0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 96.093 102.23 189.55 1132.1 161530. 34246. 
Stddev .339 .40 .64 2.6 6483. 778. 
%RSD .35245 .39030 .33571 .23019 4.0135 2.2732 

#1 96.332 102.51 189.10 1133.9 156950. 33696. 
#2 95.853 101.95 190.00 1130.3 166120. 34797. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Uhk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 (121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42761. 8850.9 1670.9 141.96 10118. 390.46 
Stddev 1240. 57.1 31.2 .19 65. 2.82 
%RSD 2.9000 .64473 1.8661 .13509 .64709 .72227 

#1 41884. 8810.5 1648.8 141.83 10165. 392.45 
#2 43638. 8891.3 1692.9 142.10 10072. 388.46 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 I11908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 13.838 6.8886 309.67 27801. 
Stddev 1.113 .7670 .38 158. 
%RSD 8,0448 11.135 .12224 .56927 

#1 13.051 6.3462 309.40 27913. 
#2 14.626 7.4310 309.93 27690. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 147 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7474.4 10160. 133530. 22680. 
Stddev 28.8 33. 8. 304. 
%RSD .38574 .32903 .00592 1.3407 

#1 7454.0 10136. 133530. 22895. 
#2 7494.8 10184. 133520. 22465. 

( 
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Sample Name: 0008723-01S Acquired: 11/29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 153.24 1316301 614.66 5484.5 87.834 68423. 
Stddev .21 9676. 3.35 416.6 6.765 5044. 
%RSD .13993 7.3506 .54493 7.5959 7.7015 7.3711 

#1 153.09 138470. 617.03 5779.1 92.617 71990. 
#2 153.40 124790. 612.29 5189.9 83.051 64857. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 162.07 1023.9 513.67 1518.2 158550. 32573. 
Stddev .34 1.2 1.25 2.7 11627. 2401. 
%RSD .20836 .11455 .24421 .18006 7.3332 - 7.3712 

#1 162.31 1024.7 512.78 1516.2 166770. 34271. 
#2 161.83 1023.0 514.56 1520.1 150330. 30876. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-01S Acquired: 11/29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39451. 8047.0 1892.1 1056.5 8878.8 525.91 
Stddev 2789. 24.6 134.0 2.2 16.4 .79 
%RSD 7.0687 .30542 7.0809 .21156 .18442 .14947 

#1 41423. 8029.6 1986.8 1058.1 8890.4 526.46 
#2 37479. 8064.4 1797.3 1054.9 8867.2 525.35 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 101.41 85.647 1146.6 21338. 
Stddev .93 .479 2.1 34. 
%RSD .91698 .55946 .18329 .16044 

#1 102.07 85,986 1145.1 21362. 
#2 100.75 85.308 1148.1 21314. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01S Acquired: 11/29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7560.0 10157. 134160. 21713. 
Stddev 25.5 22. 199. 1544. 
%RSD .33671 .22026 .14805 7.1124 

#1 7542.0 10142. 134020. 20621. 
#2 7578.0 10173. 134300. 22805. 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.04631 43.258 -1.2153 .19456 -.01163 26.955 
Stddev .14679 16.459 .4777 .58121 .04392 5.886 
%RSD 316.97 38.048 39.307 298.74 377.75 21.836 

#1 .05749 54.896 -1.5531 .60554 -.04268 31.117 
#2 -.15010 31.620 -.87751 -.21642 .01943 22.793 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .19016 -39068 .05202 .22499 50.262 13.032 
Stddev .07408 .02339 .13112 .17625 17.217 32.780 
%RSD 38.960 5.9879 252.06 78.337 34.255 251.53 

#1 .24254 -.40723 .14473 .34962 62.437 36.212 
#2 .13777 -.37414 -.04070 .10036 38.088 -10.147 

Check ? None None None None None None 
Value 
Range 

/ 

fflfflfiliflSgg 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg, 21.084 .50292 12.347 -.68466 1.0203 1.1309 
Stddev 1.402 .06863 1.109 .17009 .0617 .1882 
%'RSD 6.6476 13.646 8.9777 24.843 6.0444 16.645 

#1 22.075 .55145 13.131 -.56439 .97672 1.2640 
#2 20.093 .45439 11.563 -.80493 1.0639 .99779 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (ln23Q6) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.0283 -3.2638 -.33106 .70925 
Stddev .7719 .7129 .06120 .07880 
%RSD 19.162 21.842 18.485 11.110 

#1 4.5741 -3.7679 -.28779 .76497 
#2 3.4825 -2.7597 -.37433 .65353 

Check ? None None None None 
Value 
Range 

HUSH® sB59!3 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int, Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230,606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8412.1 9813.3 131340. 20927. 
Stddev 66.3 77.4 1504. 94. 
%RSD .78817 .78868 1.1449 .45071 

#1 8365.3 9758.5 132410. 20994. 
#2 8459.0 9868,0 130280. 20860. 



Sample Name: ZCRI Acquired: 11/29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9926 54.184 9.4710 .36976 4.9463 37.184 
Stddev .0786 .168 .6113 .05486 .0220 .136 
%RSD .78658 .31034 6.4548 14.838 .44524 .36645 

#1 9.9370 54.303 9.0387 .40855 4.9307 37.280 
#2 10.048 54.066 9.9033 .33096 4.9619 37.087 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value • 

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9246 51.654 10.826 25.715 52.132 12.671 
Stddev .0192 .316 .029 .112 .331 6.352 
%RSD .39042 .61211 .26587 .43433 .63497 50.130 

#1 4,9382 51.430 10.847 25.794 52.366 8.1791 
#2 4.9110 51.877 10.806 25.637 51.898 17.162 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

rnmmsmsm 



Sample Name: ZCRI Acquired: 11/29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29.684 19.186 17.818 42.286 13.441 56.684 
Stddev 8.505 .054 .877 .025 .451 1.832 
%RSD 28.651 .28389 4.9211 .05825 3.3566 3.2314 

#1 23.671 19.147 18.438 42.269 13.122 55.389 
#2 35.698 19.224 17.198 42.303 13.760 57.979 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 15 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.598 26.518 51.893 64.380 
Stddev 1.802 .649 .457 .063 
%RSD 5.7028 2.4476 .88099 .09742 

#1 32.872 26.059 52.217 64.335 
#2 30.324 26.977 51.570 64.424 -

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmsmrnmsm 



Sample Name: ZCRI Acquired: 11 /29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9083.5 10574. 139510. 22519. 
Stddev 38.9 59. 247. 99. 
%RSD .42836 .55558 .17683 .44076 

#1 9111.0 10616. 139680. 22589. 
#2 9056.0 10532. 139340. 22449. 



Sample Name: CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Eiem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.342 49.394 9.4420 .36831 5.0545 36.261 
Stddev .093 5.556 .0746 .02007 .2556 1.927 
%RSD .89983 11.249 .79034 5.4482 5.0568 5.3146 

#1 10.276 53.323 9.4947 .38250 5.2352 37.624 
#2 10.408 45.465 9.3892 .35412 4.8738 34.899 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9172 51.836 10.769 26.858 51.353 9.4692 
Stddev .0569 .189 .025 .201 .687 55.347 
%RSD 1.1574 .36488 .23048 .74889 1.3387 584.50 

#1 4.8769 51.702 10.751 27.000 51.840 -29.667 
#2 4.9574 51.970 10.786 26.716 50.867 48.606 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

wsmwmsm 



Sample Name: CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35.739 18.645 19.427 42.094 12.249 58.805 
Stddev 17.558 .058 .674 .076 .331 .821 
%RSD 49.127 .31340 3.4671 .18140 2.6999 1.3968 

#1 23.324 18.686 18.950 42.040 12.015 58.224 
#2 48.155 18.603 19.903 42.148 12.483 59.385 

Check? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.549 26.087 52.605 62.665 
Stddev .448 .704 .536 .046 
%RSD 1.4209 2.6997 1.0186 .07323 

#1 31.866 25.589 52.984 62.633 
#2 31.232 26.585 52.227 62.697 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.006 {446} 224 .306(450} 360 .073(94} 371,030(91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 8935.1 10396. 135380. 21556. 
Stddev 12.8 13. 727. 985. 
%RSD .14350 .12677 .53687 4.5687 

#1 8944.1 10405. 134870. 20860. 
#2 8926.0: 10386. 135900. 22253. 



Sample Name: ICSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 -
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403(74} 313.042 {108} 317.933 (106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.36267 231770. -1.1105 -3.2648 1.2606 222710. 
Stddev .05418 16032. 1.1339 .1022 .1010 12661. 
%RSD 14.939 6.9173 102.11 3.1288 8.0094 5.6851 

#1 -.32436 220440. -.30870 -3.1926 1.1892 213760. 
#2 -.40098 243110. -1.9122 -3.3370 1.3319 231660. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Nigh Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 (447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg v 1.6818 2.8754 44.033 23.850 85528. -63.028 
Stddev , .0394 .0232 .134 .193 5961. 19.480 
%RSD ' 2.3397 .80835 .30403 .80969 6.9691 30.906 

#1 1.6540 2.8918 43.939 23.987 81313. -76.802 
#2 1.7096 2.8590 44.128 23.713 89743. -49.254 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmwmman 



Sample Name: IGSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279 079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 231540. 16.351 728.72 17.775 7.1517 -1.6728 
Stddev 16576. .421 38.44 .337 2.7153 1.6901 
%RSD 7.1591 2.5753 5.2753 1.8961 37.967 101.03 

#1 219820. 16.649 701.54 17.537 9.0717 -.47777 
#2 243260. 16.054 755.90 18.014 5.2317 -2.8679 

Check ? 
LJirih i 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
rtign Lirnii 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.2579 -1.2032 -.85499 23.631 
Stddev .9942 2.0382 .34104 .223 
%RSD 18.908 169.40 39.889 .94561 

#1 -4.5549 .23807 -.61384 23.789 
#2 -5.9609 -2.6444 -1.0961 23.473 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

ifiSffillGaS 



Sample Name: ICSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Sid- In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 7245.8 9265.0 121420. 21709. 
Stddev 3.1 12.1 329. 1202. 
%RSD .04213 .13022 .27107 5.5354 

#1 7247.9 9273.5 121650. 22559. 
#2 7243.6 9256.4 121190. 20860. 



I 

Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
i Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Elem Ag3280 AI3961 AsT890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 205.69 251490. F 70 550 526.31 485.43 240000. 
Stddev .09 13453. 15.424 27.27 24.79 11032. 
%RSD .04329 5.3493 21.862 5.1817 5.1064 4.5967 

#1 205.63 261010. 81.456 545.60 502.96 247800. 
#2 205.76 241980. 59.644 507.03 467.91 232200. 

Check ? Chk Pass Chk Pass Chk Fail Chk Pass Chk Pass Chk Pass 
High Limit 121.20 
Low Limit 80.800 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228:616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 931.34 497.79 517.27 531.82 92255. -61.825 
Stddev 3.97 2.47 1.72 3.02 4928. 6.023 
%RSD .42595 .49626 .33161 .56777 5.3413 9.7413 

#1 934.14 499.53 516.06 533.95 95740. -57.567 
#2 928.53 496.04 518.48 529.68 88771. -66.084 

Cheek? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306)i (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251130. 511.24 822.50 1033.5 59.732 587.58 
Stddev 13008. .93 36.77 3.2 4.872 9.02 
%RSD 5.1796 .18229 4.4699 .30981 8.1568 1.5355 

#1 260330. 510.58 848.50 1035.8 56.287 581.20 
#2 241940. 511.90 796.51 1031.2 63.178 593.96 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg F 80.495 90.962 490.26 1028.6 
Stddev 23.528 1.939 1.37 1.0 
%RSD 29.229 2.1314 .27974 .10026 

#1 63.858 89.591 491.23 1029.4 
#2 97.132 92.333 489.29 1027.9 

Chebk ? Chk Fail Chk Pass Chk Pass Chk Pass 
High Limit 63.600 
Low Limit 42.400 

'ISMSMSSS 



Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6636.1 8680.7 119390. 20366. 
Stddev 153.2 173.8 1642. 899. 
%RSD 2.3086 2.0020 1.3749 4.4147 

#1 6744.4 8803.5 120550. 19730. 
#2 6527.8 8557.8 118230. 21002. 



Sample Name: CCV Acquired: 11/29/2007 17:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_37l0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.07 5113.9 248.13 5125.8 123.71 12665. 
Stddev .13 123.3 1.00 91.5 2.33 278. 
%RSD .02083 2.4108 .40219 1.7850 1.8855 2.1987 

#1 621.16 5201.1 248.84 5190.5 125.36 12862. 
#2 620.98 5026.7 247.43 5061.1 122.06 12468. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
UneA 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.71 1235.5 492.77 621.04 2475.5 12494. 
Stddev .44 4.0 1.48 .88 53.1 221. 
%RSD .34901 .32022 .30107 .14236 2.1458 1.7687 

#1 126.02 1238.3 493.82 621.66 2513.1 12650. 
#2 125.40 1232.7 491.72 620.41 2438.0 12338. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/200717:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12558. 1262.9 12804. 1245.4 247.24 1244,8 
Stddev 186. 4.7 231. 2.8 1.57 .9 
%RSD 1.4847 .37593 1.801Q .22781 .63313 .07113 

#1 12690. 1266.2 12967. 1247.4 248.35 1245.4 
#2 12426. 1259.5 12641. 1243.4 246.13 1244.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 249.46 250.55 1250.1 1239.3 
Stddev 2.02 .64 5.3 1.8 
%RSD .80774 .25460 .42718 .14257 

#1: 250.88 251.00 1253.8 1240.5 
#2 248.04 250.10 1246,3 1238.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 17:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 
Line 230.606 {446} 224.: 
Units Cts/S 
Avg 8440.0 
Stddev .4 
%RSD .00457 

#1 8439.8 
#2 8440.3 

Y_2243 Y_3600 Y_3710 
36 {450} 360.073 {94} 371.030 {91} 

Cts/S Cts/S Cts/S 
10116. 131760. 20804. 

483. 404. 
.00447 .36627 1.9416 

10115. 131420. 20518. 
10116. 132100. 21090. 



Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09110 18.649 .42942 .45304 .02999 12.932 
Stddev .25071 11.948 .17582 .28603 .06332 6.265 
%RSD 275.21 64.067 40.943 63.135 211.11 48.442 

#1 .26838 27.098 .55374 .65529 .07477 17.361 
#2 -.08618 10.201 .30509 .25079 -.01478 8.5021 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940{130} 766.490{44} 
IS Ref (Y_2243) (|n2306) (Y_3600) (YJ3600) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03347 -.15669 .02578 -.26335 7.9467 -2.4705 
Stddev .05295 .10983 .79921 .05812 2.6723 29.030 
%RSD 158.17 70.094 3099.7 22.071 33.629 1175.0 

#1 .07091 -.23436 .59091 -.30445 9.8363 ••22.998 
#2 -.00396 -.07903 -.53934 -.22225 6.0570 18.057 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

' . l i f f l l l f f lEIS 



Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.234 .13741 12.736 -.09602 -.03427 2.7315 
Stddev 3.427 .03202 4.281 .06829 .44677 .8734 
%RSD 25.898 23.300 33.611 71,114 1303.8 31.975 

#1 15.658 .16005 9.7090 -.04774 -.35018 3.3491 
#2 10.811 .11477 15.763 -.14431 .28164 2.1139 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .56637 -.52886 .16825 .06881 
Stddev .41046 .76711 .17800 .06688 
%RSD 72.473 145.05 105.79 97.201 

#1 .27613 -1.0713 .29412 .02151 
#2 .85661 .01357 .04239 .11610 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

.'ifisfflOlfii J-



Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8772.4 10185. 133800. 21334. 
Stddev 9.4 27. 639. 1403. 
%RSD .10666 .26743 .47750 6.5772 

#1 8779.0 10205. 134250. 20342. 
#2 8765.8 10166. 133350. 22326. 



Sample Name: 0008723-01L Acquired: 11 /29/2007 17:33:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Ag328Q AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313. 042 {108} 317.933 {106} 
IS Ref (Y_36Q0) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.962 30243. 146.13 427:09 .64479 17053. 
Stddev .392 1984. .85 28.03 .00848 1154. 
%RSD 1.6368 6.5611 .58030 6,5637 1.3149 6.7641 

#1 23.685 31646. 145.53 446.92 .65079 17869. 
#2 24.240 28840. 146.73. 407.27 .63880 16237. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259. 940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21.294 20.573 40.406 233.81 37767. 7540.9 
Stddev .055 .072 .153 4.34 2463. 524.0 
%RSD .25642 .34809 .37877 1.8579 6.5213 6.9493 

#1 21.256 20.523 40.297 230.73 39508. 7911.5 
#2; 21.333 20624 40514 236.88 36025. 7170.4 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/29/2007 17:33:21 Type: Urik 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 149 

Elern Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9655.7 2019.6 378.37 29.312 2105.6 87.495 
Stddev 647.6 33.0 6.66 .116 3.2 .600 
%RSD 6.7067 1.6355 1.7592 .39498 .15382 .68533 

#1 10114. 1996.3 383.07 29.394 2107,9 87.919 
#2 9197.8 2043.0 373.66 29.230 2103.4 87.071 

Check ? None None None None None None 
Value « 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.1501 1.3668 66,084 5917.0 
Stddev 1.2153 .5722 .796 11.6 
%RSD 23.597 41.860 1.2047 .19584 

#1 6.0094 1.7714 65.521 5925.2 
#2 4.2908 .96225 66.647 5908.8 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/29/2007 17:33:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 149 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360 .073( 94} 371.030 (91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8310.2 10196. 135500. 21822. 
Stddev 8.2 20. 1816. 1525. 
%RSD .09829 .19511 1.3404 6.9858 

#1 8304.4 10182. 136790. 20744. 
#2 8316.0 10210. 134220. 22900. 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: Unk 
| Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
• User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
| Comment: 150 
i 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.88158 167090. 53.681 1944.4 2.3183 37908. 
Stddev .00118 1793, .161 25.4 .0199 319. 
%RSD .13417 1.0729 .30028 1.3084 .85789 .84055 

#1 -88074 168360. 53.795 1962.4 2.3324 38134. 
#2 -.88241 165820. 53.568 1926.4 2.3042 37683. 

Check ? None None None None None None 
Value _ 

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5000 121.86 208.65 215.15 187180. 29665. 
Stddev .0070 .02 .14 .89 546. 280. 
%RSD .12653 .01835 .06676 .41226 .29181 .94425 

#1 5.4951 121.87 208.75 215.77 186800. 29863. 
#2 5.5049 121.84 208.55 214.52 187570. 29467. 

Check? None None None None None None 
Value 
Range 

mmmmmts 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 150 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32990. 6483.5 1255.2 147.06 157.95 4.0999 
Stddev 257. 32.8 6.6 1.01 .62 .1048 
%RSD .77848 .50663 .52828 .68785 .39569 2.5554 

#1 33171. 6460.3 1259.9 147.78 157.51 4.1740 
#2 32808. 6506.7 1250.5 146.34 158.39 4.0259 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0505 -6.8262 491.67 750.94 
Stddev 1.5554 .2682 .25 .53 
%RSD 148.07 3.9289 .05035 .07118 

#1 2.1503 -7.0158 491.50 750.56 
#2 -.04938 -6.6365 491,85 751.31 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution:! Operator: SRV 
Comment: 150 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7508.3 10258. 133920. 22402. 
Stddev 57.1 84. 539. 317. 
%RSD .76103 .82371 .40261 1.4151 

#1 7467.9 10198. 133540. 22178. 
#2 7548.7 10317. 134310. 22626. 

mmmmEzi 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 151 

Elem 
Line 
IS Ref 
Units 
Avg 
Stddev 
%RSD 

#1 
#2 

Check ? 
Value 
Range 

Ag3280 
328.068 {103} 

(Y_3600) 
Ug/L 

-.70032 
.32433 
46.311 

A 

-.47099 
-.92966 

None 

AI3961 As1890 
396.152 {85} 189.042 {478} 

(Y_3710) 
ug/L 

173490. 
4272. 

2.4623 

170470. 
176510. 

None 

(Y_2243) 
ug/L 

46.132 
1.215 

2.6342 

46.991 
45.272 

None 

Ba4554 Be3l30 Ca3179 
.403 { 74} 313.042 {108} 317.933 {106} 
(Y_3710) (Y_3710) (Y_3710) 

ug/L ug/L ug/L 
1701.9 2.5336 44247. 

38.9 .0418 1131. 
2.2832 1.6519 2.5568 

1674.5 2.5040 43447. 
1729.4 2.5632 45047, 

None None None 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.1648 111,97 213.22 197.78 175820. 33261. 
Stddev .1388 2.28 .47 .21 5399. 870. 
%RSD 2.6875 2.0386 .22262 .10689 3.0709 2.6153 

#1 5.2630 113.58 212.88 197.63 172000. 32646. 
#2 5.0667 110.36 213.55 197.93 179640. 33876. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231. 604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34631. 5260.3 1644.0 158.73 189.35 4.6953 
Stddev 841. 34.2 29.2 2.70 4.30 1.2777 
%RSD 2.4299 .65020 1.7765 1.7021 2.2687 27.212 

#1 34036. 5236.1 1623.3 160.64 192.39 5.5988 
#2 35226. 5284.5 1664.6 156.82 186.31 3.7919 

Check ? None None None None None None 
Value 
Range -

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L Ug/L ug/L ug/L 
Avg .06352 -7.1555 451.56 651.07 
Stddev 2.4309 .0404 .09 9.19 
%RSD 3827.1 .56506 .02023 1.4111 

#1 -1.6554 -7.1269 451.49 657.56 
#2 1.7824 -7.1841 451.62 644.57 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: link 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 151 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7535.2 10443. 136510, 23100. 
Stddev 25.1 26. 90. 177. 
%RSD .33356 .25218 .06576 .76515 

#1 7517.5 10424. 136450. 23225. 
#2 7553.0 10461. 136580. 22975. 

flWOSiSSJ 



Sample Name: ICPBLKQ8 Acquired: 11/29/2007 17:41:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 152 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.33709 39.784 -.96691 -.43497 -.00140 7.2689 
Stddev .09679 17.287 .11196 .08461 .05269 4.6132 
%RSD 28.714 43.453 11.579 19.451 3776.8 63.464 

#1 -.40553 52.008 -.88774 -.37514 .03586 10.531 
#2 -.26864 27.560 -1.0461 -.49480 -.03865 4.0069 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06904 -.22341 -.24286 -.35676 40.504 17.815 
Stddev .02970 .06038 .25361 .24547 16.499 29.220 
%RSD 43.025 27.028 104.43 68.807 40.733 164.02 

#1 -.04803 -.26611 -.42219 -.53033 52.170 38.477 
#2 -.09004 -.18071 -.06353 -.18318 28.838 -2.8467 

Check ? None None None None None None 
Value 
Range 

mmsmwEm 



Sample Name: ICPBLKQ8 Acquired: 11/29/2007 17:41:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 152 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.0349 2.8257 6.2638 -.08837 .64463 -.97388 
Stddev 10.733 .3945 6.3717 .07051 .72961 .57003 
%RSD 152.57 13.960 101.72 79.791 113.18 58.532 

#1 14.624 2.5467 1.7584 -.13822 1.1(605 -.57081 
#2 -.55451 3.1046 10.769 -.03851 ,12872 -1.3770 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.27743 -i19349 -.11889 .36294 
Stddev .11786 .12783 .18732 .02710 
%RSD 42.482 66.066 157.55 7.4660 1 

#1 -.36077 -.28388 .01356 .34378 
#2 -.19409 -.10310 -.25135 .38210 

Check? None None None None 
Value 
Range 

flfiS 



Sample Name: jCPBLKQS Acquired: 11/29/2007 17:41:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 152 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8955.7 10406. 137650. 21782. 
Stddev 23.6 55. 759. 373. 
%RSD .26337 .52698 .55144 1.7125 

#1 8972.4 10445. 138180. 21518. 
#2 8939.0 10367. 137110. 22046. 



Sample Name: ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 81.163 1082.9 2333.5 10.986 46.561 403810. 
Stddev 1.510 13.7 3.6 .185 .822 12684. 
%RSD 1.8609 1.2671 .15469 1.6849 1.7647 3.1410 

#1 80,095 1073.2 2331.0 10.855 45.980 394840. 
#2 82.231 1092.6 2336.1 11.117 47.142 412780. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 111.82 378.12 258.06 17390. 58039. 153.44 
Stddev .21 .86 3.63 203. 863. 10.94 
%RSD .18879 .22866 1.4074 1.1670 1.4868 7.1320 

#1 111.67 377.51 255.49 17246. 57429. 145.70 
#2 111.97 378.73 260.63 17533. 58649. 161.18 

Check ? None None None None None None 
Value 
Range 

.)• 



Sample Name; ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 257370. 564.44 87.624 153,68 530.22 633.01 
Stddev 4428. 6.78 1.018 .17 1.10 2.74 
%RSD 1.7203 1.2009 1.1613 .11236 .20833 .43359 

#1 254240. 559.64 88.343 153.81 529.43 631.06 
#2 260500. 569.23 86.904 153.56 531.00 634.95 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 96.055 79.699 167.34 442.22 
Stddev .017 .465 1.40 1.11 
%RSD .01817 .58314 .83397 .25193 

#1 96.043 80.027 166.35 441.43 
#2 96.068 79.370 168.33 443.01 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Unk 
Method: TAL2007t 129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 153 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S as/s Cts/S Cts/S 
Avg 6920.3 8784.0 117130. 19935. 
Stddev 35.0 41.4 1022. 122. 
%RSD .50587 .47112 .87252 .61399 

#1 6895.6 8754.8 117850. 20021. 
#2 6945.1 8813.3 116400. 19848. 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .69731 146390. 61.086 1740.8 .07431 44063. 
Stddev .07795 3117. .638 33.0 .00847 1079. 
%RSD 11.179 2.1291 1.0445 1.8951 11.405 2.4476 

#1 .64219 144190. 61.538 1717.5 .08030 43300. 
#2 .75243 148600. 60.635 1764.1 .06832 44825. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228, .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7594 120.83 233.19 228.42 219750. 35370. 
Stddev .0785 .01 .75 .36 5927. 781. 
%RSD 1.0122 .00421 .32078 .15734 2.6970 2.2067 

#1 7.7038 120.83 232.66 228.17 215560. 34818. 
#2 7.8149 120.82 233.71 22867 223940. 35922. 

Check ? None None None None None None 
Value 
Range 

H'S'fi'ffl S BE 3 j.. 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33570. 5736.7 1700.5 135.90 450.19 9.7421 
Stddev 937. 31.5 28.4 .29 .23 .1960 
%RSD 2.7923 .54912 1.6712 .21602 .05054 2.0120 

#1 32907. 5714.4 1680.4 136.11 450.03 9.8807 
#2 34233. 5758.9 1720.6 135.69 450.36 9.6035 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292, 402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9254 -8.4875 674.55 1030.1 
Stddev 1.0890 .2248 .28 1,9 
%RSD 56.559 2.6490 .04214 .18080 

#1 1,1554 -8.3285 674.35 1028.8 
#2 2.6954 -8.6465 674.75 1031.4 

Check? None None None None 
Value 
Range 

33:9119 99fa 32 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y_37l0 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7557.1 10341. 134810. 23015. 
Stddev 18.6 46. 392. 307. 
%RSD .24629 .44388 .29051 1.3319 

#1 7543.9 10309. 134530. 23232. 
#2 7570.2 10373. 135080. 22799. 



Sample Name: 0008723-11 Acquired: 11/29/2007 17:50:14 Type; Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

' User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
: Comment: 155 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 4 55.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_371»0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .14704 176730. 53.940 2829.8 1.6783 53023. 
Stddev .09564 6355. 1.523 93.4 .1535 2061. 
%RSD 65.044 3.5959 2.8232 3.3008 9.1473 3.8861 

#1 .21467 172240. 55.017 2763.7 1.5698 51566. 
#2 .07941 181220. 52.863 2895.8 1.7869 54480. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6453 131.43 315.69 196.07 191510. 42441. 
Stddev .1162 .27 .46 .02 7411. 1522. 
%RSD 2.0591 .20498 .14490 .01110 3.8696 3.5871 

#1 5.5631 131.62 315.37 196.09 186270. 41365. 
#2 5.7275 131.24 316.01 196.06 196750. 43518. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-11 Acquired; 11/29/2007 17:50:14 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 155 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48573. 5745.9 3393.9 260.58 218.18 4.6227 
Stddev 1908. 40.0 109.5 .27 .42 .3074 
%RSD 3.9281 .69635 3.2248 .10483 .19309 6.6498 

#1 47224. 5717.7 3316.5 260.77 217.88 4.8400 
#2 49922. 5774.2 3471.3 260.38 218.48 4.4053 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .87767 -10.488 513.40 776.50 
Stddev .10141 .320 .32 .88 
%RSD 11.555 3.0551 .06211 .11289 * 

#1 .80596 -10.714 513.17 777.12 
#2 .94938 -10.261 513.62 775.88 

Check? None None None None 
Value 
Range 

mmmmmms 



I 

Sampte Name: 0008723-11 Acquired: 11/29/2007 17:50:14 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 155 

Int. Std, In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7456.2 10396. 134710. 23226. 
Stddev 22.0 27. 78. 546. 
%RSD .29493 ,26152 .05804 2.3518 

#1 7440.7 10377. 134650. 23612. 
#2 7471.8 10415. 134760. 22840. 

i 
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Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: Unk 
! Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

i 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 (108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16484 68.778 -1.3086 .31650 .00339 29.897 
Stddev .04453 34.893 .7426 .71258 .02918 9.886 
%RSD 27.015 50.733 56.744 225.14 860.64 33.067 

#1 .13335 93.452 -.78354 .82037 .02403 36.887 
#2 .19633 44.105 -1.8337 -.18737 -.01724 22.906 

Check ? None None None None None None 
Value 
Range 

Eiem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .13774 -.50216 -.33921 -.26029 74.495 43.078 
Stddev .02505 .04231 .54676 .10099 42.854 58.076 
%RSD 18.186 8.4249 161.18 38.798 57.526 134.81 

#1 .15546 -.53207 .04741 -.33171 104,80 84.144 
#2 .12003 -.47224 -.72583 -.18888 44.193 2.0124 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29.076 .43588 14.054 -.72629 .42992 .61937 
Stddev 19.746 .01303 2.275 .18393 .77850 .05389 
%RSD 67.912 2.9902 16.189 25.324 181.08 8.7010 

#1 43.039 .44509 12.446 -.85635 .98040 .58126 
#2 15.114 .42666 15.663 -.59624 -.12056 .65748 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1864 -2.8401 -.27890 .43812 
Stddev 1.7062 1.0765 .01941 .11309 
%RSD 53.547 37.902 6.9582 25.813 

#1 1.9799 -2.0790 -.29262 .51809 
#2 4.3929 -3.6013 -.26518 .35815 

Check ? None None None None 
Value 
Range 

iMfflSSEaS 



Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8493.7 9891.1 130510. 20535. 
Stddev 62.5 55.3 374. 72. 
%RSD .73532 .55862 .28680 .34825 

#1 8449.6 9852.1 130250. 20485. 
#2 8537.9 9930.2 130770. 20586. 



Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 614.35 4920.2 245.07 4842.7 118.63 12171. 
Stddev 2.36 65.4 .18 56.5 1.00 90. 
%RSD .38351 1.3294 .07356 1.1670 .84394 .74246 

#1 612.68 4873,9 244.94 4802.7 117.93 12107. 
#2 616.02 4966,4 245.20 4882.6 119.34 12235. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.09 1222.8 495.07 598.92 2397.5 11959. 
Stddev .02 1.1 .39 3.14 30.4 137. 
%RSD .01960 .09321 .07917 .52439 1.2683 1.1491 

#t 124.11 1223.6 494.79 596.69 2376.0 11862. 
#2 124.08 1221.9 495.35 601.14 2419.0 12056. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC , 
Method: TAL200711;29B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12097. 1245.5 12072. 1232.8 245.42 1221.3 
Stddev 41. 2.5 114. 2.0 .34 4.5 
%RSD .34130 .19746 .94606 .16078 .13932 .36862 

#1 12067. 1243.7 11991. 1234.2 245.17 1218.1 
#2 12126. 1247.2 12153. 1231.4 245.66 1224.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 244.96 247.25 1227.2 1231.5 
Stddev .46 .1:0 3.3 2.6 
%RSD .18965 .03883 .26806 .20906 

M 244.63 247.19 1224.9 1233.3 
#2 245.29 247.32 1229.5 1229.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

msniifififi it i 



Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8693.1 10432. 137030b 21931. 
Stddev 26.8 48. 752. 73. 
%RSD .30871 .46329 .54851 .33471 

#1 8712.0 10467. 137560. 21983. 
#2 8674.1 10398. 136490. 21879. 



! 

i 

i Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
; Method: TAL20071129B Mode: CONC Corn Factor: 1.000000 

User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05044 16.105 -.14600 1.1777 .00782 17.191 
Stddev .14099 5.766 .44223 .1652 .02516 1.207 
%RSD 279.52 35.799 302.90 14.030 321.76 7.0229 

#1 -.04925 20.182 -.45870 1.2945 .02561 18.044 
#2 .15013 12.028 .16671 1,0608 -.00997 16.337 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06475 .38024 -.27520 -.02741 10.390 -.79438 
Stddev .00276 .02678 .12041 .30023 .568 7.6860 
%RSD 4.2561 7.0426 43.755 1095.3 5.4658 967.55 

#1 .06280 .36131 -.36034 .18488 10.792 -6.2292 
#2 .06669 ,39918 -.19005 -.23970 9.9886 4.6404 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



I 

i 
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! 

i Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33.872 .28749 7.4660 .24753 -.29167 2.3996 
Stddev 7.290 .00100 4.4725 .11144 .67841 1.6540 
%RSD 21.523 ,34872 59.906 45.020 232.59 68.929 

#1 28.717 .28678 4,3034 .16873 -.77138 3.5691 
#2 39.027 .28820 10.629 ,32632 .18804 1.2300 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1015 -.84704 .34817 .43506 
Stddev 1.2430 .02808 .01242 .26485 
%RSD 112.84 3.3151 3.5683 60.877 

#1 .22263 -.82719 .35696 .24778 
#2 1.9804 -.86690 .33939 .62234 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmwmAd 



Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8889.0 10340. 135880. 21999. 
Stddev 3.4 13. 88. 105. 
%RSD .03849 .12201 .06505 ,47764 

#1 8886.5 10349. 135940. 22073. 
#2 8891,4 10331. 135810. 21924. 



Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: Unk 
Method: TAL20Q71129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator; SRV 
Comment: 156 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .32854 143870. 44.852 1641.0 .61972 45055. 
Stddev .16563 620. .781 10.7 .02712 185. 
%RSD 50.415 .43126 1.7416 ,65382 4.3768 .41122 

#1 .44566 144300. 45.404 1648.6 .63889 45186. 
#2 .21142 143430. 44.300 1633.4 .60054 44924. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.3789 106.06 191.80 178.01 187970. 33564. 
Stddev .0487 .06 .37 .23 708. 167. 
%RSD .90492 .05715 .19090 .13035 .37691 .49674 

#1 5.4134 106.01 191.54 178.18 188470. 33682. 
#2 5.3445 106.10 192.06 177.85 187470. 33446. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34751. 4740.2 1473.8 135.23 226.45 6.0396 
Stddev 37. .3 13.0 .05 .83 .1670 
%RSD .10668 .00560 .88128 .04045 .36688 2.7652 

#1 34778. 4740,4 1483.0 135.27 227.03 5.9215 
#2 34725. 4740.0 1464.6 135.19 225.86 6.1576 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.13328 -9.4798 524.43 718.79 
Stddev 1.0909 .4023 .88 2.14 
%RSD 818.48 4.2437 .16828 .29725 

#1 .63808 -9.1953 525.05 717.28 
#2 -.90464 -9.7642 523.80 720.30 

Check ? None None None None 
Value • 

Range 



Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 156 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7494.8 10268. 133380. 22523. 
Stddev 29.6 53. 644. 449. 
%RSD .39494 .52036 .48318 1.9950 

#1 7473.8 10230. 132930. 22206. 
#2 7515.7 10306. 133840. 22841. 



Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 

i 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455 .403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.08 84808. 990.48 1920.0 1.3144 235080. 
Stddev .10 1057. 4.52 23.5 .1132 6564. 
%RSD .04711 1.2466 .45618 1.2256 8.6121 2.7920 

#1 208.15 84061. 993.67 1903.3 1.2344 230440. 
#2 208.01 85556. 987.28 1936.6 1.3945 239730. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 579.43 83.019 200.84 1647.7 211100. 16487. 
Stddev 3.37 .473 .19 1.8 5499. 266. 
%RSD .58223 .56970 .09634 .10693 2.6052 1.6159 

#1 581.81 83.354 200.70 1648.9 207210. 16299. 
#2 577.04 82.685 200.97 1646.4 214980. 16675. 

Check ? None None None None "" None None 
Value 
Range 
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Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: ! Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 100200. 10264. 3146.2 154.36 21974. 579.94 
Stddev 1249. 15. 35.3 .07 77. 1.04 
%RSD 1.2466 .14959 1.1211 .04316 .35202 .18005 

#1 99315. 10275. 3121.3 154.31 22029. 580.68 
#2 101080. 10254. 3171.2 154.41 21920; 579.21 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) - •  

Units ug/L ug/L ug/L ug/L 
Avg 45.583 24.319 259.10 84892. 
Stddev .121 .478 1.06 464. 
%RSD .26609 1.9648 .40917 .54696 

#1 45.497 24.657 259.85 85221. 
#2 45.669 23.981 258.36 84564. 

Check ? None None None None 
Value 
Range 

mmmmm 



Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7269.9 9831.4 129430. 22220. 
Stddev 34.2 50.7 597. 31. 
%RSD .47080 .51540 .46139 .14001 

#1 7245.7 9795.6 129010. 22242. 
#2 7294.1 9867.3 129850. 22198. 
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Sample Name: 0008723-15 Acquired: 11/29/2007 18:07:02 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06272 137180. 46.907 1656.6 .86640 38291. 
Stddev .34587 1710. .958 19.8 .06277 449. 
%RSD 551.43 1.2462 2.0425 1.1948 7.2449 1.1719 

#1 .30729 138390. 47.584 1670.6 .82201 38609. 
#2 -.18185 135980. 46.229 1642.6 .91078 37974. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 ,616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4209 102.71 196.99 170.99 188160. 27802. 
Stddev .1550 .44 .61 .59 2344. 175. 
%RSD 2.8593 .42599 .30852 .34768 1.2458 .62974 

#1 5.5305 103.02 197.42 170.57 189820. 27926. 
#2 5.3113 102.40 196.56 171.41 186500. 27678. 

Check ? None None None None None None 
Value \ 

Range 



Sample Name: 0008723-15 Acquired: 11/29/2007 18:07:02 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (ln2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32471. 5138.4 1614.6 118.43 248.65 4.4438 
Stddev 456. 8.5 23.2 .53 2.33 .2073 
%RSD 1.4053 .16582 1.4388 .44837 .93605 4.6659 

#1 32794. 5144.4 1631.0 118.81 250.29 4.5904 
#2 32148. 5132.4 1598.2 118.06 247.00 4.2972 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.14725 -7.3337 543.04 674.35 
Stddev .65417 1.9229 .25 1.00 
%RSD 444.26 26.220 .04565 .14810 

#1 .31532 -5.9740 542.86 675.06 
#2 -.60982 -8.6934 543.21 673.65 

Check ? None None None None 
Value 
Range 



Sample Name; 0008723-15 Acquired: 11/29/2007 18:07:02 Type: Unk 
Method: TAL20071129B Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7712.9 10479. 136770. 22695. 
Stddev 26.0 44. 225. 431. 
%RSD .33692 .41900 .16438 1.8990 

#1 7694.5 10448. 136610. 22390. 
#2 7731,2 10510. 136930. 22999. 
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Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .75055 123860. 46.929 1427.1 1.2237 37550. 
Stddev .33758 1542. .445 17.7 .0542 456. 
%RSD 44.977 1.2448 .94877 1.2390 4.4320 1.2154 

#1 .98926 122770. 47.244 1414.6 1.1853 37227. 
#2 .51185 124950. 46.614 1439.6 1.2620 37872. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2318 87.939 167.04 146.23 166450. 25455. 
Stddev .0394 .097 .11 .45 2911. 331. 
%RSD .75368 .10995 .06755 .31019 1.7491 1.2984 

#1 5.2596 88.008 166.96 145.90 164390. 25221. 
#2 5.2039 87.871 167.12 146.55 168510. 25689, 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 { 57} 231.604 {445} 220.: 353(453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31815. 4071.4 1224.7 112.42 274.74 6.4655 
Stddev 368. 20.9 16.6 .35 .40 .1214 
%RSD 1.1568 .51385 1.3521 .30876 .14509 1.8769 

#1 31555. 4056.6 1213.0 112.18 274.45 6.5513 
#2 32075. 4086.2 1236.4 112.67 275.02 6.3797 

Check ? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9488 -6.3817 472.54 651.14 
Stddev .8955 .3839 .07 .91 
%RSD 45.949 6.0163 .01532 .13919 

#1 1.3156 -6.1102 472.49 650.50 
#2 2.5820 -6.6532 472.59 651.78 

Check ? None i None None None 
Value 
Range 



Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 ,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7770.8 10441. 136320. 22706. 
Stddev 19.6 24, 98. 60. 
%RSD .25235 .23332 ,07167 .26302 

#1 7757.0 10424. 136250. 22748. 
#2 7784.7 10459. 136390, 22664. 



Sample Name: 0008723-19 Acquired: 11/29/2007 18:12:46 Type: Urik 
j Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: MH24H4 Dilution: 1,25 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.54184 145700. 52.365 1815,7 2.2915 61275. 
Stddev .14654 595. .245 5.2 .0113 276. 
%RSD 27.045 .40871 .46777 .28399 .49307 .45033 

#1 -.64545 145280. 52.539 1812,0 2.2995 61080. 
#2 -.43822 146120. 52.192 1819.3 2.2835 61470. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.618 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2477 95.057 187.14 162.65 183790. 33366. 
Stddev .0828 ,919 .90 1.01 1953, 171. 
%RSD 1.5789 .96637 .48291 ,61901 1.0626 .51367 

#t 5.3063 95.707 187.78 163.37 182410. 33245. 
#2 5.1(891 94,408 186.50 161.94 185170. 33487. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-1,9 Acquired: 11/29/2007 18:12:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1.25 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44960. 4556.3 1891.1 134.93 221.19 4.5290 
Stddev 199. 9.9 2.6 1.63 1.96 .9910 
%RSD .44235 .21799 .13663 1.2080 .88421 21.882 

#1 44820. 4563.3 1893.0 136.08 222.57 5.2298 
#2 45101. 4549.3 1889.3 133.78 219.80 3.8282 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3772 -5.0969 480.98 656.24 
Stddev 1.4613 .5106 1.26 6.72 
%RSD 106.11 10.019 .26261 1.0238 

#1 .34389 -4.7358 481.87 660.99 
#2 2.4105 -5.4580 480.08 651.48 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-19 Acquired: 11/29/2007 18:12:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1.25 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7612.6 10438. 136560. 22789. 
Stddev 24.6 17. 135. 32. 
%RSD .32373 .16257 .09868 .14197 

#1 7595.2 10426. 136460. 22767. 
#2 7630.1 10450. 136650. 22812. 



Sample Name: BLANK Acquired: 11/29/2007 18:15:36 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05613 25.492 -1.2308 -.43670 -.05045 21.031 
Stddev .30315 10.965 .0468 .06413 .01907 3.447 
%RSD 540.07 43.015 3.8018 14.686 37.798 16.388 

#1 .15823 33.245 -1.1977 -.48205 -.03697 23.469 
#2 -.27049 17.738 -1.2639 -.39135 -.06394 18.594 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .19653 -.49787 -.09401 .37500 36.103 13.669 
Stddev .06212 .00317 .14470 .10854 9.694 9.132 
%RSD 31.608 .63764 153.92 28.944 26.853 66.806 

#1 .15260 -.50011 .00831 .45175 42.958 20.126 
#2 .24045 -.49562 -.19633 .29825 29.247 7.2117 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/29/2007 18:15:36 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.138 .41793 12.429 -.41351 -.15394 .36588 
Stddev 2.001 .05855 4.770 .09156 .10868 1.1627 
%RSD 15.227 14.010 38.382 22.143 70.599 317.79 

#1 11.723 .37652 9.0554 -.47825 -.07709 1.1880 
#2 14.552 .45933 15.802 -.34876 -.23079 -.45629 

Cheek ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8031 -2.5011 -.04195 .56051 
Stddev .2969 1.0951 .13559 .01768 
%RSD 16.465 43.786 323.22 3.1543 

#1 2.0130 -3.2755 -.13783 .57301 
#2 1.5932 -1.7267 .05393 .54801 

Check ? None None None ~ None 
Value 
Range 

aSS;S#SBS2 



Sample Name; BLANK Acquired: 11/29/2007 18:15:36 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073(94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8497.5 9909.9 130730. 20516. 
Stddev 46.3 67.2 5. 291. 
%RSD .54451 .67826 .00413 1,4192 

#1 8464.8 9862.3 130730. 20310. 
#2 8530.2 9957.4 130730. 20722. 



Sample Name: ZCRI Acquired: 11/29/2007 18:18:21 TypeiQC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9738 65.713 9.0899 .66489 5.0017 46.577 
Stddev .0446 8.964 .6440 .14891 .0737 .997 
%RSD .44691 13.642 7.0847 22.396 1.4728 2.1398 

#1 10.005 59.374 8.6345 .77018 5.0538 47.281 
#2 9,9422 72.052 9.5452 .55959 4.9496 45.872 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (YJ3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8635 51,439 10.028 26.158 73.572 20.415 
Stddev .0484 .084 .306 .332 4.914 12.865 
%RSD .99512 .16234 3.0506 1.2710 6.6788 63.020 

#1 4.8977 51.498 10.245 25.923 70.098 11.318 
#2 4.8292 51.380 9.8119 , 26.393 77.047 29.512 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

Hfll^S I 



Sample Name: ZCRJ Acquired: 11/29/2007 18:18:21 Type: QC 
Method: TAL20071129B Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (Ih2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35.096 19.378 18.098 41.918 12.010 57.552 
Stddev 11.891 .276 7.636 .234 .821 1.279 
%RSD 33.882 1.4268 42.192 .55791 6.8359 2.2216 

#1 43.504 19.183 23.497 42.084 11.430 56.648 
#2 26.687 19.574 12.699 41.753 12.591 58.456 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.445 25.974 52.121 62.070 
Stddev .684 .164 .142 .382 
%RSD 2.1745 .63197 .27283 .61613 

#1 30.961 25.858 52.221 62.341 
#2 31.928 26.090 52.020 61.800 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

fl-B 0 S 8 Bfifi 5 



Sample Name: ZCRI Acquired: 11/29/2007 18:18:21 Type: QC 
Method: TAIL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306(450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9148.4 10637. 140820. 21679. 
Stddev 43.0 56. 1178. 282. 
%RSD .47041 .52853 .83662 1.2992 

#1 9178.8 10677. 141650. 21480. 
#2 9118.0 10597. 139990. 21878. 

IliJIIJlli jlSSS. 



Sample Name: CRI Acquired: 11/29/2007 18:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.131 53.070 8.9114 .48460 5.0026 37.796 
Stddev .113 1.963 .2141 .10427 .0463 .033 
%RSD 1.1113 3.6984 2.4030 21.518 .92597 .08710 

#1 10.210 54.458 9.0628 .41086 5.0353 37.773 
#2 10.051 51.682 8.7600 .55833 4.9698 37.820 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 76C i.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8999 51,221 10.356 25.696 53.516 20.956 
Stddev .1419 .241 .077 .461 1.542 9.283 
%RSD 2.8962 .47005 .74020 1.7953 2.8807 44.295 

#1 5.0002 51.051 10.302 26.022 54.606 27.520 
#2 4.7995 51.391 10.410 25.370 52.426 14.393 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 18:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34.083 18.380 18.961 41.723 12.102 59.533 
Stddev 1.941 .123 .436 .147 .735 .772 
%RSD 5.6948 .66702 2.2984 .35196 6.0763 1.2973 

#1 35.456 18.293 18.652 41.827 11.582 58.987 
#2 32.711 18.467 19.269 41.619 12.622 60.079 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.698 26.605 51.379 60.989 
Stddev .844 .706 .116 .000 
%RSD 2.5807 2.6518 .22624 .00078 

#1 32.102 26.106 51.461 60.989 
#2 33.295 27.104 51.297 60.989 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



/ 

Sample Name: CRI Acquired: 11/29/2007 18:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9040.4 10484. 137970. 21851. 
Stddev 6.9 14. 178. 82. 
%RSD .07644 .13564 .12877 .37315 

#1 9045.3 10494. 138090. 21794. 
#2 9035.5 10473. 137840. 21909. 



Sample Name: ICSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Bern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396,152 {85} 189.042 {478} 455.403 ( 74} 313. 042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.29427 254240. -.93163 -3.4642 1.3962 241750. 
Stddev .08239 13300. .95197 .0810 .0318 9046. 
%RSD 27.997 5.2311 102.18 2.3370 2.2789 3.7418 

#1 -.23601 263650. -.25848 -3.5215 1.4187 248140. 
#2 -.35253 244840. -1,6048 -3.4070 1.3737 235350. 

Check ? 
LJinh 1 limit 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
mgri Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616(447} 267.716 (126} 324.754 (104} 259.940 (130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8527 3.0393 43.246 23.415 92837. -113.82 
Stddev .0083 .0619 .118 .181 4819. 58.06 
%RSD .44635 2.0355 .27272 .77230 5.1903 51.012 

#1 1.8469 2.9955 43.163 23.287 96245. -154.88 
#2 1.8585 3.0830 43.330 23.542 89430. -72.766 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: jOSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 253620. 15.379 792.41 18.210 4.3299 -1.0476 
Stddev 13188. .480 48.68 .501 3.0607 1.1323 
%RSD 5.1997 3.1204 6.1431 2.7528 70.686 108.09 

#1 262950. 15.039 826.84 18.564 2.1657 -.24691 
#2 244300. 15.718 757.99 17.855 6,4942 -1.8482 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (Jn2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.6268 -1.7309 -1.4035 23,528 
Stddev .6236 .8769 .0017 .443 
%RSD 11.082 50,659 .12048 1.8825 

#1 -6.0677 -2.3510 -1.4023 23.215 • 

#2 -5.1859 -1.1109 -1.4047 23.841 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit • 

Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7283.9 9378.7 122590. 20219. 
Stddev .8 7.0 708. 956. 
%RSD .01073 .07486 .57783 4.7291 

#1 7284.4 9373.7 123090: 19543. 
#2 7283.3 9383.7 122090; 20895. 



Sample Name: ICSAB Acquired: 11/29/2007 18:26:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISJRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 205.61 245890. 92.113 512.51 475.06 234650. 
Stddev .19 8363. .564 16.56 15.66 8960. 
%RSD .09059 3.4009 .61207 3.2322 3.2955 3.8186 

#1 205.47 251810. 91.715 524.22 486.13 240980. 
#2 205.74 239980. 92.512 500.79 463.99 228310. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 934.76 497.83 517.17 523.92 90155. -43.762 
Stddev 1.12 .96 .93 1.20 2916. 34.478 
%RSD .12020 ,19360 .18011 .22819 3.2340 78.785 

#1 935.55 498.52 516.52 523.07 92216. -68.141 
#2 933.97 497.15 517.83 524.76 88093. -19.382 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 18:26:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241770. 506.39 783.04 1020.0 58.238 584.49 
Stddev 8469. 1.16 30.29 2.4 1.750 2.76 
%RSD 3.5030 .22983 3.8677 .23619 3.0044 .47209 

#1 247760. 505.57 804.46 1021.8 57.001 582.54 
#2 235780. 507.22 761.63 1018.3 59.475 586.44 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (Jn2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.917 93.807 486.52 1018.7 
Stddev 1.372 1.387 .13 3.2 
%RSD 2.7487 1.4785 .02720 .31674 

#1 48.947 94.788 486.61 1021.0 
#2 50.887 92.827 486.42 1016.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/29/2007 18:26:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7337.5 9450.9 123510. 20881. 
Stddev 6.0 2.4 252. 592. 
%RSD .08159 .02515 .20434 

i 
2.8328 

#1 7333.2 9449.3 123690. 20463. 
#2 7341.7 9452.6 123330. 21300. 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 610.77 5066.5 246.44 5003.7 121.63 12321. 
Stddev 1.74 138.3 .24 115.6 2.68 310. 
%RSD .28546 2.7296 .09902 2.3093 2.2051 2.5136 

#1 609.53 5164.3 246.62 5085.4 123.52 12539. 
#2 612.00 4968.7 246.27 4922.0 119.73 12102. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.34 1220.2 494.22 595.73 2438.9 12322. 
Stddev .10 .8 .55 1.22 57.7 292. 
%RSD .08294 .06227 .11129 .20526 2.3642 2.3707 

#1 124.26 1220.8 493.83 594.87 2479,6 12529. 
#2 124.41 1219.7 494.61 596.60 2398.1 12116. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12045. 1236.3 12265. 1230.8 246,34 1234.1 
Stddev 294. 2.6 262. 2.3 .59 3.5 
%RSD 2.4368 .21162 2.1332 .18901 .24050 .28147 

#1 12253. 1234.5 12450. 1232.4 246.76 1231.6 
#2 11838. 1238.2 12080. 1229.1 245.92 1236.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2Q62 
Line 196.090 {472} 190.856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.97 246.30 1215.1 1222.3 
Stddev .32 .84 2.1 2.7 
%RSD .12926 .33922 .17251 .22350 

#1 248.19 246.89 1213.6 1224.2 
#2 247.74 245.71 1216.5 1220.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

BHIa'B'fl'Sfi 77 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306 (450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8536.4 10239. 133620. 21408. 
Stddev 4.5 9. 253. 484. 
%RSD .05219 .08367 .18960 2.2623 

#1 8533.3 10245. 133800. 21065. 
#2 8539,6 10233. 133440. 21750. 

/ 

mmmmwm 



Sample Name: CCB Acquired: 11/29/2007 18:31:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85}" 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .29772 26.385 -.06909 1.5767 ,02733 25.989 
Siddev .52164 .659 .82458 .0182 .03411 4.465 
%RSD 175.21 2.4995 1193.5 1.1534 124.78 17.181 

#1 -.07113 26.851 -.65216 1.5638 .00322 29.146 
#2 .66658 25.918 .51397 1.5895 .05145 22.832 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324 .754 {104} 259, .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04381 .24112 .03792 .20178 14.305 .81288 
Stddev .11546 .02764 .15551 .03368 2.113 18.602 
%RSD 263.53 11.465 410.10 16.693 14.772 2288.5 

#1 -.03783 .22157 -.07204 .22559 15.799 13.967 
#2 .12545 .26067 .14788 .17796 12.811 -12.341 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 18:31:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_36Q0) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 30.457 .39349 12.966 .30945 -1.2273 2.7986 
Stddev 1.173 .04232 .634 .18643 .5085 1.3273 
%RSD 3.8502 10.755 4.8917 60.246 41.437 47.429 

#1 31.286 .36356 13.414 .44128 -1.5868 3.7372 
#2 . 29.628 .42341 12.517 .17762 -.86767 1.8600 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1866 -.67403 .28689 .33978 
Stddev .0563 .38111 .06066 .03870 
%RSD 4.7430 56.542 21.146 11.391 

#1 1.1468 -.40454 .32978 .36715 
#2 1.2264 -.94352 .24399 .31241 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Bfi St ffl 8 SES'l 



Sample Name: CCB Acquired: 11/29/200718:31:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8840.0 10264. 134670. 21110. 
Stddev 12.0 10. 21. 990. 
%RSD .13578 .09525 .01596 4.6887 

#1 8831.5 10258. 134680. 20410. 
#2 8848.5 10271. 134650. 21810. 



I Sample Digestion - Logbook 
ICP-AES 

'H EE Scientific • 
Sample Digestion - Logbook 

ICP-AES 1544 Sawdust Road, Suite 505 
The Woodlands. TX 77380 

281-292-5277 

Sample Digestion - Logbook 
ICP-AES 

Effective Area Type Number Version RCN 
09-Nov-06 OA FORM 2FORMOS 1.0 675-0813 

Method: 'Tl M 0 5 A _ . _ ; 
Prep Start Date &Time: iv\ islD 3 18' 
Prep End Date &Time: li\K 10^1 iO-AT 

SOP: <2l0p01 
LCS ID: A An6030 

)PQI 
A 6 

MS ID: 

Circle Onei^Totali / Dissolved 
Prep Code: 
Temperature of Hot Block: "C 

Sample Matrix: -Col I 
Prep Batch ID: TcpftiU 
Thermometer ID: ]_ 
Others: 

- ' a== 

Lab 
Sample ID 

Client 
Sample ID 

/ 

Sample 
Aliquot 
G/mL 

Final 
Volume 

(mL) Dil. 

HCI 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 
(ml) 

(conc. / 
1:1) 

LCS 
Added 

(PD 

MS 
Added 

(MO 

h2o2 

Added 
(ml) 

Color Clarity Texture 

Comments 

- ' a== 

Lab 
Sample ID 

Client 
Sample ID 

/ 

Sample 
Aliquot 
G/mL 

Final 
Volume 

(mL) Dil. 

HCI 
Added 
(ml) 

(conc. / 
1:1) 

HN03 
Added 
(ml) 

(conc. / 
1:1) 

LCS 
Added 

(PD 

MS 
Added 

(MO 

h2o2 

Added 
(ml) Ini./Fin InL/Fin Ini./Fin 

Comments 

TcpGCLQb I'O <0° 10 ^f»0 14 A yJi A 
t Sl3 f 

JCpL<-iQ5 i t  vO 
1 j .— 

4- t 

\-0 \0|3 n_... 
--0<D f vis 

- -ois _
»

•
. 

_ 
G
 

*•
 

o
 

. 

C0«t*T) «a.ft/w»V A 6QS"00 
-•••• 0 i-T. t-l NA 

0-3 
n  M 

-
i b  1-0 

- or M 0
 1 

AO \ ' \  i  i  < f  t J, * V f .  .  . * 

M  

••"Air • 
SI 

Received for analysis by/Date: (tT^ \\\vCfe^ Reviewed by/Date V<*\ 

fj&OLOR •: Red =1; Blue =• 2: Yellow = 3: Green = 4: Orange = 5i Violet = 6 : White = 7; Brown = 8; Grey = 9; Black = 10; Colorless= 11. 
CLARITY : Clear = A; Cloudy = B; Opaque = C TEXTURE: Fine = F; Medium = M; Coarse =R 
ARTIFACTS : If Artifacts are present^ enter "Artifacts'- and describe in the Comments column. 
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IA4^ES5®S 
l&44.-SswdnslK£ad,.5uhs SOS 
The Woaflmili, TX 7738D 

281-292-5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ID: B-ICP6500 

Effective Area Type Number ' Version RCN i 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

! START DATE: H U ̂  |o ̂  START TIME: \*3> • 3 t, ENDDATE: UWW") END TIME: i G -

SEOTJENCE:n<\ \ U fA CALIBRATION ID: — ANALYTICAL METHOD: 3-c.swo C- ^ - i 

SOP: aCALSTDTD ICV/CCVID: G^-31 j 

ICB/CCB ID: G&t CRIID: 51 °O 2%HN03ID: 6?4>'- -£1^0 

ICSAID: l8-o °| . ICSABID: ~1' ISTDID: ~ ^~"©") ' 

CLIENT SAMPLE ID LAB SAMPLE ID DILUTION PREP BATCH ID COMMENTS 

| 0 /«^  12- * 

•" —-^ 

X 

/ 

rs v-

/ 
: 

NOTES: 

ANALYST/DATE: \ \ U . REVIEWER/DATE: 

'«iS«i8SBS3 
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Ifl4tawa»i»i»nl 
•.$44 5,^^,3^=505 Instrument Run Log iMWUMK -atTrm 0 

£S£5L» Instrument ID: B-ICM6500 

Runlog, Logbook (RCN#/Page§): gfctD -\0\-0 f • Analyst/Date: OK*} l\M\^ , 
Method: ILM05 4 SOP: g>0p0\ Reviewer/Date w 
Sequence: TAL20071115A Analysis Start : 11/15/2007 13:34:46 

Data File: TAX.20071115A.txt Analysis End: 11/15/2007 17:16:03 

No Lab Sample Client Sample Date Time D/F In2306 Y_2243 T_3600 Y_3710 Comments 

0 SO SO 11/15/2007 13:34:46 1 100 100 100 100 

0 S S 11/15/2007 13:37:29 1 92 97 97 96 

0 ICV1 ICV 11/15/2007 13:40:08 1 95 98 98 91 

0 ICB1 ICB 11/15/2007 13:42:41 1 98 99 100 96 

0 CRDL1 CR! 11/15/2007 13:45:25 1 98 99 101 99 

0 ICS-A1 . ICSA 11/15/2007 13:48:05 1 80 90 91 95 

0 ICS-AB1 ICSAB 11/15/2007 13:50:51 1 80 90 91 93 

0 CCV1 CCV 11/15/2007 13:53:32 1 91 95 99 95 

0 CCB1 CCB 11/15/2007 13:56:07 1 97 98 100 97 

0 0008702-07A MH23L6A 11/15/2007 13:58:52 1 81 97 100 109 

0 0008708-08A MH23H7A 11/15/2007 14.01:41 1 81 96 99 101 

0 ICPBLKQ4 PBSQ4 11/15/2D07 14:04:23 1 98 100 102 98 

0 1CPLCSQ4 LCSSQ4 11/15/2007 14:07:11 1 76 * 84 88 97 

0 ICPBLKQ5 PBSQ5 11/15/2007 14:10:00 11 98, 99 102 94 

0 ICPLCSQ5 LCSSQ5 11/15/2007 14:12:47 1 73 * 83 86 92 

0 0008710-01 MH23W6 11/15/2007 14:15:36 1 82 98 101 111 

0 000871D-01D MH23W6D 11/15/2007 14:18:27 1 82 98 100 102 

0 0008710-01S MH23W5S 11/15/2007 14:21:20 1 81 98 100 107 i 

0 BLANK BLANK 11/15/2007 14:24:09 1 96 98 104 100 

0 CCV2 CCV 11/15/2007 14:26:53 1 92 97 100 97 

0 CCB2 CCB 11/15/2007 14:29:29 1 96 98 101 97 

0 0008710-01L MH23H6L 11/15/2007 14:32:15 5 90 97 100 102 

0 0008710-02 WIH23W7 11/15/2007 14:34:57 1 79 * 97 100 103 

0 0008710-03 MH23X0 11/15/2007 14:37:49 1 80 99 102 113 

0 0008710-04 MH23X1 11/15/2007 14:40:42 1 81i 99 102 104 

0 0008710-05 MH23X2 11/15/2007 14:43:31 1 81 99 102 109 

0 BLANK BLANK 11/15/2007 14:46:21 1 98 100 103 99 

0 *CRI U^ ZCRI 11/15/2007 14:49:05 1 96 98 101 96 

0 CRDL2 CRI 11/15/2007 14:51:46 1 85 88 95 94 

0 ICS-A2 tCSA 11/15/2007 14:54:21 1 78 * 89 91 93 

EHBamiaRa/ 
Thursday, November 29, 2007 " Page 1 of 3 



tswsa  ̂aws.sAtscs Instrument Run Log 
TWWteO&M* IX 7735Q ° 

Instrument ID: B-ICAP6500 

Runlog, Logbook (RCN#/Page#); 165-501-01 Analyst/Date: 

Method: ILM05. 4 SOP; £10 po6 Reviever/Date 

Sequence: TAL20071115A Analysis Start .• 11/15/2007 13:34:46 

Data File; TAL20071115A.txt Analysis End: 11/15/2007 17:16:03 

No T.aK Sample Client Sample Date Time D/F In2306 T_ 2243 Y_3600 Y_3710 Comments 

0 ICS-AB2 ICSAB 11/15/2007 14:57:08 1 78 * 89 92 95 

0 CCV3 CCV 11/15/2007 14:59:49 1 91 97 99 97 

0 CCB3 CCB 11/15/2007 15:02:24 1 92 94 102 99 

0 0008710-06 MH23X3 11/15/2007 15:05:10 t 80 96 99 103 

0 0008710-07 MH23X4 11/15/2007 15:08:02 1 79 * 100 103 105 

0 0008710-08 MH23X5 11/15/2007 15:10:52 1 82 97 99 98 

0 0008710-09 MH23W8 11/15/2007 15:13:43 1 80 101 103 109 

0 0008710-10 MH23W9 11/15/2007 15:16:35 1 76 * 95 98 104 

0 0008710-11 MH23Y6 11/15/2007 15:19:34 1 79 * 103 106 113 

0 0008710-12 MH23Y7 11/15/2007 15:22:25 1 82 98 100 110 

0 0008710-13 MH23Y8 11/15/2007 15:25:17 1 79 * 100 103 102 

0 0008710-14 MH23Y9 11/15/2007 15:28:08 1 81 99 102 103 

0 BLANK BLANK 11/15/2007 15:30:59 1 99 101 111 95 

0 CCV4 CCV 11/15/2007 15:33:43 1 92 97 100 100 

0 CCB4 CCB 11/15/2007 15:36:18 1 98 100 103 95 

0 0008710-15 MH23Z0 11/15/2007 15:39:04 1 79 * 96 99 100 

0 0008710-16 MH23Z1 11/15/2007 15:41:56 1 79 * 97 100 107 

0 0008710-17 MH23Z2 11/15/2007 15:44:45 1 80 99 103 110 

0 0008710-18 MH23Z3 11/15/2007 15:47:36 1 82 99 102 105 

0 0008710-19 MH23Z4 11/15/2007 15:50:27 1 82 100 102 105 

0 BLANK BLANK 11/15/2007 15:53:17 1 99 101 105 98 

0 ZCRI ZCRI 11/15/2007 15:56:01 1 101 103 99 103 

0 CRDL3 CRI 11/15/2007 15:58:41 1 97 99 102 99 

0 ICS-A3 ICSA 11/15/2007 16:01:22 1 79 * 90 92 97 

0 ICS-AB3 ICSAB 11/15/2007 16:04:09 1 79 * 90 93 98 

0 CCV5 CCV 11/15/2007 16:06:50 1 92 97 101 98 

o CCB5 CCB 11/15/2007 16:09:26 1 96 98 111 96 

; o- 0008710-20 MH23Z5 11/15/2007 16:12:12 1 79 * 99 102 108 

0 0008712-01 MH23Y1 11/15/2007 16:15:03 1 83 99 102 98 

0 0008712-01D MH23Y1D 11/15/2007 16:17:56 1 83 98 101 106 

Thursday, Novambe.r 29, 2007 - -• Page 2 of 3 



bcientiijc 
tS« Sndusi (ML Sufe SOS 
TfteWttaante ncmsa 
CM>28*.52?? 
wwwvfeeassSe .was 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCNi/Pagef) : £65- l0 \"D^ Analyst/Date: 

Method: IIM05 .4 SOP J5S0D0G> .  Reviewer/Date; 

Sequence; TAL20071115A Analysis Start ; 11/15/2007 13:34:4*6 

Data File; TAL20071115A.txt Analysis End: 11/15/2007 17:16:03 

No Lab Sample Client Sample Date Time D/P In2306 Y_ 2243 Y_3600 Y _3710 Comments ! 

0 000B712-01S MH23Y1S 11/15/2007 16:20:47 1 82 99 101 108 

0 0008712-01L MH23Y1L 11/15/2007 16:23:37 5 93 101 104 98 

0 0008712-02 MH23Z6 11/15/2007 16:26:20 1 80 99 101 104 

0 '0008712-03 MH23Z7 11/15/2007 16:29:13 1 82 98 101 106 | 

0 0008712-04 MH23Z8 11/15/2007 16:32:04 1 80 99 101 105 i 

0 0008712-05 MH23Z9 11/15/2007 16:34:57 1 81 101 103 106 

0 BLANK BLANK 11/15/2007 16:37:46 1 98 100 104 99 

0 CCV6 CCV 11/15/2007 16:40:32 1 92 98 102 100 

0 CCB6 CCB 11/15/2007 16:43:07 1 97 100 103 100 

0 0008712-06 MH24A0 11/15/2007 16:45:54 1 82 100 102 107 

0 77777 77777 11/15/2007 16:48:46 1 98 101 104 98 

0 77777 77777 11/15/2007 16:51:32 1 97 99 103 100 

0 77777 77777 11/15/2007 16:54:18 1 97 99 104 101 

0 77777 77777 11/15/2007 16:57:05 1 94 96 102 98 

0 77777 77777 11/15/2007 16:59:52 1 97 99 102 99 

0 ZCRI ZCRI 11/15/2007 17:02:38 1 98 100 102 97 

0 CRDL4 CRI 11/15/2007 17:05:18 1 97 99 103. 97 

0 ICS-A4 ICSA 11/15/2007 17:08:00 1 79 * 90 92 98 

0 ICS-AB4 ICSAB 11/15/2007 17:10:47 1 81 92 93 100 

0 CCV7 CCV 11/15/2007 17:13:28 1 95 100 100 99 

0 CCB7 CCB 11/15/2007 17:16:03 1 97 99 103 98 

Thursday, November 25, 2007 Page 3 of 3 



iA4kBiHs:wi«a 
1544 Sawdust Rjoad, Suite 505 

The Woodlands, TXT7380 
Jgl.29J.5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ED: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

STAR] 

SEQUI 

SOP: 

ICB/CC 

ICS AI 

r DATE: tylztflOT START TIME: ^ i EU END DATE: ill24\o"4 END TIME: STAR] 

SEQUI 

SOP: 

ICB/CC 

ICS AI 

iNCE:~fftl D(\0. +h 03 A1 CALIBRATION ED: - ANALYTICAL METHOD: '"lUMflS -A 

JkAprtA CALSTDID OM-55UT ICV/CCVID:  6g6-5*-0S /  6R ̂ 5 6-0f  

IB ED: £8b-5k-W CRIID: 6£f-.-eT&-fl7 2%HNQ3 ID:6&6-S4-0T 

STAR] 

SEQUI 

SOP: 

ICB/CC 

ICS AI D: fegg-S't-OT ICSAB ED: €gfe- 51-0T ISTDED: t 

CLIENT SAMPLE ID LAB SAMPLE ID DILUTION PREP BATCH ID COMMENTS 

&t/L lil.altitd. ai iftCwfjcL |DT rt l fa l i t  •  

&VWlbltH -r - •i4 <sk tn ^ nm (?«/ ̂  % 

lO.-OT- -> I'M*"j 
y 

7* l/ml OmA S«7 rthvlmNo* • 

i?noRTiO~6^->  l»3x?  T3 '"| /p\l Sprrr tAjl OrtM 2«3 tn\ %-% H HOA • 

_ 000^(0-  U 1*7**  *3'7 mI Son 
1 
\pW Omftci A *3 mvl £/• HHQ3 • 

*** no0&Tt0- i3  -> [>(sX •  6« l5nr*vl fc* rvpk. <>a4 3>'T SW 2-Y f|HQ3 • 

— OC0A7:l'&- ty -?  i»2>x* 7* 5^1 &* 
I 

Y\p\i >*4 27 HMO a . 

I OOO^TtfHS-* l ' 5x»  '6* 4/vnl S wipk tmcL 3' >-wil 27-HttOtv 

• —. GOO&VIOH6-> r>3*'  >"W ^ *npl* ^ ^,3 nwil 37- HbK)^ • 

— COD % T10 ~ I *1 l'3x* 7 • 7 .wi| <Sr= ^plii <J| 2.-3 nil 9.'I'HN0C\ 

— CQO-^TIO-^ bi ix;  rmpU ^ tS-7 /ml i ' t  HMOA 

— 000  £310-30?- £. 6ovi\ Q, ymp k ?j. 3»2> *4 «L7• MMOb • 

— OC0^Tl2-0^ %~Srvr\ &' mrl J)'i. UNO3 

- eoogTi  x-0t \+ ( .3* .  "7'7/nnn! <Sa- >7>k Ij SS/vnl sS7-HMO3 .  

V 
— 0004^12 . -0^^  1 <- l ori ^Scir 

V ' 
ipU 2| 3 si- H N6.3 .  
I * 

NOTES: 

ANALYST/DATE:_ _1_ REVIEWER/DATE: WV^AV3  ̂ _ 
'iisii'HSfflfis;/ 
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lA4LiBBBHlB 
1544 Sawdust ftoai aai» 505 Instrument Run Log The Woodlands, 1*77380 0 

23SSL. Instrument ID: B-IOB6SOO 

Runlog, Logbook (RCN§/Page#) : - iO^-Q'T 

Method: ILM05.4 SOP: 

Sequence: TAL20071129A1 
&npr>6 

Analyst/Date: 

Reviewer/Date 
9  ̂" 
8^9 u ^ \ 'g r \  

Data File: TAL20071129Al.txt 

Analysis Start:11/29/07 10:07:25 

Analysis End: 11/29/07 12:02:53 

No Lab Sample Client Sample Date Time D/F In2306Y _2243 Y_3600 Y_3710 Comments 

0 SO SO 11/29/07 10:07:25 1 100 100 100 100 

0 S S 11/29/07 10:10:10 1 92 96 94 94 

0 ICV1 ICV 11/29/07 10:12:49 1 95 97 95 101 

0 ICB1 ICB 11/29/07 10:15:22 1 98 98 96 99 

0 CRDL1 CRI 11/29/07 10:18:06 1 98 97 96 105 

! 0 ICS-A1 ICSA 11/29/07 10:20:46 1 80 89 87 99 

0 ICS-AB1 ICSAB 11/29/07 10:23:31 1 80 89 88 95 

0 CCV1 CCV 11/29/07 10:26:13 1 94 97 96 107 

o CCB1 CCB 11/29/07 10:28:49 1 97 98 98 102 

0 OQ087O5-O3A MH24A3A 11/29/07 10:31:35 1 82 100 99 103 

0 0008710-07 MH23X4 11/29/07 10:34:23 1.4 84 101 100 101 

0 0008710-09 MH23W8 11/29/07 10:37:14 1.3 84 102 100 115 

0 0008710-11 MH23Y6 11/29/07 10:40:06 1.7 85 102 100 118 

0 0008710-13 MH23Y8 11/29/07 10:42:58 1,6 85 100 98 116 

0 0008710-14 MH23Y9 11/29/07 10:45:47 13 84 100 98 116 

0 0008710-15 MH23Z0 11/29/07 10:48:35 is 85 100 98 115 

0 0008710-16 MH23Z1 11/29/07 10:51:26 1.3 83 99 97 115 

0 BLANK BLANK 11/29/07 10:54:16 1 100 101 101 103 

0 BLANK Blank 11/29/07 10:57:01 1: 99 100 99 107 

0 CCV2 CCV 11/29/07 10:59:45 1 94 99 98 106 

0 CCB2 CCB 11/29/07 11:02:21 1 99 100 100 107 

0 0008710-19 MH23Z4 11/29/07 11:05:06 1.4 85 101 100 119 

0 0008710-20 MH23Z5 11/29/07 11:07:59 1.5 86 103 101 118 

0 0008712-02 MH23Z6 11/29/07 11:10:50 1,2 84 102 100 115 

0 0008712-04 MH23Z8 11/29/07 11:13:43 13 84 102 100 116 

0 BLANK BLANK 11/29/07 11:16:35 1 100 102 102 110 

0 BLANK BLANK 11/29/07 11:19:19 1 99 101 99 109 

0 ZCRI ZCRI 11/29/07 11:22:03 1 99 101 100 107 

0 CRDL2 CRI 11/29/07 11:24:42 1 99 101 100 110 

0 ICS-A2 ICSA 11/29/07 11:27:24 1 81 91 90 105 
fiwfii 3SSBSB 

Thursday, November 25, 2007 Page 1 o£ 2 



KSSaraSS"* Instrument Run Log 
ggSL-. Instrument ID: B-ICAP6500 

Rnnlog, Logbook (RCN#/Page§) : 

Method: IIM05.4 SOP: ftlQpOl 

Sequence: TAL20071129A1 

Data File: TAL20071129Al.txt 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 

o
 

o
 

V0 2
 Y 3710 Comments 

0 ICS-AB2 ICSAB 11/29/07 11:30:11 1 81 91 89 105 

0 CCV3 CCV 11/29/07 11:32:53 1 94 100 99 106 

0 CCB3 CCB 11/29/07 11:35:28 1 99 101 101 109 

0 0008710-17 MH23Z2 11/29/07 11:38:14 1.3 84 102 100 120 

0 0008712-05 MH23Z9 11/29/07 11:41:07 1,4 86 103 101 117 

0 27777 77777 11/29/07 11:43:58 1 84 101 341 * 310 * 

0 BLANK BLANK 11/29/07 11:46:44 1 100 102 102 139 * 

0 2CRI ZCRI 11/29/07 11:49:28 1 100 101 100 111 

0 CRDL3 CRl 11/29/07 11:52:09 1 99 101 98 108 

0 ICS-A3 ICSA 11/29/07 11:54:50 1 81 92 90 107 

0 ICS-AB3 ICSAB 11/29/07 11:57:36 1 81 91 90 106 

0 CCV4 CCV 11/29/07 12:00:18 1 95 100 98 111 

0 CCB4 CCB 11/29/07 12:02:53 1 100 102 101 110 

Analyst/Date: VVNj!^ \ V*"") 

Reviewer/Da te: (g(2I^ ^ •q»rV. 

Analysis Start: 11/29/07 10:07:25 

Analysis End: 11/29/07 12:02:53 

Thursday, November 29, 2007 Page 2 oi 2 



lA4kUmilLUM 
JS44 SamhasRoal, Stale 505 , 
The Woodlands, TX773B0 

281-293-5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ED: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

START DATE: P.I24I0I- START TIME: IA! 5b END DATE: llio-lfOT END TIME: tfcl 
SEOUENCE:-TAL20t)^ 1 CALIBRATION ED: - AN/ LLYTICAL METE 

5: 6ft6-5T-Ol 

2% HN03 

[OD: 105-A) 

SOP: <KOpft & CALSTDID W-S'o-O} ICV/CCVH 

ICB/CCBID: 6^6-6L-0f CRIED: 

LLYTICAL METE 

5: 6ft6-5T-Ol 

2% HN03 

/ 6*6-56-0} ' 

D: 6*6-5/»-0^ 

ICSAED: 65k6-S^ -Ol- ICSAB ID: 6&S -63-0} ISTDID: £*6-6.IJ-at-

CUENT SAMPLE ID LAB SAMPLE ID | DILUTION PREP BATCH ID COMMENTS 

rtjOLftfitttl. AnrAhut iX '  L  ̂ pnA| \ o u t /  -
^vnTiUl^ Zii. L~~ AAA**\2.-0 i t& SUlO--* ^ 8710 -20 4-0 Y \eik L-

1 * A 
OOO at 2-3-01 ti £0 

1 
2| Aviemu 

J 

!. ^ A CAeWTuur i /hollo d v~> .Tc5f)R 
DTWtfom?- OOO i t-3X-v TT" T«nl &L Rem cmA> (b-

i |j— 
/ml 3V, HMO3 • 

600f 2-23-18-5- l»3X -» 
, 1 

1 «m| <£ <WJ >lt amA. 2 3 «rj #. «_/. HKlOa -

oo o O
 

O
 |»2-5X-*g • 3>m\\ £3C, ^a-vn A/Afl 1 

H; ° 

"4 31 J-/.HM0 & -•> i V " 1  

v ! 

9 

NOTES: 

REVIEWER/DATE: 

ifiaaaaasai 

ANALYST/DATE: ^ • 
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GB Scientific 
1544 SswJustRoatf, Suite 505 
TtlfiWOSdlSWla, TX 77360 
&8\) 292-6277 
wMMrfscferifcxem 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN§/Page#) : <g6^-\og-63f-

Method: ILM05.4 SOP: 

Sequence: TAL20071129B1 

Data File: TAL20071129Bl.txt 

No Lab Sample Client Sample Date Time D/F In2306 X_ 2243 X_3600 Y_3710 Comments 

0 SO SO 11/29/07 14:55:48 1 100 100 100 100 

0 S S 11/29/07 14:58:33 1 92 97 96 96 

0 ICV1 ICV 11/29/07 15:01:12 1 96 99 97 too 

0 ICB1 ICB 11/29/07 15:03:45 1 100 99 100 101 

0 CRDL1 CRI 11/29/07 15:06:30 1 100 99 99 100 

0 ICS-A1 ICSA 11/29/07 15:09:11 1 82 91 89 97 

0 ICS-AB1 ICSAB 11/29/07 15:11:57 1 81 90 90 98 

0 CCV1 CCV 11/29/07 15:14:38 1 94 98 97 100 

0 CCB1 CCB 11/29/07 15:17:14 1 99 100 99 ioi 0/iq t61 

0 0008712-01 MH23Y1 11/29/07 15:19:59 1 84 99' 98 107 

0 0008712-01D MH23Y1D 11/29/07 15:22:50 1 85 101 99 109 

0 0008712-01S MH23Y1S 11/29/07 15;25:42 1 84 101 100 110 

0 0008712-01:L MH23Y1L 11/29/07 15:28:31 5 96 102 101 105 I i 
0 0008712-03 MH23Z7 11/29/07 15:31:14 1 85 100 98 109 ! i 
0 0008712-06 MH24A0 11/29/07 15:34:07 1 86 103 101 109 ^ 

0 77777 77777 1-1/29/07 15:36:58 1 102 103 103 103 

0 77777 77777 11/29/07 15:39:43 1 77 * 85 86 96 

0 0008723-04 MH24F9 11/29/07 15:42:32 1 85 99 99 105 

0 BLANK BLANK 11/29/07 15:45:10 1 98 99 99 102 

0 CCV2 CCV 11/29/07 15:47:53 1 97 101 101 104 

0 CCB2 CCB 11/29/07 15:50:29 1 101 101 102 100 

0 0008723-05 MH24G0 11/29/07 15:53:30 1 84 99 98 108 

0 0008723-06 MH24G1 11/29/07 15:56:21 1 84 99 99 108 

'0 0008723-07 MH24G2 1]1A2Q/07 15:59:12 1 85 100 100 1'1:2 

0 0008723-08 MH24G3 11/29/07 16:02:04 1 86 101 102 108 

0 0008723-09 MH24G4 11/29/07 16:04:53 1 86 102 101 109 

0 BLANK BLANK 11/29/07 16:07:44 1 98 100 101 105 

0 ZCRI ZCRI 11/29/07 16:10:29 1 102 ^ 103 103 102 

0 CRDL2 CRI 11/29/07 16:13:10 1 102 102 102 102 

o ICS-A2 ICSA 11/29/07 16:15:51 1 83 92 92 101 

• mtnns 
Thursday, November 25, 2007 Page 1 of 3 

Analyst/Date: t^O \\^f^.o\c>1 

Re viewer/Date: iijaoWl. 

Analysis Start:11/29/07 14:55:48 

Analysis End: 11/29/07 18:31:48 



(HggHSS 
Sjgsasfajttt" Instrument Run Log 
SS. Instrument ID: B-I01P6500 

Rnnlog,Logbook (RCN#/Page#) : ( n t O * * )  Analyst/Date: VV\fLo\0^ • 

Method: ILM05.4 SOP: Reviever/Date: &JUj uH°\on>~ 

Sequence: TAL20071129B1 Analysis Start:11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample 0116111: Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 ICS-AB2 ICSAB 11/29/07 16:18:38 1 82 92 91 99 

0 CCV3 CCV 11/29/07 16:21:18 1 96 1!00 100 104 

0 CCB3 CCB 11/29/07 16:23:55 1 99 100 101 102 

0 0008710-20 MH23Z5 11/29/07 16:26:41 1 82 103 102 110 OA^ lot pb 
0 0008712-02 'MH23Z6 11/29/07 16:29:31 1 85 104 102 111 ^ 

0 0008712-04 MH23Z8 11/29/07 16:32:22 1 84 103 102 111 

0 0008712-05 MH23Z9 11/29/07 16:35:13 1 85 105 104 112 V, 
0 0008723-14 MH24G9 11/29/07 16:38:05 1 85 101 100 109 

0 0008723-15 MH24H0 11/29/07 16:40:56 1 86 103 102 in >fe 

0 0008723-16 MH24H1 11/29/07 16:43:47 1 85 102 101 109 

0 0008723-17 MH24H2 11/29/07 16:46:37 1 86 102 101 111 

0 0008723-18 MH24H3 11/29/07 16:49:28 1 86 103 102 no >pe. 

0 BLANK BLANK 11/29/07 16:52:18 1 99 100 101 99 

0 CCV4 CCV 11/29/07 16:55:02 1 98 102 101 102 

0 CCB4 CCB 11/29/07 16:57:38 1 101 102 102 . 97 

0 0008723-19 MH24H4 11/29/07 17:00:24 1 84 101 101 111 >$<L 

0 0008723-20 MH24H5 11/29/07 17:03:16 1 86 102 101 105 

0 0008723-01 MH24F6 11/29/07 17:06:09 1 86 100 100 110 

0 0008723-01D MH24F6D 11/29/07 17:08i57 1 85 100 100 110 

0 0008723-01S MH24F6S 11/29/07 17:11:46 1 86 100 101 99 

0 BLANK BLANK 11/29/07 17:14:28 1 96 97 99 101 

0 ZCRI ZCRI 11/29/07 17:17:12 1 104 105 105 108 

0 CRDL3 CRI 11/29/07 17:19;54 1 102 103 101 100 

j 0 ICS-A3 ICSA 11/29/07 17:22:33 1 83 92 91 108 

0 ICS-AB3 ICSAB 11/29/07 17:25:19 1 77 * 87 91 95 S|5e$i.tke 

: 0 CCV5 CCV 11/29/07 17:28:00 1 97 100 99; 98 

0 GCB5 CCB 11/29/07 17:30:35 1 100 101: 101 97 

0 0008723-01L MH24F6L 11/29/07 17:33:21 5 95 101 103 99 

0 0008723-02 MH24F7 11/29/07 17:36:03 1 85 101 100 106 

0 0008723^03 MH24F8 11/29/07 17:38:55 1 86 103 102 111 

-————.— — _——_—.— 
Thursday, November 29, 2007 Page 2 of 3 



Instrument Run Log 
Instrument ID: B-ICAP6500 

Analyst/Date: \V 

R e v i e w e r / D a t e :  $ ,  

Analysis Start:11/29/07 14:55:48 

Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 ICPBLKQ8 PBSQ8 11/29/07 17:41:47 1 103 103 104 103 

0 (CPLCSQ8 LCSSQ8 11/29/07 17:44:34 1 79 * 87 88 96 

0 0008723-10 MH24G5 11/29/07 17:47:22 1 86 102 101 111 ? $4, 

0 0008723-11 MH24G6 11/29/07 17:50:14 1 85 103 101 113 

0 BLANK BLANK 11/29/07 17:53:04 1 97 97 98 98 

0 CCV6 CCV 1:1/29/07 17:55:48 1 100 104 103 105 

0 CCB6 CCB 11/29/07 17:58:23 1 102 102 102 106 

0 0008723-12 MH24G7 11/29/07 18:01:09 1 85 101 100 106 

0 0008723-13 MH24G8 11/29/07 18:04:01 1 83 97 97 107 

0 0008723-15 MH24H0 11/29/07 18:07:02 1.3 88 103 103 107 it 

0 0008723-18 MH24H3 11/29/07 18:09:54 1.3 89 103 102 109 [ 

0 0008723-19 MH24H4 11/29/07 18:12:46 1.25 87 103 102 109 
/ 

0 BLANK BLANK 11/29/07 18:15:36 1 . 97 98 98 97 

0 ZCRI ZCRI 11/29/07 18:18:21 1 105 106 106 103 

0 CRDL4 CRI 11/29/07 18:21:02 1 103 104 104 104 

0 ICS-A4 ICSA 11/29/07 18:23:43 1 83 93 92 94 

0 ICS-AB4 ICSAB 11/29/07 18:26:30 1 84 93 93 98 

0 CCV7 CCV 11/29/07 18:29:12 1 98 .101 100 101 

0 CCB7 CCB 11/29/07 18:31:48 1 101 101 101 98 

Rnnlog,Logbook (R.CN# /Page# ) : 

Method: IEM05.4 SOP: 2-S>^o(q 

Sequence; TAL2007H29B1 

Data File: TAL20071129Bl . tx t  

Thursday, November 29, 2007 - Page 2 of 3 



lA4Rr«i8iiafai 
1544 Sawdust Road; Suite 505 

The Woodlands, TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
sir 

Solution Name: -¥(, % " 
Dilution Solvent #: 3>XvrisA-
Prep l>ate: wldiOT • Total Vol (ml): 

Expiration Date: l \ \u V0% 

Lab ED (Receipt Logbook) Concentration 
(mg/1 or ug/I) 

AUauot 
(mjor 

ul) 
Final Concentration 

(mg/I or ug/I) 

! VtK\0^ ( iTTi00 3^) AID .  Q1: ( l / / .0^ 

x 

• 

i 
» V^A lVWV 

i 

X " 

X S 
\ 

— 

NOTES 

REVIEWER (SIGN): DATE: 

'• •Sflfl®SS£9a 

33 



bukMtsnua 
1S44 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
28] •292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and: standards preparation chart 

2% NITRIC ACID (SO, ICS, CCB) 

STANDARD VENDOR CAT# CONC (pg/ml) SPIKE FINAL CONC (pg/ml) 
VOLUME CONC 

(mL) 
Nitric Acid EMD NX0407-2 20 , 2% 
Reagent water 980 

TOT. VOL. 1000 

flmlfi'SfiflBSS 



1S44 Sawdust Road, Suite 505 
Tbt Woodlands, TX 773*0 

2*1-292-5277 

Standards Prep Logbook 
Metals 

i Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: 
££6-3*-°^ 

Analyst: — 

Solution Name: 

Dilution Solvent #: 
c2'h- C6"£6'33-0T^ 

Prep Date: 
I l l i l U t  

Total Vol. (ml):  ̂

Expiration Date: p4t\|0'f 

Lab ED (Receipt logbook) Concentration 
(mg/t or ug/1) 

Aliquot 
(ml or 
(unvi 

Final Concentration 
(mg/1 or ug/1) 

CL T O  1 0 0 3 )  5o -5000 500 0-35-

i  S O i B  C ^ ° > o e A 0  «2SO 300 (• 

C f t L x  C  J W I O 0 6 ' )  to.oo . lit) <2-r 

J  4 / 3  {600 -SCO 30 O ' X S - o S  

.of,'" • 

j 

; 

— - •••-: — - •••-: 

NOTES 

REVIEWER (SIGN): ffiw DATE: \ \ \ \  

34 



\ 

CLP ILM05.4 ICP-AES 
Sample Analysis 

•£53 Scientific® CLP ILM05.4 ICP-AES 
Sample Analysis 1544 SsmhutSnd. SiiteStB 

The Woodtall,73fTOK> 
2S1-2SS-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective ! Area Tvoe Number Version Paee 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 17 of 31 ! 

Table 7. ICP/AES-Initial Calibration Standard (S) 

Standard 
Name 

Vendor & 
Catalog # 

Element Initial Cone. 
ug/L 

Aliquot (uL) Final Cone. ; 
ug/L 

CLP-CAL-1, High Purity A1 2,000,000 . 250 10,000 
SOLA Co 500,000 2,500 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cu 250,000 1,250 
K 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 
Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000 2,500 
Cr , 200,000 1,000 

Mn 500,000 2,500' 
Zn , 500,000 2,500 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOL B 

Ag , 250,000 250 1,250 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 125 2,500 

CLP-CAL-3 , High Purity As 1,000,000 25 - 500 
Cd 500,000 250 

CLP-CAL-3 i Pb 1,000,000 * 500 
T1 1,000,000 500 
Se 1,000,000 500 

2% Nitric Acid (uL) 49,350 
Total Volume (uL) 50,000 



fA4lS9fflffiEn 
1544 Sawdust Road,Suhe505 
Tht Woodlands, TX 77380 

2&U292-S277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: 
S&6-35-0T 

Analyst: C^t"~ 

Solution Name: C c v  ( n e s )  

Dilution Solvent #: 3  ' L H  ̂ 0 3  ( < £ § 6 - 3 3 - 0 1 - )  

Prep Date: 
u l t i l o T  Total VoL (ml): |qq 

Expiration Date: 1 2\ H|0T-

L^b ID (Receipt Logbook) Concentration 
(mg/i or ug/J) 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/1 or ug/I) 

SOlft CftTOVOOS,") <oo-5WO aso • <D« D5 -12-* 5 

J 4/ £> ( ftqovOD /|) QS0 aso 0»62-*5 

1 C.AL2- C A 4 0 1 0 O 6 )  UDOO 13.5 t* i-5 

I O 6 0 ^ 0 2 6 )  UOD -oOO a.5 0- ix*3 - 0* 2J5" 
a 

- ' 

x 

j 

NOTES 

REVIEWER (SIGN): DATE: \\ | 

SSffl flB SB 9:8 



lA4lllIlliffllifi 
JS44 SswfaaEoad. Suite SOS 
Tte Woodland*. TX 77360 

28.1-2P2-S277 

CLP XLM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvt>e ' Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Continuing Calibration Verification Standard (CCV) 

Standard 
Name 

Vendor & 
Catalog # 

Element Initial Cone. 
ug/L . 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity Al 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 . 

CLP-CAL-1, Ni 500,000 1,250 
SOLA Ba . 2,000,000 5,000 

Cu 250,000 625 
K 5,000,000 12,500 
Be 50,000 - 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,5.00 

. .  Mg 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 
Mn 500,000 1,250 
Zn. _J 500,000 1,200 

CLP-CAL-1, 
• SOLB 

> High Purity 

CLP-CAL-1, 
SOLB 

Ag : .250,000 125 625 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 62.5 1,250 

CLP-CAL-3 High Purity As 1,000,000 1 12.5 250 |: 
Cd 500,000 125 

CLP ̂ CAL"3 Pb 1,000,000 250 
n 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 



tA4|ggffgffgfja 
1544 Sawiia Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

Standards Prep Logbook 

Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution: Number: 
686~2>6-t5T-

Analyst: 

Solution Name: 
T c v C f l e s )  

Dilution Solvent #: 
a  i -  H 0 3  C  £ 8 - 6  -  3 3 -  0 ^ )  

Prep Date: 
nUlo-f Total Vol. (ml): [&v 

Expiration Date: n i i l b T  '  

Lab ID (Receipt Logbook) Concentration 
(mg/1 oi(ug/Fp 

AJjijuot 
: (ml)or 

ub 
Final Concentration 

(mg/1 o{ug4> 

Tcvx CixoO ; /^q>i£M0ly0GO «9 

— 

/ 

• . 

,s' 

.  ' '  

i ! 

; 
- ......... ; f - ......... 

NOTES 

REVIEWER (SIGN): DATE: 

36 



1544 Samdaa Road, Suite S05 
TbeWoodlBBdi, TX TOW) 

2S1-W2-S2T7 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area. . Type "KhrmHfir Version .. _ .Page. .. ! 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 19 of 31 

Table 9. ICP/AES-Initial Calibration Verification Standard (ICV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# ug/L ug/L 

ICV-1 (1201) EPARef A 24,820 1,000 2,482 ICV-1 (1201) 
Material Sb 9,920 992 

As 9,960 996 
ICV-1 Ra 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 490 
Co 4,960 496 
Cu 4,900 490 
Fe 51,070 5,107 
Pb 9,960 j * 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 4,920 492 
K 100,080 ; 10,008 
Se 10,050 1,005 
Ag 4,950 495 
Na 100,390 ; 10,039 
n 10,270 i 1,027 
V 5,010 501 
Zn 10,000 1,000 

2% Nitric Acid (uL) 9,000 
Total Volume (uL) 10,000 1 

fiSMSS7Si 



!A4lSg§SraSI 
2544'Sawdua Road, Suite 505 The Woodlands, TX 77380 281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

; Solution Number: 
eu-zT-vi 

Analyst: ^Ltr 

Solution Name: CRX ( 
Dilution Solvent #: a 7, HN0:6 C 6^6' 33-OT) 
Prep Date: 

f iMcfi  Total Vol (ml): jqq 

Expiration Date: \  x- \ulo T 

Lab ID (Receipt Logbook) Concentration 
în^jor ug/I) 

Aliquot Final Concentration 
(mg/l or ug/I) 

Ct?(*L ^AToioO-o) 6-t^O 100 3-6o 

pb C63I 10 iaO T-

11 C 1 
B-oO iS 

SL -(2-^-01) Goo 2>0 

1 &O0 *10 

^ _  

s' 

^ ' 

' 

NOTES 

REVIEWER (SIGN): DATE: M l Y V l o V  

' :ilS®ail782 
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1544 Scovdua Read, Suits 505 
IteWowBawb, IX 773fcD 

m-2SZ'SlTt 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area TVr>e Number Version Page 
25-Mar-07 METAJLS SOP 2SOP06 1.0 Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element CONC. Aliquot Final Cone. -
Name CAT# (ug/L) m (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std # CRDL Co 100,000 50 

Se 10,000 5 
As 20,000 10 
Cu , 50,000 25 
Ag 20,000 10 
Be 10,000 5 
Pb 6,000 3 
T1 20,000 10 ! 

Cd , 10,000 5 
Mn 30,000 15 
V 100,000 50 
Cr ; 20,000 io . 
Ni 80,000 40 
Zn 40,000 20 

Lead 10PPM High Purity 
100028-1 

(Diluted lOOx 
to give 10PPM) 

Pb 10,000 35 

t 

; 7 

Selenium 10PPM High Purity 
100049-1 

(Diluted l OOx 
to give 10PPM) 

Se 10,000 150 30 

Thallium 10PPM High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

11 10,000 75 15 

Zinc 10PPM High Purity 
100068-1 

(Diluted lOOx 
to give 10PPM) 

Zn 10,000 ,j 200 40 

2% Nitric Acid (uL) 49,515 
Total Volume (uL) 50,000 

;«isassw3 



1544 Sawdufl Road, Suite $05 
The Woodlands, TX 773BO 

281-292-527? 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: <S&£-<3%-0f Analyst:  ̂

Solution Name: ZTcsa SJTC&AB 
: Dilution Solvent #: 5-h H*% C -33 -OT) 
Prep Date: 

ft luloT 
Total VoL (ml): |0(l f 

Expiration Date: ix. lu\®T— 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or ug/1) 

Aliquot 
; ((j»L<or 

ul) 
Final Concentration 

(mg/1 or ug/I) 

HCSA Q ATS A 10-^ufeS pOO ' 10-0 ^ -2Ag;gO0 

*-
— -

TciAB QATSA (moq^sx) |-0.-QUS%»000 ; \o--o ( — 5.U S> goo 

OATsg ^ID-O^^ec ' i O • 0 - asi+uxso. 

- ^ - ^ 

I  <  

1 

NOTES 

REVIEWER (SIGN): DATE: 'iWVv—-
. flsflfflSfiffl'Fffl J 



QATS INORGANIC REFERENCE MATERIAL 

INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources: ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mL volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT ELM04.X. 

Table 1. "CERTIFIED"VALUES" FOR INT ERFEREN CE CHECK SAMPLE1? 
ICP-AES PART A (1206) AND PART A (120 b) IVLLAED Willi PARTE (0203)jT 

A1 
Sb 
As 
Ba 
Be 
Cd 
Ca 
Cr 
Co 
Cu 
Fe 
Pb 
Mg 
Mn 
Ni 
Se 
Ag 
T1 
V 

Zn 

244100 
(0) 
(0) 
2 

(0) 
(0) 

234900 
43 
(4) 

(23) 
95600 

10 
247500 

19 
(21) 
(0) 
(0) 
(0) 
(0) 
28 

Concentration (ug/L) Part A + Part B 
241100 

589 
101 
495 
475 
940 

231100 
511 
461 
548 

94800 
61 

251100 
502 
984 
53 
206 
103 
494 

1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Forms\PEINSTR\RM ILM05 X ICP-AES ICSA(1206)B(0203).doc QATS Form 20-007F096R03, 03-01-2007 



k^warasRits 
1544 Sawdust Road, Swte; 505 

TTie Woodlands. TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective . Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: 6R4 - Analyst: ^(j--

Solution Name: 
> f ;ifyWi ikvtiovt (ftB) 

Dilution Solvent #: t2 1  ( 6U -33-01) 
Prep Date: \\ i nl 01 Total VoL (ml): _ „ v ' 3JJOO 
Expiration Date: H til l  01 

Lab ID (Receipt Logbook) Copceutration 
((ng/fpr ng/I) 

AJkjuot 
((m£or 

n l )  
FinaHOpncentration 

(jjng/) or ug/I) 

i  (A6i£0 3l)  (OtO ; \0 0 ;  5 -o 

Tn C A 10 rOQH) 10,000 8 0  ^D-0,  
-•— ^ 

> 

y  

('O-/ , 

y/ 

/ 
/ 

X  

C ' -

NOTES 

REVIEWER (SIGN): DATE: tilnjoy 
SSSSliVflB 



(A4IISI3S&33 1544 Sawdust Road, Suite 505 The Woodlands, TX 77380 281-292-5277 

CLP ILM05.4 ICP-AES 

Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 23 of 31 

Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

VENDOR-
CAT# 

Element Initial Cone. 
(ug/L) 

Aliquot 
(uL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental 

Express 
# HP 100067-1 

Y 1,000,000 I 1,000 1,000 

2%N itric Acid (uL) 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog# ug/L 50ml sample 

digestate 
"g/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures A1 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 2,000 

Be 5,000 50 
1 Cd 5,000 50 

Co 50,000 500 
Cr3 20,000 200 
Cu 25,000 250 
Mn 50,000 500 
Ni 50,000 500 
Pb 2,000 20 
Sb 10,000 100 
Se 1,000 10 
T1 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
# 100049-1 
(lOOxdil) 

Se 10,000 i 200 40 

Iron High Purity 
# 10M26-1 
(lOOxdil) ! 

Fe 100,000 500 1,000 

—BiS H B 7w 



lA4Kf5t5S7S^ 
1544 Sa-wdua Road, Suite 505 

lite Woodlawk, TX 773E0 
2S1-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number ' Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: £ g 

Solution Name: 
xY CA&-J j 

Dilution Solvent #: i 

Prep Date: 
11-2?-^ 

Total Vol (ml): ̂  Q-g-j) 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/I or ug/I) 

Aliquot 
(ml or 

uD 

Final Concentration 
(mg/I or ug/I) 

U M H  C  A " 7  4 0  X  x  

/  j  
-1 

XX sif 
y* 

X  

i  :  

i  /  

X  

:  X  
X 

/ 

NOTES 

REVIEWER(SIGN): <^T~^ DATE: , 

UlliiWB' 
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1544 Sawdust Koad, Suite 505 

ThcWoodlands, TX 77380 
281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
i 25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and standards preparation chart 

2% NITRIC ACID (SO, ICB, CCB) 

STANDARD VENDOR CAT# CONC (pg/ml) SPIKE FINAL CONC (pg/ml) 
VOLUME CONC 

(mL) 
Nitric Acid EMD NX0407-2 20 2% 
Reagent water 980 

TOT. VOL. 1000 

mmmwrm 



lA4kftR!fl«SU8 
1544 Sawdust Road, Stole SOS ! 

The Woodtadt, TX 773SO 
2S1-2M-S277 

Standards Prep Logbook 

Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂

Solution Name: 

Dilution Solvent #: ^-'/L ) 
Prep Date: f J

 i e>
 Total Vol (ml): 

Expiration Date: . a - ? " } - — 1  

Lab ID (Receipt Logbook) Concentration 
mg/ljbr ug/I) 

Aliquot 

(@r 
Final Concentration 

(mg/1 or ug/I) , 

Ca( tal A ) Tft -
V-/ 
,r$& &• vr~-*r 

CM' cxi  as~o i^f 

CLP CA (-7 CA7°l<r°6 J j on 3iT> 2 . T  

cp.(~3 ( f . \ f c i T * 3 t j  (6"Tn> 1  ̂
d-vr-ai" 

. 

> 

1 t' r / 

- v 1 ' 
if & i 1 

/ 
/ 

. -

NOTES 

REVIEWER (SIGN): DATE: P* V 

iiiffllfll' 
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Hie Wo&dta&tU. TX 77360 
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CLP ILM05.4 XCP-AES 
Sample Analysis 

Effective Area Tvoe Number Version Paae 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 17 of 31 

Table 7. ICP/AES-InMal Calibration Standard (S) 

Standard 
Name 

Vendor & 
; Catalog# 

Element Initial Cone. 
ug/L 

: Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, : High Purity A1 2,000,000 250 ; 10,000 
SOLA Co 500,000 2,500 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cn 250,000 1,250 
K , 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 
Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000' 2,500 
Cr 200,000 1,000 
Mn 500,000 2,500 
Zn 500,000 2,500 

CLP-CAL-1, 
s SOL B 

High Purity 

CLP-CAL-1, ' 
SOLB 

Ag 250,000 250 1,250 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 i 125 2,500 

CLP-CAL-3 High Purity As 1,000,000 25 500 i' 
Cd 500,000 250 

CLP-CAL-3 Pb 1,000,000 500 
T1 1,000,000 500 
Se 1,000,000 500 

2% Nitrie Acid (uL) 49,350 
Total Volume (uL) 50,000 



1544 Sswdust Road, Suite 505 Tbt WcoAsods, TX 77380 281-292.5277 

Standards Prep Logbook 

Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Numben •6e£ - A -6- o V '  
Analyst:  ̂̂  

Solution Name: 
Cdft  LAV-*S 

Dilution Solvent #: 
2'/. f-woj LWf' 

Prep Date: Total Vol (ml): 
m 

Expiration Date: a-j.7,0 

Lab ID (Receipt Logbook) Cpn^ntration 
i ((mg/ljorug/T) 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/I or ng/I) 

clp- Q aI  r<(A f.A7<>|^y 5~0 — SCQ* a-ivr - i v i *  

C L f  U K L  [4?o/ov>f j  OdLj- ; 

e-M* CdL 2_ f A70t<nO ( Coo 1 /V3t> A K T  * •' " -1 \ "n 

c*f UIL ? ( Jtc" (CV» &5> 4 I iat^ * 
— 

/ 
^ t 

f 4 

yS 

/ 
/ 

— ; 

NOTES 

REVIEWER (SIGN): fe. DATE: VN 
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1544 Sawrtnti fttmd. State SD5 
The Woodlands, TX7738D 

2ST-2P2-5277 

CLP XLMO'5.4 ICP-AES 
Sample Analysis 

' 

Effective Area Tvr® Number Version Paae 
25-Mar-Q7 METALS SOP 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Continuing Calibration Verification Standard (CCV) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone. 
ug/L . 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity Al 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 

CLP-CAL-1, Ni 500,000 1,250 
SOLA Ba . 2,000,000 i 5,000 

Cu 250,000 625 
K 5,000,000 1 12,500 
Be 50,000 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,500 
MR 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 

Mri 500,000 1,250 
Zn : 500,000 1,200 

CLP-CAL-1, 
SOL B 

High Purity 

CLP-CAL-1, 
SOL B 

Ag 250,000 , 125 625 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 62.5 1,250 

CLP-CAL-3 High Purity ; As 1,000,000 12.5 250 

CLP-CAL-3 
Cd 500,000 125 

CLP-CAL-3 Pb 1,000,000 250 
H 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 

«a««W3 



la4kf&BP.TStaa 
1544 Sawdust Road, Suite 505 

The Woodland*, TX 77580 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: .AJB2L1YS& rt „ •* j 
Solution Name: 

" L e v  (ftvux 
Dilution Solvent #: 

i 6 A  
Prep Date: 

1 1 - 3 7 - 4  
Total VoL (ml): 

Expiration Date: 
t i - a > 4  

Lab ID (Receipt Logbook) Concentration 
(mg/I oi(ug/m 

Aliquot Pinal Concentration 
(mg/I oi/ug/n) 

L CV X C U m )  C A 7 » f 0 » " i )  (0 492 - to t  S O 
——— 

X X-

r-
J 

' I t ?  

X 

X 
/ 

X 
s* 

.X 

-

NOTES 

REVIEWER (SIGN): DATE: 

S S B S f l a / i a  
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1S44 EmduaKosd, Sate SbS 
TheWocKDands, TX77380 

2SI-2W-S2T7 

CLP ELM05.4 ICP-AES 
Sample Analysis 

Effective Area,,. Tvpei_.. MiTmKftr Version 1. . JKage. .. . 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 19 of 31 

Table 9. ICP/AES-Initial Calibration Verification Standard (ICV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# ug/L ug/L 

ICV-1 (1201) EPA Ref A1 24,820 1,000 2,482 ICV-1 (1201) 
Material Sb 9,920 992 

As 9,960 996 i 

ICV-1 Ba 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 490 
Co 4,960 496 
Cu 4,900 490 
Fe 51,070 5,107 
Pb i 9,960 * 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 1 4,920 492 
K 100,080 10,008 
Se 10,05 0 1,005 
Ag 4,950 495 
Na 100390 -- 10,039 
11 10370 1,027 
V 5,010 

/ 501 
Zn 10,000 1,000 

2% Nitric Acid (uL) 9,000 j • 

Total1 Volume (uL) 10,000 

99999971.5 



1544 SewdttaRoad, Suite 505 
The Woodlands, TX 77380 

281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂̂  

Solution Name: 

Dilution Solvent #: 
D/ woj  ( 

Prep Date: 
K-a -^  

Total Vol (ml): 

Expiration Date: 

Lab ED (Receipt Logbook) Concentration 
XmVlor ug/Q 

Aliquot 
(ml or @ 

Final Concentration 
(mg/1 or ug/I) 

c»><H (  A^>°(^!r > & - 1 1 *  (<T& 3 -fit 
PA c I* 1(4.0 7 

T L  C6 X ) - U - < T } /  ! r 
Se. ( b D - l V t - ? ? - )  5 *  

2K ( J>7l-<TM» / Qxr* 

R 5 
1^ * * 

S s 
, 

m ' •  i •  

NOTES 

REVIEWER (SIGN): _ DATE: VV 
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f iaaWBBlWi 
ISM Eswlun Kraut Sidle SOS 
Tht'WowDattdi.TX 77380 

381-292-5777 

CLP ELM05.4 ICP-AES 

Sample Analysis 

Effective Area Tvoe Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element CONC. Aliquot Final Cone. • 
Name CAT# - (ug/L) (uL) (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std # CRDL , Co 100,000 50 

Se 10,000 5 
As 20,000 10 
Cu 50,000 25 
Ag 20,000 10 
Be 10,000 5 
Pb 6,000 3 
T1 20,000 10 
Cd 10,000 5 
Mn 30,000 15 
V 100,000 50 
Cr 20,000 10 
Ni 80,000 40 
Zn 40,000 20 

Lead 10PPM High Purity 
100028-1 

(Diluted lOOx 
to give 10PPM) 

Pb 10,000 35 7 

Selenium 10PPM High Purity 
100049-1 ; 

(Diluted lOOx : 
to give 10PPM) ; 

Se 10,000 150 30 

Thallium 10PPM 

i • 

High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

T1 10,000 75 15 

Ziino-IOPPM High Purity 
100068-1 

(Diluted lOOx 
to give 10PPM) 

Zn 10,000 200 40 

2% Nitric Acid (uL) 49,515 
Total Volume (uL) 50,000 
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iA4L«eR»Ma 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77360 
261-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Vision RCN 
13-Apr-07 QA FORM 2FORM04 1,0 686-1002 

; Solution Number: Analyst: £ j. 

Solution Name: 
i  L i i A l ?  ( A F  *  J  

Dilution Solvent #: 
2-'/* ( r f / i f h  C 6^( j- . P3- — J  

Prep Date: 
! l  

Total Vol (ml): , 
i:c» Oft c-A 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/lor'ug^F) 

I c )!\ Q AT-> a fA7oS (r 10-24 ?£ 6° •* (0 b 
Ls 

I - 2-4  ̂

I cm 4ft G A T>A f A ">?•« 5 1° - 24?£,  ̂4 i  (  V lkO j-t -  ̂
QA T Ji?  it a f . >4 ̂  |0& r i -  7 - sV<k  

^ : 

>S / 
/ . . -k 

s 
r i k v r  r  

/ 
/ : 

/ 

; 

• 

— 

NOTES 

REVIEWER (SIGN): _ DATE: 
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QATS INORGANIC REFERENCE MATERIAL 
INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources. ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mL volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT ILM04.X. 

Table L "( CERTIFIED VALUES" FOR LNT ERFERENCE CHECK SAMPLE 
ART A (1206) AND PART A (120 6) MIXED WITH PARTE (0203; 

Element Concentration (ua/Ll Part A Concentration (ue/L) Part A + Part R 
A1 244100 241100 
Sb (0) 589 
As (0) 101 
Ba 2 495 
Be (0) 475 
Cd (0) 940 
Ca 234900 231100 
Cr 43 511 
Co (4) 461 
Cu (23) 548 
Fe 95600 94800 
Pb 10 61 
Mg 247500 251100 
Mn 19 502 
Ni (21) 984 
Se (0) 53 
Ag (0) 206 
T1 (0) 103 
V (0) 494 

Zn - 28 1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Fonns\PEINSTR\RM ELM05 X ICP-AES ICSA(1206)B(0203).doc 
B H B U M S 7  

QATS Form 20-007F096R03, 03-01-2007 



Lab ED (Receipt Logbook) Concentration 
(nng/yor ug/I) 

Aliquot 
(jjpPor 

ul) 
FihakCbncentration 

/mg/l or ug/I) 

V (GITO ( Of.  ̂

"Iv i o. &>*> I* 4"0 

C\ 
/ 

\
 \
 \ i 

^ v 

tS 
/ 

/ 
' y \ 

S \ 
S 

L — 

Solution Number: Analyst:  ̂

Solution Name: 
Zvfer.u^( i CA cr-* ) 

Dilution Solvent #: v ^ 

2 H / V - i  L 5"<f -<*>) 
Prep Date: Total Vol (ml): 

2AM* 
Expiration Date: 

i 2 -2VJ>  

IA4R®5SM^ 
1544 Sfiwdust Rcaii, Suite SOS 

The Woodlands, ?* 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

1 
I 
I 
I 
I 
\ 
! 
! 

! 

I 

NOTES 

REVIEWER (SIGN): DATE: \ \ \  \  °  A  
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(A4ESHB?lfSa 
1544 Sawdust Road, Suite 505. 

The Woodlands, TX 77380 
2*1-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 23 of 31 

Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

VENDOR-
CAT# 

Element Initial Cone. 
(ug/L) 

Aliquot 
(uL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental1 

Express 
# HP100067-1 

Y 1,000,000 1,000 1,000 

2%N itric Acid (uL) , 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog # ug/L 

Aliquot (uL) 
50ml sample 

digestate 
ug/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures AI 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 2,000 

. Be 5,000 50 
Cd 5,000 50 ! 
Co 50,000 500 
Cr3 20,000 i 200 
Cu 25,000 250 
Mn 50,000 500 
Ni 50,000 500 
Pb 2,000 20 
Sb 10,000 100 
Se 1,000 10 
T1 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
#100049-1 
(lOOxdil) 

Se 10,000 200 40 

Iron High Purity 
# 10M26-1 
(lOOxdil) 

Fe 100,000 500 1,000 

—i8WM87;i 



1544 Sawdust Road, Suite 505 
Tbe Woodlands. ,1X77380 

281-282^5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

1 Solution Number: 
6*6-

Analyst: 

Solution Name: 
CAO-J j 

Dilution Solvent #: 
Dt 

Prep Date: 
H - 2 7 - ^  

Total VoL (ml): _ , 

Expiration Date: 
U-*?-a£k iou 

Lab ID (Receipt Logbook) , Concentration 
(mg/1 orug/I) 

Aliquot 
(ml or 

ul) 
Final Concentration 

(mg/1 or ug/I) 

( A "7 h.^ft.4" 40 
! f 

! / 
a 
L/l. M" 

s r*v> 1 

y 
y 

y 
/ 

/ 
/ 

/Z 

NOTES 

REVIEWER (SIGN): DATE: _ n \^V>A 
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1544 Sawdust Road, Suite 505 Tbe Woodlands, TX 77380 
28]-292r5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and standards preparation chart 

2% NITRIC ACID (SO, ICB, CCB) 

STANDARD VENDOR CAT# CONC (jxg/ml) SPIKE FINAL CONC (jxg/ml) 
VOLUME CONC 

(mL) 
Nitric Acid EMD NX0407-2 20 2% 
Reagent water 980 

TOT. VOL. 1000 

m8'89972'3 



lA4lS88SRBinf9 
2544 Sawdust Road, Suite 505 

Tbe Woodteod* TX 773BO 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: 6 g i -  rr-'T- Analyst:  ̂

Solution Name: 

Dilution Solvent #: 
1 '/» -S'4—of ) 

Prep Date: 
I I -  O - 0  

Total Vol (ml): 
1 CD," 

Expiration Date: (3-^1.-0 

Lab ED (Receipt Logbook) Concentration 
(mg/pjr ug/I) 

Aliquot 

(ml or 1 

& 
Final Concentration 

(mg/1 or ug/I) 

CM> telA ra - SCO 

V * 
.STO 

CM' C<M (ATMcr&*f ) art) ^00 l . v f  
cL? c&\-x C A ^ g ( 6 - ° 6 >  ijnR J?5T> 

I6^n> d-^r-v>X 
-

t- f 
v'' 

r i 
t ( t* 1 

y 

-— 

NOTES 

REVIEWER (SIGN): _ DATE: \** \ * 

'«MM»S72J 
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2M-2M-SJ77 

CLP ELM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvoe Number Version Paee 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 17 of 31 

Table 7. ICP/AES-Initial Calibration Standard (S) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone, 
ug/L 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity A1 2,000,000 . 250 10,000 
SOLA Co 500,000 2,500 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cu 250,000 1,250 
K 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 
Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000 2,500 
Cr 200,000 1,000 
Mn 500,000 2,500 
Zn 500,000 2,500 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOLB 

Ag S 250,000 250 1,250 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 125 2,500 

CLP-CAL-3 High Purity As 1,000,000 25 500 

CLP-CAL-3 
Cd 500,000 250 

CLP-CAL-3 Pb 1,000,000 * 500 
XI 1,000,000 500 
Se 1,000,000 500 

2% Nitric Acid (uL) 49,350 
Total Volume (uL) 50,000 
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Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
.ft 

Analyst:  ̂̂  

Solution Name: 
cAS*J 

Dilution Solvent #: 2 f-woi ' s"4-'4^ J 
Prep Date: 

•U-*7 
Total Vol (ml): 

lOtt j 
, Expiration Date: a- xy cj 

Lab ID (Receipt Logbook) Cpn&ntration 
^M^r ug/I) 

Aliquot 
(ml or 

nl) 
Final Concentration 

(mg/1 or ug/I) 

Ctp.  (XI rdA (A7» i^3/ 5D — SCO* d . / T ^ r - i x . y  

uf  t.AL Sole f47"7')s'M 

cMf cftt 2. ( Alo[in i  (Coo f / v j t >  ( •vr 

of  uli .  ?  ( (CP* « i VX - 4 

— —y 

y/ 
r 

mX A 
i •> /• J 

1 / 

/ 
/ 

•— —— —•—— 

NOTES 

REVIEWER (SIGN): DATE: VN 
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CLP CLM0S.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version ; Pace 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Continuing Calibration Verification Standard (CCV) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone. 
og/L . 

Aliquot (uL) 1 Final Cone. 
ug/L 

CLP-CAL-1, High Purity Al 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 

CLP-CAL-1, Ni 500,000 1.250 
SOLA Ba . 2,000,000 5,000 

Cu 250,000 625 
K 5,000,000 12,500 
Be 50,000 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,500 
Mg 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 
Mn 500,000 1,250 
Zn 500,000 1,200 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOLB 

Ag 250,000 125 625 

CLP-CAL-2 Hi gh Purity 

CLP-CAL-2 

Sb 1,000,000 _ 62.5 1,250 

CLP-CAL-3 High Purity As 1,000,000 12.5 250 

CLP-CAL-3 , 
Cd 500,000 • , 125 

CLP-CAL-3 , Pb 1,000,000 250 
T1 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 

mmsmmTi 
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Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
trt - *3 - u~? 

Analyst: r> 

Solution Name: l e v  
Dilution Solvent #: 2&/o hvv0i C jr4"®> ) 
Prep Date: U-27—t^ Total VoL (ml): 

Expiration Date: 

• Lab ID (Receipt Logbook) Concentration 
(mg/1 oi/ug/m 

Aliquot 
(unffar Final Concentration 

(mg/1 oi/ng/n) 

i c v x  c a * t )  c A ? ° a ^ >  ( O  4 9 2  - | o i  s o  

y  

s 

r -J 

I h ?  

/ 
/ 

/ / 
s  

i s  y  
,/ 

/ 

~~~~ 
""" '""s,/ 

NOTES 

REVIEWER (SIGN): 6^ DATE: Vl\rV^"\ 
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tA4f§felfllffi'iSfli 
1S44 Sawdust R«ul, Siiite SOS 

lbeWoofflandj,T*77JiD 
281-2M-SZ77 

CLP XLM05.4 ICP-AES 
Sample Analysis 

Effective Area Typfe— "hJirmKftr Version . ... , .Page.. 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 19 of 31 

Table 9. ICP/ABS-Initial Calibration Verification Standard (TCV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# ug/L ug/L 

ICV-1 (1201) EPARef A1 24,820 1,000 2,482 
Material Sb 9,920 992 

As 9,960 996 
ICV-1 i Ba 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 490 
Co 4,960 496 
Cu 4,900 490 
Pe 51,070 5,107 
Pb 9,960 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 4,920 492 
K ; . 100,080 10,008 
Se • 10,050 1,005 
Ag 4,950 495 
Na 100,390 10,039 
T1 10,270 1,027 
V 5,010 501 

Zri 10,000 1,000 
2% Nitric Acid (uL) 9,000 

Total Volume (uL) 10,000 

mmamysa 



[A4KwwiSl^ 
J544 SawJun Road, Suite 505 

The Woocflaads, TX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
6  ̂ i  ~ yg-  &7- *** i{ 

Solution Name: 
C & t  L A & i j  

Dilntion Solvent #: 2 */ KKOJ (  Q -  > ) 
Prep Date: ' • Total VoU (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
AmWl or ug/I) 

Aliquot 
(ml or Final Concentration 

(mg/1 or ug/I) 

cj?cR ( ) 6- /2*  
v_A 

(<TO 3 

PA C6 ff-te-'T-J IU o 7 
TL L6n-u-<Qj : 3co !• i~~ 

Se. C £CD yt 

2K : * t 4*° 

f* A 

; 

1 

i 

_ —^ 

NOTES 

REVIEWER (SIGN): DATE: _ 



lfl4teBMHaa 
I5«4 fitwAiBKra&SiriteSOS 

Tte'Woodbmfc.TXTJSW 
2S1-2W-5277 

CLP ELM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvoe Number Version Page 
25-Mar-07 METALS SOP 2SOP06 TO Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element CONC. Aliquot Final Cone. • 
Name CAT# (ug/L) (uL) (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std #CRDL Co 100,000 50 

Se • 10,000 5 
As 20,000 10 
Cu 50,000 25 
Ag 20,000 10 
Be 10,000 5 
Pb 6,000 3 
Tl 20,000 10 
Cd 10,000 5 
Mn 30,000 15 
V 100,000 50 
Cr 20,000 10 
Ni 80,000 40 
Zn ; 40,000 20 

Lead 10PPM High Purity 
100028-1 

; (Diluted lOOx j 
to give 10PPM) 

Pb 10,000 35 7 

Selenium 10PPM High Purity 
100049-1 

(Diluted lOOx 
to give 10PPM) 

Se 10,000 150 30 

( Thallium 10PPM High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

Tl 10,000 75 15 

Zinc 10PPM High Purity 
100068-1 

(Diluted lOOx 
to give 10PPM) 

Zn 10,000 200 40 

2% Nitric Acid (uL) 49,515 
Total Volume (uL) 50,000 

mmmmm 



BUragfglfglgg 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 i 2SK292-5277 

Standards Prep Logbook 

Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst: £ j. 

Solution Name: Lc ->4 t Lt i4(? {fit l J-
Dilution Solvent #: 

2-/ Hafh 
: Prep Date: 

J i - i l - * " *  
Total Vol (mQ: , 

I  Ct> Oft o A  
Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/1 or (jgjjl) 

Aliquot 
(ml or 

ul) 
Una! Concentration 

(mg/1 onUg$ 

I OA Q ATJ /J fA7°?'rV Ic-24?£ 60 =• 10 . b. 1 
o 

t - 2-4^ 
I D 4 R  J ta~2-4??, *r,< ( < J x O  

* 

f - L Q, f; 

QATi B C47ofir.J.p i"U ( ^ (O-o rl-  MU (<)<? 
• ^ 

x̂  
>s / 
/  . ,-v "ll<wr r 

\
 \
 
\
 
\
 

x X 1 

1 - -

y-' 

~*" '—-

NOTES 

PA1E: VV\^V'\ 

989939732 
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REVIEWER (SIGN): 



QATS INORGANIC REFERENCE MATERIAL 
INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources: ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mL volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT ILM04.X. 

Table 1. "CE 1RTIFIED VALUES" FQR JENTERFgRENGi CliECK SA1V1PLE > 
•a ICP-AES'PA RT A (1206) AND PA RT A (1206) MIXED WITH PART B (0203) 

Element Concentration (mz/L) Part A Concentration (uu/L) Part A + Part R 
A1 244100 241100 
Sb (0) 589 
As (0) 101 
Ba 2 495 
Be (0) 475 
Cd (0) 940 
Ca 234900 231100 
Cr 43 511 
Co (4) 461 
Cu (23) 548 
Fe 95600 94800 
Pb 10 61 
Mg 247500 251100 
Mn 19 502 
Ni (21) 984 
Se (0) 53 
Ag (0) 206 
T1 (0) 103 
V (0) 494 

Zn - 28 1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Forms\PEINSTR\RM ILM05 X ICP-AES ICSA(1206)B(0203).doc 
SiiBafl733 

QATS Form 20-007F096R03, 03-01-2007 



(A4EESI3I3 
1544 Sawdust Road, Suite-505 

The Woodlands, IX 77380 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 QA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂

Solution Name: ) 
Dilution Solvent #: 

2  '{•> HvVvx C 6 p6 -5^-0^ 
• 

Prep Date: Total Vol (ml): 

Expiration Date: 
12-2^-J> 

Lab ID (Receipt Logbook) CpnCentration 
! Angkor ug/I) 

^uot 

Ul) 

Fina^Cbncentration 
/mg/I or ug/I) 

Y (&&•?*-}> (GIT® r- ^ 
lu C 1 0. (?i>5 S* fan 

' 

y 
X 
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\
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NOTES 

REVIEWER (SIGN): DATE: \\\ 
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(A4k!BiBBmia 
1544 Sawdust Road, State 505 
lite Woodlands, TX 77380 

281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 23 of 31 

I 

Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

VENDOR-
CAT# 

Element Initial Cone. 
(ug/L) 

Aliquot 
CuL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental 

Express 
#HP100067-1 

Y 1,000,000 1,000 1,000 

2%N itric Acid (uL) 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog # ug/L 

Aliquot (uL) 
50ml sample 

digestate 
ug/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures A1 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 1 2,000 

Be 5,000 50 
Cd 5,000 50 
Co 50,000 500 
Cr3 20,000 200 
Cu 25,000 250 
Mn 50,000 500 
Ni 50,000 500 1 

Pb 2,000 20 
Sb 10,000 100 
Se ! 1,000 10 
T1 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
#100049-1 
(lOOxdil) 

Se 10,000 200 40 

Iron High Purity 
# 10M26-1 
(lOOxdil) 

Fe 100,000 500 1,000 



Percent Solids Logbook 
Effective Area Type Number Version RCN 

28-Sep-06 WET CHEM FORM 5FORM03 1.0 670-0731 

DATE IN: U jisjcrf 
DATE OUT (l):_LL/j6_/0jt 
DATE OUT (2): -
DATE OUT (3): 

SOP: ( 0 8 3  
OVen ID: A 

Pan # 

A 

Lab 
Sample ED 

B 

Client 
Sample ID 

C 

Pan 
Weight (g) 

D 

Pan + Wet 
Sample (g) 

E 

Pan + Dry 
Sample J1 (g) 

F 

Pan + Dry 
Sample #2 (g) 

F 

Pan + Dry 
Sample #3 (g) 

F 

Percent 
solids** 

i 

3g A.̂ t- NA . —• 

B.T man NH27V1 1-9 1 1 * A Q -A I V t i - 3  
-rti ViD 1- K  i  4  -  ̂  5.7- * 3  * ? - •  

H P  ! -<7? ±•8 11.0 g 
-03 -Z3- ; 11 ± L P  f  

•z.% t i u  1  4  • A  2 < - S  

44 ' 2L% t - a  j 'd.4 9 4 3 t & l -

4,1, > I - Q C  * l AO 1 - 8  11<± j L  0 - 0  > 1 / 

f t *  

\ (  \ ' 
1 

•% 

Notes: • ' 

Analyst/Date: R S  l i f t  6  j  Reviewer/Date: w \ \ ^ \  ^  

Final Dry Weight (F) is used when monitored final weights are consistent. 
•^Percent solids(G) = { (F-D)/(E-D) } * 100 

till® 1313137 3B 

TIME IN:. IH • fTG TEMP IN: IQffC 
TIME OUT (1): 9 St) TEMP OUT (1): ) t) b~ C 
TIME OUT (1): TEMP OUT (2): 
TIME OUT (3): — TEMP OUT (3): ~~~ 

Method:ASTMD2216-92/SM2540G/ILM05 3&G&^ot§er? 'pj~ i . 
Thermometer ID: I ?) $ /S3~ 

P82 



FedEx | Track Page 1 of 1 

Espaftol| Customer Support | FedEx Locations Search i Go i 

Package/Envelope Freight 1 Expedited OfNce/Print Services 

Ship > | Track • Manage • 1 Business Solutions • 

Track Shipments/FedEx Kinko's Orders 
Detailed Results 

' Printable Version Quick Help CDouie 
Select another track: 1795506075499 'Previous 

Tracking number 
Signed forby 
Ship date 
Delivery date 

Status 

Signature Image 
available 

795506075499 
J.SCHULZE 
Nov 8,2007 
Nov 12, 2007 10:02 AM 

Delivered 

Yes 

Delivered to Shipping/Receiving 
Service type Priority Overnight 
Master tracking number 863198575033 

Date/Time 
NOV 12, 2007 

Nov 10, 2007 
Nov 9, 2007 

Nov8, 2007 

Activity 
10:02 AM: Delivered 

Location 

7:02 AM On FedEx vehicle for delivery CONROE, TX 

7:47 AM At local FedEx facility 
8:12 PM At local FedEx facility 
2:11 PM Delivery exception 

7:11 AM At local FedEx facility 
5:57 AM At dest sort facility 
4:32 AM Departed FedEx location 

12:43 AM Arrived at FedEx location 
8:00 PM Left origin 

2:05 PM Picked up 

CONROE, TX 
CONROE, TX 
CONROE, TX 

HOUSTON, TX 
HOUSTON, TX 
MEMPHIS, TN 
MEMPHIS, TN 
SALT LAKE CITY, 
UT 
SALT LAKE CITY, 
UT 

Details 

Package at station, arrived after courier 
dispatch 

Wrong Address? 
Reduce future mistakes by using 
FedEx Address Checker. 

Tracking a FedEx SmartPost 
Shipment? 
Go to shipper login 

Subscribe to tracking updates (optional) 

Your Name: | Your E-mail Address: 

E-mail address Language 

! English ijf 
('English ijj 
English | 

(English ^ 

Select format: W HTML II Text ft Wireless 
Add personalmessage: 

Not available for Wireless or 
non-English characters! 

Exception 
updates 

Delivery 
updates 

• 
• 
n 
a 

• By selecting this check box and the Submit button,! agree to these Terms and 
Conditions Submit 

Global Home j FedEx Mobile | Service Info ) About FedEx | Investor Relations | Careers | redex.com Terms of Use | Privacy Policy | Site 
Map 
This site is protected by copyright and trademark laws under US and International:law. All rights reserved. © 1995-2007 FedEx 

http://www.fedex.com/Tracking/Detail?mpCurrentPage=l&cntry_code:=us&tracknumber_Iist=8... 11/12/2007 

http://www.fedex.com/Tracking/Detail?mpCurrentPage=l&cntry_code:=us&tracknumber_Iist=8
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Station Location 
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EE Scientific 
1544 Sawdust Road, Suite 505 
The Woodlands, TX 77380 
(281) 292-5277 
www. a4solentlflo. com 

Sample Loa-in Report 

WORK ORDER = 0008712 

Printed: 11/15/2007 8:59:31AM 

Client: NAZY ABOUSAEEDI Project: ILM05.4 
COMPUTER SCIENCES CORPORATION Project Number: CLP SAMPLES 
15000 CONFERENCE CENTER DRIVE Courier/Airbill#: Fed Ex / 795506075499 
CHANT1LLY VA 201513819 COC/TR#: 80656029251107070004 

Lab Sample Client Sample Matrix §C6nt. Case SPG Sampled Received Analysis TAT Comments 

0008712-01 MH23Y1 Soil 1 36948 MH23Y1 11/01/07,12:00 11/12/07 10:02 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 SDG FIRST SX-MS/DUP 
21 

0008712-02 MH23Z6 Soil 1 36948 MH23Y1 11/01/07 13:30 11/12/07 10:02 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008712-03 MH23Z7 Soil 1 36948 MH23Y1 11/01/07 10:20 11/12/07 10:02 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008712-04 MH23Z8 Soil 1 36948 MH23Y1 11/01/0713:50 11/12/07 10:02 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008712-05 MH23Z9 Soil 1 36948 MH23Y1 11/01/0710:35 11/12/07 10:02 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008712-06 MH24A0 Soil 1 36948 MH23Y1 11/01/07 13:40 11/12/07 10:02 ILM05.4-TOTAL ICPAES 21 SDG FINAL SX 
Solids, Dry Weight 21 



1544Sawdust Road, Suite 505 
The Woodlands, TX77380 

281-292-5277 

Sample Custody Logbook 
Cooler A 

Effective Area Type Number Version RCN 
25-June-06 QA FORM 6FORM06 1.0 671-0802 

Sample Custodian Check in: 
Login Thermometer ID: T "7 01 Work Order: *37 2-

SAMPLEID CONTAINER 
TYPE & NO. 

DATE/TIME 
SIGNED IN 

nii2Js? 
JI no 

SIGNED IN 
BY 

SAMPLE ID CONTAINER 
TYPE & NO. 

DATE/ TIME 
SIGNED IN 

SIGNED IN 
BY 

OVe 
I'Zip 
he jc ho 

n))Z/(fr 
Analyst Checkout/Check in: 

SAMPLE 
ID 

CONTAINER 
TYPE 

QUANTI 
TY 

SIGNED 
OUT BY 

DATE/ 
TIME 

SIGNED 
OUT 

PREP OR 
ANALYSIS 

SIGNED 
IN BY 

DATE/ 
TIME 

SIGNED 
IN 

REMARKS 

- O f .  6 IV P-eT • Xt̂  
I t /  ir/*R 

v O . M r  

Z7iZ - 6" - ZP (xxtk. 
1 

e "jitM n) ni 09 
M ' crt» 

l 

u/Mp-t 

Container type: 40ml,2WM,4W VI, 8WM, 16WM, 32WM, 1L Amber, 80 Amber, 1L Poly, 16 Poly, 

Empty containers must be returned to fee SAMPLE CUSTODIAN and documented as empty. 

PI 31 



Page 1 of3 

jschulze@a4scientific.com 

From: "Kramer, Caroline" <Gkramer5@fedcsc.com> 
To: <jsehulze@a4seientific.com>; <pradeep@a4scientific.com> 
Cc: < beard. caro!@epa.gov> 
Sent: Thursday, November 15,2007 2:11 PM 
Subject: Region 081 Case 369481 Lab A4| Issue Multiple | FINAL 

Jessica, 
* * * Summary Start* * * 
-Missing/broken custody seals-
Issue 1: For samples received on 11/12 there were no custody seals, but 
the cooler did not appear to be tampered with. 
Resolution 1: Per Region 8, the laboratory will note the issue in the 
SDG Narrative and proceed with die analysis of the samples. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 2: The sample tag numbers do not match die tag numbers listed on 
the TR/COC. 
Resolution 2: In accordance with previous direction from Region 8, the 
laboratory will note the issue in die SDG Narrative and proceed with the 
analysis of the sample using the sample tag number attached to the 
sample container. 

-Missing temperature blank-
Issue 3: There was no temperature blank received with the samples. The 
cooler temperature was determined to be 6C. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in the SDG Narrative and proceed with the analysis of 
the samples. 
***Summary End*** 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5 @.fedcsc.com 
Computer Sciences Corporation (CSC) 
703.818.4248 

This is a PRIVATE message. If you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of die mistake in 
delivery . NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

11/15/2007 

mailto:Gkramer5@fedcsc.com
mailto:jsehulze@a4seientific.com
mailto:pradeep@a4scientific.com


Original Message-—-
From: Beard.Carol@epamail.epa.gov [mailto:Beard.Carol@epamail.epa.gov] 
Sent: Thursday, November 15,2007 3:07 PM 
To: Kramer, Caroline 
Subject: Re: Region 08 | Case 36948 ] Lab A4 f Issue Multiple 

Caroline -

Issue#!: 

The laboratory should note this in the case narrative and proceed with 
analyses. Thanks! Carol 

"Kramer, 
Caroline" 
<ckramer5@.fedcsc To 
,com> Carol Beard/F.PR/R8/l JSRPAAJS@.EPA 

cc 
11/15/2007 01:00 
PM Subject 

Region 08 | Case 36948 | Lab A41 
Issue Multiple 

Carol, 
A4 is reporting the following issues regarding Case 36948. Please 
advise on how the lab should proceed for issue 1, issues 2 and 3 can be 
resolved using standard answers. 

-Missing/broken custody seals-
Issue 1: For samples received on 11/12 there were no custody seals, but 
the cooler did not appear to be tampered with. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 2 : The sample tag numbers do not match the tag numbers listed on 
the TR/COC. 
Resolution 2: In accordance with previous direction from Region 8, die 
laboratory will note the issue in die SDG Narrative and1 proceed with the 
analysis of the sample using the sample tag number attached to the 
sample container. 

-Missing temperature blank-
Issue 3: There was no temperature blank received with the samples. The 
cooler temperature was determined to be 6C. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in die SDG Narrative and proceed with the analysis of 
die samples. 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5@fedcsc.com 

mailto:Beard.Carol@epamail.epa.gov


Computer Sciences Corporation (CSC) 
703.818.4248 

From: jschulze@a4scientific.com [mailto:jschulze@a4scientific.com] 
Sent: Thursday, November 15,2007 1:15 PM 
To: Kramer, Caroline 
Ce: pradeep@a4scientific.com: pakanati 
Subject: CASE/SDG 36948/MH23K0, W6 & Y1 

Caroline  ̂

For cooler received on 11/12/2007. Airbill # 795506075499. 

Issue 1: Custody Seals were absent, cooler was not tampered with. 

Issue 2: Sample Tag numbers did not match tag numbers listed on 
TR/COC's. 

Issue 3: Cooler Temperature blank was absent. Cooler temperature was 6 
degrees. 

Please let me know if you have any questions. 
Thanks. 

Jessica Schulze 
A4 Scientific Inc. 
1544 Sawdust Rd. Suite 505 
The Woodlands, Texas 77380 
(281)292-5277 

mailto:jschulze@a4scientific.com
mailto:pradeep@a4scientific.com



